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PREFACE TO THIRD EDITION. 

Thismi^ht with propriety be called the fourth edition— the main ided 
of the work havlnc: been embodied in a pamphlet under the same title, 
published in 1878. but long: since fomrotten. The successive editions 
have reached their present form by accretion, rather than by develop- 
ment ; like Topsey. the book has "arrowed." rather than been ' brought 
up. and just as that youncr lady exhibited numerous traits which were 
inconsistent with a proper training, so this book shows patch-work and 
inequalities which do not add either to its value or its attractiveness. 

Of all this the author is fully conscious, and if he could possibly have 
secured the necessary leisure he would gladly have rewritten the entire 
volume. But pressing, or rather imperative calls upon his time, have 
prevented this, and he has, therefore, been compelled to feel satisfied 
with such general revision and additions as were necessary to bring the 
work up to the present state of our knowledge. 

The book is still intended for beginners and has changed nothing of 
its elementary character. It is true that we have inserted a few pages 
relating to the higher class of objectives, and the accessories used with 
them, but those who do not possess such apparatus can easily skip 
these passages. 

That it is suited to the purpose for which it was intended, we have 
evidence, not only in the extended sale which it has secured, but in 
the fact that it has been adopted as an auxiliary text^book in several 
of our schools and colleges. 

New York, .fantiarv. 1881. 
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PREFACE TO SECOND EDITION. 

The fact that an unusually large edition of this work has been sold in 
a comparatively short period, is. to the author, evidence that such a 
work was needed, and tliat the present volume has, to a certain extent, 
supplied the want In the present edition, therefore, he has endeavored 
to introduce several important improvements, while at the same time 
the elementary character of the work remains unaltered. With a few 
very slight and unimportant exceptions, the entire matter of the former 
edition has been incorporated in the present, and in addition several 
important subjerts. particularly the chapter on objectives, have been 
gre%itly enlarged. 
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Many important points still remain imtouchod, but it is believed that 
in its present form most beginners will find in it all the information 
that they may reauire upon ereneral topics. 

As the want of all illustrations of the stands of different makers, and 
of many accessories, has been urged as an objection to the first edition, 
and as we have not deemed it advisable to fully supply this omission in 
the present issue, a word of explanation may not be out of place. One 
great object in view in the preparation of this book was the furnishing 
of a cheap manual for those who cannot afford the more expensive books 
of Carpenter, Beale, Frey, etc. To have given anything like a fair rep- 
resentation of the products of the different makers of this country and 
of Europe, would have nearly doubled the size and price of the volume. 
But if the reader will examine the engravings of stands, etc.. in the 
books just mentioned, he will find that, even in the best of them, these 
illustrations are mere reproductions of the figures found in the descrip- 
tive lists of the various dealers. As new editions of these lists are being 
constantly issued, and as they may in most cases bo obtained without 
cost from those that publish them, we have thought it best to refer our 
readers to these catalogues for information in regard to the construction 
of the instruments of different makers. For the addresses of the promi- 
nent microscope makers of this country and Europe we refer our 
readers to "The Microscopist's Annual." 

In this, as in the previous edition, we have omitted all descriptions qf 
objects, believing that the proper aim of a book on the microscope 
should not be to teach the general principles of botany, zoology or 
histology, but simply the best methods of using the microscope in the 
pursuit of these studies. The proper books in which to find a descrip- 
tion of objects, are those which treat of that department of science which 
takes cognizance of the special subject under consideration. The 
present volume is intended merely as a guide to the best general 
methods of using the microscope. 

It has been a source of great satisfaction to the author to be assured 
by those whom he deems good authority, that this little book has done 
much to foster the use of the microscope in this country, and he hopes 
that the present improved edition will tend to still further increase the 
deep interest which is already felt in an instrument which has done 
more than any other to extend our knowledge of organic nature. 

New York. August, 1877. 
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Tiie Microscope and its applications in the Arts, and in general sdence, 
having deservedly occupied a prominent place in the pages of The Tech- 
nologist, OB Industrial Monthly, a very large number of enquuies in 
regard to the best methods of using and applying this useful instrument 
have been directed to us. It would have been easy to answer these en- 
quiries by a reference to some one of the many treatises that have been 
published on this subject, but as most of these works are expensive, and 
as many of our correspondents desire an answer in a more concise and 
simple shape, we have endeavored to give, in cheap and compact form, the 
information that is most usually demanded. 

It is an unfortunate fact that while the microscope is daily growing in 
favor with those who know anything of its achievements, the operations 
of certain parties, too well known to the public, have brought a certain 
degree of suspicion upon all attempts to popularize this most valuable 
instrument. Microscopes, varying in price &om twenty-five cents to two 
dollars and a half have been offered for sale, and the claim made for them 
that they are capable of showing clearly the structure of the more min- 
ute tissues, and that they may be used to advantage by physicians and 
naturalists. To the young student whose means are limited, and to the 
country practitioner, whose ability to supply himself with needed books 
and instruments often falls far short of his desires, the offer of a service- 
able microscope for a couple of dollars is a great temptation, and when 
the instrument in question id endorsed by a long list of clergymen, law- 
yers, and even editors, this temptation becomes irresistible. And if the 
purchaser should happen to be unfamiliar with really good microscopes, 
and unable to discriminate between a clear and accurately defined view 
of any object and one that is distorted and incorrect, he may be led to use 
it, and so fall into the most serious mistakes. That this, unfortunately, 
does happen too often must be well known to all who arc familiar with the 
subject, and it is within our own knowledge that the most worthless cari- 



catnre of a microscope has been purchased and used nnder such circnm* 
stances. 

We indulge a faint hope that the information conveyed in the following 
pages will enable the inexperienced reader to avoid these mistakes, and to 
assign a proper value to the certificates of dergyihen and editors who 
vouch for the excellence of articles concerning whose properties and uses 
they are profoundly ignorant. These two classes we single out for repro- 
bation, because^in this rospect, at least — ^they seem to be sinners above 
all other men. 

As stated in the title page, it is intended for beginoers, and not for 
beginners in the use of the microscope only, but for those who have had 
little or no experience in the use of instruments of any kind. Hence the 
directions that are given are of the very simplest kind, and all theoretical 
explanations have been avoided, for the reason that any person that is 
desirous of studying the optical piinciples upon which the microscope is 
constructed will find in the ordinaiy text books on natural philosophy all 
the information he may want. Our object has been solely to impart such 
information as will enable the reader to make a beginning in the practice 
of microscopy, hoping that the start thus given will lead him to proceed 
with his studies, and ultimately acquire that knowledge, skill and dexter- 
ity which will enable him to avail himself of the extraordinary powers and 
advantages which the use of this instrument confers, both in scientific 
pursuits and in everyday life. Above all things, therefore, we have en- 
deavored to be accurate in our statements and judicious in our directions, 
and the reader is assured that no processes or methods are given which 
we ourselves have not frequently and successfully put in practice. 



JOHN PHIN. 
New Torkf January, 1875. 



INTRODUCTION. 

Thousands of microscopes throaghout the country are at the pres- 
ent day lying idle, simply because their owners do not know how to 
use them. If properly employed they might be made to afford an 
incalculable amount of instruction and amusement; but, as it is, they 
are a drag upon the popularization of science, because they convey 
the idea that the microscope is a difficult instrument to use, and 
that it is not of much account after we have learned to use it The 
owners of these microscopes have examined all the mounted objects 
at their command, the entire number of which probably does not 
exceed two or three dozen, and they have no information as to the 
best methods of preparing common objects for examination or pre- 
servation. Even the objects that they possess have never been ex- 
plained to them, and are merely pretty toys. The fly's eye is inter- 
esting because it looks like a piece of netting, and the butterfly's 
wing is attractive because it is probably a little more brilliant than 
the most brilliant silk dress, but neither of these objects interests ol 
itself and because of its beautiful structure. 

Moreover it often happens that an instrument which, when first 
purchased, was of very fair quality, has, through ij»norauce and 
carelessness, become so soiled and dimmed that it no longer serves 
the purpose intended. On more than one occasion have we seen a 
fine microscope leave the dealer's bauds in excellent oriler, and re- 
turn in a week entirely unfit for use. Microscopes in this condition, 
instead of being a source of instruction and pleasure, are an eyesore 
and an occasion of annoyance. They continually serve as reminders 
of awkwardness and failure, of wasted time and ill-Rpent money. 
And yet with proper instruction and a due amount of care all this 
might have been avoided. 

It is also a fact to be regretted that heretofore the microscope ha^i 
not been extensively employed in the arts, and in everyday life, 
simply because practical men have not been taught how to use it, 
and consequently have been unable to avail themselves of the advan- 
tages which it offers; but if carefully and judiciously selected, and 
properly handled, it is capable of affording an amount and kind of 
assistance which cannot be safely neglected. It may be made to aid 
in the examination of raw materials, and of the finer kinds of work; 
it will enable us to measure spaces which would otherwise be inap- 
preciable, and this, in an age when even in ordinary machine shops 
the thousandth part of an inch is frequently an important quantity, 
rendeis it indispensable to the careful and skillful mechanic; on the 
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farm it will enable the agriculturist to examiue closely and minutely 
the Yarious noxious insects and forms of fungi and blight, and thus 
aid him in identifying them and applying the proper remedy; and 
in the examination of minute seeds, such as timothy, clover, etc., it 
will prove a very valuable assistant, enabling him to detect any in- 
feriority in the quality, or any impurity or adulteration. Frequently 
the agricultural seeds offered in market contain minute seeds of of- 
fensive weeds, many of which are so small that they are not easily dis- 
covered by the naked eye. 

Every farmer and mechanic knows the value of a good pair of 
eyes, and he also knows that an agent which doubles or trebles our 
power in any given direction at once confers upon us in that respect 
a superiority over our fellows. Very few men are twice as strong as 
their comrades; still fewer have three times the strength of ordinary 
men, and it may be safely affirmed that no man posst sses the power 
of ten ordinary men. But a microscope of very ordinary capacity at 
once multiplies our powers of sight by ten, twenty, or even a hun- 
dred times, while those of the better class enable us to see things 
with a keenness and clearness which, when compared with that af- 
forded by the naked eye, is as more than a thousand to one. 

There are four distinct and important directions in which a mi- 
croscope may be made to serve us: 1. It is capable of affording the 
most refined and elevating kind of pleasure by the exhibition of ob- 
j ects of extreme beauty and interest. There are few more splendid 
sights than the gorgeous colors displayed by some objects when 
viewed by polarized light, and even the tints of certain minerals, 
and the brilliant scales of certain insects, when viewed as opaque 
objects, by means of a good condenser, surpass anything that is 
familiar to us in our ordinary experience. On the other hand the 
exquisite beauty of form which id characteristic of most of the ob- 
jects with which the microscopist concerns himself can be fully ap- 
preciated only by those who have seen them. As a source of inno- 
cent amusement and pleasure, therefore, the microscope has few or 
no equals; for it may be safely affirmed that a five-dollar instrument 
is capable of aftbrdiug gratification of greater variety and intensity, 
and of longer continuance, than that yielded bj' anything else of 
the same cost. This arises chiefly from the fact that most other in- 
struments, when once exhibited, with their slides or fixtures, lose 
their freshness and interest, and become old. While for the micro- 
scope, a few fibres of wool from the carpet, a few grains of sand from 
the sea-shore, or a handful of wild flowers from the field, yield ob- 
jects of surpassing beauty. Everything in nature and in art may bo 
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No education that does not include a ii. .•-arled je of natural so.enee 
is now regarded as complete, and there :s a verv wide range of the 
moat cflsential and pracdc^ knowledge that can be reached only 
throngh the microscope. Thus, when we look at a leaf with tho 
naked eje, we see bat a green mass of matter, possessing a oertaiii 
beantiliil form, it is tme, b':t disclosing i:one of those organs which 
render it more complicated an 1 woTiderfnl than anvthiug ever pro- 
duced by onr most skilfal iL^echanics. Looked at by the micro- 
scope, howerer, this same leaf is fonnd to be made tim of innumer- 
able parts, each one of which is highly complex and l>eauufal; it is 
famished with mouths for breathing, with cells for storing, digest- 
ing and assimilating nutriment, and with ribs for strengthening its 
structure; and all this, which is perfectly invisible to the uuabsistcd 
vision, becomes distinct and obvious when we call to our aid a 
microscope of even moderate power. It is true thut much of this 
may be taught by means of books, engravings and verbal descrip- 
tions, but every one knows that for distinctness and impressiveueys 
the very best engravings fall far short of a view of the real object. 

3. As an instrument of research, the microscope now occnpios a 
position which is second to none. There is hanlly any department 
of science in which a student can hope to reach eminence without a 
familiarity with the microscope. Botany and Zoology huvo been 
developed almost wholly by its aid, and so neccssaiy Ih it in tho 
study of these sciences, that Schleiden, one of tho nioKt HUocosHftil 
of investigators says of it: " He who expects to bocouio a botuniKi 
or a zoologist without using the microscope, is, to say tho IcuHt (»f 
him, as great a fool as he who wishes to study the houvens witliont ii 
telescope." In chemistry its services have been very important, and 
In geology and mineralogy it has opened up new fields of reHearch 
which ahuoft promise to revolutionize these soiencos. Mudiuino haH 



XiV t}^TJiot)tdl?toN. 

l<)ug acknowledged the microscope as one of itn most efficient as- 
Bistants, and in the practice of the best physicians it is regarded as 
an indispensable means of diagnosis in Eome diseases. 

4. As an assistant in the arts. Its importance in this department 
is but just beginning to be recognized, and in a former paragraph 
we have endeavored to point out a few of the subjects to which it 
may be applied with good hopes of success. 

These important and obvious advantages are not difficult to secure, 
provided we avoid two mistakes which are very commonly made by 
beginners. One of these consists in supposing that it is only by 
means of very expensive and complicated instruments that anything 
of value can be accomplished in microscopy. Now while it is cer- 
tain that, in some departments of study, none but the very best 
microscopes are of any value at all, it is equally certain that a very 
wide range of study and of practical work can be thoroughly culti- 
vated by means of apparatus of very moderate cost, aud of great 
simplicity of construction. The great discoveries of Ehrenberg, 
which opened up entire new fields of research and of thought, were 
made with a microscope which at the present day would not com- 
mand $25. Indeed some of the French instruments that are sold 
for $15 will show a very large proportion of the objects that are 
figured in his earlier works. Most of the great anatomical and 
botanical discoveries were made with simple microscopes of no great 
power, and it is not many years since one of the most successful 
workers in the field of botany gave it as his opiniou that a power of 
300 diameters is capable of showing everything that is of impor- 
tance in this science. 

The other error is of precisely the opposite kind. It is not at all 
unusual to meet persons who seem to thiuk that all that is necessaiy 
in order to become a microscopist is to buy a microscope and place 
objects under it! Such people always entertain an exaggerated idea 
of the power of the microscope as an instrument of research. For 
example, they thiuk that in order to detect adulteration all that is 
necessary is to place a sample under the microscope, when all im- 
purities will at once stand out conspicuously! To their imagination 
every blood corpuscle is clearly marked with the name of the animal 
from which it was obtained! 

Truth lies between these extremes. No progress can be made 
without steady application and persistent labor, but any person of 
fair average ability and a moderate degree of perseverance can soon 
learn to follow the beaten track at least, if not to branch out into 
original research. 



THE SELECTION AND TJSE 



OF 



THE MICROSCOPE 



Wbat is a Microscope 1— The microscope is an instru- 
ment which enables ns to see either very minute objects or 
very minute parts of large objects. It is a very popular idea 
that the name microscope is applicable only to complex instru- 
ments of considerable power; but this is clearly wrong. A ten 
cent magnifying glass has as good a right to the name micro- 
scope as has a complicated binocular instrument with all the 
latest improvements. By common consent, however, the small 
hand instruments, without stands, are generally called magni- 
flers. An attempt has been made to introduce the foreign word 
loupe as an equivalent of magnifier. The word loupe is, how- 
ever, superfluous, and is used only by ostentatious pedants, and 
by foreigners who are ignorant of English. 

Wliat the Microscope Does.— It is well known that 
the further ojff any object is, the less it appears. A house at a 
distance appears less than a man who is close by, and the dis- 
tinctness with which an object, is seen depends largely upon its 
apparent size. Thus, at a distance, a house not only appears 
very small, but the windows caanot be distinguished from the 
rest of the building. As we draw nearer it becomes apparently 
larger, and the dijBferent parts become more distinct. First the 
windows are seen clearly, then the individual panes of glass, 
then the bricks, and finally the grains of the material of which 
the bricks are made. When, however, we approach too closely 
we again find it impossible to see distinctly, as may easily be 
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proved by a very simple experiuieufc. Place some fine print, 
such, for example, as the present page, at a distance of six feet 
from the eye, and gradually move closer to it. At six feet the 
letters will be indistinguig^able; at two feet they will be quite 
distinct; at one foot still more distinct; at three inches they 
will be quite blurred. There is, therefore, a limit to the degree 
of closeness with which we can approach any object for the 
purpose of examining it, and the object of a microscope is to 
enable us to get close to it, as it were, without blurring our 
view. If, without changing the distance of the eye from the 
paper (three inches) we introduce between the two a lens of one 
inch focus, and bring it into proper position, we will find that 
the indistinctness formerly complained of disappears, and the 
object is now not only seen clearly, but appears very much 
magnified. That objects appear large in proportion to their 
nearness to the eye may be thus shown: Take two slips of 
paper printed with type of the same size (two clippings from a 
newspaper answer well) and place one at a distance of ten 
inches from the eye and the other at a distance of five inches — 
the edge of the upper slip being placed so as to lie about the 
middle of the lower one. In this way we can readily compare 
the apparent sizes of the type on the two slips, and one will be 
found to appear just twice as large as the other, though, of 
course, we have the evidence of our senses to prove that they 
are precisely of the same size. Moreover, as the usual distance 
for distinct vision is about ten inches, in persons of middle 
age, it will be found that a lens which enables us to view any 
object clearly and distinctly from a distance of one inch, will 
enable us to see it just ten times larger and ten times more dis- 
tinctly than we could do when looking at it from a distance of 
ten inches. A consideration of these facts led the late Dr. 
Goring to propose the name engiscope as a substitute for the 
word microscope — the word engiscope signifying to see things 
at a very short distance. 

The facts which we have just detailed must, however, be re- 
garded as illustrations, rather than explanations of the action of 
the microscope. It is evident that the power of a lens to in- 
crease the distinctness with which any object is seen, depends 
not only upon the action of the lens upon the rays of light, but 
upon the influence which such modified light exerts upon the 
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organs of yisioii. l^ow, the eye, considered merely ad an optical 
instrument, is in reality a small camera ohscura in "which the 
oomea, orystalUne lens, and other transparent portions, combine 
to throw upon the retina an image of external objects. That 
the transparent portions of the eye do in fact act as a lens, and 
throw a real image upon the retina or posterior portion of the 
eye, is easily shown by taking the fresh eye of an ox and grad- 
ually shaving off the coating at the back until it becomes 
transparent. If the eye, so prepared, be then held towards 
a window or any very bright object, a distinct but inverted 
image of the window or other object will be seen on the coat 
of the eye. 

The action of the eye in this case is the same as that of a 
lens, and the general mode of action of lenses under such cir- 
cumstances may be easily illustrated by means of a common 
hand magnifier or even a spectacle glass. If the reader will 
hold before a window, at a distance of, say, six feet, a sheet of 
white paper, and will place a magnifier in front of the paper, 
then by properly adjusting the distance between the magnifier 
and the paper, a picture of the window will be thrown on the 
latter. If the magnifier and paper be now removed to a dis- 
tance of twelve feet from the window, the picture of the latter 
will be only half as large as it was in the first place, and it will 
also be found that the distance of the lens from the paper will 
have to be readjusted and made less. 

That the eye possesses this power of adjustment we are all 
conscious, for we feel that if, when tbe eye is adjusted for the 
distinct vision of distant objects, we suddenly look at those 
which are near, the condition of the eye requires to be changed 
before a distinct view can be had, and to make this change 
requires an effort of which we are perfectly conscious. 

When a lens is held in front of a sheet of paper, so as to 
throw on the latter a distinct image of the objects in front of 
it, the distance between the paper and the lens is called the 
focdL distance or focal length of the latter. This, as we have 
just seen, varies with the distance of the object which gives the 
image. In order, therefore, to secure a standard in this 
respect the object selected is always one whose distance is so 
great that it may be practically regarded as infinite. 
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When we examine an object, first at a distance, and then 
dose at hand, we see it through the medium of two different 
sets of rays, those in the latter case entering the eye in such a 
direction that the image thrown on the retina is larger than the 
image produced when the object is more distant The lens acts, 
however, by bending the rays so that the same set, which, if 
allowed to pursue their natural direction would not produce a 
distinct image, are caused to enter the eye in such a direction that 
the image is large and clear. The manner in which the lens acts 
to produce these effects is not difficult to understand. It is true 
that the ultimate causes which produce these phenomena are 
beyond our knowledge, but in this respect the ablest philos- 
opher has very little advantage over the veriest tyro. It may 
be difficult also for the general reader to follow the mathe- 
matical demonstrations of the action of lenses. There are, 
however, a few simple facts which are easily understood, or at 
least demonstrated and accepted as facts ^ and which, when 
clearly and firmly grasped by the mind, render the construction 
of the microscope comparatively easy of comprehension. 

There are two ways in which the subject may be studied. 
We may examine the facts experimentally, by using lenses 
and actual eyes in the way we have described, or we may fol- 
low the course of the rays as laid down in any good book on 
optics. A combination of both methods will of course give 
the clearest views on the subject, and we would therefore ad- 
vise the reader to provide himself with a few lenses of various 
degrees of curvature, and consequently of various magnifying 
powers, and test all the statements made in the text. He will 
thus acquire such a practical knowledge of the action of lenses 
as can be obtained in no ether way. For this purpose the 
cheapest lenses are good enough. One or two cheap magni- 
fiers and a few glasses f rc^m old spectacles will serve every pur- 
pose. The simplest methods of arranging such lenses will be 
found in a note on a subsequent page, and although very ac- 
curately made tools are required for the construction of ser- 
viceable optical instruments, it will be found that a very 
large number of simple but valuable experiments may be 
worked out with the aid of a few wooden rollers and a little 
paper and paste. 
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While the magnifying power of lenses depends upon their 
focal length, this in turn depends upon the material of which 
the lens is made, and also upon the curvature given to its sur- 
faces. Lenses of precisely the same form, and made respect- 
ively of diamond, flint glass, crown glass and Canada balsam 
would possess different magnifying powers; the diamond mag- 
nifying most, the flint glass next, crown glass next, and Canada 
balsam least of all. On the other hand, of two lenses composed 
of the same material, that which has the sharpest curvature to 
its surfaces will magnify most. Now, on reflection, it will be 
evident to even the least mathematical mind that lenses which 
have very sharp or quick curves must of necessity be small. 
Suppose the curve which bounds the flgure of a lens has a 
radius of half an inch, it is evident that the largest lens which 
could be made with this curve would be one inch in diameter, 
and then it would be a perfect sphere. Most lenses, however, 
resemble thin slices off the spheres, or in some cases two such 
slices joined together, so that the diameter of the lens is in 
general greatly less than the radius of the curves which form 
its surface. TherJBfore, we see that all lenses of high power are 
of necessity small, and when lenses are required of very high 
power they become so minute as to be handled only with great 
difficulty. Indeed, before the modem improvements in the 
microscope, many of the lenses used by scientific men were 
nothing more than little globules of glass, brought to a round 
form by fusion. 

We have made this lengthened explanation of a very simple 
matter because we have found amongst beginners in micro- 
scopy a very general idea that large lenses are the most power- 
ful ** Send me one of your largest and most powerful mag- 
nifiers,*' is an order with which every optician is familiar, and 
yet such an order contains a contradiction in terms. A lens 
cannot possibly be large and magnify greatly at the same time. 

Tbe Different Kinds of Microscopes.— Microscopes 

are divided into two classes — simple and compound — the dif- 
ference between them being purely optical, and not mechanical; 
for a simple microscope may be very complex and expensive, 
while, on the other hand, a microscope may be compound and 
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yet contain very few parts. Thus the little vertical French 
microscopes, which cost only $2,50, are compound, although 
very simple in construction, while a simple microscope, if bin- 
ocular, and provided with all desirable adjustments, might be 
a very complicated affair. The difference between simple and 
compound microscopes is this: in the simple microscope we 
look at the object directly, while in the compound microscope 
we look at a magnified image of the object. In the simple 
microscope, objects are always seen in their natural position, 
while in the compound microscope they are inverted, and right 
becomes left, and left becomes right. This makes it very diffi- 
cult for beginners to work upon objects under the compound 
microscope; and hence simple microscopes are almost always 
used for dissecting and botanizing. 

It is true that by adding more lenses, and making the instru- 
ment still more compound, we can again invert the image, and 
thus bring it back to its original and natural position, and 
almost all the very expensive microscopes are furnished with 
these extra lenses arranged in a piece of accessory apparatus 
technically known as an erector. The distinguishing feature of 
the compound microscope remains, however, the same. Certain 
forms of the microscope, in which concave lenses are substi- 
tuted for the usual convex form, also give erect images, but 
this does not affect the general truth of the statement just 
made. 

Simple microscopes frequently consist of more than one 
lens. Thus, in using the ordinary pocket magnifiers with two 
or three lenses, it is usual to employ all the lenses at once, look- 
ing at the object through two or three lenses at the same time 
when a high power is required. In this case, however, the two 
or three lenses are placed close together and act in the same 
way as a single lens, with surfaces more sharply curved than 
those of any of the lenses forming the combination. Under 
such circumstances the image is not inverted, but if we now 
separate the lenses sufiiciently, we will find that on s^gain bring- 
ing the object into focus, the image is inverted and greatly 
enlarged. Moreover, it will be found that the magnifying 
power may be greatly increased by increasing the distance be- 
tween the two lenses, and it will also be found that cu9 tho cUflh 
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iance of the two lenses from each other is increased, the dis- 
tance at which the combination is placed from the object must 
be made less and tnce versa,* 

The early forms of the compound microscope consisted of 
little more than the two lenses we have just described, but the 
modem instrument, even in its simplest form, is a vastly more 
complicated arrangement. In the best forms, for the lens next 
the eye there is substituted an eye-piece consisting of two lenses 
with a diaphragm between them, while the objective, or lens next 
the object, is composed of from four to ten different pieces of 
glass, forming two or more lenses, which are so arranged that 
each shall correct the defects of the others, and this optical 
combination is mounted on a stand which is sometimes a mar- 
vel of mechanical ingenuity. 

*The student who posBesseB a little mechanical genius and a desire to 
become at^perimentaUy acquainted with the properties of lenses and the 
construction of the microscope, would do well to procure a couple of cheap 
lenses, say one of half inch focus, and one of about two inches focus, and test 
by actual trial the statements made in the text. Such lenses may be con- 
veniently arranged in a tube formed of writing paper and gummed on the 
edges. All the most important properties and defects of lenses may be thus 
illustrated and studied. By means of a little extra care, two such lenses, ar- 
ranged as we have described, in tubes blackened on the inside, and mounted 
on aliitle wooden stand, the focus being adjusted by sliding the tube hold- 
ing the lenses within another tube, also of paper, will give not only a very 
fair view of such objects as the wing of a fly, the scales on a butterfly's wing, 
and even the barbs on the sting of a bee, but it will show the globules of 
blood quite distinctly, and we have even given a very interesting exhibi- 
tion of the circulation of the blood in the foot of a frog by means of a 
temporary arrangement of this kind, which we put together for the pur- 
pose of explaining to a little girl the construction of the microscope. We 
would not recommend any one to use such a microscope for purposes of 
work or study, because the fallacies to which it may give rise are too 
numerous and too serious. But any boy, or even girl, who will undertake 
the construction of such an instrument, cannot fail to obtain thereby an 
amount of information which the perusal of volumes would not give. As 
hints towards aiding our young friends, we may remark that our tubes 
were made of the best st^ paper, rolled up tight and pasted only along 
the outer edge. The lenses were i^cured m their places by being attached 
to the bottoms of pill-boxes, holes being punched through to admit the 
light. Pill-boxes with holes were also used for diaphragms to reduce the 
effects of aberration. A piece of mirror reflected the light, and the sides 
etc., of an old cigar box furnished wateriftl for the ptapd, Fifty ceutg 
coyere4 ;iU expenges, - ■ 
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Essential Parts of the Microicope.—Wben a. good 

lens IB IkBld BteaUil; at a oertain distance from an object vhioh 
is properly illuminated, tliia distance depending upon the form 
and material of the lena, we are enabled to see tiie object clearly 
and distiuotlj. When, however, thia distance ia either in- 
creased or diminished, the object becomes binrred and indis- 
tinct. The point at which vision is most distinct is called the 
focus* of the lens, and when we are able to see it clearlj the 
object is said to be in /oci's; when the distance is either in- 
creased or diminished, it is ssid to be out of focus. An object 
is said to be wilhiii the focus when the lena is too near it, and 
beyond the focus when the lens ia too far awaj. 

The performance of an; lens depends greatly upon the ac- 
curacy with which it ie adjusted to the correct focal distance, 
and the steadiness with which it is held there. For all ordi- 
nary purposes, lenses which do not magnify more than ten 
diameters may be very conveniently held in the hand without 
any special means of support; but when the power is much 
greater than thia, or where, as in the compound instrument, 
the aicTOBOope is bulky and heavy, it becomes necesaory to use 
some mechanical contrivance which will bold the microscope 
steadily in its position in relation to the object, otherwise the 
view becomes indistinct. Thus a good lens, magnifying from 
thirty to forty diameters, will very readily show the individual 
corpuscles or globules in the blood of the frog, provided it is 
arranged on a steady support and accurately adjusted for focua. 
But if the lens bo mei'ely held in the hand, without any firm 
Buppoit, it will be impossible for the observer to see the 
corpuflclea. 

Another important point is the illumination of tbe object. 
Unless the object be properly illtuninated it cannot be dis- 



' It Ib icaroel; oeceasar; to inform the reader that the fuous deBoribed 
in the teit is oat preuifldy tlio foeii» of the lens itsoll, but the focua of a 
compoimd leu of which the eye furiiiB oae element. Honoe the focal 
distance varies witli difierent ejes, and so does the appaient sue of ob- 
jeota. To sfaort-aighted people objetta appear of larger size than they do 
to persons of ordinary eye-sight. Ia 'warkiug with the compoiuid micro- 
Buope ve freqiieotly Sad t^nt diffuretit jHiu^le require a difl'ereut focal 



\ 






OF THX HIOBOSGOFX. 23 

tinctly seen, and consequently all microscopes, except the 
simplest forms of hand magnifiers, are provided with means 
for throwing the light upon the object, and for regulating the 
amount which shall either fall ui)on it or pass through it. 

Hence the impoiiance of providing efl&cient means for ad- 
justing the focus and holding and illuminating the object, and 
the purpose which the stand is intended to fulfil, is to furnish 
these means in a compact and convenient form. Every micro- 
scope, therefore, of a grade above a hand magnifier, whether 
it be simple or compound, must possess : 

1. Suitable means for sujiporting the object, and placing and 
maintaining it in proper position. 

2. Means for illuminating the object, either by throwing the 
light upon it when it is opaque, or transmitting the light 
through it when it is transparent. 

3. Means for transmitting to the eye an enlarged image of the 
object. 

The different i)arts which are emj)loyed for securing these 
several ends, have been constructed of an almost endless va- 
riety of forms, according to the fancies of the different makers 
and the requirements of different microscopists. As it is im- 
portant that the student should familiarize himself with the 
names of these different parts, we give a definition of them, 
and in order that there may be no opi^ortunity for mistake or 
misapprehension, we have also engraved an outline of one of 
the ordinary forms of the microscope, and on this we have 
marked the names of the different parts. 



NAMES OF THE DIFFEKENT PAKTS. 

The following are the names of the essential parts of a com- 
pound microscojie of ordinary construction. The names of the 
different parts of the simple microscope are the same as those 
of the compound microscope, but the latter has several parts 
which do not exist in the former. 

The Stand is the name properly applied to the entire frame 
used for supporting and illuminating the object, and for caviy- 
ing and adjusting the optical part, the latter consisting of the 
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eye-piece and the objective. Stands arc frequently sold separ- 
ately, or famished with eye-pieces only — the purchaser making 
such a selection of objectives and other accessories, as may best 
suit his special needs. 

The Base or Foot is that part which supports the rest of the 
stand. 

The Body is the tube to which ' the eye-piece and objectives 
are attached. 

A Biriw-tube is a secondary body which receives the eye-piece, 
and slides within the main body like the draw of a telescope. 
It enables us to increase the distance between the eye-piece and 
the objective, and thus to change the magnifying power, as 
explained in a previous X3aragrax)h. 

A Collar is a short tube through which either the body, the 
draw-tube, or the eye-j^iece slides. 

The Ai*m is that i^art which cames the body. 

The Stage is the plate upon which the object is placed for 
examination. 

Clips are springs attached to the stage for the purpose of 
holding in place the glass slide or plate carrying the object. 

A Sub-stage is furnished with some instruments. It is used 
for holding and centering various means of illumination. No 
sub-stage is shown in the diagram, Fig. 1. The sub-stage, with 
its centering arrangements, is shown very clearly in the Ross 
model, Plate I. 

Sub-stage Ring. — Instead of being provided with a sub-stage, 
many cheap microscopes are furnished with what is kno\fn as 
a sub-stage ring or tube. This sei-ves to receive the polarizer, 
pamboloid, etc. 

The Object-Gliiss or Objective is the lens or lenses which are 
placed next the object. The term Object-glass is sometimes 
applied to the glass plate or slide upon which the object is 
placed, but this use of the word is entirely wrong, and tends to 
produce confusion. 

The Society Screw is a screw of a certain standard size for con- 
necting the objective to the body. In microscopes furnished 
with a screw of the Society's standard, the objectives of any 
American or English maker may be used. The makers on the 
continent of Europe have now very generally adopted the So- 
ciety Screw. In this country the Society Screw has been uni- 
veiTsally adopted, but as it has been found too small for low- 
power objectives of wide angle, another screw, named the 
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Broad Gavge^ is sometimes used in addition to the Society 
Screw. 

In all microscopes, means are provided for moving the objec- 
tive to and from the object, so as to bring the latter intofocu,% 
as it is called. According as the device used for this purpose 
acts coarsely but rapidly, or slowly but delicately, it is called 
a coarse oi' a fine adjusiment. The best microscopes are provided 
with both kinds, so that the object is first brought approxi- 
mately, but rapidly, into focus by one, and then adjusted more 
slowly, but with gi'eat accuracy, by the other. 

The Coarse Adjustment has several forms. In Fig. 1 it consists 
of a rack and pinion. In some cases it is a chain movement ; 
very often it is eflfected by merely sliding the body up and 
down through a tubular collar by hand, as in Fig. 12. 

The Fine Adjustment usually consists of a fine screw, some- 
times called, improperly, a micrometer scfreWy which moves either 
the entire body or the lower part of it, called the nose-piece. 
In some cheap stands, the fine adjustment is eflfected by moving 
the stage towards the objective. 

The Nose-piece is a short tube, which fits into the lower end 
of the body, and carries the Society screw at its lower end. 
Sometimes it is made to slide out and in, and thus forms part 
of the fine adjustment. In the instrument figured in the dia- 
gi'am, it is immovable. The term nose-piece is also applied to 
certain accessories which enable us to attach different pieces of 
apparatus to the microscope, as, for example, two or more ob- 
jectives at one time, the analyzer of the i)olariscope, etc. 

A Diaphragm is usually a thin plate of metal pierced with a 
hole, the size of which regulates the diameter of the pencil of 
rays that pass through. There is a diaphragm in the eye-piece 
which contracts the field of view, and cuts off those rays which 
tend to confuse the images, and all good microscopes have a dia- 
phragm attached to the stage, whereby the amount of light 
passing through the object to the objective may be regulated. 
Instead of a thin plate of metal, an arrangement known as the 
"Iris diaphragm" is used in the microscope shown in the 
diagram. 

The Eye-piece or Ocular is the short brass tube, with its lenses, 
which is next the eye. The eye-pieca contains an Eye-Glass, 
which is that next the eye ; a Field- Glass, placed next the 
objective, and a Diaphragm, consisting of a brass plate with a 
hole through it, and so arranged as to cut off the outer rays of 
light. The tube in which these lenses are secured is in almost 
all cases removable, and the best microscopes are furnished 



With several eye-pieces of different powers, which may bo 
changed at pleasure. We may here remark that where a mi- 
croscope is furnished with several eye-pieces, the sJioiHest eye- 
l)ieco gives the greatest magnifying power. 

The Cap is a cover which fits over the top of the eye-piece. 
It is pierced with a hole, to allow the rays which pass through 
the instrument to reach the eye. This cap is sometimes covered 
with a second cap, which has no hole, but which is intended 
to exclude dust from the eye-lens, and which is removed when 
the instrument is in use. 

The Mirror reflects the light, and causes it either to fall 
upon the object or to pass through it, so as to render it 
visible. 

The Mirrm^-har is a bar attached to the stand and carrying 
the- miiTor. It is usually made to turn on a pivot, and in the 
microscope shown in Fig. 1, it consists of two parts sliding 
upon each other, so that it may be shortened or lengthened, as 
circumstances require. 

AccessoHes are those parts of the microscope which are used 
only for special purposes, such as the paraboloid, the camera 
lucida, stage forceps, etc. 

The Object is that which is subjected to examination. It is 
usually mounted upon 

A Slide, or plate of glass, which is laid upon the stage. 

All these parts will be fully described in a subsequent part 
of this volume, and their utility and importance explained. It 
is greatly to be desired that the young microscopist should 
familiarize himself with the terms employed, so that he may 
always use them accurately. Anything that he may say or 
write will then be clearly understood by all who have given 
careful attention to the subject. So important does the author 
deem this matter, that he has in an advanced state of prepara- 
tion an extended glossary or dictionary of microscopical terms. 



Sr SSLEOnoK AKD tTSB 



SIMPLE MICROSCOPES. 

The simple microscope is an indispensable assistant to those 
who use the compound instrument, as well as to those who rely 
upon it alone for the examination of flowers, seeds, minerals, 
textile fabrics, etc. We shall therefore devote some space to 
a considemtion of its vai'ious forms, though even then we shall 
be unable to do more than describe certain typical models 
which, however, afford variety enough for all practical pur- 
poses. 

Hand Magnifiers,— These are so generally useful and 
applicable that they are used by all who wish a cheap and yet 
efficient aid to natural vision. They are found in market in a 
great variety of forms, styles of mounting, and piice, and are 
too well known to need minute description. Large lenses, 
magnifying two or three times, are mounted singly, and used 
chiefly for the examination of pictures, and as reading glasses ; 
the smaller sizes of the same style serve for the examination of 
fine engravings. Very small lenses of considerable power, and 
simply mounted in a frame, are also sold by most opticians. 
They are known as "watch-charms," and magnify about fifteen 
diameters. We have also seen a very powerful magnifier 
mounted iaa little ring attached to a pair of eye-glasses. 

For the purpose of the student and naturalist, a very ex- 
cellent form is that shown in Fig. 2. It consists of a lens of 
suitable magnifying power set in a frame, which folds into a 
case, just as the blade of a pocket knife folds into its handle, 
thus allowing the instrument to be carried in the pocket with- 
out liability to injury. Similar magnifiers are made with two, 
three, and even four separate lenses, as shown m Fig. 3. The 
lenses are usually of different powers — a 2 inch, 1 inch, and 
i inch, forming a very*useful combination. Each lens may be 
used separately, or two may be used together, or all three may 
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be Used at once, a considerable range of magnifying powei' 
being thus Becored. 




Mg.2. 



(The mugnifievs shown in Pignrea 2 and 3 are furnished 
" ' h what are called di'iphragms—thut ia to soy, each one has a 
thin plate of soni" ipaano miLtJ-rinl, having a hole of suitable size 
throngh its uoutro. 1'hi.s plate is placed over the lens \chea 




bnt one lens is used, and betwe«D the lenses when two ot more 
are employed. It serves to cut off the marginal rays which do 
not give a dear image, and in tliis way it greatly improves the 
definition of the object. 
Two or more lensea, properly adapted to each other, and used 
{ether, give results greatly superior to anything that eon b« 
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obtained from a single lens, at least so far as clearness and 
accuracy of definition is concerned. But when used as a work- 
ing or dissecting microscope, they are open to the objection 
that the distance at which they must be placed from the object 
is very small, and hence it is freqnently inconvenient to use 
them for working upon objects. Thus, if we have a plano- 
convex lens of a quarter of an inch focus, and one of three 
quarters of an inch focus, and place them at a distance of a six- 
teenth of an inch from each other, we will have a very good 
magnifier which will enlarge objects about fifty times, but we 
must place it at but a veiy short distance from the object. If 
we separate the lenses a little, the definition will be improved, 
but the working distance, as it is called, will be diminished. 
Those who have studied optics are quite familiar with those 
facts, but the ordinary reader does not always think of them, 
and yet they are very important when we come to choose a mi- 
croscope for working or dissecting purposes. 

Where two or more simple lenses are used together (without 
being combined so as to form a comi^ound microscope) the 
power of the combination is always equal to the sum of the 
powers of the separate lenses. Thus if we have a lens of half 
an inch focus and one of one inch focus, one magnifying ten 
and the other twenty diameters, the resulting power is thirty 
and not two hundred times. In the compound microscope, on 
the other hand, the combination of an objective magnifying 
twenty diameters with an eye-piece magnifying ten diameters, 
gives a magnifying power of two hundred diameters. 

Watcb-Makers' Eye-Glasses.— These are well known, 
and may be obtained of almost any power within the useful 
range of a singe lens. They are called "eye-glasses*' because 
when in use they are held by the muscles around the oihit of 
the eye, and consequently require no extraneous support. 
Fig. 4 shows the bell-mouthed form of the frame, which enables 
us to secure this result. The eye-glass ordinarily used by 
watch-makers magnifies about eight times, but glasses magnify- 
ing twenty diameters are not uncommon. Glasses of the latter 
power are usually doublets^ that is, they consist of two lenses, 
arranged together, one being of much longer focus than the 
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If well miule tliey give excellent definition and a lacgo 
alti, and, when mounted on a stand, are very serviceable as 
Si'Siedinff miofoscopes, especially in working upon coarse objeotB, 
and picking out abells, the larger ftn'otninifera, etc. Their 
form enables na to support them by means of a email wire 
ring, arranged as In a retort stand, and the large bell-mouth of 
the frame prevents any light from entering the eye, except that 
■which has passed through tlie lens. Tliey are very cheap, and 
any intelligent boy can moke a tolerable stand tor one. The 
me stand will answer for several glasses of diffei'ent powers. 
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Fig. 4 



Fig. 5. 



i Tlip eye-glass shown in Figure 4 is a doublet, the front lens 
if which is set in a separate piece, sliowu in Figure 6. "When 
llie latter ia removed, tlie remQiuing pai't forms a veiy service- 
alile !o«-power glass ; m hen butli are osed together, the com- 
bination fomis an excellent high-power magnifier. This form 
is one made by the Bausch & Lomb Optical Co. 

Kngravere' G la asea.— These are mounted in frames, 
similar to that of the watcli -makers' eye-glass, but as they are 
larger, and are therefore not so readily held in the eye, after the 
fashion of the latter, they are alway.s used with a staud of sonic 
kind. Those of the beat quality are, in general, doublets, cou- 
eisUng of two plano-convex lenses, and as they give a large 
ii'ld of view, with very good definition, tliey are altogether the 
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Iwst micmampea for examiniug liaiik I'iUs, fine engroTings, lad . 
HUnilai' olijeutH. The general form is sliown iu Fig. ti. 
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Unen Provers.— Tliese me a yeiy old form of the simpld 

mici'OHCope, and being in very general nse, they aro manofac' 
tnrecl in large quanlitipa, while as it is necessary that they 
Blioiild he of good qufility they afforil an op|)ortunity o( getting 
a good magnifier at a modei-ate prico. The general form is 
shown in Fig. 7, in which the instm- 

Cment nppeara as in use. The upper 
plntQ carries the lens, and the lengtli of 
the upright is such that when the Imao ' 
JH plated upon any flat surface, that 
Bui'faeo will be iu focus. The base is 
pierced with a hole one quarter of an 
inch squai'n, and when placed on a 
piece of cloth the lens enables ns to 
cjount the number of IhifiaUa which oc- 
cupy that Epace. This indicates the 
fineness of the fabric. 



Tlie Stanhope Lens consists of a cylinder or rod of 
glass, one end of which is rounded so ns to form a lena, while 
ihr other pud is either flat or slightly curved. The distance 
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between the lens and the flat surface ie exactly equal to the 
focal distance ot the lena. Transparent objecta, Buoh na the 
scales of insects, animalcnlie in nster, stc, are simply placed 
on the flat surfaee of the glass cylinder, and when looked at 
tbtongh it, they appeal- greatly uagnifietl. It is easily naed, 
bnt can not well 1>e employed as a working microscope. It is 
this kind of lens that ia used in the constmctioa of those watch 
chnrniB in which a large picture is seen on looking through a 
very small hole. The piotore ia a photograph attached to the 
flat end of a small glass rod, the other end of the rod being 
formed into a leua of exactly the right focal length required to 
show the picture clearly and considerably magnilied. Lenses 
and photographs of this kind are nsnally mounted as miniature 
opera-glasses. 

The Stanhope lens seems to be a favorite in France, where it 
is manufactured very extensively, and sold under the name of 
the Sttmhoscope. One advantage claimed for it is that no adjust- 
ment for focus ia required, the flat surface of the lens being 



eiactly in the tocns of the curved sm'faee. This feature, while 
presenting some slight advantages, has also the great disad- 
vantage that objecta covered with thin glass cannot be es- 
amined by such lenses, and neither can objects having a 
sensible thickness. Tlie feature which we have just mentioned 
is imitated in some cases by placing a piece of thin gloss in 
front of a small lens, and at snch a distance that the outer enr- 
&ce of the thin glass will be exactly in focns, as is hereafter 
described when speaking of the Craig microscope. 

There is one purpose, however, to which this form of lens is 
applied with good effect, and that ia to the construction of a 
" collecting lens " as it is called— that is, a lens fur examining 
drops of water when searching for diatoms, olgie, animalculse, 
etc. Fig. 8 shows a lens of this kind made by Jas. W. Queen 
k Co., (it Philadelphia. The lena m set in a brass frame, pro- 
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Tided mtix a handle, and after a drop of irater has been placed 
on the flat snrfaoe of the lenB, the cap, c, is screwed on, and the 
object examined bjr eunply holding the instmment up to the 
light. 

A very excellent collector's microacope will also bo fonnd de- 
scribed amongst the oompOTind instruments. 

The Coddtngton liene.— This lens was devised by Sir 
David Brewster, but having been made by a London optician 
for Mr. Coddington, it was called by his name, which has stuck 
to it ever since. It consists of a cylinder of glass, the two ends 
of which have been ground so as to form portions of the surface 
of the same sphere, A deep groove is cut around the cylinder, 
midway between the ends, and a diaphragm is thus formed 
between the two lenses. In Figure 9 is shown a very noat 
and convenient method at mounting the Coddington. 

This form of lens gives very sharp definition, so that when- 
ever a power greater than twenty diameters is required for 
excanining objects, a Coddington, if well made, will be found to 
be the best lens in use, always, of 
course, excepting the carefully 
coi'ected doublets and triple^ 
hereafter described. The price 
of the latter, however, is in 
general four to eight times that 
of a good Coddington. But it 
haa this defect, that the working 
lig. 9.— coBnofQiON LENS. focuH is Very short, and therefore 
for a dissecting microscope a 
In using a Coddington lens, great 
re good iilumination of the object, 
and the shortness of the focus mokes this difRcult to those wiio 
have hod no experience. 

Those who desire to acquaint themselves with the structure 
and peculiarities of the most important simple microscopes, 
will find ttiis subject very fully and very cleaily treated iu the 
article contributed by Andrew Boss to the " Penny Cyclopsedia, '' 
published by the Society for the Diffusion of Useful Knowl- 
edge. This article lins beeu republished in book form. 




0** TflE MlCiJ0SC01»fi. S5 

Adiromatic Doublets and Triplets,— Magnifiers, 
composed of two or more lenses, are to be had of two very 
distinct kinds. The lenses may either be simply united in one 
frame, without any special adaptation to each other, or the in- 
strument may consist of two or more achromatic lenses com* 
bined together in a fixed and accurately determined relation. 
Examples of the former are found in the ordinary two and three 
lens magnifiers we have just described ; the latter are not so 
common, since they are somewhat expensive when well made. 
They are known as achromatic doublets and triplets, and one 
maker in this country, Mr. ToUes, of Boston, has long been 
noted for the excellence of the simple achromatic microscopes 
of this class made by him. 

The advantages possessed by lenses of this kind are the larger 
field of view which they give, thus enabling us to obtain a clear 
view of objects of considerable size ; and the wonderfully in- 
creased sharpness of definition which they aflford, owing to their 
wide angular aperture. They are usually mounted in the same 
style as the Coddington (Fig. 9), but are readily distinguished 
from the latter by the absence of any diaphragm. The lenses 
of which these magnifiers are composed are so constructed and 
combined that the field is perfectly flat and well defined in all 
its parts, so that a diaphragm is not necessary. Mere common 
lenses, put together so as to resemble these achromatic doublets, 
and without a diaphragm, would give such a misty view of ob- 
jects that they would be at once condemned. 

With the exception of the low and medium-power achromatic 
objectives used with the compound microscope, these doublets 
and triplets, when well made, are altogether the most satisfac- 
tory simple microscopes in use, and several firms now make a 
specialty of their manufacture. Amongst others we may name 
the Bausch & Lomb Optical Company, Messrs. R. & J. Beck, 
Browning, whose magnifiers of this kind are known as PUxty- 
scopic lenses, and Steinheil, of Munich. 

To some it may appear that we have devoted more space to 
the simple microscope than its importance demands. Our 
excuse is that simple microscopes, of the diflferent kinds we 
have just described, are not in such general use as they ought 
to be. This, however, seems to be the case even in France, the 
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country of Baspail, who was the great advocate of the sunple 
microscope, for Chevalier, in his work, says : ''It is a matter of 
regret, from a scientific point of view, that the simple micro- 
scope is not more extensively nsed in France than it is, because 
in minnte dissections it is capable of rendering immense 
service.'* 

Turentir-flTe cent Microscopes.— Before leaving this 
subject it may be well to say a few words about those very cheap 
microscopes which have been so extensively advertised. We 
frequently see in the papers an advertisement in which some 
person offers to send for twenty-five cents a microscope which 
will show animalcules in water, globules of blood etc. , etc., and 
the question naturally arises, Are these microscopes good for 
anything, or is the advertisement a swindle — the advertiser 
taking the money and sending nothing in return? 

As a general rule, those who send to such advertisers, receive 
in return, a plate of brass or lead, with a glass bead fastened 
in a hole in the centre. The glass bead is formed by fusion and 
is frequently ground flat and polished on the side by which it 
was attached to the thread or rod of glass from which it was 
made, forming in such cases a hemispherical lens. Such 
lenses are very easily made by any one. Take a strip of flint 
glass, such as a piece of flint glass tubing, or a piece of glass 
rod, draw it out to a thread in the flame of a spirit lamp, 
fuse the end and allow it to gather into a drop. Give plenty of 
time and a good strong heat, so that the surface of the little 
globe may become well-fused and truly round. The best re- 
sults are always obtained by holding the thread perpendicularly, 
as when held horizontally the globule is apt to become dis- 
torted. Make one or two dozen of these, and in separating 
them from the glass rod leave about an eighth of an inch of 
the latter attached to each globule, to serve as a handle, in the 
next step of the process, which consists in inserting them to 
about half their depth in a plate of cement, consisting of 
shellac thickened with very dry and finely powdered pumice- 
stone. To form such a wax plate, melt some shellac in a ladle 
or large iron spoon, mix it carefully with as much powdered 
pnmioe- stone as can be conveniently stirred in, remove it from 
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the ^e, stir well until it begins to stiffen, and then pour it out 
on a flat metal plate — the surface of a smoothing iron answer- 
ing very well. The plate of cement should be from one-half to 
three-quarters of an inch thick, and the Httle globules are easily 
fastened into it by seizing them by the small handles left on 
them, holding them by a pair of forceps in a lamp flame until 
they are hot enough to melt the cement, and then pressing, 
them in to about half their depth or a little more. When quite 
cold they will be very securely held. The little handles, or tails, 
are now nipped off with a pair of cutting pliers, and the glo- 
bules ground all at once on a flne grindstone, or stiU better on 
a metal plate charged with emery. When they have been re- 
duced nearly to the surface of the plate of cement, they should 
be ground with emery of the finest kind, and as soon as all 
coarse scratches have been removed they should be polished on 
a buff leather with crocus martis or putty powder. When finely 
polished they may be removed from the cement by means of a 
small chisel, and any cement that adheres may be dissolved off 
by means of alcohol. They are then mounted in thin plates of 
lead, brass, or, what is better still, vulcanite. Out of two dozen 
such globules, carefully made and well polished, three or four 
may be obtained that will give satisfactory definition, and it 
was with such lenses that the early microscopists made many of 
their discoveries. These men, however, took great pains in 
making and polishing them, and rejected hundreds as unfit for 
use. The objections to the microscopes of this kind, that are 
ordinarily sold, are that they are badly made, and that good 
and bad are sold together without any selection being exercised. 
But, even if well made, they are very difficult to use, and very 
unsatisfactory in their results, even in the hands of persons of 
great skill The polish of a fused surface never equals that of 
a surface finely cut and polished, as every housekeeper that is 
familiar with common, and with cut glass, very well knows. 
The fused surface of these little globes is, therefore, always 
more or less, covered with striae or very minute ridges which 
interfere with their defining powers, and we have described 
thus minutely the process of their manufacture, rather for the 
purpose of giving otHr readers such information as will enable 
them to understand how they can be sold so cheaply, than in 
the hop« that they will endeavor to make them for themselves. 
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Peiinir Mi'^roscopes* — A few years ago a man in London 
made a living by selling through the streets a microscope which 
would show the eels in paste and. vinegar, and of which the 
price was only one penny, (equal to two cents.) These micro- 
scopes were thus made : In the bottom of a pill-box he punched 
a small hole and then blackened the inside of the box. In this 
hole was placed a drop of Canada balsam or damar varnish, 
which was allowed to dry. When hard, the balsam formed a 
very tolerable lens. 

A drop of water, balsam, or varnish, laid on the under side 
of a slip of clear glass will often enable us to extemporize a 
microscope capable of doing good service in the hands of a 
skillful observer. The outline of the drop should be perfectly 
round, and the glass plate should be held as level as possible. We 
have derived great assistance from such a lens, when better 
could not be had. 

The Craig^ Microscope.— This microscope at one time 
attained an unprecedented degree of popularity, not on account 
of its merits, but because of the extensive puffing and adver- 
tising which it received. It consists of a vertical frame, some- 
what like that of the cheap French microscopes, having a 
mirror, but no sliding tube, as there is no occasion for any. The 
slide which holds the object is slipped through a horizontal slit 
cut in the stand, and the lens with its frame is laid on it. 

The lens is a fused bead of glass set in a little frame, to the 
under side of which is attached a thin plate of glass, whose 
lower surface is exactly in the focus of the bead, so that when 
a drop of water or vinegar is placed on the glass plate, or such 
objects as insects' scales, wings, etc. , are laid on it, they are ex- 
actly in focus. Hence, this microscope is said to require no 
adjustment for focus. This is true when the objects to be ex- 
amined are actually in contact with the glass plate, but when 
we wish to examine objects that are covered with thin glass (as 
all valuable preparations should be) or objects having a percep- 
tible thickness, it is impossible to adjust it for focus, and hence 
it is impossible to examine such objects satisfactorily. Besides 
this, nine-tenths of the microscopes of this pattern in market, 
are very badly made, and distort objects to such an extent that 
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OAd irho has been accnstomel to employ a good microscope 
cannot recognize them. It h^is unquestionably done a great 
great deal to impede the progress of microscopy in this country, 
and we have been led to give this extended description of it, 
caiefly because so many editors and clergymen have praised it 
in the highest terms. It has even been patented, although the 
principle upon which it is constructed is very old; but then we 
must remember that under our present administration the 
patent office seems to be conducted rather for the discourage- 
ment than the CTicouragemeut of progress and invention. "We 
daily see patents issued for old and worthless devices, while it 
is Well -known that the author of a really meritorious inven- 
tion will have the hardest work to obtain protection. 

Of the Novelty, Globe, and other similar microscopes, it is 
unnecessary to speak. In all the microscopes of this kind that 
we have seen, the optical part is utterly worthless. The lenses 
are mere fused globules of glass, and they distort beyond recog- 
nition the image of any object. 

Strange to say, however, even this fact has been used as an 
argument to sell them. They have been sold chiefly by news- 
dealers and stationers, and as the purchasers did not know how 
any given object ougld to appear, the fact that it looked so very 
different from what they expected was considered an evidence 
of the power of the microscope 1 1 

In regard to all microscopes in which fused globules are 
used, it must be remembered that the lower the power of the 
lens the more apt it is to be im])erfect. No lens of this kind, 
magnifying from 100 to 150 times, (according to the estimates 
of those who deal in them, which, however, is in fact only from 
ten to twelve times, as measured by proper methods), can be 
good for anything. On the other hand, it must be borne in 
mind that when we attempt to examine objects under high 
powers, obtained by the use of very small single lenses, we 
subject our eyes to an almost destructive strain. 
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DISSECTING MICROSCOPES. 

The term JUisseding Microscope is applied to all microscopes 
used for working upon objects under moderate magnifying 
powers. They are used not only for dissecting, properly so 
called, but for the study of botany, mineralogy, etc., as well as 
for numerous investigations in the arts. A good microscope of 
this kind is absolutely indispensable to those who hope to do 
more than merely look at objects prepared by others. 

For ordinary purposes of examination, the different magni- 
fiei-s previously described serve very weU when merely held in 
the hand, but their perfonnance is greatly improved when they 
are mounted on appropriate stands, which not only enable us 
to adjust the focus with great accuracy, but which hold the 
lens steadily in relation to the object, and thus prevent any 
necessity for that constant adjustment of the eye itself, which 
always occurs when a lens trembles, and which is so fatiguing 
and injurious to the sight. A complete dissecting micro- 
scope should, therefore, be furnished with stand, mirror, 
etc., and if the student can afford it, there should be some good 
mechanical means of adjusting the focus. The importance of 
dissecting microscopes being generally recognized, even if the 
instruments themselves have not come into general use, nearly 
every manufacturer of microscopes has devised a stand of his 
own, some of which are very complete, and as a consequence 
very expensive. We shall, therefore, rest content with de- 
scribing a few of the simpler forms. 

The microscopist can easily construct a dissecting microscope 
for himself, by means of a cork and some wire, for whenever a 
piece of apparatus is to be supported steadily, while at the 
same time it is necessary that it should be easily moved and 
adjusted, nothing serves so well for a temporary expedient as a 
fine cork sliding on a smooth wire. Consequently a very 
serviceable stand for a simple microscope is easily extemporized 
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as follows: Procure a good sound wine cork, and bore two 
holes through it, the holes being at right angles to each other, 
and to the axis of the cork. The holes should be of the right 
size to slide easily, but firmly, on a wire rather more than the 
sixteenth of an inch in diameter. One piece of such wire is 
stuck perpendicularly in a wooden foot, and serves as a stand 
upon which the cork slides up and down ; another piece of wire, 
having a ring at one end for holding the magnifier, is thrust 
through the second hole in the cork, and is supported by it in 
a horizontal position. The horizontal wire should be so long 
that there will be no danger of injury to the eye or face from 
the upright wire. A piece of white paper makes the best 
mirror, as it gives sufficient illumination with low powers, and 
besides this, it diffuses the light very equally over the object. 
This, of course, is for use with transparent objects ; when 
opaque objects are under examination a condensing lens must 
be employed. 

Tlie lExcelsior Microscope.— The accompanying en- 
graving gives a very clear view of this microscope, which is 
constructed as follows: 

To one end of the lid of a small wooden case or box, is at- 
tached one of the ends of the box; and when the lid is reversed 
and turned upside down, it may be sUd into the groove which 
usuaUy receives it, and then forms a stand for the lenses and 
glass stage, as is shown ia engraving. The lenses and stage are 
supported by a steel irod, D, the lower end of which is hinged 
to the lid, so that it may be turned down and He in a groove 
provided for it. When raised into the position shown in the 
figure, it is held very securely in place by means of the button, 
E; and this button also serves to retain it in the groove when 
it is turned down. The glass stage, G, which is fitted into a 
frame of hard rubber, slides easily on the stem, D, so as to bo 
readily adjustable for focus, while at the same time it may be 
firmly fixed, by means of a set-screw, at any desired height, 
and will then serve as a stage for dissecting purposes. The 
frame which holds the lenses fits on to the top of the stem. A 
mirror, H, is fitted into the case, and is readily adjustable by 
Dieans of the button shown on the outside, so that light may 
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be reflected up tlirougti the stage when tbo objects to lie eS- 
amined are traiiBparent; anil when tliey are to be viewed by re- 
flects light there ie & dark ground of hard mbber (not sliowri 
irt the engraying) which is also carried by the Btsm, D, and 
may be turned under the at i^e, eo as to o;it off all traaamitted 
light. Diasectiug needles (K and L], with neat handles, fit 
into appropriate grooves. When the leases and stage are 
moved from the Btsm they are readily packed in the caae; i 



Pig. 1(1.- 

st«ni is then tiuTied down and held in its groove by the bntton, 
E; the lid is drawn out of the groove, turned oviT, and re- 
placed so that the vertical piece (Cj closes the open end of the 
box, and the whole thing is packed into a ooinpass which readily 
ndmits of iU being carried iu the vest porket. 

The leases are well made, and being provided with a propi>r 
diaphragm, great clearaeu of definition is Bcoureil. TwoBtylea 
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of frame are sold, one containing two, and the other three 
lenses, the latter being altogether the cheapest, in proportion 
to the power furnished. The magnifying powers are about as 
follows: With the lens of longest focus, five diameters; with 
the lens of medium focus, eight diameters; with the lens of 
shortest focus, ten diameters. When the lenses of shortest and 
medium foci are combined the magnifying power is about 
eighteen diameters; all three lenses together give a power of 
twenty-five to thirty diameters. 

In using a combination of two or more lenses, the lens of 
shortest focus should always be placed nearest to the object. 

As a dissecting microscope for botanical, entomological, and 
physiological work, this instrument is very efficient and con- 
venient. The glass plate is fitted into the stage so as to form 
a cell capable of holding water, so that dissections may be 
carried on under that liquid, or aquatic animals may be kept 
alive and examined at leisure. The. stage may also be turned, 
so that the flat side will be up when so desired, in which posi- 
tion it is most convenient for some purposes, such as dissec- 
tions and the teasing out of tissues by means of needles. The 
only serious defect in the Excelsior microscope is that it is not 
sufficiently steady for ordinary work, the case which forms the 
base or foot being, for portability's sake, made quite small. 
This difficulty is, however, easily remedied by screwing the 
case to a piece of pine board six inches long, four inches wide, 
and three-quarters of an inch thick. A single small screw, 
which does not deface the iustrument. Is sufficient, and when 
the microscope is to be carried in the pocket it is easily de- 
tached from its temporary stand. Its low price, $2.75, is a 
strong recommendation. 

Raspail's Microscope.— This was the instrument so 
largely used by Baspail in his investigations into the structure 
of plants, and having been fully described by him, it has been 
called by his name, though Chevalier tells ns that it was really 
invented by Cuff, of London, and ought to be called the Cuff 
microscope. It consists of a pillar which screws into the top 
of the box in which the whole instrument packs when the micro- 
scope is not in use. This pillar carries the mirror, and also a 



tixed BtAge. It is hollow, and in it slides a. rod wUcli rahj he 
moved up and down by means of b. rack and pinion, bo as to 
adjust for focua. This rod can-ies a horizontal arm, into one 
end of which the lenses iit, and the arm itself may be moved 
back and forth across the top of the vertical rod, so as to bring 
the lena over odj part of the object. The great objectiou 
to this microscope, oe usnally constructed, is its want at 
steadiaess, and this is a vital defect. 

The Compact Disaecting Microscope —Those who 
desire a really serviceable and substantial microscope for dis- 
sectiug purposes, will find that several manufaeturers have 
recently endeavored to supply the demand for an inatnuneut 




of this kind at a moderate pnce We select one I y the a* 
tirm that manufactures the Ex elsio MicioBPO|ie — tlpHftufi'h& 
Lomb Optical Co, It is cullel the Compact liiBsei-tmg and 



OP THE MICKOSCOPK. 46 

Mounting Microscope," from the fact that it may be folded 
together so as to occupy very little space, and may then be 
packed in the case which contains the compound microscope, 
or carried in its own little box. It is capable of receiving 
lenses of long focus, as the rod which carries the horizontal 
arm slides up and down in a tube upon which a rack is cut. 
This sliding movement serves for a coarse adjustment, the rack 
and pinion just mentioned serving for the fine adjustment. 
The mirror is hung with all necessary movements, and the arm 
which carries the lenses is provided with the Society screw, so 
that ordinary achromatic objectives may be used — thus saving 
the expense of extra lenses. 

The engraving fails to show an important feature which is 
provided by the makers. This is a joint in the arm, which, in 
connection with the rotation that may be given to the rod to 
which the arm is attached, enables the operator to place the 
lens over any part of the preparation. We call this an im- 
portant feature, for we hold it to be essential to the convenient 
use of the dissecting microscope that the preparation should 
remain stationary and firm during the processes and operations 
to which it is subjected. This is just the reverse of what is 
found to be most convenient and eflScient in the compound 
microscope. There the objective should be immoveable (hori- 
zontally), and the object should be adjusted to a proper posi- 
tion in relation to it. 

Bests for the arms, when using the dissecting microscope, are 
easily improvised out of books or blocks of wood. We prefer, 
to anything else, good-sized blocks of wood, having the form of 
a wedge with the point cut off. They are clumsy, it is true, 
but very comfortable. Small rests may be fitted like wings to 
each side of the stage, and these are furnished at a slight extra 
cost by the makers of the microscope just described. 

Cheaper foims of this microscope are also made. In these 
the instrument is not made to fold up, and there are a few 
other points (not essential to the efficiency of the microscope) 
in which expense is avoided. But as improvements are being 
constantly introduced, those who require a good dissecting 
microscope should procure the catalogues of all the various 
(Jcakrs before they decide. ...^. 
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Binocular Dissecting microscope.— The binocular 
principle, when applied to the dissecting microscope, is of the 
greatest value, as it enables us to estimate accurately the posi- 
tions, vertically, of the several parts, and we can thus direct 
needles, knives, scissors, etc., to the exact point that we wish to 
operate on with an accuracy that is impossible with the monocu- 
lar dissecting microscope. Nachet and Beck manufacture very 
excellent binocular dissecting microscopes, and the only thing 
to be regretted is that the price is necessarily somewhat high. 

' PBINCIPAL FOBMS OF THE COMPOUND 

MICROSCOPE. 

The variety of models, styles, or patterns which have been 
devised for the stands and for the general arrangement of com- 
pound microscopes, is almost infinite, and as they are con- 
tinually changing, it would be a hopeless task to attempt to 
give a description of all, or even of any large number of them. 
Fortunately, from motives of self-interest, the manufacturers of 
these instruments promptly publish full descriptions and en- 
gravings of new styles as soon as they bring them out, and 
therefore the best plan for those who desire to make a judicious 
selection, is to procure the catalogues of as many manufacturers 
as possible, and carefully compare the several advantages of the 
different forms. The addresses of all the prominent manufac- 
turers are published from year to year in the " Microscopist's 
Annual," a cheap little volume devoted to statistical informa- 
tion of this kind. 

Cbeap Foreign Stands.— A few years ago, the only 
stands attainable by those who could not afford an expensive 
article, were the cheap French and German microscopes. 
These were imported in large numbers by dealers in optical 
goods, and were distributed to different parts of the country 
through the agency of watchmakers, jewellers, booksellers, and 
those who dealt in spectacles and opera glasses, and conse- 
quently were coZfec? ** opticians." Fortunately the production 
of really good and cheap American microscopes has almost 
driven this class of instruments out of market, but as they are 
still to be found on sale, a few words in regard to them may be 
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uecestjary. One of tlie moat cominon models is that sboTm in Fig. 
12. This form, allboHgli moderu when compared witii the micro- 
scopes of Adams, Baker, etc., is one of the oldest in qgo. It 
was, wa believe, deviaad bj WoUaston, as a stand for bis 
donblet, and \iee afterwards modified by Fraunbofer, whose 
microi^copea on .this model were almost identical with tliat 
shown in tbe engraving. It is now too well known to need 
elaborate description, and the smaller sizes are still sold ex- 
tensively for tbe use of young people. Being manufactured in 
lai^ quantities, they are sold very cheaply, when the quality 
of the lenses is taken into consideration. Therefore, nntil 
some mauufactarer concentrates bis efforts upon tbe produc- 
tion of the more convenient forms, and 
turns them out in very large numbers, 
tbe vertical niicroscope will probably 
maintain its place in the market, and 
many beginners will be led into buying 
an instrument which, even in its most 
complete and perfect form, will almost 
certainly be a source of dissatts fact ion. 

Aside from any deficiencies which may 
exist in tbe optical parts of the iastru- 
ment, the objections to this model are the 
small flize and inconvenient form of (he 
stage ; tbe fact that tbe microscope can ha 
Used only in the vertical positiou, which, 
although occasionally very useful, is this 
woi-st position in which the instrument 
can be placed for protracted oliseiTution?;, 
and the arrangement of the miri'or, wli!.:'.i 
renders the proper management of the illu- 
mination impossible. Therefore, when- 
ever (here is a possibility of choice, some 
form other than the verticnl should be 



Occnsionally microscopes of this kind 
are furnished with achromatic objectives of 
pretty fair [quality. In such eases the ob- 
jectives and eye-pieces, if they conld be 
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applied to a better stand, would be worth more than the whole 
microscope in its original form. 

There is, however, one very useful purpose to which cheap 
microscopes of this kind may be applied. They make a very 
convenient and efficient pocket microscope for collecting. The 
stand should be cut off ab(yoe the mirror, the- flat stage being 
left with enough of the tube adhering to it to give it stiffness. 
A drop of water being placed in a cell, and covered with thin 
glass, is laid on the stage and held there with the fingers. To 
illuminate the object the microscope is simply held up to the 
sky. Those who object to holding the slide with the fingers, 
can have a round plate of metal soldered to the under side of 
the stage, so as to make it even. Movable clips, made by 
bending a narrow strip of hard sheet brass, so that both legs are 
even, can then be slipped on so as press on the slide, and on 
the under side of the stage. Such a microscope is very light, 
and may be readily carried in a tubular j)asteboard case, which 
any one can make. 

Setting aside these obsolete forms, as well as those models 
which have been devised for special purposes, we find that of 
the stands which are best suited to the purposes of the phy- 
sician, the naturalist, the student, and the family, there are four 
distinct styles, which may be distinguished as follows : The 
Boss, the Jackson, the Continental, and the New American 
models. In order to give the reader an idea of these different 
models, and to explain the advantages and disadvantages of 
each, we give engi*avings and such descriptions as will enable 
him to form some idea of the stand best suited to his special 
wants. In selecting illustrations of the different types, we have 
taken the cheaper forms in preference to the more perfect, but 
more expensive models ; and as our object is to describe the 
general features of the stands themselves, and not to detail the 
merits and point out the faults of those parts which may be 
easily changed or altered, we have omitted all description of 
diaphragms, eye-pieces, objectives, etc, 

Tbe Rosft model. — The distinguishing characteristic of 
this model is the mode in which the body is supported. By re- 
ferring to Plfit^ Ii it* will l>e ?een that t^e body is ^ittaclxed Vk\ 
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its lower end to a transverse arm, which in turn is supported 
hj a stout bar, which is moved up and down by means of a 
rack and pinion. This movement constitutes the coarse ad- 
justment, the fine movement being effected by. means of a lever 
which is concealed in the transverse bar, and acts upon the 
nofio-piece. 

So far as mere questions of convenience and adaptability to 
different kinds of work is concerned, this model is all that can 
be desired, and as made by Ross & Co., the workmanship is so 
l>erfect, and the finish so exquisite, that it has long maintained 
a high position in public favor. It has, therefore, had numerous 
imitators, and has probably been cojoied more extensively than 
any other model in existence. At the recent Centennial Exhibi- 
tion there were microscopes on this model from the most widely 
scattered localities. Canada was rei^resented by two micro- 
scopes made after this design. Unfortunately, however, this 
model is one of the very worst that a poor workman can 
attempt to imitate, for unless the workmansliip is far above the 
average, the results are execrable. The reason for* this is very 
obvious. The body, being supported only at the lower end, 
every vibration causes the upj)er end to swing through a com- 
pai*atively large arc, and he ace any motion arising from loose- 
ness in the joints is multiplied a hundred fold. And even when 
the joints are firm and without shake, any vibration communi- 
cated to the table on which the instrument stands, is greatly 
increased in its effects when it reaches the upper end of 
the body. In addition to this, the unsupported part of the 
body acquires, by each movement, a momentum which reacts 
powerfully on the lower part, and consequently on the ob- 
jective. 

These defects have induced Messrs. Ross & Co. to bring out 
a new pattern designed after the Jackson model. This design 
has been carefully worked out by Mr. Wenham, and is certainly 
veiy beautiful in appearance, and very efficient and convenient 
in use. Our readers will therefore bear in mind, that all micro- 
scopes made by Ross & Co., are not made on the "Ross 
model," 
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TMe JaclLSOii Model.— The special characteristic of this 
model lies in the fact that the " ways " of both the coarse and 
fine movements are brought as close as possible to the optic axis 
of the instrument. In the Boss model the coarse movement is at 
a considerable distance from this axis, and any lateral motion 
which may take place on tlie sliding part is gi-eatly magnified 
at the axis of the body — the train verse bar, which Kuppoi*ts the 
latter, acting like the long arm jf a lever to greatly mnlti[)ly 
that which at first was very insignificant. Hence the advan- 
tages which the Jackson model presents are great steadiness and 
the fact that, in common with the Ross model, it aifords abun- 
dant room underneath the stage for those accessory methods of 
illumination which are indispensable in the highest class of 
work. It is almost impossible to attach to the smaller pattcnis 
of the Ccmtiucntal model a convenient sub-stage, canning 
polarizer, achromatic condenser, paraboloid, etc., while the 
model under consideration is specially designed to receive 
these imx^ortant accessories. 

This model is a very general favorite both with English 
and American makei*s. Amongst the latter it has been adopted 
as the best for all fii'st-class stands. The engraving, Plate II, 
shows a vei7 excellent form of this model by the Bausch & 
Lomb Optical Company, and known as their Large Student 
Stand. It will be observed tliat the body of the microscope is 
supported along its whole length by means of a tube attached to 
the arm, which is hung between two pillars, so as to give great 
steadiness. To add to this steadiness, all sharp angles are 
avoided, and the arm is gracefully curved instead of joining the 
body at a right angle, as in the Boss model, and all of those 
made strictly after the so-called Continental pattern. 

The Continental Tor m. -Most of the stands made by 
the better class of French, Geiman, and Austrian microscope 
makers are characterized by a low, compact form, and great 
solidity and simplicity of construction. They are intended to 
be used chiefly in a vertical position, and hence the bodies 
are short, and the space beneath the stage is contracted to the 
last degree. And as a low price is an important feature in these, 
microscopes, the coarse movement is generally secured by 
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simply sliding the body tlirougli a tube or collar. In the higher- 
priced stands the coarse movement is effected by means of a 
rack and innion, arranged as in the "Jackson " model, but in 
both styles the fine movement is generally aiTanged in the 
place "where the coarse movement is located in the **Iioss" 
stand. These features will be found to characterize the micro- 
scopes of Chevalier, Hartnack, Nachet, Zeiss, and others. 

The term "Continental" model has been applied by our- 
selves and others to any low, comi^act form of microscope, but 
a careful study of the subject has satisfied us that this is not 
correct. The characters above given are peculiar to what 
ought to be known as microscoi^es of the Continental model. 

The Continental model has some advantages on the score of 
convenience, and as large numbers of our medical students 
have been educated to its use, it has been such a favorite that 
many of our prominent makers have imitated it to a certain 
degree. For the ordinary work of the physician and the his- 
tologist, a low microscope, which may be easily arranged for 
work, and which may be used conveniently in a vertical posi- 
tion, is certainly desirable, but other foims, possessing the 
same advantages and without the objectionable features of the 
Continental model, are now in market, and have taken their 
place. 

The objections to the Continental model as a microscope for 
the higher classes of work, are the want of space below the 
stage for illuminating accessories, and the liability of the fine 
movement to get out of order. For it is obvious that a very 
little wear on the ** ways " or "slides " will allow the body to 
have considerable lateral motion, the distance of the "ways" 
from the optic axis of the instrument being very great. Some 
of our American makers, who have adopted this fine motion, 
have gone so far as to use hard steel pins sliding on hardened 
ways as guides, but with all their care lateral motion ensues 
after a time. 

Tbe New American Model— The more general em- 
ployment of objectives of wide angles of aperture, and of im- 
proved methods of using them, have led American manufac- 
turers to introduce certain improvements in stands of moderate 
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price, and the stands which embody these improvements and 
modifications arc so distinct that they form a class by them- 
selves, which may be designated the *' New American Model.'' 
None of the individual features found in this model are new^ 
the most important of them having been embodied many years 
ago in the English patent of Grubb, while others were used long 
ago by Spencer in this country. But Grubb's invention, so far 
as we know, never came into use, and it was not until the year 
1875, that the importance of the improvements in question be- 
came generally recognized. Towards the close of that year, and 
the beginning of 1876, four of the prominent raicroscoiDe makers 
of this country, viz. , Bulloch, Gundlach, Tolles, and Zentmayer 
seem to have turned their attention to the subject, and shortly 
after brought out models on the new plan, the distinctive fea- 
tures of which are the swinging of the mirror around a centre 
which lies in the plane of the object ; the combination of a 
swinging with a longitudinal movement in the sub-stage, and 
the use of a very thin stage. Prior to this time, in all the best 
microscopes of English and American make (at least as de- 
scribed in the catalogues of the dealers), the sub-stage was made 
to move only in the line of the optic axis of the instrument ; 
the American makers took a new departui'e, and the new model 
is the result. In its popular forms this model is characterized 
by great simplicity in its working parts, while at the same time, 
being provided with the very best means for adjusting and 
registering the illumination, it is a stand which is sufficient for 
the highest class of work, except, of course, in a few special 
departments. 

So far as our knowledge goes there are at present before the 
public four stands of comparatively low jDrice, which may be 
relegated to this class. They are : The "Acme" of J. W. Sidle 
&Co. ; the "Biological" of Bulloch ; the " Histological" of 
Zentmayer, and the "Investigator*' of the Bausch & Lomb 
Optical Company. The large stands of the Bausch & Lomb 
Optical Co., of Beck, Bulloch, Boss, Tolles, Zentmayer, and 
others, are of course quite as efficient as the small stands we 
have named, but the price is greater, and the convenience of 
the small stands, when used as working microscopes, is in their 
favor. At the end of this volume the reader will find plates 
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of the **Acme,*' the "Biological," the "Histological" and the 
"Investigator" stands, and we would recommend the reader 
to study carefully their several special features. 

The " Acme " will be described in its binocular form, and we 
therefore pass, in alphabetical order, to the "Biological" stand 
of Mr. Bulloch, which is shown in Plate m. 

It will be seen at once that this stand is substantial and firm 
in all its parts. The coarse movement is by rack and pinion, 
and the body is supported, as in the Jackson model, along 
nearly its entire length. The fine movement acts upon the 
entire body, the coarse movement included, so that the distance 
between the eye-piece and the objective is not affected by it. 
The stage is thin, but substantial, and is so cut away at the 
well-hole that light of great obliquity can be used. The stage- 
plate rotates in a ring, and may be clamped when necessary by 
means of the small screw seen in front. By loosening this 
screw the plate may be entirely removed, and then, when the 
body stands upright, a simple plate of glass may be used for a 
stage, and thus all danger of injury from acids is avoided. The 
ring in which the stage-plate rotates is held in place by two 
capstan-headed screws, and when these are slacked it is easy 
to adjust the stage so that it shall be concentric with the optic 
axis. The sub-stage is arranged for adjustment in the same 
way. It is adapted to carry the standard size accessories, and 
is furnished with an adapter which has the Society screw, so 
that ordinary objectives may be used as condensers. Mr. 
Bulloch also furnishes a diaphragm of peculiar form (shown in 
the engraving), which we have found very efficient, both with 
direct and oblique light. The special feature of models of this 
class is, however, shown in the method of hanging the mirror 
and sub-stage. These are attached to separate bars, which 
rotate on an axis, the plane of which is a little above the level 
of the stage. A stop is also provided, whereby they may both 
be placed precisely in the line of the optic axis. Both mirror 
and sub-stage may be moved towards the stage and from it, and 
the movements of both are entirely independent. The conse- 
quence is that the various forms of illuminating apparatus have 
a range of adjustment that cannot be obtained with the older 
models. 
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The instroment, as shown in the cut, is about two-fifths of 
the real size. When the ditiw-tube is out, the body has the 
standard length of ten inches, and it is furnished with the 
" broad-gauge " screw, to which is fitted an adapter carrying 
the standard Society screw. 

The first stand placed in market at a moderate price, and em- 
bodying the special features of the new American model, was 
the Histological stand of Mr. Zentmayer, which is shown in 
Plate rV. The base and uprights of this stand are one piece, 
of a peculiar shape, of great rigidity, to which the bell-metal 
bar is attached by a joint, allowing iiie use of the instrument at 
any angle of inclination ; the perpendicular and horizontal j)o- 
sitions are indicated by stops. The coarse adjustment is by a 
rack and pinion, or in cheaper forms by a sliding tube. 

The fine adjustment is by a concealed lever, acted upon by a 
delicate screw, and mo^dng the entire body, which is fitted 
to the grooved bar, giving a steady and delicate movement. 
The arrangement of the swinging snb-stage and mirrors is 
easily understood from the engi-aving. 

The removable sub-stage carries the diaphragms, which can 
be shifted up close to the object. 

The stage is a modification of the glass stage, and consists of 
a glass bar kept down by two spring clips, against which the 
object rests. By this method the object may be moved in the 
latitude, the longitudinal movement being accomplished by 
hand. The spring clips may be used independently for hold- 
ing anything in a fixed position, by simply placing them in the 
extra holes provided for that pui-pose. 

The ** Investigator" stand is shown in Plate V, and also 
presents the special features which we have mentioned. The 
mirror-bar is swung so that its axis of motion lies in the plane 
of the object, and it carries the sub-stage, which may thus be 
inclined to any angle with the plane of the stage, or it may be 
brought entirely above the latter. The mirror is attached to 
the mirror-bar by means of a secondary bar, which thus permits 
the use of the mirror independently of the sub-stage, and both 
mirror and sub-stage may be moved to and from the object. 
The sub-stage may be removed entirely when desirable. 

In order to secure the convenience of the low Continental 
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biodel, tliis microscope is provided with two draw-tubes, sliding 
one within the other, bo that the body may be shortened as 
much as possible when desired. The first dmw-tnbe has the 
Society screw at the lower end, so that low-power objectives of 
very great working distance may be used ; and as, by means of 
the second draw, the draw-tube may be made of the usual 
standard length (ten inches), it may be used as the body for 
any objective, and quickly focussed by sliding it in the outer 
tube, the same as in instruments without rack and pinion ad* 
justment. The " broad-gauge " screw has been added, so that 
low-power objectives of wide angle may be used to the greatest 
advantage. 

Cheaper Stands.— The stands which we have just de- 
scribed, are, of necessity, somewhat expensive, because, unless 
the workmanship is of the very best, the performance is quite 
unsatisfactory ; and as a stand alone is of no use, an outfit 
which includes such a stand is frequently beyond the means of 
students and others. To meet the wants of such persons, the 
various manufacturers wo have named, together with Klein, 
Pike, Schrauer, and others, have brought out stands, which, 
when complete, with case and objectives, are sold for about 
the price of the stands we have described. For the study of 
elementaiy botany, histology, etc., many of these cheap micro- 
scopes answer a veiy good purpose. They enable us to follow 
the descriptions given in the books, and the view of any object 
which wc obtain from even the poorest of them, is infinitely 
better than any representation which can be given by an en- 
giaving. The better class of these microscopes answer well for 
the ordinary purposes of the physician, and, as they arc simple 
and easily used, they are frequently i)refeiTed to more expensive 
and more complicated instruments. 

The Binocular Microscope.— More than two hundred 
years ago, attempts were made to construct binocular micro- 
scopes, and yet a good and efficient binocular is a thing of 
yesterday. The first really efficient binocular microscope was 
constructed by Prof. Eiddell, of New Orleans, about the year 
1853, and to this fact Mr. Wenham has boi-ne free and generous 
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teatimony in a letter addrossecl to the English Mechanic, ^o 
Mr. Wenliam, himself, however, is due the honor of having 
devised a form of the binocular which is at once efficient 
and of moderate price. Mr. Wenham's form has been adopted 
by all the American and English makers that manufacture bi^ 
noculars, and he has, therefore, laid all microscopists under 
deep obligations, not only by devising such simple and efficient 
means of accomplishing a most desirable result, but by giving 
the use of his invention freely to the world. 

Of the value of the binocular, there is a wide difference of 
opinion, some regarding it as a mere toy, altogether beneath 
notice as an instrument of scientific research, while others con- 
sider it a most important addition to our means of investiga- 
tion. Since, however, it will almost always be found that those 
who place a high value on the binocular are those who have 
used it most, while those who decry it know absolutely nothing 
of its merits, and in some cases are even ignorant of the man- 
ner of using it, the reader will have but little difficulty in de- 
ciding on which side the truth lies. In England, where cheap 
and good binoculars are common, this form of instrument has 
become a great favorite with all the noted microscopists, and 
we refer not merely to men who own microscopes as a means of 
amusement, but to those, who, like Carpenter and others, have 
enlarged the boundaries of knowledge by their researches. At 
present the binocular is gaining rapidly in favor in this country, 
and veiy excellent instruments are now turned out by several 
of our American microscope makers. 

There are, of course, certain limits to the range of usefulness 
of the binocular microscope. As at present constructed, it is 
most efficient in the use of the low powers, and hence, there 
are certain classes of work to which it is peculiarly applicable, 
while in other branches, particularly certain departments of 
histology, it is of comparatively slight advantage. And it will 
in general be found that the principal opposition to the binoc- 
ular has come from continental histologists, who, because they 
found it of little use to themselves, concluded that it could not 
possibly be of use to any one else. 

The advantages presented by binocular instruments are two- 
fold ; the relief to the observer arising from the ability to use 
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both eyes is very great, and the yiew which is obtained of any ob- 
ject is so much clearer and more realistic, that we at once per- 
ceive, by our mere sense of vision, those features which we would 
otherwise have to work out by tedious mental processes. It has 
been said by some that the binocular is apt to exaggerate the 
stereoscopic effects, and give false views. This is certainly not 
the case under ordinary circumstances, and we doubt much if 
it ever occurs. 

We have selected as an illustration of the binocular micro- 
scope, one of moderate cost, which combines the binocular 
feature with those peculiar to the new American model — ^the 
"Acme," made by J. W. Sidle & Co., of Lancaster, Pa. This 
instrument, in its monocular form, was, we believe, arranged by 
Prof. J. Edwards Smith, and the details of its construction were 
worked out with special reference to the use of objectives of 
high angles. So tax as this purpose is concerned, the " Acme '* 
has many points in common with the "Biological" stand of 
Mr. Bulloch, the "Histological" of Zentmayer, and the "In- 
vestigator" of the Bausch & Lomb Optical Co., the differences 
being chiefly in details of construction, which leave room for 
choice on the part of intending purchasers. We therefore turn 
to the binocular feature as being that with which we are now 
more immediately concerned. 

The binocular in general use, being that in which the Wen- 
ham prism is used, consists of a main body through which the 
half of the rays transmitted by the objective pass directly to the 
eye-piece. In the figure (Plate VI) this body is the one nearest 
to the reader, and connected with it is another body, through 
which the other half of the rays pass — they being diverted in 
this direction by the prism, which, when in place, cuts the cone 
of rays from the objective in two. The frame which carries 
this prism is seen just above the point at which the objective is 
attached, and it is so arranged, that when desirable it may be 
drawn out, and thus the prism becomes inoperative, and the in- 
strument is practically converted into a monocular one. This 
is one of the important advantages which are peculiar to the 
Wenham prism. In some forms of the Acme binocular the 
entire fittings of the prism may be removed, so as not to inter-* 
fere with wide-angle lenses of low power. 
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As eyes differ greatly in their distance apart, the eye-pieces 
in the binocular are made variable in this respect by being 
poshed out or in, either by a lever or a rack and pinion. As 
the bodies are not parallel, but form an angle with each other, 
it is evident that the further the eye-pieces are drawn out the 
wider apart do they become. 

Binocular Eye-Piece.— A very valuable and efficient 
means of converting an ordinary monocular microscope into a 
binocular, has been devised by Mr. ToUes. The one which we 
possess gives excellent results with objectives of higher power 
than those available with the Wenham prism as ordinarily con- 
structed, and it is greatly to be regretted that its high price 
($80) places it beyond the reach of those for whom this work 
is chiefly intended. It has been copied extensively in Europe, 
but we believe that it is now definitely settled that the honor of 
the invention belongs to Mr. Tolles. 

Tbe InTerted Microscope.— Some years ago, Professor 
J. Lawrence Smith devised a microscope specially adapted to 
chemical investigations. In this instrument the stage is placed 
over the objective, which is inverted, and the rays from the 
object, after being reflected down through the objective, enter 
a prism, which so changes their direction that they pass up the 
body to the eye-piece, and thence to the eye of the observer. 
For very many investigations the inverted microscope is a very 
useful instrument. 

Liithological Microscopes.— The application of the 
microscope to petrology, or the study of rocks, has now become 
such an important department of scientific research that micro- 
scopes specially adapted to this purpose are manufactured by 
several makers. These microscopes possess several very im- 
portant conveniences, which are almost indispensable for such 
work, but which the limits of the present volume forbid us to 
describe at length. 

Tlie Aquarium Microscope.— The impoi-tance of the 
compound microscope in the examination of small jDortions (in 
sih') of large objects, without any j^reparation whatever, has led 
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to the ooostmctian ci microGcopes oonsistiQg sunplj of a body 
with its adjustmenlB far focusing airuiged on the simplest 
kind of % snppoit — nsmJh' a rod and foot somewhat like a le- 
tort stand. Snch microsoopes have been used laigely for exam* 
ining objeetB in aquaria, and hence the name. They are also 
applicable to the examination of writing, the sheet of paper 
being simply spread oat on a table and the microscope placed 
on it ; to the examination of porti<ms of the surface of the 
hnman body in Tarioos cases of skin disease, and, in short, to 
the examination of any object which cannot be conveniently 
placed (m the stage of an ordinazy microscox>e. 

Mi€»^MC«pe8 for Special Purposes.— In addition to 
the microscopes which we have described, some of which have 
been devised with a special view to certain particular lines of 
research, it often happens that a microscope is needed for a 
single purpose, and for no other. Thus, for example, in (Ger- 
many, a few years ago, microscopes were made and sold for the 
sole purpose of examining flesh for trichinae. These micro- 
scopes were very simple, and when their qualiiy was considered, 
they were very cheap — the cheapness being due, in a great 
degree, to the fact that no provision had been made for a 
multiplicity of conveniences, which, in the case of these special 
instruments, woxdd never be of any use. As the microscope 
becomes more generally used, and the people at largo become 
more thoroughly acquainted with the extraordinary aid which 
it is capable of rendering to those who ai-e engaged in the arts, 
it is probable that the numbers of these cheap microscopes will 
increase, in which case we may expect' to see the price greatly 
reduced in proportion to the quality. 

*' Class" Microscopes. -When a number of objects are 
to be shown to a class or to a scientific meeting, it is desirable 
to avoid the inconvenience arising from each individual having 
to go to the instrument, and this is unavoidable where ordinary 
microscopes are used on fixed tables. Prof. Quekett got over 
this difficulty by having his class-room or theatre fitted up with 
rails upon which the microscopes with their lamps were passed 
from one to another, and where the company is small, the com- 
mon revolving table meets every requirement. But where the 
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class or meeting is large, the best device is tliat of Prof. 0. W. 
Holmes, whose olass mia'oaeope, as made by Meesrs. J. W. 
Qneen & Co., is sliowu in Figure 13. This ineimment is of the 
Bimplest oonBtruction, so as to reduce the cost as much as 
possible, and it is miide lai^ely of wood, so as to bo light and 
easily held in the hand. The objecta are viewed by direct light, 
■ vithout the intervention of a mirror. The lamp ueed ia a flat- 
ricked one, the edge of the wick being turned towards the 
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■object when high powers are used, and the flat side of the wifk 

P'lrhen the powers are low. 

For opaque objects, the lamp is raised to the top of its stand, 
and its rays allowed to fall upon a Email concaTe mirror at- 
tached to the iroa Imme by a universal joint, whence they are 
reflected upon the objeet. The coarse adjostment is effected by 
sUding the body thi'ough a short split tube, and the fine move- 
ment by means of a delicate screw, which acts on the stage. 
The entire height of the instrument is about twelve inches, siza 
cf base twelve by four inches. 
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OBJECTIVES. 

The modem componnd microscope owes almost all ltd value 
to the high degree of perfection which has been attained in the 
construction of the objectives used with it. Some of the old 
microscope stands were quite as elaborate, and quite as costlji 
as anything that can be found in the workshops of our modem 
opticians, but from the fact that the objectives were defective, 
their value as instruments of research was of a very low degree. 
In these old microscopes even the highest power objectives were 
simply bits of ground glass, such as with our modern appliances 
might easily be produced for ten cents apiece, while a modem 
objective of the same power, by any of our first-class makers, 
would cost at least one hundred dollars. In mechanical exe- 
cution the modem objective approaches more nearly to theo- 
retical perfection than any other instrument made by man, but 
the reader must not infer from this, as some have done, that 
it has reached the limit of perfection, and that nothing more 
is to be expected. This was said ten, twenty, and thirty yeai's 
ago, and in each case the words had hardly been committed 
to paper before some optician proved their falsity by accom- 
plishing that which had just been declared to be impossible ! 
Within the past few years the most wonderful improvements 
have been effected, and from present indications it would seem 
that we are on the eve of still more startling developments. 

Since, then, the objective is really the most important part of 
every microscope, seeing that the quality and trustworthiness 
of the work done must depend to a very great extent upon its 
efficiency, it is of some importance to the microscopist that he 
should have at least a fair understanding of the causes to which 
the superiority of modem objectives is due. 

When we use a simple glass lens as an objective for a com- 
pound microscope, we find, on attempting to examine objects 
under powers of more than one hundred diametei*s, the following 
defects and difficulties : The field of view is so dimly illuminated 
that objects are seen with difficulty ; the outlines of the different 
parts, instead of being sharp and clear, are thick and hazy ; 
several of the lines are fringed with brilliant colors, but colors 
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which do not belong to the objects, and finallyi if the outlines 
of the object should happen to be straight lines, and be known 
to be such, it will be foand that they will appear to be curved 
and distorted. It is evidenti thereforci that a simple lens can- 
not be used as an objective in any important work; its indica- 
tions are unreliable, and the imagination is allowed full scope, 
so that the eye is enabled to see whatever the mind desires 
to see. 

The defects which we have just detailed, and which are found 
in every simple glass lens, whose surfaces are bounded with 
curves that are parts of circles, are largely due to what is called 
spherical and chromatic aberration. As these terms are probably 
not familiar to many of our readers, we will give as full and 
simple an explanation of the subject as can be done without 
the formal aid of mathematics. 

Spberical Aberration.— The enlarged image formed at 
the focus of any lens, and rendered visible on a screen or sheet, 
is produced in this way: The rays proceeding from the object, 
and passing through the lens, are, by the action of the glass, 
bent from the path they would otherwise pursue. The object 
may of course be supposed to consist of an infinite number of 
points, and from these points rays proceed in every direc- 
tion, and consequently through every part of the lens. If the 
lens were perfect, all the rays from any one point would be 
brought together at a second point correspondiog with the 
first. Unfortuaately, however, the ordinary lens does not do 
this; the central portions of the lens and the outer por- 
tions act differently; the one brings the rays to a focus at 
a point a little nearer to the lens than the other, and, con- 
sequently, although we move the screen to a slightly grea.ter 
or less distance, we still get an image of about the same 
degree of distinctness. It is obvious, therefore, that when 
placed at any distance within certain limits, the screen will 
receive not one image, but a series of la^e7's of images as it 
were, and this consequently gives an indistinctness to the 
resulting image. 

Our readers will find no difficulty in thinking out this 
matter for themselves, and when they have arrived at clear 
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ideas npon the subject, thej will see that spherical aber- 
ration is caused bj the difference between the extent of the 
refraction prodaoed at different parts of the lens, and this 
applies not onlj to all the rays proceeding from each in- 
diyidual point, but to the several pencils which proceed from 
different points. 

It IS evident that if some parts of the lens bring the rays to a 
focus at a shorter distance than others, these parts must magnify 
more, and such is in reality found to be the case. But if one 
part of ad object is magnified more than another, the image 
will be distorted, and hence we have what is someti mes known as 
aberration of form. This distortion is easily seen by examining a 
piece of muslin with a magnifier of high power and large 
diameter. The threads in the centre of the field of view* will 
appear to be straight, while those at the outside will appear to 
be curved, t 

Chromatic Aberration. —This is a defect of ordinary 
or uncorrected lenses, whereby they not only act as magnifiers, 
but as prisms, decomposing the light, and causing objects seen 
through them to appear with a fringe of color. Common hand 
magnifying glasses, used in the ordinary way, do not exhibit 
this defect to a very marked degree, bat when the images formed 
by lenses of this kind are again magnified, as is done in the 
compound microscope or telescope, tne color becomes very dis- 
agreeably perceptible. 

* By field of view is meant that portion of the object which is visible 
throngh the magnifier. 

fla ordinary lenses and microscopes, in which this defect is not cor- 
rected by the stractare of the glasses themselves, the effects of spherical 
aberration are lessened by contracting the field of view, so that only those 
parts of the object which are seen through the centre of the lens or objec- 
tive are looked at. This contraction is usually effected by means of dia- 
phragms, or round plates of metal pierced with a central hole, which are 
so placed as to cut off the rays which pass through the edge of the lens, 
and leave only those that are central. This plan, however, is only the 
substitution of one defect for another, for by lessening the field of view of 
the lens, we are prevented from seeing more than a very small portion of 
the object, and in addition to this the light is so much reduced that the 
object is seen only with very great difficulty, and not at all clearly. 
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Corrected ObiectiTea.— The detects nhich ' 
desBribed have been the obief diffioultisa ia 
ing both the microaoope and the telescope. In the case of the 
latter, however, it waa long ago found that very excellent re- 
sults could be obtained by forming the lenses of two or more 
pieces of gUsa of different kinds, and numerous attempts were 
made to apply the same principles to the oonatruotion of the 
microscope, but without marked saooesa. The small lenses 
used for the mietosoope seemed to defy the skill of the practi- 
oal opticiaDS of those days, and resort was had to such devii^ea 
80 lenses made of preoiona stones, and the use of light vhich 
oould not be decomposed — mono-dirtmuitic light as it was 
called, or light of one color. Siich light is readily procured by 
the combustion of alcohol mised with commau Bait, and when 
illummated solely by snoh a light, a brilliantly colored painting 
looks exactly like a plain black and white engraving. But 
althongh the use of such a light lessens the evils caused by 
chromatic aberration, thej introduce another which ia qnite 
eeriotts — objeote which are really colored, appear in black and 
white only. Moreover, such a light cannot easily be obtained 
of a brilliancy sufficient to afford good illumination, and in 
addition to this all the defects due to spherical aberration still 
remain in full force. 

The first attemptamade to perfect the objeot-glasses of mitn'O- 
scopes, oonsisted in the use of doublets and triplets, it having 
been found that the spherical aberration is greatly lessened, 
when the total refraction is divided tip amongst several surfaces 
of moderate curvature, instead of one eurCaoe in which the curra- 
tme is excessive, snd this plan is still pursued in the oonstnio- 
tion of what are known as French triplets, which will be de- 
scribed hereafter. About the year 1829, however, Mr. J. J. 
Lister, of London, England, published an elaborate paper 
npcn the subject, and it was from the principles laid down in 
this paper, that all the important improvements in the modem 
objective took their rise. These principles were embodied in 
the practical oonatrnction of objectives by Andrew Boss, who 
suggested the important improvement known as the adjust- 
ment for thickness of cover. To Lister and Ross, therefore, 
it may be justly said that we owe that optical wonder, the 
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t&ocleni objective* for although great iaiprovements have been 
made within the past few years, it is upon the results of their 
labors that these improvements have been based* And yet, 
notwithstanding this well-known fact, the names of these 
distingoished microsoopists are not so much as mentioned 
in this connection in the recent work of Dr. Frey, which has 
been lately translated into English, and extensively circulated 
in this country ! 

In estimating the quality of an objective, there are certain 
features to which especial attention must be given. Aside 
frommagnifyingpower, which, of course, cannot be regarded as 
affecting the qucdUy of an objective, these points are: 1. Defin- 
ing iK>wer; 2. Achromatism; 3. Freedom from aberration 
of form; 4. Flatness of field; 5. Angular aperture; 6. Pene- 
tration; 7. Working distance.* 

Defining Poi^rer.— This is undoubtedly the most impor- 
tant quality to be sought for in objectives. A glass that is 
deficient in this iK>int is absolutely worthless. Want of de- 
fining power is shown by a general haziness and thickening of 
the outlines, together with a want of clearness in the details. 
It arises from the presence of either spherical or chromatic 

*The aathors of the Micrographic Dictionary enumerate the following 
points as those in which ohject-glasges differ from each other: 1. Magni- 
fying power. 2. Defining power. 3. Penetrating power. 4. Their cor- 
rective adaptations. The functions attributed to ** defining power " are 
the same as those given by other writers; "penetrating power" seems to 
be equivalent to what is generally called "resolving power;"* "corrective 
adaptation" is merely the presence of a means of adjusting for thickness 
of glass cover. Frey distinguishes two attributes of object-glasses, viz., 
defining power, and penetrating or resolving power— penetrating power 
and resolving power being considered by him to be the same thing. 
Carpenter enumerates four distinct attributes of object-glasses, viz., 
'< (1) Dining power, or the power of giving a clear and distinct image of 
all well marked features of an object, especially of its boundaries; (2) itH 
penetrating power or focal depthf by which the observer is enabled to look 
into the structure of objects; (3) its resolving power, by which it enables 
closely approximated markings to be distinguished; and (4) the flatness 
of the ftdd which it gives.** We cannot regard any of these classifica- 
tions, as strictly logical. Beale makes no formal statement, but gives 
some very excellent practical directions in regard to the seleotion of ob- 
jectives. 
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aberration, or both. It might be caused by a want of £nish on 
the surfaces of the lenses, but this is seldom the case in prac- 
tice, except where the objective has been exposed to some cor- 
roding fumes or liquids. Old objectives that have been very 
excellent in their day, sometimes fail in defining power, from 
the fact that the surface becomes covered with a greasy deposit, 
very slight, it is true, but just enough to destroy the efficiency 
of the glass. Objectives in this condition should be returned 
to the makers to be cleaned. In one case we found that in a 
lens which failed to show anything clearly, the difficulty arose 
from the fact that the cement used for uniting the glasses of 
the combination had become affected. The objective was by a 
well-known maker, but was over twenty years old 

Acliroiiiatisiii. — When an objective shows much color, it 
fails to define well except by monochromatic light, such as that 
obtained by passing sunlight through a cell filled with the blue 
solution of copper in ammonia. A very slight degree of color 
is not regarded as objectionable, and indeed it has been found 
almost impossible to secure the requisite angular aperture and 
absence of spherical aberration without leaving a little coloi*. 
Some of the best objectives, therefore, show such objects as 
the P, angulatum with decided colors, and yet well resolved. 

Aberration of Form.— An objective may appear to de- 
fine an object perfectly, and yet give a very distorted figure of 
it, just as a cylindrical mirror gives a perfectly definite, though 
very distorted, image of objects seen reflected in it. Aberra- 
tion of form may arise either from over or under correction of 
the spherical aberration, or from want of homogeniety in the 
glass used for making the lenses, or from a want of perfection 
in the workmanship — the surfaces of the lenses not being per- 
fectly spherical. Sometimes this defect is shown very clearly 
on one side of an objective, while the other side is not affected, 
and this fact may give rise to very curious results when the 
objective is tried on different stands, and with oblique light. 
Owing to a variation in the point at which the screw threads 
begin in the different stands, the objective, when fairly screwed 
up, may have a different position in each, as regards the direction 
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from which the illamination comes. The consequence is, that 
an objective wliich may give excellent results on one stand, 
may fail on another. An easy way of testing this fact, is by 
means of a rotating adapter. Of course the best test for aber- 
ration of form is the artificiul star, though in the hands of the 
beginner, a micrometer, ruled into squares, is probably the 
most available test. Any trace of the defect under consider- 
ation will be shown by the lines being carved. 

When the lines appear curved, from the fact that the spherical 
aberration has not been properly corrected, the nature of " the 
error may be determined as follows: When the micrometer 
lines are widest apart at the centre (like the lines on a map of a 
hemisphere) the spherical aberration has been over-corrected. 
It is under-corrected when the reverse is the case. 

Aberration of form is one of the worst faults with which a 
lens can be affected, and experience has shown ns that it is the 
one which is least apt to be detected by a beginner. An objec- 
tive may give a "beautiful" image, and yet be worthless 
because affected with this defect. 

Flatness of Field.— If> when we examine a perfectly flat 
object, every part included in the field of view is clearly in 
focus, the objective is said to have a flat field. Want of flat- 
ness of field is shown by some parts of a fl it objr-ct beiug 
clear and well-defined, while other parts are out of focus. In 
general it happens t liat where this defect exists, the centre and 
circumference of the objective do not act together. 

Angular Aperture.— This subject has given rise to some 
of the most vexatious questions connected with microscopy, for 
a discussion of which wo must refer our readers to the pages of 
the microscopical journals published during the past few years. 
The views which have been promulgated by the two schools into 
which microsoopists have been divided on the questions affect- 
ing angular aperture, have been of an extremely opposite 
natui'e, and few scientific disputes have been waged with more 
bitterness and personalities than that which has been called the 
** Battle of the High and Low Angles." Now that the smoke 
has in a measure cleared away, and that we ai'e able to take a 



i oalm view of the actual reenlte vhiclt have been atbuned, 
' is little room for doubting that the wide angleR have gained 
victory iu all the most impoi'taiit poiuta. In a Bubseqnent 
section, we shall give oiu' view in regard to the circumstaaoca 
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whicli ought to influence the beginner iu the selectiou of ob- 
jectives of high or low angles ; at pi'esent we ehall c online our- 
Belvea to a diBcussioa of what angular aperture is, and ite 
influence upon the working qualities of the objective. 

The reader who will carefully look over the pages of the 
jwicroacopie jonnials published dniiug the last few j'eats, will 
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lu'olialjly find tliat ftmongst tLe combatants even the tlefinitian 
of angular aperture eeema to be undecided, all of whicli is, of 
contse, Tsry puzzling to a l>egiimer. We do not pi-opoae to 
decide this vesed question, but tlie following statement will, 
we hope, enable our readers to foiin a clear idea of what the 
older writera meant by thia term. 

It was Dr. Goring, we believe, that first pointed out the 
epecial advantages of high angles, and suggested the use o( 
test objects, and the figures on the preceding page were used by 
Jiim to define and explain what Le meant by angular aperture. 

In tliese figures, LL and L'L' are iwo lenses of the some 
magnifying power, but difi'erent angular apertures. It will be 
seen that the cone of rays proceeding from O, is substantial I j- 
the same aa that from 0', but that the lens LL fakes in a lai'ger 
part of the cone from O, than the lens L' L' does of the cone 
from O'. Tlie angles L L oiul L' O'L' are the respective 
measnres of the angular apertures of the two lenses. 

The definition of angular aperture, 
given by Goring, has been tolloweil 
by nil subsequent writers, the ac- 
companying flgui'e being that used 
by Dr. Carpenter for Ihe purpose of 
eiplaining and defining the same 
thing. In this figure the compound 
lenses, 1, 2 nud 3, ore parts of an 
acliromatic objective without its 
brass mounting. The line, n «, is 
the front of the objective, and b ia 
the object. Tu this cose the angle, 
ab c, in the angle of aperture, and it 
ia evident that if k c had been made 
of a larger diameter, or if the curva- 
tures of the lenses, 1, 2 and 3, had been such that the distance 
ot a c from b had been lessened, the angle, ab c, would have 
been increased. The points that we have mentioned aa govern- 
ing the angular ax>erture oi'e in general oonti'olled by the 
clioractor of the glass used, and by the formula (as regards 
..curves, distance, etc.) employed by the optician, aud he canuot 
JAtefrom tlicm wiihoAit an entire change of design. 
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Dr. Goring devised several practical methods of measuring 
the angular aperture of different objectives, and he gives a very 
full and clear description of an arrangement adapted to his own 
instrument, in which the foot was made to rotate on a carefully 
centered and graduated base, and modifications of this plan 
have since been adopted by several of our prominent micro- 
scope makers. It has been pointed out, however, that, as 
usually employed, the angle which is measured by this method 
is not the angle a 5 c, and although the angle which is actually 
determined may be of great value in determining the qualities 
of an objective, it can hardly be denied that to apply the term 
angular aperture to any other angle than the one that has been 
described, must tend to introduce a confusion of terms, and is 
altogether wrong. But in order to be strictly accurate, this 
statement presupposes a condition which is unfortunately too 
frequently overlooked, and that is that all the proportions and 
curves of the diflferent parts of the objective are perfect. To 
make this clear, let us assume that Fig. 16 truly represents an 
objective of which the diameters, curves, and distances apart of 
the several lenses, are absolutely coiTect for the kind of glass 
used. It is obvious that by slightly increasing the diameter of 
lens 1, or by changing the relations of the three lenses, the ai>- 
parent angular aperture might be considerably increased. We 
would soon find, however, that this increase was of no advan- 
tage, because after passing a certain degree the back combina- 
tions would fail to utilize the additional rays admitted, and the 
result would be that the performance of the lens would be in- 
jured rather than improved. Therefore, although in 2k properly 
constructed lens the angle ah c shows the true angular aperture, 
this will not be the case if the optician has made the front, a c, 
larger than it ought to be in relation to the other parts of the 
objective.* 

It is an unfortunate, but an indisputable fact, that this very 
mistake is frequently committed by makera of objectives, who 
either have not studied, or do not appreciate the qualities of 
lenses of wide angles. They therefore make objectives which 

* The reader who desires to pursue this subject will find it fully dis- 
cussed in Dr. Blackhani's paper on Angular Aperture, which has been 
published in a separate form. 
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admil widely divergent pencils, bat irhich (ail to give distinct 
and sharplj-definod images. Such lenses, when measnred bv 
the older methods, indicate extraordinarily hirge angles, and 
jet fsul to haye a resolving power at all commensurate with 
the apertnre claimed. Indeed, when snch objectives are 
diaphragmed down to moderate angles, their performance is 
frequently greatly improved. The action in this case is similar 
to that of the diaphragms in the hand magnifiers, shown in 
Figures 2 and 3. In these simple lenses, it is found that by 
cutting off the outer rays, which do not come to the same focus 
as the central ones, the definition is greatly improved. 

It is a fact no longer open to dispute, that the efficiency of 
an objective, supposing it to be properly corrected, may Ih^ 
more nearly expressed by its angular aperture than by its focal 
length. For example, if we have two objectives, ono of ono- 
fifteenthof an inch focal length, and 150^ angular ai^orturo, atiil 
another of one-fifth of an inch focal length, and 180' an^»;ular 
ai^erture, the latter, although magnifying only one-third a.s 
much as the other, will actually show more of the more ddicato 
structural features of any object ; and if its magnifying i>ow(»r 
be increased by suitable eye-pieces until it is equal to thi^ ninf; 
nifying power of the one-fifteenth, it will givo a bettor inmjrn 
than the latter. Our own experience has long since convinced 
us of the truth of this, and we believe that it is tho opinion 
held to-day by all who are familiar with glasses of both ItindM. 
Prof. Abbe, who is, perhaps, the highest living authority on thn 
mathematics of the microscope, goes so far as to Hav thai. ll»n 
angular aperture of an objective is an exact oxi)r(^HHion of Wn 
l)Ower, and he gives a table in which he lays down tho numlMT (»f 
lines to the inch which may be resolved by any ji^ivcMi a|M'rl,inn. 

It is not difficult to give a practical demouHiraiion of Mm im 
j)ortanceof a comparatively wide angle of aperture, for art wn 
have just said, object-glasses possessing tliin feature are eapaliUi 
of giving important results, which cannot Ix^ obtained hy inraiiM 
of lenses of lower angle. Thus, when wo (»xaniiu<', l».v ineiuiM 
of a superior French triplet of one-sixth of an in<'Ii foeiiM, 
the silicious remains of certain very minutcj i)lantM of tlie npcH'ieH 
rieuros-igma BaUicum, we are able to «co ciutain lineM or ninrlt 
ings which exist upon their surfaccw. That wy may b« ably 



to Bee tlieee lines, it is neoeoBftry tliat the 
stand be a good one, and that Ihe tight | 
be very carefully managed, but, even 
with the moat perfect Brrangenit'iits c 
dinarily used, we cannot, with Buch an 
objective, diacoversimihirinarkiDgs upon 
the Pkurosigma Aiigiilatum, althoagb 
they exist therein great perfection. Bat 
if for the French Biztb we sabstitnte a 
flrst-class objective of leas than half its 
aagnif,Ting power, bat of wider angular 
aperture, ve shall be able to BLe the lines [ 
quite distiactlj. We have now before u 
an objective of fo ir tenths of an inch | 
focuH, which doea not correct for thick 
neas of cover, but nbich with any ordi 
Dary thickness of cover Dgglasa iscapa 
ble of reaolving the hnes on the A g 
in/HW( perfectly, and we have seen otjec 
tives of even lower magnifying power I 
which would iiccompliab the same thing 
That the effegt depends here chiefly 
upon angular aperture, was shown very 
clearly by Dr. Goring, from whose work 
we take the following figures, engraved I 
from seven drawings showing the ap- 
pearances presented by the scale of a 
butterfly's wing, viewed with the same 
magmfyingpowers,but different a ogulur 
apertures, A weil corrected lens of wide 
aperture showed the scale as in G; 
ducing the aperture, while all elaa re- I 
moined the same, the appearance was as 
shown in F, and by successive reduc- 
tions the stages shown in E, D, C, B, 
and A, were leached. The slightest ex- 
amination shows that features which were | 
qnite dtfitiuct under a high angle, became 
iavisible wlien the ongle woare^iiQe^ 
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This quality of objectives of large angles, whereby they 
are capable of showing distinctly delicate lines or dots placed 
very closely together, is known as resolving power. In the early 
days of microscopy, it was called penetrating power, the term 
penetrating having been applied to that quality of the telescope 
by which it is enabled to show separately the individual stars 
of which the nebulsB are composed. In the telescope this was 
supposed to depend upon space-penetrating power as distin- 
guished from mere magnifying power, and this space-penetrat- 
ing power was found to depend very largely upon angular aper- 
ture. In the case of the microscope, however, it is now gene- 
rally agreed that what was called penetrating power in the 
telescope, shall be called resolving power, while to the term 
penetrating power an entirely different meaning has been given. 

Mere resolving power, however, or the power of showing 
separately lines placed very closely together, is not the only 
valuable feature of well-corrected object-glasses of high angles. 
They show delicate lines and fibres, and enable us to make out 
differences of structure which are entirely invisible to lenses 
of low angles. Thus, for example, it has been found during 
recent researches, that the delicate fiagella of certain monads 
can be seen perfectly with high angle lenses, while with very 
excellent glasses of low angular aperture they are quite invis- 
ible. The same fact, probably, holds true in regard to the ulti- 
mate fibres of nerves and similar objects. 

The researches of Lister and Boss formed, as we have just 
stated, the first great step in the direction of better correction and 
increased angular aperture. Whereas, 40° to 65° had previously 
been regarded as very high angles, even in objectives of the 
shortest focal distance. Boss, in his objectives, soon attained 
an aperture of 132° to 135° and, working with the glass at that 
time available, this was pronounced the highest attainable 
angle. Attempts had previously been made to obtain a higher 
angle by the use of the glass which Faraday devised for optical 
purposes, and which is in fact a borate of lead. But this com- 
pound is so easily tarnished and disintegrated, that it was 
found impracticable to use it. It happened, however, that 
a young American backwoodsman, Charles A. Spencer, of 
Qao^tota, I^. y., a graduate of Hamilton College, Jiad luJi 
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attention called to this subject, and after careful study he con- 
cluded that if he could only procure a durable glass of greater 
refracting power than that ordinarily attainable, the angular 
ai>erture might be greatly increased. He at once went to work, 
and after many experiments he succeeded in producing a glass 
which enabled him to attain immediately an angular aperture 
of 146^ As early as 1857 he had produced a l-12th with an 
angular aperture of 178°. His objectives had corresponding ex- 
cellence in other directions, and from that time forward this 
country has been noted for the excellence of its objectives, and 
especially for their great resolving power, "We may note, in 
passing, that glass of great refractive power, combined with 
sufficient hardness and durability, is now produced as a regular 
article of commerce. . 

Penetratinif Povirer.— As previously stated, penetrating 
power, in the early days of microscopy, meant precisely what is 
now understood by resolving power. Now, however, penetra- 
ting power is usually understood to mean the extent to which 
an object-glass shows the depth or thickness of an object. It 
is obvious that such a result can only be produced by the lens 
showing several layers of images, all of which are equally in 
focus, and consequently equally visible at the same time. In 
other words, instead of bringing only one given point sharply 
to a focus, the lens, which has great penetrating power, will 
bring several other points lying above and below this point 
equally to a focus. Hence, as Dr. Pelletan well observes in his 
work, **Le Microscope" : "From a purely theoretical point 
of view, an objective with penetration is in reality a defective 
objective." 

As this subject is one of gi'eat importance, we have intro- 
duced the two engravings. Figures 18 and 19, for the purpose 
of making it clear to our readers. In Figure 18 we have shown 
a small lens of half-inch focus, and with a very narrow angle. 
Figure 19 shows a lens of the same focal length, but with an 
angle of 90®. The points at which the lines a c and 6 c in Fig. 
18, and of <f and 6' c' in Fig. 19 cross each other, are the i-espec- 
tive foci of the two lenses at the centre of the field of view. 
Across the points where the lines a c and h c, and (f (f and b' <f 
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cyoM, wa Iifive clrawu Ihree lines, wliicli may be supposed to 
repreaent respectively f Iiidc layers of cells iii a aoction monnteil 
for mlevoscopical exftmiimtion. If tlie reader will examine Uh' 
relation of those lines to the oroaaing lines in Fig. 18, he will 
find that the lines a cand b c coincide completely between the 
npper and under lines, and even outside of them, forming, in 
fact, n siogie lino. In Figure 19, on the other hand, it ifi only 
the middle line that pa.isca through Iho pointat wliich thehneH 
coincide ; at tlie point nher^ the upper and lower lines pa8S, 





Fig. 18. 



Fig. 19. 



the lilies, a' c' and b' c\ have already separated to such an extent 
as to form distinct lines. If we regard the lines, n b, b ,• an. I 
q" />', b' if, as rays of light, it is evident that while those in Fig. 

18 will form images of the upper and lower lines, those in Fig. 

19 cannot do so.* 

"Dnfil within a few years it has been accepted, as a thoroughly 
demonstrated fact, that penetrating and resolving power always, 
q^ necessity, exist in inverse ratio to each other, for it is alwaysi 
found that, other things being eqnal, resolving power increases 
with the angle of aperture, while penetrating power deorensps. 
Of late, however, it has been claimed that certain lenses 
of great resolving power possess considerable penetrating 

•ThoBB who -wiali to eiaroinBtliia subject more oloaeij, would do weU 
to eiamme nu actiole dd "PenetratioD in Objeotivca," by Br, t>«o. £, 
Blackham, puhliahcd in the Amtriean Journal of Mieroteofin, for Jiil.y. 
IBBD, and 1h« dixiuanons wbich I'ollnir in «itRreeding niimbarn. 
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In attempting to reach a sound conclusion on tliis i)oint, ii 
mnst be borne in mind that resolving power does not depend 
whciUy npon angular aperture. Two objectives of the same 
angle may have very different powers of resolution, on account 
of the degree of perfection to which the corrections have been 
carried, and it is quite possible that a lens of great resolving 
power may have a lower angle than another objective which 
excels it in this respect. In this case the lens of greatest resolv- 
ing power might also have the greatest penetration. We confess, 
however, that we cannot see how great penetration can be com- 
bined with veiy high angular aperture, and in this view we be- 
lieve that we are in accord with the majoiity of our best micro- 
scopists. Want of penetration has been urged against objec- 
tives of high angular aperture as a serious defect in many in- 
vestigations in histology and natural history. The advocates 
of high angles claim that the best way to avoid this difficulty 
is to use objectives of less magnifying power, and to combine 
them with high eye-pieces. It is claimed that in this way tLe 
same amplification and penetration may be obtained as with 
low-angled objectives, and with greatly increased distinctness 
and improved definition. 

Where stereoscopic effect is required by means of the ordin- 
ary binocular, low-angled objectives give better results than 
those of higher angle — one reason for this being that the 
corrections of such objectives are not so easily disturbed as 
those of the othei's. But it is a curious fact that low-power 
objectives of high angle, when used monocularly for examining 
opaque objects, frequently give an impression of stereoscopic 
effect which is startling. We feel certain that no one that has 
his attention once called to this point can ever forget it. 

The late Henry J. Clark, in an article contributed by him to 
Silliman's Journal^ many years ago, suggested another meaning 
for the term ''penetration" in objectives. He referred to the 
power which objectives of high angle and perfect correction 
have of pasing through and ignoring, as it were, the various 
layers of cells or other elements which lie above the special 
layer in focus, which latter, when seen by a high-angle lens, is 
clear and distinct, while all the others are invisible. Mr. Stod- 
der, who has recalled my attention to this article, which I had 
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read many years ago but had forgotten, suggests that tliis be 
called the penetraiion of high angles in contradistinction to the 
penetration of low angles as understood by Dr. Carpenter, 
iFrey, and others. Where the latter kind of penetration obtains, 
all the layers are visible at once, as we have previously 
explained. 

Working Distance.— Considered as a quality of an ob- 
jective, working distance is the distance between the front lens 
and the object, and it is this distance, and this only, which can 
guide us in forming an estimate of the quality of any given ob- 
jective, as regards this particular feature. In practice, this 
distance is diminished by the amount of metal used in setting, 
which projects in front of the lenses, and also by the thickness 
of the cover glass. It is evident, however, that these are mere 
accidental circumstances which can be readily changed, and 
wliich have nothing whatever to do with the quality of the ob- 
jective as regards its optical chai'acteristics. Some writers 
have defined working distance to be the space between the 
front of the lens and the upper surface of the cover glass ; but 
it is very evident that if we accept this definition we can no 
longer regard " working distance " as a quality of the objective, 
since an objective which might be notable for its great working 
distance with ordinary cover glasses, would have no working 
distance at all if very thick covers were used. 

To avoid this difficulty, the term frontal distance has been 
introduced, and is used by some writers to signify the quality 
heretofore recognized as working distance. But since the term 
''working distance" has obtained a firm foothold in micro- 
scopical literature, as expressing an important quality or feature 
of dtjectives, we cannot see how any other meaning can be at- 
tached to it than that given above. 

Working distance is a very important feature in all lenses, 
and good working distance is specially valuable to beginners. 
There are many objectives in market that have to be brought 
so close to the object that ordinary covering glass cannot be 
used, and even with the thinnest glass, the distance between 
the objective and the object is such that great skill and care are 
required to avoid accidents. Such objectives do excellent work 
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in tlie kaade of esperienced microacopists, but iiegin&ers wi][ 
find it dMcnlt to use tbem. Objectives of vcj'j liigL Emgnlar 
aperture have in general very short working distances, but there 
axe great difTerences in this respect amongst the products of 
different makers. Working distance does not depend upon 
angular aperture alone. 

Immersion and "Uomogeneons" Lenses.— Ob- 
jectives which require a drop of hquid between the front lena 
and the covaring-glosB of the object, are now ju common nsn, 
and have been deservedly received with general favor. The 
liquid employed serves two important purposes. In the firat 
place, it partially estinguishes two of the glass snrfaeeB (the 
front surface of the objective and the upper sniiuce of the 
covering^) ass), and thus it prevents, to a considerable extent, 
the loss of light which always ocenrs at those surfaces ; and in 




the second place, it enables the objective to gather up raya 
■which otherwise would pass outside of it. In the ordinary im- 
mei'sion objective, water is the liqoid which is used, and its 
action will be readily underatood from an inspection of tlia 
accompftnyiag diagram, where c is the front of the objective ; 
V is ths cover-glftM ; E tha ■pacs between th« front lena and 
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the coVel* ; o the object, and o o' a ray of light proceeding 
from that object. It is obvious that when the space, E, is 
filled with air, the ray, o (/, after passing through the cover- 
glass and suffering refraction within it, will, on emerging, pass 
on in a direction parallel to its original x)ftth, and so will pursue 
the line, / d, and pass outside of the objective. But if the 
space, E, be filled with water, it will take the course I c, and so 
will enter the front lens. 

It is evident that if a fluid of greater refracting power than 
water were used, the result would be still more marked. This 
consideration led to the use of glycerine instead of water, with 
notably good results, and finally lenses have been constructed 
in which a liquid of the same refractive and dispersive power, 
as the glass of the thin cover, is used, and such lenses are known 
as "objectives of homogeneous immeraion," or, for short, 
" homogeneous objectives " — the word homogeneous meaning of 
the same hind, and applying to the liquid and the cover-glass. 

An immerson fluid, perfectly homogeneous with the cover- 
glass, would evidently obviate all necessity for what is known 
as ** cover correction," provided certain other conditions in the 
mounting of the object and the construction of the microscope 
always remained the same, and most of the objectives made by 
Zeiss on the homogeneous system have no such correction. 
But since a difference in the quality or thickness of the me- 
dium in which the object is mounted, or a difference in the 
length of the tube or body of the microscope used with 
the objective, gives rise to serious disturbances, American 
makers have preferred to make their best homogeneous ob- 
jectives "adjustable," as it is called ; that is, provided with the 
usual means for cover correction. 

It is a general impression that immersion objectives are more 
difficult to use than dry ones ; such is not the case, however. 
Immersion objectives, with the same degree of effort and skill, 
give finer results than dry objectives of the same power, though 
of course for the ordinary rapid work of searching for known 
objects, dry lenses are to be preferred as being less trouble- 
some, for it is undeniable that it is some trouble to apply the 
liquid and clean the lens, and also the cover, and where a large 
number of observations are to be made, even trifling delays 
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must be considered. Some makers have endeavored to avoid 
this difficulty by supplying double fronts (a wet and a dry) to 
their objectives, while others have constructed objectives which 
work either wet or dry, according as the arrangement used for 
the ordinary cover-adjustment is set to the one or the other. 

JL«eiis Systems— Duplex Fronts.— Formerly the term 
" system " was applied only to the entire combination forming 
the objective, and we had "immersion systems,** "correction 
systems," etc. At present the word is used also to denote the 
individual combinations of two or more pieces of glass, which, 
when arranged together, form the whole objective, as will be 
understood from Fig. 16, where 1, 2 and 3 form the separate 
systems, each composed of two pieces of glass. Such a com- 
bination (the figure of which is, of course, only diagramatic) is 
said to form a three-system lens. Very low powers, formed of 
two achromatic lenses, are said to be two-system ; four com- 
binations, four-system, etc. 

Some years ago, Mr. Tolles brought out objectives of remark- 
able power, which were known as "duplex fronts,** or "four- 
system objectives. These objectives were so called because a 
second lens (nearly hemispherical) was added to the front com- 
bination, and this additional lens, added to the three ali*eady 
in use, made a four-system arrangement. 

Frencli Triplets.— A few years ago these objectives were 
used quite extensively. They are so called because they ori- 
ginated in the countiy after which they are named, while to 
further distinguish between them and objectives constructed 
according to the principles laid down by Lister, the latter were 
known as the English form. Good makers of the English form 
are now found in the United States, France, Germany, Austria, 
and Italy ; and the French pattern is made in many of the 
cities of Europe outside of France, although as yet neither the 
English nor the American opticians have been able to manu- 
facture them at prices which can compete with those of 
continental Europe. The best of the so-called French ob- 
jectives consist simply of lenses in which the chromatic aber- 
ration is corrected by the usual plan of making each lens 
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t>t two different kinds of glass, while the spherical aberration 
ia corrected partlj hj the form of the lens, but chieflj by r 
ducLng the aperture, and hj properly combining a series < 
single lenees, which, however, are never especially adjaaled to 
each other, as in the English forms. Each objective, in its 
most perfect oonditioi), consists of three lenses screwed to- 
gether, and in the lower powers these lenses may be separated 
and used either singly or in combinations of two or three. Aa 
the magnifying power obtained with two lenses is less than 
that obtained by three, the defects of the double combination 
« obvious as they would be if the mogiiifyiug power 
I were equal to that of the triple combination. As, however, ths 
I spherical aberration in the case of a single lens, whether it be a 
' plain lens or an achromatic combination, is alicays greats than 
that of a, doublet, and the aberration in the doublet greater 
than that in the triplet, it is never a good plan to attempt to 
obtain a low or moderate power by separating the lenses of a 
' high power objective, and using them singly or in twos. Any 
I person having a few French objectives at hand who will try this 
I and attempt to secnre the same magnifying power by the useof 
;, and also by the use of three, thelntterbeiuga regu- 
r larfy adjusted combination, will find that the results obtuned 
I by the nse of the latter are far superior to those afforded l^ the 
fonner.* 

Considering their quality, these French objectives are re- 
markably cheap. Thus a French No. 2, which is nearly equiv- 
alent to the one-fourth objective of the English and Amerioan 
opticians, can be bought for $5, while the cheapest stndent'a 
objective of this power would coat at least double that sum. 
addition to this, the French objective may be divided so t 
afford two other objectives of about three-quarters and 
inch each, and although the performance of these isfnr interior 
to English or American objectives of the same power, theyai 

*!□ moklDg BQcti a trial, it is, of coarse, neceiBsry to vse lenses of eqn&l 
qusUtj ID both CBBOB, liuoe (ha qaalitj of the profeeBedly acLromiiClo 
Freuch objecllveB in market vuiea vet; mnoli. Ve hare seen obJei^tireH 
or this class of the wme magni^ng' poirer, otieotwblch wautd not reeoNe 
ilia markingB OD the scales of the olotheB-motb's wing, nliils the otber 
iTcinId reaotve the PlearoMigma BaUioam. 
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capable of showing a great deal that ia interesting and instm<!- 
tive. Two or three yeare ago these lenses were the only ones 
fumiBhed with microscopes costing less than $50, nod in the 
very cheap insttninenta the different powers were always 
obtained by the division of one doublet or triplet, which 
was Uiua made to yield two or three different objeolivefl. 
Those, however, who cannot afford American objectives, and who 
wish to da work that is of Gome real valne, are advised never to 
separate their objectives, or at least never to separate any but 
the very lowest — that is the No. 1, and against even this 
we would protest were it not for the fact that cheap lenses 
of lower power than the half-inch are aeldom found in market; 
and therefore, no other course except the division of a No. 1 
is left to tts when we wish to use a lens of lower power. But 
this system of dividing is often carried too far, and we find mi- 
oroBoopea in market which are furnished with No. 2 or No. 
3 objeotives which are divided when lower powers are needed, 
is decidedly wrong. If a power lower than No. 1 be needed, 
t tnay be admissible to divide this number, because this is in 
" mend the only course left to us, but a No. 2 shoTild never 
le divided for the purpose of obtaining an objective equivalent 

a No. 1. 
I The value of the numbers assigned to the different French ob- 
eotives varies according to the fancy of the maker, bnt those 
of the better class usually found in market are about bb follows: 

Number 1 S 3 4 6 6 

Carreaponduigfociig in parte of &□ JDCh 1-3 1-4 ]-6 1-g 1-10 1-13 

Frej, in bis recent work on the microsctpe, regar<ls the 
TngUsh system, whereby the focus is eipressed in inches, Eia 
•■peculiar." It certainly is "peculiarly" definite and positive, 
astead of being indefinite and arbitrary, as is the system 
adopted by the French and German opticians. According to 
the English and American systems, an objective of an inch 
focus ought to be the same, no matter by what maker it has 
been eoustrueted, but when deaigusted after the plan which 
Frey seems to prefor, it is impossible to tell what the focus of 
ihe lens may be, and consaquently what its power is. Thus — 
a No. 2 of Nachet has a focus of half an inch, while a No. 
I 2 of HiUtnack has a focus of one iii.Oi, ami a No. 2 of tUu 
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ordinairy French objectives is about a quarter of an Inch in 
focal length. As it is often useful to the microscopist to know 
the powers of the different objectives made by prominent con- 
tinental makers, we give the focal lengths of the objectives of 
Nachet, Hartnack, and Gundlach, premising, however, that 
by so doing we by no means intend to class these objectives 
with ordinary French triplets. 
, Naohet's ordinary objectives are as follows: 

Number 12 3 4 6 

Focus in inches 2 1 1-2 1-4 1-5 1-8 

The immersion and correction objectives of the same maker 
are as follows: 



Number 6 7 8 9 10 11 

Focus in inches 1-10 1-14 1-15 1-20 1-30 1-40 

Hartnack's objectives of recent construction are as follows: 

12345678 
.2 13-4 1-2 1-4 1-5 1-6 1-9 



Number 

Focus in inches. 



12 
1-50 



9 
1-11 



Hartnack's new objectives with immersion and correction are 
as follows: 



No. 
9. 
10. 
11. 
12. 
18. 



Focus in inches. 

1-12 

1-16 

1-18 

1-21 

1-25 



No. 

14 

16. 

16. 

17. 

18., 



Focus in inches. 

1-28 

1-33 

. ... 1-40 

1-45 

1-60 



The following is Gundlach's scale: 



No. 

A • • • • 

n.... 

in 

IV 

V 



Focus in inches. 

1 

1-2 

1-3 

1-4 

1-8 



No. 
Via 
VI&. 
Vila 
VII5 
VIII 
IX 



Focus in inches. 

1-12 

1-12 

1-16 

1-16 

1-24 

1-32 



Via and Vila are not adjustable for thickness of cover, 
while Ylb and YJlb are. Vila, VII6, Vm and IX are immer- 
sion lenses. 

Since taking up his residence in this country, Mr. Gundlach 
has adopted the system of the English and American makers, 
and designates his objectives by their focal length. The 
table given above, however, will prove of service to those who 
either possess or intend to purchase specimens of his earlier 
work, some of which was very excellent. 
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Testing Objectives. -At first sight it would seem to be 
the easiest thing in the world to test an objective, and find out 
whether or not it is capable of doing certain work, bnt a little 
experience soon teaches those who are not too self -conceited, 
that it is the easiest thing in the world to be deceived. We 
have seen those who considered themselves the most capable 
of judges, condemn lenses that had received the approbation of 
the ablest microscopists in the world — lenses too that had shown 
their efficiency by doing really good work; showing that even 
those who consider themselves very expert, may sometimes arrive 
at wrong conclusions. If this is the case, then, with men of 
training and experience, how can a beginner, who has had no 
experience, hope to be able to form a correct judgment in re- 
gard to the quality of an objective ? 

But while it is difficult, or perhaps impossible, to pronounce 
a positive opinion in regard to the quality of an objective, 
especially those made for some of the higher departments of 
microscopic work, it is in general easy for those who have had 
experience, to form a judgment in regard to ordinary objectives, 
or at least those designed for ordinary purposes. The ability 
to form such a judgment depends rather upon experience and 
a comparison with the work of other glasses than upon a refer- 
ence to any special standard; and therefore, as a general rule, 
we would advise beginners who are about to purchase objectives, 
to obtain the advice and assistance of some skilful friend. 
To those who cannot obtain such assistance, we offer the follow- 
ing hints. 

The great difficulty in the way of arriving at a decision in 
regard to the quality of an objective, is the want of a standard 
with which to judge its performance. When We examine the 
image which an objective gives of any object, it is very difficult 
to decide whether or not that image truly represents the ob- 
ject. Take, for example, the podura scale: wide differences of 
opinion exist as to its structure, and how it oiigJU to look; sup- 
pose, then, that two objectives show entirely different appear- 
ances of this object, who shall decide which one is correct ? 
And if, even in the case of expert microscopists, this holds 
true absolutely, which it does, how shall a beginner determine 
that the images which he sees through an objective are true or 



false ? In some departments, the most earnest and long-oon- 
tinned discussions have been maintained in regard to the ac- 
curacy or inaccuracy of certain images as seen by professional 
microscopists, and, strange to say, these disputes affect the 
Tery tests most commonly used, viz., the Fodura scale and the 
test diatoms. 

Makers of objectives, and skilful microscopists, being awaro 
of the fallacies which beset examinations of this kind, resort to 
certain artificial standards of which the construction is posi- 
tively known, and which should therefore give appearances 
conforming to this known structure. Numerous tests of 
this kind have been suggested, but the only ones generally 
accepted are the artificial star^ and ruled glass plates. Of the 
latter, ordinary micrometers answer a very good purpose, but 
the most delicate tests are the famous ruled plates of M. Nobert. 

In the examination of objectives, there are a few simple gene- 
ral rules which must be observed by the microscopLst if he 
would secure accurate results. 

-The first important point, and one to which sufficient attention 
is not generally given, is the health of the observer at the time of 
making the trial The eye is a very delicate organ, and the 
slightest derangement of the stomach or nerves affects it to an 
extent that few persons realize. We have an object-glass of 
comparatively low power, with which, when in good personal 
health, we find no difficulty in resolving the P. anyidatum, 
though a very slight disturbance of the digestive organs, ren- 
ders the lines perfectly invisible. 

It must also be remembered that in the case of such delicate 
observations, personal pecuHarities, irrespective of health or 
sickness, exert a marked influence, so that it does not follow 
that what one observer sees, all can see. We have frequently 



*The artiflcial star is a very minnte globule of mercury, obtained by 
omshing a small drop by means of a smart tap with a flat slip of iron or 
ivory. This globule is made to act as a small convex mirror, reflecting 
the light of a lamp, candle or window. It is not mentioned by modern 
writers on the microscope (Carpenter, Hogg, Beale, Frey, etc.), but is 
used by some of our best opticians. Dr. Boyston Piggott, has recently 
revived its use. Goring devoted considerable space to an account of the 
Dest methods of using it. 
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seen those who oould not distingaish lines that were visible to 
others, and we have also met those to whom an objective, in 
which the chromatic errors were very obvious, seemed to be 
perfect. This probably arose from a kind of color blinds 
ness. We have also met eyes which distorted objects, and 
those which saw fringes of color round objects viewed through 
an objective of generally recognized excellence. 

Attempts have been made to get rid of the errors arising 
from personal peculiarities (or what may perhaps be called the 
"personal equation") by employing photography, it being 
assumed that if a lens will give an image which can be photo- 
graphed, it must give an image that may be seen, and that 
whatever is photographed must of necessity be a real image. 
But from the known fact that the foci of the chemical and 
visual rays do not coincide, and that the corrections required 
in the one case are not those calculated to give the best results 
in the other, we have little faith in photography as the best 
test of the excellence of an objective, except, of course, in those 
oases where photographic work is the chief purpose in view. 
Lenses intended to transmit an image to the eye must be tested 
by the eye, and if certain eyes show peculiarities not possessed by 
the average eye, then lenses must be corrected specially for them* 

It is scarcely necessary to say that when an objective is put 
upon its trial, the stand and means of illumination ought to be 
such as will do it justice. The best stand in the world cannot 
make a good objective out of a poor one, but a poor stand will 
give poor results even with the best objective. The eye-pieces 
also should be of good quality, and if an objective, which the 
microscopist has reason to believe is a good one, fails, it should 
not be condemned until it has been tried with eye-pieces either 
by the same maker, or of a known standard of excellence. And 
we must also remember that it is not sufficient to examine an 
objective in combination with a shallow eye-piece, or one giving 
a low magnifying power. An objective may perform very well 
if used with low eye-pieces, and utterly fail when a higher 
power is applied. Most makers of objectives test their glasses 
under eye-pieces of very high power — a quarter and even an 
eighth of an inch focus, or what would be equivalent to H or K 
on the usual scale. 



The room in which the test is made must also be a subject of 
oarefol selection. Very many of our best microscopes are used 
in our large cities; at least they are very generally examined 
there with a view to purchase. Now, those who are familiar 
with the subject, know that daring the day time the buildings 
along the principal thoroughfares in our large cities are in such 
a state of constant vibration, that good results are rendered im- 
possible, and therefore that an objective and stand which, 
under such circumstances, fail to resolve difficult tests, or to 
define clearly, should not on that account be condemned. 

The illumination employed must also receive careful atten- 
tion. An objective which readily resolves the P. angulatum by 
central illumination, when lamp light or good daylight is used, 
may fail when poor daylight is employed. Special directions 
on this point are given uDder the head of light and illumina- 
tion, and therefore we would merely say here that an objeciive 
which has been tested only by the dull blue light of a northern 
sky, cannot be said to be inferior because it has failed either in 
resolving or defining power. 

On the other hand, we must not place too high an estimate 
on an objective which, by the aid of monochromatic light, (the 
blue-cell, for example,) has resolved certain difficult tests. It 
is not uncommon to find that lenses of a quarter-inch focus 
will, with blue light, resolve the Amphipleura pellucida, but 
fail completely with ordinary light. Even eighths and tenths 
by the same makers, and of a grade quite as good as the fourths 
just mentioned, fail to resolve the Amphipleura by ordinary 
illumination, even when well managed. The aid which is 
derived from blue light in the resolution of difficult diatoms is 
unquestionable, but it is not quite so clear that this kind of 
light gives the same assistance in the matter of definition. Our 
own experience leads us to believe that the real assistance de- 
rived in the latter case is very slight. Therefore, we do not 
regard it as a very high recommendation for ordinary work that 
a lens can resolve the Amphipleura by blue light. We have, 
however, seen a fourth which would resolve the Amphipleura by 
the light of an ordinary hand lamp, aided by Wenham's reflex 
illuminator. The objective was made by Tolles, and manipu- 
lated by him. 
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To determine the quality of an objective it is best to take up 
in succession the several features which we have just detailed, 
and examine its efficiency in each of these directions. First of 
all, the defining power should be carefully tried, this being the 
most important quality that a glass can possess. No special 
test can be named for this, and in fact the formation of a cor- 
rect judgment in regard to it will depend more upon the 
experience of the observer than upon any particular rules that 
can be laid down. As Carpenter well says: ** An experienced 
microscopist will judge of the defining power of a lens by the 
quality of the image which it gives of almost any object with 
which he may be familiar." To which we may add that the 
inexperienced microscopist will in general fail to detect a want 
of defining power, no matter what object he may examine. 

Tha chief points seem to be that the outlines should be sharp 
and clear, the blacks black, and the other natural colors clear 
and distinct. Frey compares the image given by a good lens 
to a good copper plate, or a print with sharp letters; and no 
illustration could be more to the point. He also states that an 
objective which is deficient in this respect, is best tested with 
a pretty strong eye-piece. la our own experience we have 
found no surer test of excellence than this ; an objective which 
is deficient in defining power, is sure to ** break down " under 
a high eye-piece. Deep eye-piecing does not effect the resolv- 
ing power of a lens to the samo extent that the defining power 
is lessened, and therefore, the fact that a glass shows lines 
under a high eye-piece, is not an absolute demonstration of its 
excellence as regards definition. At the same time, it will be 
found that considerable angular aperture is absolutely neces- 
sary to enable mii/ glass to bear deep eye-piecing, because with- 
out this, the loss of light is so great that nothing can be seen 
clearly. Hence tbe truth of the somewhat paradoxical state- 
ment, that an objective may be really good under a low eye- 
piece, and yet fail under a high one. 

With the English opticians a favorite test for definition is 
the Podura scale. Unfortunately, however, the structure of 
this scale and even the identification of the scale itself, seem 
to be a matter of doubt. Page after page has been written for 
the purpose of showing how the Podura scale ought to look, and 
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btitl the qnestioa seeing to ba undecided. Carpenter, in his lasl 
edition (page 702) aaya: " The sharp and distinct bringing-oi 
of the ' esctaniation marks 'of tbe Podura softie, oonstitates.when 
itooeristswiththegteateat practicable freedom I'rom color, 
with adequate ' focal deplh ' oi 'penetrating power,' the i 
Talnable proof of tbe fituess of an Objective of high power for 
the purpose of acientiflo work. " 

To give our readers an id^n of 
how the podura scale ought to look, 
we give a figure copied from tbe 
engraving published bj the late 
Biahard Buck, ia his work on tbe 
microscope. The figure shows 
"the appearance of the Podura 
scale when the adjustment of the 
olijt'Ct glass is correct and themsi'k- 
iugs are in focus." Tba objective 
n-ied was a one-eighth, giving a 
mitgnif jiDg power of 1,300 diame- 

It is, we bebi'vi', genernlly conceded that in the present stat« 
of the art, perfect correction tor color cannot be obtained, but 
so long as tbe residuary chromatic abberration does not inter- 
fere with the defining power of the olijective, it cannot be re- 
garded as an objection. And yet we have seen a would-be critic 
reject a very excellent lens because it showed a little color, 
while he was loud in his praise of another lens which, although 
more perfect in this respect was almost worthless otherwise. 
Like specks of dirt on an eye-piece, which do no harm and are 
never even aoen by experienced microsoopists, slight color and 
want of fl.itnes8 of field are the beie& noirs of beginners. They 
are the defects which are moat easily detected, and the detec- 
tion gives tlie critic an air of knowledge which is to him a 
source of great pride. 

The best English and American opticians now slightly under- 
correct their best objectives, so that the field shows a slightly 
greenish hue, while any prominent markings on the object, 
such aa the dots on the Angulation stand out clear and well de- 
fined and of a very delicate ruby tint According to Frey the 



majority of continental makers adopt the opposite plafl. 
Their lenses are OTer-correoted, and objects show a bluish 
border. 

A want of correction for color is shown when thin objects with 
many cross lines are examined, especially with slightly oblique 
^ght. As a test for achromatism iu low powers, Carpenter 
prefers a section of coniferous wood, showing the glandular 
dots. He also recommends the trachesB of insects, but almost 
any lined object will answer the purpose. 

The existence of aberration of form is best proved by the use 
f)f a fine micrometer or a Nobert's plate. When this defect is 
very marked, it is easily seen in the curved and distorted lines 
of which the image consists, but such a state of things exists 
only in extreme cases. Where this distortion is not very glar- 
ing, it may be necessary to compare the magnified image of the 
lines in the stage micrometer Ttith straight lines ruled on a thin 
plate of glass laid on the diaphragm of the eye-piece — in other 
worJs with an eye-piece micrometer in which the ruled lines are 
quite long. 

For testing for flatness of field and aberration of form, Frey 
recommends ** a slide thickly smeared with India ink, in which 
small circles or other figures are scratched with the point of a 
fine needle. * * * If the instrument is adjusted with trans- 
mitted light for such a circle, it should appear sharply 
cut on the black ground, and not surrounded by a halo 
of light. If the circle is then brought out of focus, it 
gradually enlarges, while its sharp borders disappear, with- 
out spreading a strong halo of light either inwards or outwards 
over the black field." 

The angular aperture of an objective can be determined 
accurately only by measurement, and this is something that 
beginners will hardly attempt. To measure accurately the 
angular aperture of an objective, is a task requiring con- 
siderable skill and knowledge, and most of the appli- 
ances furnished by microscope-makers for this purpose, fail 
to give accurate results. It must be remembered that in 
measuriug the angle of an objective, we must comply with 
the same rules that govern the accurate measurement of 
any other angle. Dr. Carpenter, in his work, gives a method 
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wliich he calls "the simplest and most convenient." We ven- 
ture to say, that none but an expert can obtain by it results 
that are anywhere near accurate, especially with high powers. 
We therefore consider that any directions upon this subject, 
addressed to beginners, would be worse than useless. 

Since, however, the resolving power of an objective depends 
in a large measure upon its angular aperture, we may feel 
pretty certain that an objective which fails to resolve tests 
suited to its magnifying power, is deficient in angular aperture, 
unless, indeed, its inefficiency should arise from want of defining 
power, which may be tested by other means. Of ordinary work- 
ing lenses, the half inch ought easily to resolve the Pleurosigma 
BalHcum; the quarter inch should resolve the P, angulaium by 
oblique light, and those of a fifth or sixth inch focus should 
resolve the latter test by axial or central light. An eighth, 
tenth, or twelfth, ought to resolve all the diatoms on the Probe 
Platte below the 17th. It is true that objectives of a quarter 
inch focus have been made to resolve everything on the Probe 
Pkttte, but such glasses cost too much to render it likely that 
they will fall into the hands of ordinary students. Twelfths 
and sixteenths should go through the Probe Platte easily. If 
they cannot do this it would be better to take a lower power of 
better quality, and use it with a higher eye-piece. 

We must also be on our guard against an old source of error — 
the use of lined tests which vary from the accepted standard.* 
Great differences exist in the different specimens of the var- 
ious test objects that are used, some, owing to individual 
characteristics and the methods employed in mounting, being 
much more easily resolved or shown than others. Conse- 

*'* The proof objects [finely lined insect scales] originally discovered by 
me, are sufficient for that purpose in honest fiands, and when used with the 
preosntions I have pointed out. But it is well known that they have been 
shamefully abused, owing to the various facilities of resolution which 
exist between different specimens of lined objects, the external charac- 
ters of which closely resemble each other; so that it may be said that 
there are proof ohfeols to anit the capacities of ad microscopes; nay. they 
are actually perverted to the purpose of deceiving the unscientific part of 
the public in a much more effectual manner, than could possibly have 
been done without them."— (^oringf. What is true of the scales used by 
Goring; is »I90 true, though perhaps not to the same extent, of diatooig. 
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quentlj, because an objective resolyes one specimen of the P. 
Angulalum, it does not follow that it will resolye all others. One 
of the most important steps in the direction of uniformity in 
this respect, at least bo far as testing the resolving power of 
objectives is concerned, is furnished by the test-plate (Probe 
Platte) of J. D. Moller. Upon a slide of the usual size, he ar- 
ranges twenty diatoms, carefully selected as to cleanness, and 
also as to resolvability. Those that he has chosen for the pur- 
pose are named in the accompanying table. They are arranged 
on the slide in a line which is about a quarter of an inch in 
length, the beginning and end of the row being marked by a 
specimen of Eupodiscus Argus, Ehrbg. The table on the oppo- 
site page gives the closeness of the lines and the direction of 
the markings in these diatoms according to the best authorities. 
In this connection it must not be forgotten, however, that mere 
closeness is not the only feature which makes a series of lines 
easy or difficult of resolution. Every micrometer maker knows 
that of two sets of lines, both ruled at 10,000 to the inch, one 
may be much more difficult to resolve than the other. The 
strength of the individual lines has as much to do with it as 
the mere distance at which they are placed apart. MoUer's 
Probe Platte is furnished of two kinds, dry and in balsam, the 
latter being, of course, by far the most difficult test. It is an 
unfortunate fact, however, that even with all the care and skill 
exercised, even the test-plates of Herr Moller do not always 
conform to a standard; and, therefore, were it not for the facts 
just stated, it would seem that the most trustworthy tests are 
the ruled plates of M. Nobert. 

It is not difficult to test an objective of moderate power for 
flatness of field, provided we have on hand a suitable object. 
For this purpose a thin section of wood, or of an echinus spine, 
is generally chosen. For low powers a very excellent test is 
one of those micro-photographs which are so common. One 
showing a sentence or sentences should be chosen in prefer- 
ence to a picture, since, unless the field of view be flat, the whole 
of the letters will not be clearly readable at once, while in a 
picture the effect known as aerial perspective may give rise to an 
impression of want of flatness of field. In applying tests for 
flatness of field, it is of course obvious that we must make sure 
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that the test nsed is itself flat Common glass slides are not 
flat, and as they are used for the cheaper kinds of micro- 
photographs, this fact may give rise to errors if we are not care- 
ful in our selections. The best slides are cut from glass plate 
which has been ground and polished so that the sides are per- 
fect planes, and it is this kind only that should be used. Care 
should also be taken to see that the object lies flat on the slide, 
and is not distorted by the cover. We have seen an objective 
condemned because it did not show all the diatoms in the field 
of view in focus at once, when the fact was that the diatoms 
were attached to the cover which was slightly wavy as covers 
often are. When it is suspected that the fault is not in the objec- 
tive, but in the slide or cover, the object should be carefully 
passed across the field of view, and the changes in focus noticed. 
This will in general tell where the defect lies, for if the part 
that is apparently foggy should move as the object moves, it 
shows that the object itself is not flat. It has been recom- 
mended by high authority to test objectives for flatness of field 
by strewing some fiue powder on a slide and seeing whether all 
the grains are in focus at once. For obvious reasons this is a 
very unreliable method. 

Penetration in low powers is perhaps most readily deter- 
mined by the examination of opaque objects of considerable 
thickness. The round pollen grains of the hollyhock, and the 
rounded forms of the polycystina are excellent tests for objec- 
tives of an inch or inch and a half. Lower powers ought to 
show coarser objects in all their dimensions, while for those of 
medium power the coarser cellular tissue of plants answers very 
well. It is more difdcult to indicate a good test for penetrsi- 
tion in the higher powers, in which, by the way, we have often 
seen want of penetration mistaken for want of flatness of fleld. 
This arose simply from the fact that scarcely any object is 
absolutely flat, and hence, as explained under another head, 
the curvature of the object is sometimes taken as an indica- 
tion of a defect in the objective. Want of good working 
distance makes itself obvious during th« examination of any 
object suited to the objective. 
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ON THE SELECTION OF A MICROSCOPE FOR PRAC- 

TICAL PURPOSES. 

The object of all the information given in tlie preceding 
pages, is to enable the reader not only to understand the con- 
struction of the microscope, but to select one judiciously ; and, 
therefore, in every section we have oflfered hints bearing in this 
direction. We now propose to give the reader such special in- 
structions in regard to the choice of an instrument as are 
necessary in addition to those previously offered. 

Those who will examine the catalogues of the various makers 
of microscopes, will find the instniments divided into first, 
second, third, fourth, etc., classes, the microscopes in each 
succeeding class in this descending scale being smaller and less 
complete than those in the one preceding it. The first-class 
microscopes of almost all our prominent makers are large, 
beautifully-made instruments. They are provided with me- 
chanical movements in every part, whereby the utmost delicacy 
and precision in making an adjustment, and in recording it, 
may be obtained, and as a natural consequence, such instru- 
ments are quite expensive. Indeed, it will often be found that 
the hanging and adjustment of the min'ors alone, of these fine 
stands, cost as much as an entire microscope of the lower 
grades. 

Second-class stands are usually smaller than those of the first 
class, but they are frequently very complete as regards their 
adjustments and ari'angements. Microscopes of the third and 
fourth class are usually much simpler in their construction, as 
well as less in size. In addition to these different classes, most 
manufacturers offer models adapted to special purposes, so that 
in setting out to procure a microscope, the beginner is very apt 
to be bewildered unless he has the guidance of some judicious 
friend. Of course those who are mere dealers always urge the 
purchase of the most complete and expensive microscope which 
the funds of the purchaser will enable him to procure, whereas 
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a comparatively cheap microscope would frequently answer his 
pui'pose far better. The reader will of courao bear in mind 
that by ** dealer " we do not refer to experienced opticians, such 
as are most of our microscope makers. From these m^i the 
student will be pretty sure to get sound advice and efficient 
assistance. But, as is well known, every dealer in spectacles 
sets himself up as an optician, and professes to be competent 
to give advice in regard to the purchase of a microscope ; and 
the microscope which those men always advise the purchaser to 
l)rocure is the one that will afford them tlie largest commissimis. It 
is unnecessary to say that this is not always the instrument 
that will afford the greatest amount of satisfaction to the be- 
ginner in microscopy. 

In selecting a microscope, regard must be had, not only to 
the excellence of the instrument, but to its adaptability to the 
purpose for which it is intended, and to the person who is to 
use it. A complicated and expensive compound microscope, if 
placed in the hands of a jiersou having little experience or skill, 
would evidently bo woi*se than vrasted, while to attempt to con- 
duct elaborate and delicate investigations by means of a cheap 
non-achromatic instrument, would simply be to throw away 
time, and wantonly incur the risk of seriouc errors. And yet no 
mistake is more fi'equeutly made. A microscope is wanted ; the 
purchaser is liberal with his means, and he is saddled with an 
expensive instrument entirely unsuited to his requirements. 
Or, on the other hand, a i)hysician or student of limited means 
requires an instrument, and, being unable to afford the price of 
a really good one, he is induced to i)urchase a cheap affair, 
whose indications, when applied to the subjects for which he 
requires it, are entirely unreliable ; wliereas, he ought to be 
told that if he cannot afford a microscope which is at least pro- 
vided with good objectives, and the necessary facilities for using 
them, he ought to leave microscopy in its applications to medi- 
cine and physiology alone. We feel it the more necessary to 
be emphatic on this point, from the fact that cases involving 
such en'ors have so often come under our own observation. 
Thus we have seen cheap French instruments, Avith i^oor triplets, 
in the hands of physicians, and used in cases where the safety 
of the patient depended upon a correct diftg^nosis ! 
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The first point to be decided, is tlie kind of microscope that 
should be i^rocured — that is to say, whether a simple or a com- 
jjound microscope is wanted. If the student is desirous of 
woi'khig on objects under the microscope — making dissections 
of flowers, etc. — a simple microscope, of any of the kinds de- 
scribed in a previous chapter, will suit his purpose best. It 
should be arranged on a stand, and this he can either do him- 
self, or he can procure one of the many dissecting mia^oscopes 
which he will find described in the catalogues of the manufac- 
turers. For such purposes a simple microscope is indispensa- 
ble, though when we come to examine the results of our work, 
(dissections, etc.) a good comi^ound microscope is equally 
necessary. 

.Attempts have been made to combine these two forms of the 
microscope in one instrument, and with considerable success, 
so far as increasing our power to examine our work as it pro- 
gresses is concerned. This is accomplished by so arranging 
the simple microscoj^e that a compound body with its eye- 
piece may be slipi^ed on or off, as required. And by using a 
single concave lens as an eye-piece, we can secure considerable 
magnifying power and great working distance, while at the 
same time the object is soon erect and not inverted, as when 
the ordinary compound body is used. This form is called the 
"Bruck^ Loupe" — and is too little known in this country. 
But no such makeshift can take the place of a good compound 
microscope, although it may form a useful and convenient ad- 
dition to the student's outfit. 

The selection of a compound microscope will frequently be 
determined, not only by the wants, but by the means of the 
purchaser. To those who are obliged to put up with a cheap 
microscoi>e, the only advice that we can give is to get the best 
they can for the money, and as newer and better microscopes 
are constantly coming into market, the best thing the student 
can do is to i^rocure the latest catalogues of the different 
dealers, and examine and compare what they have to offer. 
There is no microscope in market to-day that will not probably 
be excelled by something better in less than twelve months 
from this time. 

To those whose melons enable lliem to procure whf^teye? tbey 



may require, iv word of caution is also necessary. If your 
studies require tlie eni|ilovment of tlie very best inatruiuental 
appliauces, by all mc-atis procure eitber a flrst-closs stand by 
some well-knowii maker, or a mici-oseope made to suit your 
siiecial requiremeuts. But at tbe same time do not (ail to pro- 
Tide yoniTself with one of wliat may hu called tfie Ihird-dass in- 
etnunents ; that is. a micrascope of modemte size, and destitute 
of tliose complicated arrangements wbieb are the glory of all 
first-closa BtondM. Witli such a microscope yon will be able to 
do twice, yes thrice aa macli work as with tbe large heavy 
stands. The physiciau or working naturalist that procures a 
very expensive stand for every-day use, makes a great mistake. 
It is very well to have audi a stand for special occasionSj but 
for " ordinary work " the small stand is to be preferred. 

And tliis leads ns to enquire what is or ought to be meant by 
"ordinary work ?" The eipresaion is not an uncommon one, 
but it is one to which objection has beeu made on account of 
alleged indefiniteness. 

It we exclude from consideration the employment of the micro- 
scope for purposes of amusement or of elementary instruction, 
almost all microscopic work may be divided into two cliuses, 
which may very properly be called, respectively, ordiimry work 
and purposes of reneitrck. Ordinary work in this sense conaiaia 
chiefly in searching for known formx, und does not demand 
anything like the instrumental perfection which is required for 
work wliich at all approaches the natm-e of original research. 
&a<\ by original research, we do not mean that research which 
is carried on for the purpose of making important scientific dis- 
coveries, but simply that which has for its end the examination 
of the structure and characteristics of objects which are un- 
known to the individual observer. 

la support of this view, it would be easy to cite numerous 
instances, Tlius every one knows, that for the eiaminatiou of 
different kinds of starch, and the investigation of their peculiar- 
ities, very good microscopes and high powers ought to be used. 
But Hassal, in his work on adulteration, tells us that a quEtrter- 
ineh objective, of ordinaiy quality, and used on a common 
stand. issufQeienttodiscriminnti' between the different starches 
when they are mixed together. 
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Tlie stndj of the diatoms, in so far as their stmctare is con- 
cerned, confessedly requires microscopes and objectives of the 
very highest class. And yet we have been told by a gentleman, 
whose name deservedly stands very high in connection with the 
study of these interesting objects, that for the determination of 
species, and for most other points which he has studied, he has 
used a good non-adjusting quarter, on a simple stand, and that 
it Ls but seldom that he has recourse to better objectives, of 
which, however, he has a full series by the most eminent 
makers. 

By the term " ordinary work," then, we may veiy j^roperly 
designate all such examinations as lead us over ground that is 
well known, while no work that involves the examination of 
unfamiliar structures or the investigation of unknown processes, 
can be so called. But of all the work that is done with the mi- 
croscope, four-fifths (including the work of the physician) is 
" ordinary work." 

To those, therefore, who have abundant means at their 
command, we would by all means recommend the pur- 
chase of two microscopes — always, of course, getting the cheap 
one first. If, during the course of their " apprenticeship," this 
cheap instrument should get injured, the loss will not be very 
great, and by the time the student has learned to use the cheap 
instrument, he will have acquired intelligent views as to his 
special needs in the matter of a more complete one, and will 
not be dependent upon the advice of any one. 

To those who cannot afford two microscopes, we would 
strongly recommend as a stand, one of the New American 
Models, previously described. If we except a few special de- 
partments, such as goniometry, etc., these stands are equal to 
all demands, and will do justice to any objectives or accessories, 
while at the same time they are sufficiently compact and handy 
to allow of the convenient and rapid accomplishment of all 
kinds of simple work. 

To those who cannot afford one of these stands, the only 
advice we can offer is to get the best they can for the amount of 
money they have to spend. 

It would be impossible to give anything like a list of special 
cases in which the different styles of microscopes prove most 



useful : the teader whoso attention is called to this ])oint will 
have little difficulty in deciding the question for himseJf. We 
merely give the general rule, that where dissections of plant.s 
and animals are to be carried on, a simple microscope should 
in general be chosen, while the compound microscope fur- 
nished with good objectives, is indispensible wlienever high 
powers are required for the examination of objects. 

Having decided upon the kind ot microscope that is needed, 
the next step is to determine the individual quality of the dif- 
ferent instruments that may be offered to us. To do this 
thoroughly, it will in every case be found a good plan to take 
Tip, point by point, all those elements that ai*e necessary or desir- 
able in a microscope, and in this way subject the instrument 
to the most careful scrutiny. Unless a microscope is made 
specially to order, it will be difficult to find one that will com- 
bine all desirable features, but the plan we suggest certainly 
enables us to decide most readily and accurately as to the pres- 
ence or absence of those points which are desirable for our pur- 
poses. The following are the chief points that demand atten- 
tion: 

Mag^nifying Pour er.— We place this first, because usually 
the first question in regard to a microscope that is asked by be- 
ginners is, ** What is its magnifying power? " Now magnifying 
power, although an important element, is after all but a secondary 
consideration. A microscope magnifying a thoiisand diame- 
ters could easily be made and sold at a profit for five dolhirs, 
and a few cents expended in paper and paste will at any time 
double, or even treble, the magnifying power of an ordinary 
compound instrument. The proper question is not how much 
does a microscope magnify, but how much will it show. A 
magnifying power of one hundred diameters, obtained by the 
use of first-class objectives, will enable us to see more of the 
true structure of an object than could be reached by a magni- 
fying power of five hundred, the lenses in the latter case being 
of inferior quality. But, although not the first consideration, 
magnifying power is a feature of sufficient importance to deserve 
careful deliberation, and without a knowledge of the powers 
required, and the mode in which they are expressed, the begin- 
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hot will often encounter diJSicalty. Both these points being es- 
BcntiaJ, therefore, before discussing the magnifying powers 
best suited to different purposes, it may be well to say a word in 
regard to the mode in which magnifying power is always ex- 
pressed by scientific men. 

When we look at a small object through a microscope, and 
see it magnified to twice its length, it is evident that its breadth 
is also magnified twice, and consequently its surface, no matter 
what the shape may be, is magnified four times. It might also 
be said that as we only take cognizance of bodies haying a sen- 
sible thickness, this thickness must be magnified twice, and 
tlierefore the object is magnified twice four, or eight times. The 
latter, however, is a view which is never insisted upon, and 
even those who claim the most for their microscopes, never do 
more than express the magnifying power in surfaces. Scien- 
tific men are, however, agreed tliat to express a magnifying 
power in surfaces is to convey a wrong impression in regard 
to the assistance rendered by the instrument to the natural 
vision, for a careful study of the physiology of vision, teaches us 
that our power to appreciate and distinguish the features of 
any object depends upon the distances to which the characteris- 
tic points of that object are separated, and this can be meas- 
ured only by linear, and not by superficial units. There are 
other considerations which lead to the same conclusion, but 
for the beginner it is sufficient to know that a// scientific mi- 
croscopists are agreed that when the magnifying power of a 
microscope is stated, it shall be stated in diameters, and not in 
areas. By common consent, then, ten times means ten diame- 
ters. And yet it is a very common thing for charlatans, and 
those who wish to deceive the public, to say that a microscope 
sold by them magnifies ten thousand times, or one hundred di- 
ameters, and as '* ten thousand times " is much more readily 
appreciated by the popular mind than ''one hundred diame- 
ters," the majority of those who read such statements suppose 
that they will be enabled to see ten thousand times more than 
they could see with the naked eye, which assuredly is not the 
case. In some instances these advertisers do not even state 
the diameters. We have now before us, clipped from a journal 
of deservedly good reputation, an advertismeut which reads as 
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foDovB, omittiiig Thftt prints call the " disfibT " arrBSgOUient 
ofthevords: "MicroeocipeeoonBtmictedDn scieutidcpriiidplt^ 
magnifying 10,000 limes." The taicnMcope in qaeetioii, as wo 
learned by penonal eiamisation, gives a magaifying power of 
Ekbont one hundred dianK^ters, Carpenter speaking upon this 
p<Mtti Bays: "The gupetjici-i! Toa^oifjing power is of conrae ee- 
timated hjgquaring the linear ; but this mode of statement ia 
never adopted by scientific obeerreis, althongh often em- 
ployed to excite popolar admiration, or attract customers, by 
those whose interest is concerned in doing no." We would, 
therefore, advise onr readers to look with sospicion upon any 
concern advertising in this manner. Of course an advertiaemeat 
claiming a magnifring power of " 10,000 areas or 100 diunte- 
ter» " ie nnohjectionable, becanse both espreadons aie placed 
upon an equal footing. It mnst also be borne in mind that 
great though nnintentional mistakes are often mnde bydealeis 
in stating the power of the microecopee they offer for sale. 
Unt long ago a friend told as that be had 1>een offered a small 
microscope having a magnifying power of 500 diiimeters, for 
a. moderate snm. We called to see it, taking the precaution to 
put a micrometer and a foot rule in our pocket. By actual 
measurement the highest magnifying power of this microscope 
wae i5 diameters 1 Another instance occnrs in the catalogue 
o( a well-known and honorable business house, who offer a 
very nest and well made instrument, whose magnifying power 
is claimed to be 350 diameters. Careful measurement of several 
iustnimenta, however, gare an average power of less than 200 
diametersl Indeed it will in general be found that the magni- 
fying power stated by dealers who do not devote their chief at- 
tention to microscopes, is greatly over estimated. 

So much, then, being clearly understood in each case, the 
question naturally arises. What should be the magnifying powers 
poasefised by microscopes intended for certain specified purposes? 
That a certain magnifying power is necessary, no matter what 
the quality of the lenses may be, is true beyond o doubt. 
Thus, for example, suppose we wish to see the lines on the 
Ptearosigma Angulalum, which lines ore aboat the one fifty- 
thousandth of an inch apart; what magnifying power wonld 
be necessary? 
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With the best ilium inution, the average hunum eye can just 
clearly distiiiguiah lines which are the two-hundreilth of ac inch 
apart, Some eyes, under favorable circumstaijcea, can see 
lines placed ae olose together as 250 to the iuch, but the aver- 
age is as we have stated." To be visible evea to the best eyes, 
therefore, the lines on the Angidalum, must be magnified Bo 
that thpy will present tlie same appearance as lines spaced so as 
to give at the very moat, say, 200 to the inch. This requires a. 
magnifying power of 250 diameters, and with less than this 
they cannot be seen, uo matter how good the objective may be. 
And when Dr. Frey says that they can be seen with a power of 
80 or 100 times, while "weaker objectiveH, magnifying 40 or 50 
times, should show something of the lines," he makes a state- 
ment tbut we cannot accept. 

In order, therefore, that an object may be distinctly seen, it 
must be magnified to a certain extent, bnt the magnifying 
power absolutely uecessary iu any given case, will also depend 
upon whether the microscope is to be used for general purposes 
of investigation, or merely tor the recognition of known forms. 
For the latter purpose a power of 100 may be sufficient, while 
for the former, on the same class of objects, a power of 600 
would be the least that would be serviceable. The following 
are a few of the cases in which the power required can be stated 
appposjmately: 

For medical purposes (except for pocket instruments, intended 
merely to enable the observer to recognize known forms) a 
power of 400 is needed, and the objective should be of really 
t-xcellent quality. 

Students of histology require a microscope with a wider 
range of power. Low jmwers are more useful to theia than 
to the medical man, and if they push their researches in cer- 
directions, there isno limit to the magnifying power needed. 



sit the BtBtemeni in the text, iil&ce & glsBB micrometer, ruled 100 
tbo inch, on tliB etage of a mioroBiope, aad by moani of the 
throw » beam (if light npon it, jnat aa if for exflmina.lionb]' trana- 
mitted light in the qbuiI way. If ne dow look &t the lineB, not tbroufch 
the tube, but aimplj from Qua aide, tbey iritl appear distinctlju well-de- 
Snsd lines. Try the aune with amlarometer ruled 250 to the ioob; aomo 
oyei will bo Blilo to dintinfrnish tholines, hut v<>rjniiny wiUftil todoao. 




A good t*(i-tliirtl, one-flfHi. »iiil. onc-l*iith, pivi»s; laagaxfyivg 
powers of trom 50 to 1000 diumelera, will, in gtjiL-raJ, ujiswer 
most reqoiremeDte. It must bo bomc in mind, liowevet, that 
ftf^mnei-s can hardly be oipected to use a one-tenth iuohobjec 
tive to great advantage, and, therefore, the purchase of this \ 
item may safely be deferred. 

{"or the Btiidf of botany, and tlie ordinary tacts of vegetable J 
phyeiology, a power of 300 is snffluiciit; but the very minute T 
forniH of Tegetable life require e. much higher power, and so 1 
do certain of the higher pointa in the physiology of plants. 

For the detection of adulteration, Haasal reconunenda the t 
inch and the quarter-inch objectiveB, giving a magnifying power ' 
with No. 1 and No. 2 eye-piecea, of from 60 to 350 diameters, i 

For ordinary purposea of instniction and amnaementin the 
bonaehold, a microscope magnifying from 30 to 150 diameters 
will be found most satisfactory, and for these reasons: Buoh an 
instrument is easily msjiaged; if well made it gives a power 
amply sufficient for all ordinary objects, and it need not be ex- 
pensive. Moreover, wliile it is an easy matter to prepare ob- 
jects so that they maybe seen satisfactorily nuder low and me- 
dium {lowers, it requires great skill and long practice to enable 
the student to prepare objects so that they maybe examined 
with profit under a high power. And finally, under a high power, 
but a very small portion of any ordinary object can be seen at 
once, and consequently many of those things that are best 
suited for popular examination con only be seen piecemeal — 
averyunHatistactorymode of proceeding. Thus, under a power 
of 750 diameters, a fly 'a foot could not possibly be seen as a whole; 
we might examine a single claw or pad at a time, but not the 
whole foot, and oonaequently would find great diffiaulty in ac- 
quiring an idea of what the general structure of the foot is. 
To give the reader dearer ideas upon this point, we have just 
measured the diameters of the fields seen under French and 
American objectives, with the following results: With a magni- 
fying power of 25 diameters, the field is about a quarter of an 
inch; with 50 diameters, it is one-eighth of an Inch; with 100 
diameters, one-sixteenth of an inch; with 500 diameters, one- 
eightieth of aninoh; and with 1000 diameters, the one-hnndred- 
and-fiftieth of an inch, a space which is ordinarily invisible 
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to the naked eye. Consequently, wlien these high powers are 
used, it becomes very difficult for beginners to place the object 
properly under the microscope, for, as will be readily seen, unless 
it is adjusted with a variation less than the one-hundred-and- 
fiftieth of an inch, it cannot be seen at all. 

The lowest powers that will show satisfactorily certain weU- 
known objects, are about as follows: The scales, or so-called 
feathers on the wings of most butterflies cac ^*t very well seen 
with a power of 25 diameters; under the same power, the eye 
of a fly shows very distinctly the several smaller eyes, or ocelli, 
of which it is composed; the individual corpuscles or globules 
of the frog's blood can be distinguished with a power of about 
35 diameters, human blood requiring 40 to 50; to show dis- 
tinctly the form, etc., of these same corpuscles requires a power 
of 200 and upwards. The same maybe said of starch granules. 
Human hair and wool may be seen very satisfactorily under a 
power of 100 diameters, the former appearing like a cord, 
a quarter of an inch thick. In order to show the peculiar char- 
acteristics of these fibres, however, the lenses must be good. 
Cotton and flax can be readily distinguished under a power of 
80 diameters. 

A question very frequently asked in regard to cheap micro- 
scopes is. Will they show the animalcules in water? And in 
almost all the advertisements of cheap microscopes, we are told 
that they will do this. Now, good well water does not contain 
animalcules that can be seen with ordinary microscopes. It 
is only in stagnant water that they are found, and many of 
them can be seen with the naked eye, without the use of any 
microscope whatever. Others require the use of microscopes 
having powers a hundred fold greater than that of the best 
microscopes in ordinary use. It is evident, therefore, that 
such statements are worthless as aflbrding any indication of 
the character of a microscope. A microscope magnifying fif- 
teen to twenty diameters will show objects that are perfectly 
invisible to the naked eye, and with fifty diameters, provided 
the definition is good, we can obtain a very interesting view of 
many of the most beautiful objects described in the books, and 
sometimes called animalcules, such as the Volvox Qlobator, the 
larger Vorticetti, etc., etc. 
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The Stand.— This ahotild bo finn and Bnbst&ntial, witli tlie 
centre of gravity Tery low. Nothing detraota eo mucli from tbo 
perfonnatico of an objective astremorand vibration, andalarge 
maiority of the microscopes in miirket are very sLakj, from the 
fact that they are made tall and ahowy in order to command a 
liigher price. It is well, therefore, to bear in mind that size ia 
HO criterion of the value of a mieroscopa Instrument makers 
very properly give the size of their instruments, andit generally 
happens that the largest inetmmeutfi by the same maker hear 
the highest prices. Other things being equal, however, small, 
compact instrmnentfi are altogether to be preferred. Some 
years ago the rage was for large, ahowy microscopes, which 
mode a fine appearance in the office of the physician, and the 
study of the natnralist. It was found, however, that in this 
case efficiency was sacrifioed to show, and all oar beet makers 
are now cutting down the siKcs of their instruments, and making 
them steady, subslantial, darable and easily operated. 

There is, of oourse, a limit to the extent to which stands may 
be reduced in size without sacrificing their efficiency, and some 
makers seem to forget this. There are stands in market that 
are too small every way for anything but speaial classes of 
work. The bodies are too small to secure efficiency in the eye- 
pieces and objectives; the stage is too small to allow of the use 
of elides of proper size, and there is no room beneath the stage 
for the attachment of proper illuminating apparatus. AU this 
is as inconvenient as the three -feet-high microscopes o! the end 
of the last century. 

The weight of the stand is a subject coneeroing which many 
seem ti> differ in opinion. One writer goes so far as to say that 
no stand weighing less than fifteen pounds can be steady enough 
for the performance of good work. It will be found, however, 
that a judicious distribution of the material, and a proper oon- 
struction of the difi'erent parts, will more effectually resist the 
usual sources of unateadiness than any increase of absolute 
weigbt, Of course, if it is merely desired to make the micro- 
scope steady, in the sense that an inkstand is att^ady — that is, 
not liable to be tipped over— weight ia everything. Bat the 
stands that are most difficult lo tip over are not those that 
resist vibrations most perfectly. For the latter a tripod with a 
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Utnail area of support is best; for the former a stand tirith a flat 
base resting over its whole surface on the table should be pre- 
ferred. 

It is obTions that the causes of unsteadiness are either Tibra- 
tions transmitted from the floor, or movements caused by the 
hand in performing the necessary manipulations and adjust' 
ments. The flrst can never be stopped by weight, unless, 
indeed, we make the stand so heavy that its weight will impart 
rigidity to the table and floor, and this would require a good 
deal more than fifteen pounds, or even twice that. For the 
checking of vibrations transmitted from the floor, no device is 
better than the stand or table described in a subsequent sec- 
tion. So far as movements transmitted by the hand are con- 
cerned, if a stand of three or four pounds will not resist them, 
the observer should set himself about learning delicacy of 
movement before he proceeds any further. 

All microscopes made in this country and in England are 
now constructed so that the body may be inclined to any angle, 
thus giving the power of using the microscope in any position 
— ^vertical, inchned or horizontal. The importance of tliis is 
easily seen when we consider that on the one hand, when liquids 
are to be examined, it is sometimes necessary, or at least desira- 
ble to use the microscope in a vertical position, though this is 
a very tiresome and inconvenient position, and one that is not 
calculated to enable the observer to obtain the best possible re- 
sults; and on the other, it is equally necessary that the body of 
the microscope should be capable of assuming tLe horizon- 
tal position when the camera lucida id to be employed for 
making drawings, as will be hereafter explained. And yet 
Frey actually gives the preference to microscopes that do not 
inoUne, and which must always be used in a vertical position ! 
This, of course, necessitates the complicated and expensive ar- 
rangement which he describes for adapting the camera lucida to 
the vertical instrument, a singular instance of prejudice against 
an obvious and successful improvement. 

The Stage*— In every case, a large, roomy stage is of the 
utmost importance. One great objection to most French in- 
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stimnidnts is that the stages are too small. It should also be 
firm and substantial, so that its position in regard to the other 
parts of the stand cannot be varied by slight pressure.^ The 
most important points connected with the stage are the means 
provided for holding and moving the object, and the facilities 
afforded for attaching accessory apparatus. 

In the most complete stands, the object is held between 
sliding clips, which form a sort of clamp that is capable of 
being moved in two directions, at right angles to each other, 
by mechanical means, which generally consist of a screw for 
one direction and a rack and pinion for the other. This form, 
which is known as the mechanical stagey enables even a com- 
paratively unskilled person to bring any part of the object into 
the desired position in the field of view, and this with the 
utmost precision. These mechanical stages may be said to be 
characteristic of the higher classes of English microscopes, and 
as they are expensive, they are not generally used. Neither 
are they absolutely necessary for ordinary work with low or 
medium powers, for with any objective lower than one-twelfth 
of an inch focus, the object can be moved by hand quite as 
readily as by the screws, and we hold it to be a well estabUshed 
rule in all manipulations connected with scientific work, that 
whenever any operation can be performed satisfactorily by 
means of the hands alone, all special contrivances should be 
dispensed with. For low and moderate powers, therefore, we 
prefer the plain stage, on which the object is moved by means 
of the hands alone. But when very high powers are used, and 
especially when delicate micrometrical or goniometrical meas- 
urements are to be made, a well-made mechanical stage becomes 
a necessity. For while it is easy enough to bring an object 
very near to a given point by means of the fingers alone, it is 
almost impossible to secure perfect accuracy. In the effort to 
attain this the mechanical stage is a great assistance, and 
therefore when Frey utters a wholesale condemnation of the 

*At the same time, however, it must be borne in mind that no stage 
ever was made so firm that even a slight pressure would not affect it. If, 
therefore, the reader is determined not to rest content with anything 
shoit of & perfectly rigid stage, he will reject all the best microscopes in 
marlxct. 
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fingiisix mioroacopes, and asserts that they are unpleasantly 
loaded with what he is pleased to call ''screws and nnessential 
appnrtenances,'* it seems to us that he commits a great error. 
These costly and complex instruments are intended for the 
highest class of work, and the most powerful objectives; per- 
fection of the work to be done, and not simplicity in the means 
by which it is to be done, is the end sought, and this can be 
attained only by the complex means employed. 

We have never found any of the so-called lever stages that 
fulfilled the requirements of the highest class of work, and, 
therefore, if a mechanical stage is to be chosen at all, the best 
form should be procured. 

A microscope fitted with a good mechanical stage leaves 
nothing to be desired, but when other forms are used, it is evi- 
dent that the chief points to be attained are these: 1. The 
object should be held steadily, but at the same time perfect 
freedom of motion should be allowed. 2. It should be possi- 
ble to remove instantly from the surface of the stage, every- 
thing in the shape of clips and holders, so that a clear field 
should he left for the adjustment of very large slides, plates, 
etc., or for the rotation of the object in relation to the light. 
3. Even the simplest forms of the stage should be so constructed 
that it may be possible to pass eveiy part of the object under 
the field of view, and this, without any risk of omitting even 
the smallest portion. This point is of special importance to 
physicians and naturalists. Thus, it not unfrequently happens 
that it is desirable to know whether or not certain forms are 
present in a given drop of liquid; unless we can subject every 
part of that drop to microscopical examination, we cannot be 
sore that the forms we are looking for are absent. There is 
always a risk of omitting some portion of the slide, and conse- 
quently doubt must always hang over the exhaustiveness of all 
our examinations. The only certain means of avoiding all risk 
of missing any portion of a given slide is to pass it across the 
field of view in successive parallel bands, just as a plowman 
plows a field. The process is clearly shown in the diagrams 
on the following page, Fig. 22, showing the mode in which the 
entire surface is completely covered with a series of parallel rib- 
bons, the breadth of each of widch is the diameter of the field 
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of view, while Fig. 23 shows the hai)-liazard way in whicli el- 
aminations are uaually made, nbnndmjt room being left (as 
shown by the small crosses) for the eacape of important fea- 
tiu'ea. Now, wilh ordicary clips, it is (lifTn-ult. to effect this. 





althongli it may l)e done by the aid of a plate of metal or vul- 
caaite, B little thicker than the glasa object-slide, and having a 
sti^aight edge. The forward movement is made by pushing the 
VTilcanite plate, while by sliding tho object along the edge of 
this plate, we are enabled to examine a narrow strip, the width 
ol the field of view, as shown in Fig. 22. A somewhat similai' 
device is shown on the stoge of Zentmayer's Histological Micro- 
Bcope, Pbte VI. "When slightly modified, this device also 
serves as a gnide for the Maltwood finder. 

Tn the simpler forms of the stage, the obicct is held in place 
by spring clips, which press it down, and nnder which it is 
moved. These clips are frec[nently screwed to the stage, whieh 
is a great mistake, as we are thus prevented from slipping tliem 
off, so as to leave the stage entirely clear. They slionld always 
be hold in anch a way that they may be instantly removed, and 
they sho'nlil also be very thin and springy, otherwise it is im- 
possible to move the object with sufficient delicacy. 

The so-called gloss stage, or Zentmayer stage, has come into 
extensive use, and is very much liked by some. As made by 
Zentmayer, it consists of a plate of gloss, held against a brass 
support by means of a spring, which is pointed with ivory. 
The friction of the glass plate npon its lootal support is tlins 
easily adjnsted, and may be either so reduced that the plate will 
I'espond to the slightest touch, or it may be so firmly clamped 
as to be practically immovable. 



In some formB the glass plate is stationary, and the object- 
carrier moves over it, the points of contact being very small. 
Such a stage is seen in the microscope figured in Plate II. 

RerolTlnf Stage.— It is often Je&irable to rotate an 
object iu the optic axis of the microscope, either for the pur- 
pose of measuring angles or changing the direction of tho 
iUnmination in regard to the object. Means for effecting this 
with perfect aecnracj have been applied both to the mechanical 
stage and the glass stage, though tho latter is generally so con- 
ptructed that rotation is impossible. In the largo Boss stand (PI. 
I), the stage rotates, and is graduated for measuring angles. 

M. Nachet has devised a special form of the glass stage, in 
which proYision is made for rotating it. In this form of the 
stage the object-carrier, F, is 
held to the glass plate, E, hj 
ans of two springs with ivory 
points, tlie springs being at- 
tached to the frame in which 
the glass plate, E, is set. Both 
the plate. E, and the object- 
carrier rotate in a light brass 
frame. In all these eases an 
attempt is made to secure coin- 
Fig. 24. cidenee of the centre of rota- 
tion with the optic axis of tho 
instmment. It will, however, bo found that it is an impossi- 
bility to attain this object with any gi'cat degree of accuracy 
unless provision is made for occasionally adjusting the centre 
of rotation of the stage. No stage that ever was made will re- 
main for any length of time so true that angles can be correctly 
measured by it, and therefore several devices have been sug- 
gested for securing accuracy without adjusting the stage, since 
when well-made an adjustable stage is expensive, and when 
poorly made it is worthless. 

The best known of these devices is what is called tho center- 
ing nose-piece. This is a kind of adapter which is screwed on 
the body and receives the objective. It is provided with center- 
ing arrangements, and tho objective having been screwed into 
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it, the latter may now be adjusted exactly over the centre of 
rotation of the stage. With common objectives this answers 
very well, but first-class objectives are apt to show the effect 
of being thrown out of centre. 

Where rotation in regard to the illumination alone is required, 
several plans may be employed. One of the oldest is that 
found in the large microscopes of Hartnack and others, and 
recently adopted by Mr. Browning. This device consists in 
forming the stage in two pieces, the lower part being firmly 
connected with the foot, and the means of illumination, while 
the upper part, which rotates on the lower, is rigidly attached to 
the arm which carries the body. In this way the body, the arm, 
the upper part of the stage and the object may all be simultane- 
ously rotated in relation to the illumination, and for ordinary 
purposes this answers very well. 

When polarized light is used, however, it is obvious that it 
is impossible to rotate the object in relation to the polarized 
ray, without also rotating the analyzer, and, as every one that 
has worked much in this direction knows, it is often of great 
importance that both polarizer and analyzer should be kept 
stationary, while the object itself rotates between them. 

The little diatom stage devised by the author, and shown in 
Figure 26, page 114=, also affords very simple and convenient 
means for rotating objects either above or below the stage. 
And it would be a very easy matter to so construct it, that its 
centre of rotation might be accurately adjusted to the optic 
axis of the instrument. 

Hot Stage.— It is frequently desirable to keep certain pre- 
parations at a given temperature or to raise them considerably 
above the usual temperature of the atmosphere, so as to observe 
the aclion of reagents upon them and the effect of heat upon 
their vitality, where living organisms are under observation. 
Various devices have been worked out for this purpose. A 
stage consisting of two plates, each with a central aperture, 
and so united as to form a tight box through which a heated 
fluid is made to circulate, is probably the best. For tempera- 
tures under 212® F. water is the best liquid; for higher tem- 
peratures oil or saline solutions may be used. 
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For heating objects under tlie microscope, vre have long 
used a thick cox3per wire coiled in the flat so as to lie on the 
stage and with a projecting end which may be heated by a 
lamp. It is not difficult to adapt a small thermometer so as to 
indicate very nearly the temperature to which the object is 
subjected. To regulate the degree of heat employed we pass 
the end of the wire through a copper tube which is made to act 
as a chimney to the lamp, and by moving this tube in or out, 
the coil on which the object lies may be made more or less hot. 

Stages for Special Purposes. — It may be safely asserted 
that there has never yet been constructed a stage which would 
suit the requirements of every worker with the microscope. 
Indeed, each investigator seems to require special modifications 
of his own. Thus, it will be found that the ordinaiy stage, 
with all its appurtenances, is too thick to admit the use of that 
very oblique illumination which is required by the worker on 
diatoms, while if the stage be made thin enough it loses the 
necessary rigidity. Some makers have sought to obviate this 
by supplying two stages — a stout one for common work, and a 
thin one for diatoms. A microscope now in our possession is 
furnished with an extra thin stage, which, by a very simple 
and ingenious device, can be instantly substituted for the heavy 
one. The microscope is said to have been made by Spencer or 
ToUes, and must have been made about the year 1856, or even 
earlier. Thin stages, on the same principle, called Diatom Stages, 
have been recently introduced by several makers, thus affording 
another illustration of the aphorism that history repeats itself. 

The same object is also attained by means of the secondary 
stage, invented by Mr. Lewis Kutherfurd. This is simply a 
skeleton stage, which is placed on the ordinary stage, and is 
raised so far above it that the illumination may be applied 
between them. Rays of great obliquity may thus be passed 
through the object. Rutherfurd's skeleton stage forms also an 
admirable sa/eti/ stage, since the object, being held against the 
Hnde7* side of the skeleton stage, yields to the slightest pressure 
of the objective. Mr. Spencer has also taken advantange of this 
principle, and so formed the under side of the stage in some of 
his stands, that the object may be pressed against it by the 
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clips, whicli for tliig purpose are pushed tUi'oagb from below 
upwards. In foonssing, the objective is passed through the 
etage if necesaaiy. Qreat obliq^uitj, and perfect safeij against 
breakage of the object by the objective, are secured, When the 
microscopist is using valnable shdes, costing from ten to one 
hnndred dollars, the latter fcatiii'e is one of great importance. 

In many microscopes, however^notably those of English 
manufacture — the under side of the stage is not £at and even, 
BO that a slide cannot be laid agaicat it. The follon'ing simple 
device obviates this difficultv: A rectangular plate of metal is 
piei'ced witli a bole of the same 
I &si the interior diameter of 
I the sub-stage ring of the micro- 
scope, and in this hole is fastened 
a tube, n-hick just fits this sub- 
stage ring. The plate is provided 
with two light spring dips, whicli 
bold the object against its under 
side, and it is easy to see that this 
simple contrivance, which is shown 
in Figure 26, serves tUi'ee very im- 
portant functions; 1. It affords 
means tor obtaining light of great 
obliquity, since in reality it forms 
a stage which has no thickness at 
all. 2. It serves as a perfect safety 
stage, thus enabling ns to avoid all 
riska not only to valuable slides, but to still more valuabe ob- 
jectives. 3. It enables us to rotate the object very nearly in 
tlie optic aiis of the instrument 

The centricity of this rotation is not sufficiently accurate to 
enable ns to measure angles with any degree of precision, but 
it gives us the opportunity of placing lined diatoms and other 
objects in any position in regaid to the illuminating ray, 

Sub-Stage.— The sub-stage is used chiefly for holding and 

adjusting illuminating apparatus beneath the stage, and may 
justly be regarded as one of the moat important parts of tht- 




Fig. 26. 
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It forms a prominent feature in the New American Model, as 
well as in all first-class microscopes. 

In its simplest form it consists simply of a short tube or ring, 
which is attached to the under side of the stage, and is fitted to 
receive polarizers, paraboloids, condensers, etc. It should be 
made removable, so that it may offer no obstacle to the employ- 
ment of the most oblique illumination. 

In the New American Model it is attached to a swinging arm, 
so that the illuminating apparatus, which it carries, may be 
I)laced at any angle with the optic axis of the microscope. 

When a mere ring is used for receiving the accessory pieces 
of apparatus, the latter are adjusted by simply pushing them 
up or down, but a much better plan is to have the ring itself 
moveable, as is the case in the instruments shown in Plates m, 
rV, V, and VI. The accessory is then placed in the ring, and 
the latter may be slid up or down the carrying bar, so as to 
allow of proper adjustment. A still better plan is that shown 
in Plate I, where the distance of the sub-stage from the stage 
may be adjusted by means of a rack and pinion. 

In any case the sub-stage itself, or the apparatus which it 
caiTies, should have facilities for accurately centering the 
various pieces of illuminating apparatus. 

Tlie Mirror.— The mirrors employed for illuminating 
microscopic objects are either plane or concave, and in the 
better class of instruments both kinds are provided, while the 
cheaper forms of the microscope have only the concave mirror. 
The plane mirror reflects the light just as it falls on it — that is 
to say, divergent rays (as from a lamp) remain divergent after 
reflection, and parallel rays (as sunlight or rays from the bull's- 
eye condenser) remain parallel. The concave mirror, on the 
other hand, causes parallel rays to converge and meet at a point, 
while other rays are rendered either less divergent, parallel or 
convergent, as the case may be. It is veiy important that the sur- 
face of the mirror should be accurately formed, and therefore in 
all good microscopes they are made of glass, which has been 
accurately ground and polished. Blown or cast glass will not 
answer. And as the quality and quantity of the light is greatly 
affected by the reflecting surface, the best min'ors are silvered 
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with pure silver, instead of with the amalgam of tin and 
mercury, ordinarily used. The mirror should be so hung that 
it may throw a beam of great obliquity through the object. In 
many cases this is absolutely necessary, and even for ordinary 
work it is of great advantage, since it not only enables us to 
resolve lined objects, but to secure important changes in the 
illumination of common objects. A very fair dark ground 
illumination may be secured if the light is so oblique that none 
of it can enter the object-glass directly. 

The mirror should not only be hung so as to swing to any 
angle, but it should be movable on the mirror-bar so that the 
i"ays which it reflects may be brought exactly to a focus on the 
object. This is done by sliding the mirror out or in, according 
as the rays are more or less divergent. 

The concave mirror should be large, so that it may colloi-t 
plenty of light. The plane mirror may be small without much 
loss. The concave mirror is frequently used for the illumina- 
tion of opaque objects, as when large it concentrates the light 
very strongly. For this purpose it is either mounted on a 
separate stand, or the mirror-bar is so liung that it may be 
turned up over the stage, so as to reflect the light down upon 
the object. 

Tlie Body. — The only points connected with the body of 
the microscope which require consideration are its diameter and 
its length, and these must of necessity vary so much according 
to the purposes to which the microscope is to bo applied, that 
no rule can be laid down. Pocket microscopes are of necessity 
small ; microscopes intended for use with objectives of low 
power and large angles, must have a large diameter. And since 
the distance of the eye-piece from the objective affects the cor- 
rection of the latter, it has been found necessary to adopt a 
standard length of body. This has been ftxed at ten inches iu 
this country and in England. On the continent of Europe, 
eight inches is the length that has been adojited, and most of 
the continental objectives are corrected for this length of body. 
Provided it is large enough to take the new broad-gauge screw, 
the diameter is not of very great importance in bodies of 
moderate length, but Beale tells \is that in liis long tubes, in- 
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teuded to produce great magnifying power, a diameter of two 
to two-and-a-half inches was found to be absolutely necessary 
to prevent the glare arising from internal reflection. An inch 
and a quarter is a good size for ordinary instruments. Since a 
very long body is inconvenient when the microscope is used in 
a vertical position, the best instruments are furnished with a 

Drai^ir-Tube^ whereby the length of the body may be 
varied at pleasure. As explained in a former paragraph (page 
20), when the distance between the eye-piece and the object- 
glass is increased, the magnifying power is increased also. 
The draw-tube, therefore, gives us the means of varying and 
adjusting the magnifying power of the microscope, and this is 
sometimes of great use. Thus, suppose it were required to 
draw an object to a scale magnified exactly one hundred diame- 
ters ; it might be impossible to procure an eye-piece and an 
objective that, with a fixed length of body, would give exactly 
this amplification, but when we are able to vary the magnify- 
ing power by changing the length of the body, it is easy to get 
at it exactly. This, however, is but one of many advantages 
afforded by the draw-tube. If the objective be good, and the 
eye-piece not very high, an easy and very satisfactory way to 
increase the magnifying power of the microscope is to lengthen 
the body by means of an additional tube, which may even be made 
of smooth paper. But it must be borne in mind that any change 
in the distance between the eye-piece and the objective affects 
the corrections of the latter, just as a change in the thickness 
of the covering glass would do. Consequently, unless the ob- 
jective has a considerable range of correction, it may be impos- 
sible to get good results when a very long draw-tube is used. 
On the other hand, the draw-tube may be used to good ad- 
vantage as a means of correcting for covei'ing glass when non- 
adjusting objectives are used. We have a one-fifth objective 
now before us, with which we can see clearly the lines on the 
P. angulaium on the balsam Probe Platte when the draw-tube 
is out, but when the tube is pushed in, the view is foggy and 
indistinct. This is due to a disturbance of the corrections. 

The insides of all draw-tubes and bodies should be well 
blackened. Wli^^n bright or white the glare greatly injures the 
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defining poWEr, "Wlien draw-tubes or long eye-pieces are bo 
oiTsnged tliat tliej inb against tlie inside of tlie tabe in vbioli 
tliey are inserted, they inTariflbly make the latter bright by 
Irictjoo- They shonld, therefore, always elide in a collar. 

It is always well to have the lower end of the draw-tabe foi'- 
nished with the Society screw, as by this means it is sometimes 
possible to use objectives of greater M'orking distnnee than 
eould otherwise be employed, and this arrangement also affords 
facilities tor the tisa of amplifiers, erectors, etc. 

Adin§tDienta for Pocussiag.— In the cheaper forma of 

the microseoj>e the mljuHtment is made directly by hand, ont 
tube sliding within anotber. In a better class of iastrumeuts 
the objective is brougkt nearly into position by sliding the 
body through an outer tube, and then the flual adjustment is 
made by means of a screw or other mechanical means. But in 
all the beat microscopes, the coarse adjustment, aa it is called, 
is made by means of a rack end pinion, while the fine odjuet- 
meut is made in the manner juat mentioned. Instead of a. rack 
and pinion, a chain ia sometimes employed, and the coarse 
adjnstment is also made in some oases by acrewa of very wide 
pituh, and similar devicfs. NotliLDg, however, can equal a 
smoothly cut and well- fitted rack and pinion. It is sometimes 
alleged that the chain is more deUcate, but this ia not so. We 
have now in our possession a cheap, but well made microscope, 
the rack and pinion of which is so delicate, that with it we can 
focna aa objective of an eighth of an inch focal distance with, 
sufficient accuracy for all ordinary purposes. 

For ordinary purposes, especially the work of the physician 
and medical student, the coarse adjustment may be more easily 
dispensed with than the fine one, but at the same time it must 
be remembered that any mode of adjustment in which the body 
ia liable to turn round, is incompatible with the use of many 
important pieces of apparatus. Thus, for example, any turn- 
ing of the body interferes with the use of the double nose- 
piece, the polariscope in its higher applications, Frof. Smith's 
opaqne illuminator, etc. A rack and pinion, or its equivalent, 
should, therefore, always be ehoaen, especially as it does not 
add mote than five or six dollars to the cost of the iustrumest. 
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Of devices for fine movements the name is legion. An old 
plan is to place the object upon a plate attached to the stage, 
and move it towards the objective by means of a fine screw. 
This is a cheap and convenient method. It has been objected 
to it that the object is ** tilted," as it were, but this is imper- 
ceptible in practice, and causes no difficulty. The objection 
is. that when the object moves, many of the finer methods of 
illumination are disturbed. Another common plan is to make 
the nose-piece, which holds the objective, movable. This alters 
the length of the body, and changes the magnifying power 
every time a change is made in the focal adjustment. This 
change is too slight to be observable, but it is sufficient to inter- 
fere with delicate micrometric measurements.* 

To avoid this difficulty, the entire body and its attachments, 
including the coai-se movement, are carried by the fine adjust- 
ment. In its general features, this plan is a very old one, and 
at least a dozen modifications of it have been devised by dif- 
ferent makers. As usually constructed, the body is raised by 
means of a lever, the long arm of which is acted upon by a 
delicate screv/. A strong spring is arranged to lower the body, 
and as the spring maintains a continuous action, all lost motion 
is prevented. In the fine motion used by the Bausch & Lomb 
Optical Co., and which was invented by Mr. Gundlach, the body 
is suspended on two parallel* springs, slides on carefully planed 
ways, and is moved by a fine screw. 

Objectives of large aperture are so sensitive to slight varia- 
tions in focal adjustment, that it is difficult to get a fine adjust- 
ment sufficiently delicate. Mr. Gundlach has recently at- 
tempted to increase this delicacy by using the well-known dif- 
ferential screw, and with very satisfactory results. 

In judging of the quality of either a fine or coarse adjustment, 
the points to be observed are the delicacy and accuracy with 
which the objective may be moved to and from the stage, and 

* It has boen alleged that this increase or decrease of magnifying power 
is more apparent with the higher powers than with the lower powers. 
Indeed} it has been said that with high powers the change of magnifying 
power is quite perceptible. This, of course, is mere imagination, as any 
one of an arithmetical turn of mind can see, Indeed, the facts would 
Beem to bo rather the other way, 
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ilio freedom from twist or spjmieDt JiBplaeement o( the object. J 
In many miurosuopes, when a. Mgh power is useil, and tile ■ 
body in moved up or dotrn ttiv tlje purpose of adjusting the f 
fociia, the object ia actually thrown out of the field of view. I 
Such a microscope should be at oiiee condemued. 

WliBt-eyer be the nature of the fine or coarse adjuatmeut, see I 
that the body has sufflcient range of motion to aUow of the u 
of objectives of oonsidorable irorkiug difitouce. 

The Diapliragiu.— Nothing tends so much to obscure our I 
view of the finer jiuiule of structure in any object as to have 1 
tbem " drowned " in a superabundance of light, consequently -1 
iu order to regulut^ the amount of light which passes tlironglx | 
the object, a diaphragm is employed. As ordinarily OOU" 
etructed, it is simply a metul plate placed below the stage, and I 
pierced with holes of Tarious sizes, which may be brought ex- ' 
actly under the field of view, the small boles allowing but a 
small amount of light to pass, while the large ones admit a full 
stream. Considerable difference of opinion exists omongat 
microEcopisis in regard to the proper position of the dia- 1 
phragm. Thus Carpenter says [page 133) tliat nnleas placed! 
half an inch below the object it is comparatively iuoperatiTe 
Continental histologists, on the other hand, allege that it is" 
UBelees unless pluced close np under the object. MicroscopesJ 
constructed according to both these plans are to be found in T 
market Where the microscope is (nrniahed with a sub-stage, 1 
the distance of the diaphragm from the object is variable at will,-] 

It is obvious that ithen the diaphragm is placed at a oousld- f 
erable distanoe below the olgect, the illumination is pnrided,! 
as it were, from all cross rays. When the diaphragm is placed] 
close to the object-alide, the illuminated field is contracted..' 
The action in this case, however, is somewhat complex,! 
owing to the infineiico of the slide in modifying the course o{] 
the rays. 

Several very lugeniouB forms of Iris or graduating dia-J 
phragms have been devised, by which the size of the hole may 1 
be changed without intermpting the observation. They are 1 
exceedingly convenient, and present advantages which mora I 
'.U4II counterbi4uDce tbo cost, 
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ObJectiTes.— These are confessedly the most important 
parts connected with the microscope; they therefore deserve 
the greatest care in their selection. In a former section, ^^'e 
fully explained the general characteristics of the different 
kinds of objectives in market, and detailed the best methods of 
of testing them. A careful study of that chapter will, we hope, 
enable the beginner to avoid a glass that is absolutely bad, 
though we must acknowledge that all experienced microscopists 
are agreed that no amount of mere reading will enable a 
novice to pronounce a correct judgment upon the quality of an 
objective, unless its defects should be very glaring indeed. In 
this place we shall confine ourselves to a few hints in re- 
gard to those features which adapt objectives not only to 
special kinds of work, but to the skiU of different classes of 
workers. For it is an undoubted fact Ih^t objectives which in 
the hands of skillful microscopists, and on certain classes of 
work, would give extraordinary results, would in other hands, 
and for other purposes, prove of far less value tliaa lenses of 
what is commonly considered a greatly inferior grade. 

We do nob here propose to take part in what is called the 
** battle of the object-glasses," such a discussion being out of 
place in an elementary work like the present, but we think few 
will be hardy enough to deny that one who has a taste for such 
things, but has neither the money required to purchase a iirst 
class glass, nor the time necessary to acquire the requisite skill 
to use it, had better work with a cheap French triplet than not 
work at all. Moreover, it is astonishing how far patience, skill 
and experience will go to make up for a deficient instrument, 
while at the same time, it is unfortunately true that some who 
possess the very best glasses, and have done the most to 
throw ridicule upon all work done with inferior lenses, have 
never made a single contribution of the slightest importance 
to any department of microscopical science. 

In a former chapter we discussed at length the different 
qus^lities of object-glasses, and showed how these various quali- 
ties might exist in very different degrees in different ob- 
jectives. It is, of course, obvious that the extent to 
which any one quality should be sought in a particular 
4$lass, mii3t depeud altogether upon the kind o| woik that is 
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lo be done. To those nho are addicted to what Holmes ooUa 
fighting objeotives," reHolntion will be the quality to be 
desired; others will prefer penetration, flatness ot Geld, etc. 
In out eatimatioD, f^r the purposes o[ ordinary ecientific work, 
we would assign to these qualities valaes in the following 
order: 1. Defining power; 2, Freedom from aberration of 
form; 2-i. Besolntion or Penetration; 5. Working distanoe; 
C. Achromatism; 7. Flatness of field. The first quahty that sUoulii 
be secured in every lens is nndoubtedly defining power, and thia 
v/hether its angular aperture be high or low. Achromatism wa 
plaue low in the Bcale, because unless so marked an to injare 
definition, a little color doee nu harm. Flatness of field we 
place last, because it will be found that perfocb flatness of field 
very seldom combined with first rate defiaition. Indeed, we 
heard one of the mo.'it CL-lebrated mukera of objeotiTes 
>rt that the two qualities are to a oert;du exleut antaganiatio. 
lu giving advice in regard to the selection of an objective, 
o! the points concerning which it is most diffieult to oniTe 
at a decision, is that of angular aperture. Fortunately, however, 
experienced microscopista may safely be left to decide this ques- 
tion for theniselveH, and sinee those who have had no experience 
willflnditdiiSoulttouseobjectivosof very wide aperture, it will 
certainly be prudent for them to choose those of moilemte angle. 
Objectives of very high angle are worthless, unless the illumina- 
tion ia well managed, and the adjustmeut tor thickness of cover 
properly regulated. On the other baud, a good non-adgusting 
Jens will give very fair resolta, with but a moderate amount of 
the part of the user. Almost all our best makers now 
iduce objectives of moderate angle, which do not adjnat for 
LcknesB of cover, but wliich have couaiderable resolving 
We have now before us a one-fifth which costs but fif- 
teen dollars, and which will easily resolve the -P/eu™sijy«f( An- 
gulfUuin by central light, An important point for consideratioti 
will, of course, be, whether or not the glass is intended for 
original work^ or merely for the study or eiami nation of well 
known objects. The work of the physician is ohiefiy amongst 
well known ol)jecl.s, and may be very satisfactorily aocompliahed 
by means of g'nid nnn-ndjnBting olijw.-tivr'', a great point i:i 
favorof such elaatii:^ buing th:it wojrk uuy be done -nr.lt them 



more rapidly than with glasses that require greater care aad 
skill. The same is true of the elementary studies of the bot- 
anist and histologist, carried on under the guidance of a com- 
petent teacher. And as in all such cases it is easy to find out 
the special thickness of glass for which the object-glass has 
been corrected, and to provide a supply of the proper thickness, 
the absence of a means of adjustment for cover thickness is not 
very important. But for all the higher class of studies, good 
glasses, with well-made adjustments for thickness of cover, are 
indispensable.* 

Objectiyes of very low angular aperture, are, however, to be 
carefully avoided. There is a want of light, and an indistinct- 
ness which renders tbem worthless. It is generally said that 
the superiority of large angles is most marked in the objectives 
of high power, and that for low powers the common objectives 
do very well. In our judgment, however, the superiority of 
the low powers is quite as marked as that of the higher ones, 
and much more available to the beginner. It is true that the 
superiority of a well made one-sixth of high angle, over any 
triplet of whatever focal length, is immeasurable, but at the 
same time it is equally true that the view of an opaque object 
seen through au inch-and-a-half objt'ctive, carefully corrected, is 
as much superior to the same as seen through a common triplet, 
as it is possible to imagine. We have now before us a speci- 
men of bone of very open structure, mounted as an opaque 
object. Seen through a first class inch-and-a-half objective, it 
presents almost a stereoscopic appearance, and the entire struc- 
ture is easily made out. The view afforded by a very fair French 
triplet (No. 0) is so markedly inferior, that any person who 
should see the two would never again use a cheap objective, if 
he could afford to get a good one. Moreover, the objection 
which we have just urged against objectives of high power, and 

*It is not long since a professional maker of microscopes, and one who 
seemft to stand higbin the favor of the medical profession, tried to per* 
saade the author that the covering-glass exercised no influence on the 
action of the objective, and that a non-adjasting glass could be made 
with as great a resolving power, as one constructed so as to adjust for 
different thicknesses of covering glass I To such men, a famous micro- 
scopiit used to apply the term " shoptioians,** and they deserve it. 
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wide angle, viz., that they are difficult to use by novices, doefl 
not hold in the case of low powers. A good inch, of compara- 
tively high angle, is more easily used tlitm a poor triplet. 

A question which has considerably occupied the attention of 
microscopists, is the value of objectives of high power, and their 
efficiency as compared with those of lower denominations. 
That in many cases considerable amplification or magnifying 
power is absolutely necessary, admits of no doubt; but the ques- 
tion to be settled is: suppose that we wish a power of 2,000 diame- 
ters, would it be better to get this by means of a tenth of an inch 
objective, magnifying 100 times, and a half inch eye-piece mag- 
fying 20 times, or by a twentieth of an inch objective magnify- 
ing 200 times, and an inch eye-piece magnifying ten times ? 

It is not very mmy years ago since one of our ablest Ameri- 
can objective makers held that a lens of a quarter of an inch 
focus might be made to do anything that a lens of any power 
could be made to do, and the ground of this opinion was that 
the individual lenses of objectives as low as a fourth, could bo 
made so much more perfect than the smaller lenses of higher 
powers, that this perfection more than counterbalanced the 
greater magnifying power of the objective of shorter focus. 
The reasoning here seems sound and obvious, but it has been 
found in practice that for everything except resolution, the limit 
to which the power of objectives may be carried, is far beyond 
a fourth. For resolution it has, we believe, been found that a 
well made tenth is capable of doing anything that any lens can 
do; for other kinds of work sixteenths and twenty-fifths, and 
even fiftieths and eightieths have been declared to possess 
advantages that are obvious. This, however, is one of those 
points upon which authorities differ; Beale, for example, favors 
high powers; Carpenter and Frey seem inclined to think that 
very high powers show nothing that cannot be seen by means 
of objectives of greater focal length. 

French objectives of the numbers 1, 2, 3 and 4, if carefully 
selected, are capable of doing really serviceable work. A few 
years ago, some of the best known makers of American micro- 
scopes used nothing else, even in microscopes costing $150, but 
this course we can scarcely regard as judicious, for whenever 
the microscopist is prepared to expend $75 or more for a micro- 
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BCopd, a large part of this sum shonld be laid out in the pnr- 
ohase of objectiyes of the better class, the one-inoh and one- 
fonrth, or the three-fourths and one-filfth being those that are 
usually selected by beginners. 

French triplets are, however, going rapidly out of use, from 
the fortunate circumstance that objectives of low price and 
excellent quality are now produced by several makers of repute. 
It is well, however, for the reader to be on his guard against 
a fraud which has been but too common of late years. Some 
80-called opticians go so far as to add a little brass- work and 
engraving, and sell these French triplets as objectives of Ameri- 
can make. We do not here refer to the mere operation of attach- 
ing the objective to an adapter, and fitting it in a brass box, for 
this adds greatly to the convenience with which such minute 
objectives may be handled and preserved, but to a sort of 
"making over," by which they are completely disguised and 
made to resemble the objectives of English and American 
makers. It is hardly necessary to characterize such a pro- 
ceeding. 

Eye-Pieces.— The eye-piece that is at present almost uni- 
versally used is the Huyghenian, which, when well made, gives 
very excellent results. In the use of low powers, wheie a very 
fiat and large field is desirable, the Huyghenian eye-piece fails, 
and the same is also true in regard to very high magnifying 
powers, where the enlargement is obtained in a great measure 
by means of the eye-piece. The extent to which the definition 
of really good objectives is deteriorated by tbe use of eye-pieces 
of great magnifying power, and the loss of light which they 
occasion, render them practically useless. For high powers, 
the solid eye-pieces of Mr. Tolles are vastly superior, while for 
low powers, where a large fiat field is desired, Kelner*s ortho- 
scopio eye-pieoe presents important advantages. 

Mr. Gundlach has recently brought out a new eye-piece, 
which he has named the periscopic, and for which a large field 
and excellent definition are claimed. They are much more ex- 
pensive than the Huyghenian. We have not had an oppor- 
tunity of examining them carefully. 

In determining the quality of an eye-piece, attention is to be 
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paid not only to its general excellence, hut to its adaptability 
to the objectives that are to be used with it. In the higher 
departments of microscopy, the latter is a most important point, 
but one which is too frequently neglected. It does not, how- 
ever, come within the scope assigned to the present work, and 
we, therefore, content ourselves with a few general hints. 

The lenses composing the eye-piece, should be of homogeneous 
glass — ^that is, free from air-bubbles, specks and strire, and the 
surfaces should be well polished. These points require atten- 
tion, because we have in our possession a microscope in which — 
though it cost enough money to be free from such defects — 
they are glaringly apparent. On looking through the eye- 
piece at a strongly and evenly illuminated surface, the entire 
field of view — that is, the whole of the bright circle that is 
seen, should have the light evenly diffused over its surface, 
and the edges or border of this circle should be sharp and 
black. 

Eye-pieces intended for first-class objectives should give a 
large field of view; but on the other hand, if French objectives 
be used, the field of view should be small, otherwiso the defi- 
nition will be poor. This is a point that is frequently over- 
looked, and we have seen very fair object-glasses condemned 
as worthless when used with a stand and eye-piece intended 
for objectives of an entirely different class. It is an easy thing 
to contract the field of view, by means of a round piece of thin 
sheet metal, having a hole of proper size in the centre. As pre- 
viously explained, such a piece of metal is called a diaphragm, 
and should always be well blackened. 

The magnifying power of every microscope depends upon 
three things: The focal length of the objective, the length of 
the body, and the eye-piece. Most microscopes are, therefore, 
furnished with several eye-pieces, whereby the magnifying 
power may be varied. There is, however, a limit to the extent 
to which this may be doue. The image obtained by very deep 
eye-pieces, as they are called, is rarely satisfactory. 

The different eye-pieces are generally denoted by letters — A, 
B, C, D, etc. A being the lowest, and B, C, D, etc., successively 
higher. Some makers use numbers — 1, 2, 3, 4, etc. These 
letters and number, are, however, entirely arbitary, in this point 
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J*6sembling the numbers assigned to objectives by continental 
makers. A great improvement upon this arbitrary and uncer- 
tain system would be to assign to each eye-piece its proper 
power expressed in inches* Thus, an eye-piece magnifying the 
same as a simple lens of two inches focus, should be called the 
two'inch eye-piece. 

And here let us call attention to the terms deep and shallow ^ as 
applied to eye-pieces. By all authors of repute, a deep eye- piece 
is one of great magnifying power, while a shallow eye-piece i& the 
reverse. See the Micrographic Dictionary, and the works of Car- 
penter, Beale, Lardner, Frey, etc. , etc. It is, therefore, singu* 
lar that Dr. Lankester, in his popular little work, ** Half -Hours 
with the Microscope," should have committed the mistake of 
giving definitions exactly the opposite, upon the ground 
that eye-pieces of great magnifying ^power are always short, 
while low eye-pieces are always long. It is evident, however, 
that the terms are liable to give rise to confusion, and we pre- 
fer the words high and low — the meaning of which is so ob- 
vious as to require no explanation, as every body knows what 
high magnifying power is 

While clearness of definition and resolving power are the 
most important qualities of every good microscope, magnifying 
power is also of considerable consequence, as exi^lained in a 
former section. Therefore, every good microscope should be 
provided with at least one eye-piece of considerable power. It 
often happens that with the objectives and eye-pieces at hand, 
the amplification, as it is called, or, in other words, the extent to 
which the object is magnified, is not sufficiently great to enable 
us to make out its structure, while the objective has not by 
any means reached the limit of its defining power. In this 
case a high power eye-piece, which costs comparatively little, 
will greatly extend our power of successful examination. 

ACCESSOKY APPARATUS. 

Every microscope should be accompanied with certain pieces 
of accessory apparatus, which are necessary for the convenieut 
and thorough examination of objects, but which do not form 
part of the instrument itself. Some of these are intended for 



the ln'ttiT illiimianiion of the ob» 
jeot, aod vill be described in the 
section on "Ligliti"otiiere are need 
for the procuring and preparation 
ot objects, and 'n'ill be described in 
the section devoted to tb»t snbject. 
The following are employed chiefly 
for holding and presenting objects 
Kha.t have not been " monnted:" 



Stage Forceps.— This little in- 
strument ftccompanies the oldest 
microscopes. It consists of a pair 
of very delicate forceps, snoh as 
those attached to the forceps-car-, 
lier in Fig. 27, which close by the 
spring of the jaws, and hold any ob- 
ject tlint may be plnced in their 
grusp. Theyare opened by pressing 
on the plus which are seeii at the 
sides. They are in general fastened 
to the microscope bj being stuck 
into a hole in the stage, and the 
object muy not only be moved back- 
ward and forward, but it can be 
turned round. The better class of 
forceps carry a small brass tube 
(shown in Fig. 27) which is 611ed 
with cork, and which eerrea to re- 
ceive pins, etc., for holding insecta, 
and other objects. 



Foi ceps-Carrier. — However 
well made the forceps may be, it is 
almost impossible to elide, with Buf- 
flcient delicacy, the rod through the 
tube that holds it, Consequently, 
it is esceedinglj difficult to bring 
into the field of view, the exact part 
of the object, tlmt we may nish to 
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examjiie. To avoid this diffictdty , the anthor, instead of insert- 
ing the pin of the forceps in the stage, provides a special for- ^ 
oeps-carrier like that shown in Fig 27. This consists simply of 
a metal plate, the size of an ordinary slide, and having a hole in 
one end to receive the pin of the forcc^ps. A large hole is 
pierced through the centre, to allow the passage of light from 
the mirror when that is needed. This plate is placed on the 
stage like a common slide, and it can be moved with as great 
delicacy as any ordinary object. The mode of using it is too 
obvious to require further explanation. We have found it ex- 
ceedingly convenient. 

Object-Holder. — The importance of being able to present 
an object to the light in all directions is weU-known to every 
microscopist. Many years ago we devised an object-holder for 
effecting this, the construction of which is very simple and in- 
expensive. It consists of a slip of metal, the size of an or- 
dinary slide — ^three inches by one — ^having a hole in the centre 




Fig. 28. — OBJECT-HOLDEK. 

and a short pillar rising from one end, as shown in the en^ 
graving. Fig. 28, which gives a sectional elevation of the 
instrument. Through this pillar runs a wire, carrying at one 
end a milled head by which it may be turned, and at the other 
a ring which holds a perforated block. This perforated block 
has a milled collar on the lower end, so that it can be readily 
turned in the ring that carries it. The hole passing through 
the block is just the size of a stout pin, so that a disk of card 
or leather, with a pin through it, will be held steadily when 
the pin is inserted in the hole. The object to be examined is 
attached to the surface of the card, by means of balsam or mu- 
cilage, and it is obvious that by the combined rotations that 
may be produced by the two milled heads mentioned, it may 
be exposed to the action of the light in any desired manner. 
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The changes vhich aro produced id some objeots v/h&a tlie 
light 18 made to fall on then in different direotiona are very 
marked. Thns, for example, the mineral known >lb specular 
iron ore, when illnminated by light falling on it in one direc- 
tion, is brilliant in the extreme, while when the light falls in 
other directions it is dend and tustrelesB. And ae it is not 
always convenient to change the position of the lamp, it ia a 
groat advantage to be able to turn the object round. The sim- 
ple cod trivance jnet described enables na to do this perfectly. 

A more perfect arrangpment, intended tor the same purpose, 
hfts been devised by Mr. Beck, of London. Mr. Beck's i&, 
however, more expensive than onia. 

Plain Blidee.— The common plain slides serve very well 
for examining ordinary deposits in liquids. Tliia is particu- 
larly tbe case where inanimate objects, vegetables and minerals 
are to be examined. Aotive animals require some aontrivance 
for keeping them still. 

The Concave Slide, as it is called, ia simply a thick 
slide with a cup-iike hollow ground in the centre. Such slides 
are cheap, and very convenient. A drop of water placed in one 
of these concaves, and covered with a thin glass, may be exam- 
ined easily and thoroughly with moderate power. It ia 
sometimes desirable to employ a cell with a perfectly flat bot- 
tom of very thin glass, Suoh cells may be easily and convB- 
niently made out of a slide of metal, or preferably of vulcanite, 
throngh which a hole the size of the proposed cell has been 
pierced. A piece of thin glass may then be cemented to the 
under side of the slide, so as to form a water-tight cup. The 
hole in onr slides is round, and has, on the under side, a seat 
or rebate, a little larger than the hole itself. In this rebate a 
round glass cover fits, so as to leave the under side of the slide 
perfectly smooth. Buch ceils are very convenient, oa they are 
easily cleaned, and are not difficult to repair when the thin 
glass gets broken. The liquid is also easily covered by means 
of a thin glass cover, and when full, considerable inctination 
may be given to the slide before the liquid shows a tendency to 
ran out. Yiuious otUcr devices of a simple kind may be oon- 
triveil by the microficopist tor similar purposes. 
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Watch-Olasses.— Dr. Beale reoommendfl Blnalt flat WBtch' 
glassea for bolding liqnida tLat are to be examined, and we 
have fonnd them very excellent. The best kind for this put- 
pose ore tiioae known as tuyi^te glasses, which are nearly flat on 
the bottom. They are awkward things to manipulate, how- 
ever, nnless some means is provided for holding them steady, 
and moving them abont on the stage. We use for this purpose 
a strip of wood, three inches long, and so wide that we can 
easily bore in it a hole, abont one-eighth of an inch less in 
diameter than the watch-glass, of which the smallest size shonld 
be chosen. The thickness of the strip shonld be sach that 
when laid on any flat surface, the wat«h-glaaB will not come in 
oontaot with it Glasses held in this way are very convenient. 




Fig. S9.- 



Watoh-glasses are very convenient for examining a " dip " from 
a pond or stream, but for this purpose they require a holder. 
The little inatmment shown in the cut is formed of three pieces 
of bright tin, which are hinged together. In the upper piece 
ia cnt a hole just large enough to receive a watch-glass. Aring 
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of metal of proper hciglit surroundB tliia hole, and (otma ft 
perfect protection to the glass trhen the instmment is carried 
in the pocket. The lower slip of tin mnj be adjusted to any 
angle, and by turning toworda the proper direction, the light 
of any bright cload may be refieoted np through the liquid. 
All the joints are made atiff enough to remain in position when 
onoe adjusted. A natch-glass arranged in this manner holds a 
liberal supply of liquid, so that an entire "dip" maybe 
readily eiamined at once. Wo have found this little contrivance 
far superior to more eapensive arrangements, It packa into 
small compass, and is safely carried. 

Animalcule Cage.— This forms a very excellent means 
for holding aaimolcules that are too active to allow of observa- 
tion on slides, or in watch-glasses. A good idea of its oon- 
atruotion may be ob- 
tained from the en- 
graving, where it will 
be seen to consist of a 
plate of metal, three 
by one inches, to the 
centre of vhioh is 
fixed a short tnbe. In 
e upper end of this tube is fastened a beveled piece of glass, 
~ a second tube fits over the first, and has a Uiin glass caver 
f aeonred in its upper end. The animalcule is securely held 
Ktween the two pieces of glass, and the lower glass being 
Vreled on the edge, a drop of liquid placed on it is held be- 
^een the two glasses by capillary attraction, and cannot spread 
liver the inside of the cage. This point is generally neglected 
tt the cheaper forms of the cage, in which the lower glass 
B simply a plain diso burnished into the upper end of the 
inner tube. The consequence is that when the two glasses are 
brought together the liquid flows over the entire inside of the 
cage, and the objects are liable to be floated out and lost. As 
it is important that the distance of the two glasBes from each 
other should be easily and accurately regulated, the outer tube 
should be slit, su as to make it springy. In this way it may be 
made to move with a soft and equable motion. 
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The Zoopliyte TrouKh.—Tbis little piece of apparotuH 

ia almost indispensable to tbose who deeire to vatoh tbegiowtli 

and development of the larger animalcnlea and Bmall aqoatio 

^ plants. Several forma are in 

■^^ common nse, the most com- 

Opiete being that shown in Fig. 
31 . The trough itself is sim- 
plj a glass tank, to which is 
fitted a Blip of thin plate glass 
that acts as a divieion, and 
enables the observer to keep 
the objects close np to the 
front plate. The distance of 
the dividing plate from the 
■ Kg. 31.-Z0OPBYTE TiLOnan. f^ont plate is regulated by an 

ivory wedge, and the dividing 
plate IB kept firmly up to its place by means of a spring. This 
contrivance enables ns to regulate the thickness or width of tbe 
tiuik, so that the interior of the vessel may be made so large 
that it can be easily cleaned. 

A smaller and simpler form of the Zoophyte trongh 
is shown in Pig, 32. It consists of a simple glass box, 
open at the top. The back 
of the box is formed of a 
atontish piece of plate glass, 
to which is cemented three 
^asa strips, forming the 
bottom and ends. The front 
is formed of glass as thin as 
ia compatible with dnrabil- 
ity, and ia also cemented to 
the end pieces. The width 
of the trough from front to 
back is generally from an eighth to a quarter of an inch. When 
the trongh is filled with water, and liying animals are placed in 
it, their changes and movements may be veiy readily watched. 
Small troughs, such as that just described, are not difflcnlt 
to make, though tbe very low price at which they are sold (60 
cents to $1.00) renders it scarcely worth the while of ordinaiy 




Fig. 3a. 



inioroscopista to conBtrnct them for themselves. Where this is 
' isirable, however, the beat metliod of making them is as 
' follows : Select a pieue of plate glase, of the thicknoBS of an 
orilinai7 elide, and cut it about tbreo iuchea by oae and a quar- 
ter. Then select another piece of glass, as thick as the trough 
is to l>e deex> (from front to back], and cut it to the dize of the 
ontsitle of the trougli. From the liottom of this piece of glass 
cut ft sti'ip a quarter of an inch wide, and from the sides also 
cut strips of the same width. The centre piece may now be 
thrown aside, and the ends of the bottom strip will Eoake a 
tight joint with the side strips. The three strips should then bo 
cemented to the large plate, and over them should be cemented 
n piece of the thin glass used for covers. The strongest cement 
is murine glue, but it is Boraewhat difficult to use by those 
who have had no experience. Prof. Starr, who is well known, 
for his success in keeping and exhibiting living microsoopio 
objects, OSes old Canada balsam, and we have seen a large 
[variety of microacopic animals and vegetables which had been 
^|ept for months in a healthy condition in sncL trongha or 



Walmsley's Zoophfte Trongh.— A eerioua objection 

to the trongha which we have just described is the difficulty of 

cleaning them, and of repairing them when broken. To avoid 

■ these difBcnlties, Mr. Walmsley has devised the little pieoe of 
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ipparatuB shown in Fig. 33. Tliis trough consists of two glam 
tplate.s, which are separated by a semi-ring of vulcanized india^ 
rubber, against which they are squeezed so firmly as to be 
wfttei'tight, by means of two vulcanite plates, held together by 
screws with milled nuts. The front plate may be made of 
|- thick or thin glass, ns desiifd, while the rlcptli of fluid e 



ployed may be regulated by the thickness or number of semi- 
rings of rubber placed between the glass plates. 

By means of the three screws with milled nuts, the trough 
may be taken to pieces in a few seconds, and as easily put to- 
getiier. In this way it is easy to clean the inside of the glass 
plates, to replace broken ones, etc., etc. 

Tlie Weber Slide.— This ingenious device consists of a 
common slide, rather thicker than usual, m the centre of which 
an annular groove has been ground, as shown in Fig. 34. The 
central part of the cell is left nearly the full original height of 
the glass — just enough being taken off to allow of a thin layer 
of liquid between it and the cover-glass. Any liquid contain- 
ing minute forms of animal or vegetable life having been laid 
on the top of the central elevation, will be held there by capil- 
lary attraction as soon as the cover is laid on, and if the latter 
be cemented round the edges, an air-tight aquarium on a 
minute scale is formed, in which, if the proper balance of 
animal and vegetable life is present, the objects may be kept in 
good condition for a long time. We have kept one of these 
slides for weeks with desmids, diatoms, and minute forms of 
animal life, all in good condition. The proper cement for at- 
taching the cover to these slides is beeswax softened with oil. 




Fig. 34.— THE WEBER SUDE. 

The Weber slide is a very handy and convenient piece of ap- 
paratus, but it is difficult to obtain. We have, therefore, used 
the following form, which anyone can make for himself. 

Tlie Cell Trougli.— The simplest trough in which living 
objects may be kept for some time, is constructed out of an 
ordinary cell and thin cover, as shown in Fig. 35. If we 
have a liquid containing some very minute objects which we 
wish to keep for some time in a condition suitable for examina- 
tion, we place a drop on the centre of a thin cover-glass, which 
must be larger than the cell. A very small cover is then placed 
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over the liquid, for the pnrpose of forming a layer of equal 
depth throughout, and if there should be any danger of crush- 
ing the objects, a few fibres of hair, silk, cotton, etc., will keep 
the two thin glasses sufficiently apart. The edge of the cell 
haying been lightly smeared with a soft mixture of beeswax and 
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Fig. 35.— CELL-TROUGH. 

oil. and the interior comer having been moistened with pure 
water by means of a camel-hair pencil, the inverted cell is 
placed on the large cover, which at once adheres, and thus the 
cell is converted into a veritable Wai'dian case. Owing to the 
moist atmosphere, there is no danger of the liquid under exam- 
ination drying up, and as the apparatus is very cheap, several 
may be fitted up and used for watching the life history of any 
particular subject. 

Tlie CompreBsorium.— The animalcule cage, shown in 
Figure 30 is open to the objection that it is difficult to 
adjust the pressure with sufficient delicacy, and we are apt 
either to crush the animal or leave it too free in its movements. 
These difficulties may l>e avoided by the use of a well-made 
Ccnnp'essorium, of which there are several kinds in use. 

This little instrument also serves another important purpose. 
In the examination of certain objects, it is frequently necessary 
to flatten, and even to crush them, in order to render their 
structure visible, and this the compressorium enables us to ac- 
complish. The most powerful instrument of this kind consists 
of a metal plate, in the centre of which is fixed the disc of glass 
upon which the object is laid. A second disc of glass, fastened 
in a ring which is hung at the end of a lever, by means of two 
pivots, is pressed against the first by means of a screw, which 
tilts the lever. In this way a very strong pressure may be 
exerted, while, owing to the free movement of the ring on the 
pivots, the plates of glass always remain i^arallel to each other. 

Where very great pressure is not required, a dijfferent foim 
of the instrument may be used. Instead of being forced down 
by a screw and lever, the upper glass disc is fastened to a thin 
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plate of metal, wliioli may be raised by a screw, but when tlie 
screw is withdrawn the "spring" of the plate carries it down 
and gives the pressure. 

A compressorium, in which the pressure is caused by the 
weigJd of the upper plate, is shown in Fig. 36. There are two 
plates of metal, each with a hole in the centre, to receive the glass 
discs. At one end the upper plate has two pins, which fit into 
two holes in the lower plate, and serve to prevent all side 
movements. A screw passes through the other end of the 
upper plate, and serves to separate the two. A drop of water 
containing an animalcule having been placed on the thin glass 
attached to the lower plate, the upper plate, with the screw 
projecting sufficiently from the under side, is laid on it. Then 
by turning the screw, we can bring the two plates together to 
any required degree of nearness, and with the utmost delicacy. 




Fig. 36. — THE GRAVITY COMPRESSORIUM. 

Any minute animal may thus bo firmly grasped, without crush- 
ing it, while the compressing power exerted by the mere weight 
of the metal plate is in almost all cases sufficient, even for the 
complete flattening out of small worms, etc. Even such crea- 
tures as the larva of the common gnat or mosquito may be 
completely crushed by the weight of a plate less than the eighth 
of an inch thick; and, where greater force is required, it is of 
course easy to apply the pressure of the finger. In the latter 
case, no danger of exerting too great a pressure need be in- 
curred, as the projecting screw prevents all that. The want of 
parallelism between the plates does not prove a serious objec- 
tion, as it is so very slight that it is hardly perceptible in the 
short distances ordinarily under observation. Where, how- 
ever, it is desirable to avoid this defect, screws may be substi- 
tuted for the pins, and the points may be made to work in 
holes bored half through the lower plate. 



138 BiilxECitOX ANl) t'sFl 

Wliere animalculo cages are not accessible, a small aninuil 
may be held between a common slide and a thin cover. To 
prevent crushing it, a hair or even a thread may be placed be- 
tween the cover and the glass. A German author recommends 
the use of fine gauze or netting, in the meshes of which an 
animalcule may be held very conveniently. Acting on this 
idea, we took a thin metal plate, and bored it full of holes of 
various sizes. An animalcule placed in one of these holes may 
be kept in the field of view for any length of time, and exhibited 
to those who desire to see it, but it cannot be kept quiet for 
scientific examination. We like a piece of fine wire-gauze, 
better than cotton or linen netting. 

Grouping Slides.— Where it is desirable to keep the same 
living object for a considerable time, so as to watch its changes, 
it is necessary to use what is called a groioing slide, by which it 
may be regularly suppUed with air and moisture. A large num- 



Pig. 37.— GROWING SLIDE. 

ber of complicated devices have been described for this pur- 
pose, but the following simple contrivance answers the end 
very well; we have used it for years. To one end of a common 
slide with a concave centre, cement a small bottle, as shown in 
the figure. This is easily done by means of a little marine 
glue. The glue, cut in small pieces, should be laid on 
the slide at the point where the bottle is to be attached; 
the slide is then to be gradually heated until the glue is 
softened, when the bottle is laid on and moved back and 
forth until it has been thoroughly imbedded in the cement. 
The bottle is filled with water and corked, the upper side 
of the cork having two notches cut in it, one for the en- 
trance of air, and the other for the passage of a loose cotton 
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thread. The object is placed in the concavity, covered with a 
piece of thin glass, and the end of the thread is carried under 
the cover by means of a small notch cut in the slide with a 
file. The bottle must be filled with very pure water, otherwise 
the salts, etc., contained in it, become concentrated under the 
thin cover, owing to the evaporation, and destroy the object. 

Frog Plate. — The circulation of the blood in the capillaries 
of living animals may be observed in the web of the frog's foot, 
the tail of a small fish or water-lizard, thelarvse of many insects, 
the ear of a young mouse and the wing of the bat. The tongue 
of the frog is also a favorite subject with some, and dissections 
of the living animal have also been made, and the circulation ob- 
served in the parts thus displayed. Except, however, for im- 
portant investigations, we have no right thus to inflict torture 
and destroy life, and, moreover, the obvious cruelty of the 
means employed, will to most minds destroy nearly all the pleas- 
ure arising from the beauty of the exhibition. Fortunately the 
circulation of the blood in the foot of the frog may be witnessed 
without subjecting the animal to any pain. For this purpose 
the web of the hind foot is spread out over a piece of glass, 
which is held in a frog-platey as it is called, to which the little 
animal is attached. The frog-plates usually sold, however, do 
not lie conveniently on the stage of a small microscope; they 
are apt to tip up, and there is no means of attaching them 
firmly to the stage, so that it is impossible to incline the mi- 
croscope. The annexed engravings represent a frog-plate, in 
which these diflSiculties are avoided. As seen in the figure, it is 
of the usual form, and has a large opening, into which is 
burnished a piece of thinnish plate glass upon which the web 
of the foot is laid. Around this opening is bored a number of 
small holes, through whicli threads, tied to the frog's toes, are 
passed and held firmly by small wooden pins. A series of holes 
are also bored on each side and cut out at the edge, so that it is 
unnecessary to pass the twine through the holes, as it may be 
leadily slipped iyiio them. The frog may be enclosed in a bag, 
one foot being left out, but a simpler and better plan is to 
swathe him in a strip of muslin two inches wide and eight to 
twelve inches long. TUe muslin is dipped in wftter, and the 
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rolled TZp in it and laid on the plate, where he is held by a 
few turns of light packing twine passed into the slits in the side 
of the plate and carried from one to the other and over the 
animal. Small frogs are best for this purpose, but when too 
small they are not easily handled. The position of the animal 
on the plate is so arranged that the foot may be spread over the 
glass plate that fills the large opening. 

The plate is attached to the stage as follows: A cylindrical 
brass block (Fig. 40) is provided — this block having a milled belt, 
which renders it more easily turned. The upper surface of 

this block receives a screw which passes 
through a slot of considerable length, cut in 
the frog plate, thus allowing a wide range of 
motion on the part of the latter; the under 
surface of the block receives a second screw, 
which serves to secure it to the stage of the 
microscope, as shown in Fig. 39. The holes 
for these screws are not in the same line, 
their axes being about a quarter of an inch 
apart, and the consequence is that when the 
brass block is rotated on the stage, the screw 
that passes through the plate acts like a crank in relation to 
the plate, and moves it longitudinally, provided it (the plate) is 
kept from rotating with the block. The upper screw is inserted 
with sufficient tightness to keep the plate from shaking, but is 
left so loose that the plate can l)e readily moved back and forth. 
Hence, while the plate is attached to the stage in such a way 
that it can not tip up or fall off, it may readily be moved in two 
directions, one the arc of a comparatively large circle, and the 
other a longitudinal motion at right angles to this. 

This frog plate forms in fact a sort of mechanical stage which 
admits of very delicate movements being very steadily made. 
Where this plate is used, the microscope may be inclined to 
any angle, and no jerking or starting of the animal can displace 
the portion of the foot that is under observation. Different 
parts of the same foot and different corresponding parts of dif- 
ferent feet are more or less suited to purposes of observation, 
according as they are more or less transparent and more 
9iX 1©S9 fuUjr supplied with vwsels. It is therefore of g;reat ad- 
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vantage to be able to select that part which answora onr ptfj-^ 
pose most perfectly, and this plate affords peculiar facilities for 
effecting this. 

Table.— The table used for supporting the microscope 
should be firm and substantial, so that all shake and vibration 
may be avoided. Those who use very high powers, and desire 
to avoid vibration as much as possible, will find that a barrel or 
box, filled with sand, and resting on three feet, makes the best 
support. Some years ago, having some rather delicate investi- 
gations to make, we constructed a table in this way, and found 
the results very gratifying. Our table was arranged as follows: 
a common barrel, cut down a little, and filled with sand, was 
supported on three stout blocks nailed to the bottom. The 
table proper was made of plank, nearly square, and it entirely 
covered the top of the barrel. It was supported by a + shaped 
piece of wood, which was fa«stened to the centre of the table, 
and descended into the sand. With such a table, walking on 
the fioor, and the passage of heavy teams in the street, produce 
no vibration, though, on an ordinary table, they render work 
with high powers almost impossible. 

Where several persons wish to look through the same micro- 
scope, it is very awkward if each one has to get up and go to 
the instrument. At the same time it is of course impossible to 
move the microscope without moving the arrangement for illu- 
mination also. Tins difficulty has been avoided by means of 
revolving tables, around which the observers sit, each one in 
turn examining the object, as the microscope is passed round to 
him. This is a very excellent, but a somewhat expensive ar- 
rangement. The same end may be attained by placing the mi- 
croscope, lamp, etc., on a smooth board of suitable size and 
shape, and passing this board to each observer in turn. The 
board, carrying microscope, lamp, etc., may be made to slide 
quite easily, and if placed on three feet, it is tolerably steady. 
Such a support, however, is not to be chosen where the micro- 
scope is used for scientific investigations. 
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Double No^e-Piece.— This ia one of the most naefiil 

aocessoriea tbat the mieroacopiBt can poasesa. The result to be 

obtaioed, and the method of ttocompliahing it are abvioua. The 
noae-pieoe Bciens on to the 
□ose, or lo^er end of the body 
of the microscope, and is 
fitted to teoeiva two objeo- 
tivea of different powers, 
either one of which may be 
brought into action byaimply 
turniug the nose-piece. In 

thia way a low power may be used for finding objects and ex- 

anuniug them as a whole, while the detaib may, without 

trouble, be subjected to an _ 

object-glass of mueh higher 

power. Two forma of the 

nose-piece are in nae. The 

older form ia straight, ae in 

Fig. 41; the later form is 

benl, ua in Fig. i2. The hit^ 

ter form ia altogether the moat 

Oonvenient. Noae-piecea ca- 
pable of receiving three or 

four objectives have been oon- 

stmcted. and a very old mi- 

croaeope, at one time in our 

posaesaioa, had a nose-piece 

with eight objeetivesl The 

modem noee-piece, bo ar- 
ranged as to be oapable of 

oarrying the best objectives, is 

tboinvcatioa of Mr. Brookes. 




HiLUMDJATrON— SOURCES OF LIGHT. 

I Light.— It ia generally acknowledged that the beat 
light for miorosoopical purposes is thut of the suu; not dii'eot 
lliglit, however, for Ibie is altogether too iatense, but auu 
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light reflected from a white wall, or a light fleecy clond. Sun- 
light is Bomething which we cannot command at will, and, there- 
fore, the microscopist can do nothing more than select the lo- 
cation of the room which he occupies. In general a room with 
a northern aspect is to be preferred; if there should also be 
windows looking towards the east or west, so much the better, 
provided they can be completely darkened when not in use, as 
cross lights produce a bad effect. 

Artificial Liglit.— "While good daylight is the best source 
of illumination, poor daylight is one of the worst, and we have 
frequently, during the day, obtained by the use of lamps and 
candles, results which could not possibly be secured by natural 
daylight. At the present time, gas-light, lamp-light and can- 
dle light are the most available means of artificial illumination. 
Candles are rarely used except when the microscopist is travel- 
ing, or in a peculiar situation, but a good candle gives very fair 
results, especially if the flame be protected from currents 
of air, which may easily be done by extemporizing a 
shade out of a piece of glass tube or small lamp chim- 
ney. Wax, parafi&ne or sperm candles should be chosen, as 
they give a clear, white flame. Common tallow candles give a 
dull yellow flame of inferior quality. Gas-light, as obtained 
from the ordinary, flat, unprotected burner, is not sufficiently 
steady; it flickers and changes, and for microscopy this is the 
worst fault that an artiflcial light can have. Where gas is em- 
ployed it is, therefore, necessary to use an argand burner, with 
a glass chimney. Light obtained in this way is in general 
very excellent. But the most convenient, as well as the best 
means of illumination, is a good lamp, of which the ordinary 
student's lamp is, on the whole, perhaps the best kind. It 
gives a pure, steady and intense light; it is easily regulated, 
both as regards brightness, and also position, and conse- 
quently direction, and it may easily be procured almost any« 
where. In default of a good student's lamp, any of the ordi- 
nary lamps with circular, or flat wicks, may be made to answer. 
Where a large quantity of light is required, as in tiie illumina- 
tion of large opaque objects, the circular, hollow wick, from 
ike superior brightness au(l whiteness q{ the light, is always to 
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be preferred. Bat where a small light of great intensity is 
needed, the common flat wick, turned edgewise to the mirror, 
answers very well. It is a curious fact that flame is transparent 
to light, and, therefore, the greater the depth of flame, the 
more intense is the light. This is easily tested by looking at 
the flame of a common hand lamp side wise and edgewise. In 
the latter case the eye receives the light from the entire flame 
concentrated to a mere band. 

Several varieties of lamps have been devised specially for the 
use of microscopists, and some of them are very excellent, 
the most perfect being that devised by Dr. Drysdale and Rev. 
W. H. Dallinger, and described in the MmUhly Microscopical 
Journal for April, 1876. 

It is hardly necessary to say that all kinds of oil have been 
displaced by the mineral oils ordinarily called kerosene. 

Very intense light, such as that from burning magnesium, 
the calcium light, the Bude light and others, have been tried, 
but without material advantage. Many years ago, we arranged 
a common kerosene lamp, so that the air surrounding the flame 
could be enriched with a supply of pure oxygen when neces- 
sary. Dr. Beale describes the same thing in his work, but does 
not seem to regard it as of any advantage. When used as a 
source of direct light, however, we found that it more nearly 
resembled sunlight than any other artificial source of illumina- 
tion. A large diaphragm or shade, with an aperture of mod- 
erate size, was placed close to the light, which was placed at 
some distance from the microscope, and the rays passed di- 
rectly through the object, not being reflected from a mirror. 
The results in some cases were well worth the trouble incurred. 
It is probable that in some cases very excellent results could be 
obtained from the electric light if properly luranged. This, 
however, is a department of microscopy which is certainly not 
suited to beginners, and we, therefore, dismiss it. 

The rays of light, from whatever source obtained, are either 
parallel^ convei'gent or divergent; and in the illumination ot 
transparent objects the character of the light, as depending 
upon these features, is of marked importance. This subject, 
and the action of lenses and miiTors in changing the relative 
direction of the rays, sbonkl be carefully studied by the atu^ 
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dent, who will find it fully disonssed in any work on optica 
The general principles may be best explained by a few experi- 
mental illostrations. 

Take a piece of cardboard about six inches square, and in it 
punch a hole about half an inch in diameter. If this card be 
held in front of a wall upon which the sun is shining strongly, 
we will see the shadow of the card and a round spot of light 
exactly the size of the hole. If the card be now moved away 
from the wall, the shadow and the bright spot will still remain 
of the same size, showing clearly that the rays proceeding from 
the sun are sensibly parallel The same holds true of a bright 
cloud or a white wall placed at a great distance; but when the 
wall or other reflecting object is very near, the rays no longer 
possess this character to the same extent. 

If in the flrst experiment the wall be illuminated by a candle 
instead of by the sun, it will be found that as the card is moved 
from the wall the shadow and the spot become larger, showing 
that the rays are divergent instead of parallel. The same effect 
is produced by flxing both the lamp and the card on a stand 
and moving them away from the wall. 

Convergent rays, that is rays that tend to meet at a point, 
can be obtained only by passing parallel or divergent rays 
through a lens, or reflecting them from a concave mirror. By 
carefully arranging a large convex lens in the path of rays that 
are divergent, it is easy to render them parallel. They are 
known to be paraUel when the bright spot which they make on 
a fixed surface, after passing through a hole, is not varied in 
size by changing the position of the hole. 

The variations which are produced in the appearances of 
objects when they are viewed by light possessing these different 
characteristics can only be learned by practice, and the young 
microsoopist should experiment in every conceivable way. 

Whatever be the source of light employed, most objects may 
be viewed by means of any one of several very different 
methods. Thus, an object, if transparent, may be viewed by 
transmitted light, that is, by light reflected from the mirror, and 
passing th7*ough the object, If opaque, it may be viewed by re- 
flected light, in which case the light that x)asses to the eye through 

the sucrosQope is reflected from tb^ sur/ace o{ the Qbject. 
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ILLUMINATION OF OPAQUE OBJECTS. 

Diffused Light.— This term is applied to ordinary day- 
light or lamp-light, allowed to fall on the object without the 
intervention of any special means of concentration. That dif- 
fused light may be available for the illumination of objects, it 
is necessary that the objectives be good. Objects which, with 
ordinary triplets of low angular aperture, are entirely invisible, 
become beautifully distinct when a better class of objectives is 
used. Under favorable circumstances the view obtained in this 
way of any well marked object is very pleasant. 

BuUs-Cye Condenser.— This is a large lens of compar- 
atively short focus, which is made to condense the light on tlie 
object in the same way that the common burning-glass acts, but 
with effects greatly less marked, since the light is so much less 
intense. In some cases the condensing lens is attached to the 
microscope, and in some special cases this is very convenient, 
but where there is only one condenser, it should be mounted ou 

a stand, as shown in Fig. 43, so that it may be 
placed at any height and turned in any direc- 
tion. Placed between the object and the 
lamp, it collects the rays of the latter to a 
focus which brightly illuminates any object 
upon which it may fall. Opaque objects, 
which by diffused light are barely visible 
under the microscope, become very distinct 
and clearly defined when thus illuminated, 
and many of them, such as the wings of in- 
sects and certain minerals, appear in the most 
gorgeous colors, which, however, are perfectly 
natural, and are not the result of chromatic 
defects in the lenses. 
In viewing an opaque object by reflected 
Kg. 43.— BULLs-KTB light, it is evident that we are enabled to 
oonDSNSKB. judge of the irregularities of the surface 

largely by means of the shadows cast by the 
prominenoe*. By raising or lowering the lamp, and also the con- 




14f^ RKTiT5CnO!* JCST> TTSfi 

denser, the direction and extent of these shadows tnay be greatly 
varied. Hence one of the advantages of the students' lamp. 

An important use of the condensing. lens is to change the 
direction or character of the rays employed. Thus, when a 
lamp is in use the rays are divergent, and the easiest way to 
render them parallel is to pass them through a condensing lens. 
To effect this the distance of the lens from the lamp must be 
exactly the same as that at which it brings parallel rays to a 
focus. In other words, the lens must be at a distance from the 
lamp which is exactly equal to its focal distance for parallel rays. 

Condensing lenses are made of all sizes, and some of them 
are quite expensive, but we have frequently obtained wonder- 
fully fine residts by means of a cheap lens of small size, but 
good form. A condensing lens is, perhaps, the most important 
accessory that can accompany a microscope. 

Side Reflector.— This is a small silvered concave mirror, 
which is used to throw the light on the object for the same pur- 
pose as the condensing lens. The results which it gives are 
shghtly dififerent, and it is a most valuable means of illumina- 
tion. It has not been so generally introduced as it deserves to 
be, and few microscopes are furnished with it unless to special 
order. It should always be used in combination with a bulls-eye 
condenser, as light of much greater intensity is thus obtained. 

The Liielierkuhii.— This was one of the first instruments 
used for illuminating opaque objects. It consists of a small, 
concave, spherical mirror, through the centre of which the ob- 
jective passes, the focus of the mirror and objective coinciding. 
The object must be small, and is generally mounted on a small 
circular disc of leather or card, which stops out the central 
rays, while the light which passes round it strikes against the 
concave mirror, and is reflected back again upon the object. 

The Lieberkuhn gives very brilliant effects with many ob- 
jects, and if well managed it enables us to obtain very satisfac- 
tory views, especially with powers which are too high to admit 
the use of the side reflector, the parabola, or the bulls-eye. 
The great objection, however, is the fact that the light falls 
almost vertically, thus obliterating all the shadows pro* 



dnced by elevations on the object. For " show " objeots the 
liieberkuhn is unequalled in its effocta, and there is no doubt 
that in certain investigations it may be made to do good ser- 



The Parabolic Reflector.— This acceBsoty \vas fitst 
made by Messrs. Beck for Mr. Sorby, who employed it to ex- 
amine the microscopical structure of iron and steel. As oMin- 
arily constructed, it consists of ajtarabolic mirror attached to 
the end of a rod famished vrith uiitTer.sal joints, so tliat it may 
be placed in any position as regards the object and the illumin- 
ation. It answers admirably for condensing the light on the 
surface of objects, and by throw- 
^^^^_^ iug the rajs in any particular di- 

V^H^^HB tection across the surface, the 

^^I^^^H observer is enabled, by means of 

^^S^^^r '^o shadows, to determine the 

a^^^^^Bp n nature of irregularities upon some 

^H^^^r objects in a very satisfactory man- 

^B^^H ucr. In this it resembles the or- 

^H^^H dinary side ifflcctor, which, how- 

^I^^H ever, is formed to a spherical in- 

^I^I^B ^^^ sti^ad of a parabulii; curve. Like 

ff^^mBtSIt^ ' ^^^ '^"^^ reflector, this illuminator 

;^^^BC^^^^ should always he made to receive 

'^^^r ^V^ parallel rays, and condense them 

"" upon the object. To obtain par- 

Pig. 44.-^-iRABOLic HEFLECTOB. allel rays, i)Iace the lamp in the 
focus of the bulla-eye condenser. 
The side and the parabolic reflectors cannot bo used with ob- 
jectives which have a short working distance, since the rays 
from the Iwnp must i-each the reflector from the opposite side 
of the objective. 

Since many stands have no conveniences for attaching this 
accessory, some opticians fiiniish it with an adapter, whereby 
it may be fastened between the objective and the nose-piece. 
Such a contrivance, however, must have originated in a want of 
knowledge of the principles which control this method of illum- 
ination. It is evident that the objed should always b« in the 
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focus of the reflector; if, in adjusting the focus of the objective, 
we move the reflector, we must, of course, destroy the proper 
relation of the latter to the object 

OlilectiTes uritli Tapered Fronts.— When the objec- 
tive has a very broad front and a short working distance, as is 
the case with most objectives of high angles, it is impossible 
to illuminate the object satisfactorily with the bulls-eye con- 
denser. To avoid this difficulty, several makers, notably Mr. 
Swift, of London, have narrowed the brass work of their fronts 
to the last limit, so as not to interfere with the illumination of 
opaque objects. Mr. ToUes has, however, gone a step further, 
and has allowed the glass of his front lenses to project beyond 
the brass work, so that the bull's-eye may be used with com- 
paratively high powers. We have a one-quarter constructed on 
this principle, which allows of the clearest illumination, and 
shows the P. angvlatum as an ©i^aque object so well that the 
markings are sharp and well defined. These lenses are mode- 
rate in price, very easily used, and give very satisfactory 
results. 

Smitli's Vertical Ulumiiiator.— This admirable de- 
rice is due to Prof. Hamilton L. Smith, of Hobart College, Ge- 
neva, N. Y., and is intended for use with objectives of such high 
power, that the Lieberkuhn, condensing lens, side reflector, 
etc., cannot be employed. Several different arrangements have 
been suggested. The first was a small annular silver reflector, 
placed just above the back lenses of the objective, and forming 
an angle of 45° with the optic axis of the microscope. A hole 
in the side of the brass mounting of the objective admitted the 
light, which was thus thrown down through the lenses on to 
the object, and back again to the eye. We have used such an 
arrangement with most satisfactoiy results. For example, with 
a one-fourth inch objective, thus fitted, it is easy to view the 
P, angidatum as an opaque object, and bring out its markings. 
The illuminator, as thus constructed, may be either a separate 
reflector which may be screwed into the nose-piece of any mi- 
croscope, and which is furnished at its lower end with the So- 
ciety screw, into which the objective is inserted, or it may be 
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a permanent part of the particular objective employed, and be 
specially adapted thereto. In our own experience, the best 
results have been obtained by the latter arrangement 

Instead of the silver reflector, Mr. B. Beck uses a thin glass 
plate (an ordinary cover-glass), which is inserted into an adapter 
which fits between the nose-piece and the objective. The thin 
glass is supported by a small pin with a milled head, by which 
it may be turned so as to present its surface at the best angle 
for reflecting downward the light admitted through a suitable 
aperture. 

All forms of the vertical illuminator give their best results 
when used with immersion objectives, as has been very fully 
shown by Mr. Geo. W. Morehouse, of Wayland, N. Y., who 
uses with success objectives as high as the one-tenth. The 
mai'kings on the most difficult tests — even the 19th band of 
Nobert's plate — are shown clearly and well by this arrange- 
ment. 

In using the vertical illuminator, success will depend greatly 
upon the management of the illumination. The size of the 
ai)erture which admits the light to the reflector should be 
carefully regulated and diaphragmed down, if necessary, and 
the rays should be rendered parallel by means of the bulls-eye 
condenser. 

ToUeg' Vertical Illuminator.— So far as we have been 
able to find. Prof. H. L. Smith was the fii'st to illuminate the 
object by light passed down through the objective, and the 
different forms which have been introduced, such as Beck's, 
Powell & Lealaud's, etc., are mere modifications of his original 
plan. To Mr. Tolles, however, is due the invention of a modi- 
fication which exhibits considerable originality. He inserts, 
above the front lens, a small prism, which is so constructed 
that the light passes in freely, and is then totally reflected 
downwards. In this way the rays pass down through only one 
lens of the system, instead of through all of them. Mr. W. A. 
Bogers has used this illuminator with very satisfactory results 
in the examination of fine rulings on metal, incident to his 
investigation of the comparative value of various standard 
linear measures. 
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ILLUMINATION OF TRANSPARENT OBJEOia. 

The different metLods which have been devised for viewing 
transparent objects are quite as nnmeroos as those available for 
opaque ones, and require quite as much tact and study. A 
skilful worker, who thoroughly understands the points essential 
to good, or rather to appropriate and efficient illumination, will 
attain results wonderfully superior to those achieved by persons 
iguorant of the subject, and this, too, although the latter may 
be working with far superior instruments. This is seen every 
season at our microscopical exhibitions and conversaziones, and 
although the work done on these occasions is chiefly for show, 
the same principle holds good in regard to work done in the 
direction of study and investigation. 

Direct and Reflected Light.— When the microsoope 
is so arranged that the light from a lamp or other self-luminous 
body shall pass directly through the object and into the micro- 
scope without being first reflected from the mirror, the illumin- 
atiou is said to be direct^ in distinction from light which has 
been first reflected from a mirror or other surface. Light from 
a cloud or a white wall can scarcely be regarded as direct. 
Direct light gives results which are appreciably different from 
those produced by reflected light, since light always suffers a 
change in character by reflection. These two kinds of illumin- 
ation may be either axial or oblique, and in the case of both 
reflected and direct light, if the source of light be very distant, 
the rays will be sensibly parallel, but if the source of light be 
very near, the rays will be divergent, and, consequently, under 
such circumstances, the illumination must in part be more or 
less oblique. 

Axial or Central Light.— When the mirror, either 
plane or concave, is placed directly in the axis of the micro- 
scope, and reflects the light through the tube, the illumination 
is said to be axial or central. The same term also applies to 
direct light, when the direction in which the rays pass through 
the object coincides with the optical axis of the instrument. 
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The rays must, of course, be parallel. If either divergent or 
convergent, some of the rays will be oblique. Purely axial or 
central illumination can be obtained only by passing the light 
through a very small hole placed some distance below the stage. 

Oblique Liglit.— Many objects fail to show their peculi- 
arities when illuminated by parallel rays of light passing 
through them in the direction of the optic axis of the micro- 
scope, but are seen very clearly when the light is sent through 
them obliquely. To secure illumination by oblique light re- 
flected from the mirror, the latter must be so suspended that it 
can be turned to one side, and thus send a beam of light through 
the object at an acute angle. Where direct light is employed, 
the necessary degree of obliquity may be obtained by adjusting 
the position of the lamp — a device to which we have resorted 
when compelled to use a stand in which the mirror did not 
swing to one side. In this way, also, oblique light may be em- 
ployed to illuminate objects viewed through a pocket lens, and 
very interesting effects obtained. For the resolution of fine 
markings upon diatoms, etc., oblique illumination is a neces- 
sity. When the angular aperture of the objective is low, and 
the light is very oblique, the objects appear light on a dark 
ground — in fact a sort of dark ground illumination is obtained. 

Tlie Achromatic Condenser.— The earlier forms of 
the achromatic condenser consisted simply of an achromatic 
lens, similar to an object-glass, so arranged that by means of it 
the light from the mirror could be brought to a focus on the 
object. With some objects, even this simple contrivance gave 
very fine results. It was soon found, however, that great ad- 
vantage was derived from cutting off portions of the pencil of 
rays transmitted by the condenser, and by means of the proper 
diaphragms, central, peripheral and one-sided or oblique illum- 
ination was obtained. First-class achromatic condensers be- 
came, therefore, quite complicated and expensive. Several 
cheaper but very efficient forms are now made by opticians, a 
favorite being the Webster condenser, shown in Fig. 45. 

Of this accessory Carpenter gives the following very practical 
description: ''In its present form the arrrangement of the 
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Ic&HeB fltroDglj resetnblea tliat ased i 

the field-glaas of the latter stTviDg n 

the oone of raj's reflected upwards from the mirror, and to 
make it converge upon 
a smaller Bohromatio 
combination, which 
S coDsista of a double' 

with a piano -eon vex 
iens of flint, the plane 
tiide of the luttei be- 
ing nest the object. Tliese lenses are of large size and deep 
ouirature; so that when tlieir central part is stopped out, the 
raja trunsmitti^ from their peiripheral portion meet at a wide 
angle of convergence, and have the efisct of thoae transmitted 
through the peripheral portion of the ordiuar; achromatic 
condenser. When, on the other hand, this combination ia used 
with a diaphragm that allows only the central raj's to pass, 
these raysmeet at a small angle; aud theillTtmination thus given 
is Tery suitable lor objects viowed with low powers. Again, by 
stopping out the central portion of the combitiBtion, and re- 
moving the condenser to a short distance beneath the object, 
the I fleet of a black ground illumination eon be very eatisfao- 
torily obtained with objeetiTes of moderate angnUt aperture. 
Forlhc^r, by stopping out not only the centml, but also 3 great 
part of the peripheral rays, so as ouly to allow the light toentei 
from a small portion or portions of tbo margin, oblique illumin- 
ation can be most efiectively obtained. " 

The Wenliam Reflex ninminator.— This is gener- 
ally conceded to be tlie most perfect device for illuminating 
balsam-mounted objects when viewed by objectives of very 
high angles. It ia shown in section in Figure ifi, where n! is a 
cylinder of glass half an inch long, and four-tenths in diameter, 
the lower conves surface of which is polished to a radins of 
four-tenths. The top is flat and polished. Starting from the 
bottom edge, the cylinder is worked off to a polished face at an 
angle of 64°. Close beneath the cylinder is set a plano-convex 
lens of li inch focus. Pai'allel rays,/,/./, sent tlirough the 
lens, after leaving the lower convex surface of the cylinder, 



^ — 

^^^^^^ oe 155 ^M 

^^^Hwonld be refracted to the point, h, if contiuueil in soliJ glass, ^H 
^^^f tint hj impinging on the inclined poliahed HnrfBco (which is ^H 
^^^^ for within the angle of total reflection}, they are thi'ovfn on the ^H 
r flat Bogmental top ; here they would Vie totally reflected and ^H 
1 beaten down agaia to a point oatside the cylinder, but if au ^H 














1 








^^■^ object-slid. 

P fllrn of wo 
1 glasB slide 
L ever, the s 


Fig. 46. 

B, c, be laid over the flat top witli au ii 
ter, the rayB will proceed ou to the poiu 
be thick enough. As shown in tbe engra 
lide is of the usual thickness, and the po 
ihereEore, it_tlie upppr surEnce of tlie Hlid 


itervening 
f.. If, if the 
Ting, how- 
int, g, lies 
e in cleau 



156 SKLKOTtoN AUti t«K 

and polished, tlio rays will be totally reflected therefrom, and 
will be sent to the point, &, outside the cylinder. If, however, 
any insect scales, diatoms, or thin flat objects should be in 
contact with the upper surface of the slide, the rays will be 
enabled to pass through, and the objects will be brilliantly 
lighted up on a dark ground. Objects seen in this way show 
many points of their structure with remarkable clearness. 
Speaking of the Amphipleura peUucida, Mr. Wenham tells us 
that it assumed a substantial appearance not seen in any other 
way, and at once displayed its strisB with an ^th that had never 
resolved them before. 

It is very evident that the results which we have just de- 
scribed will only take place when a stratum of air lies above 
the slide, and the objects which we wish to view must be in 
contact with the slide, and not mounted on the cover, as is 
usually the case. But if the objects be mounted in balsam, 
the light will pass through to the upper surface of the cover, 
whence it will be totally reflected down, and the objects will 
be invisible, or, if sufficiently substantial, will appear on a 
black ground with c?ry objectives. But if we use an immersion 
objective, the light will no longer be totally reflected at the 
surface of the cover, but will pass through, and will be taken 
up by the objective x>rovided the latter has sufficient angular 
aperture. 

Used under these latter conditions, the reflex illuminator 
constitutes a means of obtaining oblique illumination of great 
i;)urity and force, and the instrument is now a general favorite 
for this purpose, for which it was first used by Mr. Samuel 
Wells, of Boston. 

To use the reflex illuminator successfully demands great care 
and some experience, but those who will carefully study its 
construction and mode of action, will find no difficulty in 
getting good results. First of all, then, we must remember 
that the reflex acts as a condenser, and consequently it is 
necessary to use but a moderate amount of light, which should 
be as intense as possible. This is best obtained from a small 
hand lamp. Secondly, we must use parallel rays, or the points 
to which the light is brought to a focus will not be those which 
accord with the other features of the instrument. Parallel rays 
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may be either the light from a bright cloud thrown up by the 
plane mirror ; divergent rays from a lamp made parallel with 
the concave mirror ; or divergent rays from a lamp made 
parallel with a bulls-eye condenser, and thrown up by the 
plane mirror ; or a combination of these last. Thirdly, we must 
remember that the instrument has two centres, arising from the 
fact that the optic axis is bent by internal reflection from 
the polished facet of the cylinder. Hence, we have the centre of 
the lens below the cylinder, to which the illumination must be 
adjusted, and we have another centre at which the rays are 
brought to a focus, and which must be made to coincide with 
the optic axis of the microscope. This centre is generally 
marked by the maker on the small side piece, e, and it should 
be brought exactly to the centre of the field of view of the ob- 
jective, a low power — say a half inch or two-thirds — being used 
for this purpose, in the first place. 

It is, of course, obvious that by adjusting the other condi- 
tions of the instrument, the points which we have laid down 
may be varied. Thus, for example, divergent rays may be 
used ; but in that case the focus of the rays will not be at the 
point, g, unless the flat top of the cylinder is depressed a little, 
which may be easily done if a tenacious liquid like glycerine be 
used as the connecting medium. 

We think that if the reader will bear these points in mind, 
and will work over this accessory faithfully for a few hours, he 
will attain results which will abundantly compensate him for 
the labor spent. 

The reader must always bear in mind that where totally re- 
flecting surfaces are used, as in paraboloids, reflex illuminators, 
etc., they must be kept scrupulously clean or they lose their 
effect. 

Tlie Wentiain Prism.— This simple and ingenious little 
device was first described by Mr. Wenham in a paper read 
before the Boyal Microscopical Society, March 26, 1856. At 
that time immersion objectives were unknown, or at least were 
not in use, and the effect of the prism was to produce a very 
brilliant dark-ground illumination ; but, as with the Beflex 
Illuminator, the introduction of immersion objectives of wide 
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angle has gteatlj enlarged the scope of usefulness of this little 
piece of apparatus. 

The Wenham prism consists of a small right-angled prism of 
crown glass, which is " patched " on to the under side of the 
slide by means of a little glycerine, oil of cloves, or any similar 

fluid. In the figure, b is the slide and 
cover, and a is the prism. Bays of 
light, as shown by the dotted lines, 
if sent through the face of the prism, 
pass straight to the upper surface of 
Fig. 47. the cover, and if a dry objective be 

THE WENHAM PRt83i. uscd, they are reflected down again on 

to the underlying objects in balsam, 
whicli appear brilliantly illuminated, as if beneath a speculum. 
An immersion object-glass prevents the covering glass from 
acting as a speculum, and light emerges beyond what would 
otherwise be the critical angle, thus affording very oblique illu- 
mination, which, with suitable objectives, enables us to resolve 
the most difficult tests. 

If the prism is used with dry mounted objects, total reflection, 
instead of occurring from the cover, takes place from the upper 
surface of the slide itself, and all is total obscurity except where 
some object, such as a butterfly's scale or a diatom, is in inti- 
mate contact with the slide, and then these objects allow the 
transmission of light, and appear curiously distinct in a jet- 
black field. 

This illuminator requires no fitting to adapt it to the micro- 
scope. It is merely stuck on the under surface of the slide 
with a little glycerine ; the slide is then placed on the stage, 
the object found, and the position of the prism adjusted by the 

It has been objected to this method of attaching it, that when 
the microscojoe is inclined, the prism is apt to slide down. This 
will not occur if the quantity of liquid used be very small. It 
is not difficult, however, to arrange a very thin plate of metal 
with a square hole in the centre, the metal which originally 
filled the hole being bent down so as to form an ear or clip 
at each side of the opening. These clips grasp the prism, 
which, being cemented into this frame, may be laid on the 
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stage ; over it is placed the slide. If tlie metal plate be 
fastened to the stage by any contrivance, the object-slide 
may be moved about at will without disturbing the prism. 

As we have already stated, the Wenham prism has a right 
angle and two angles of 45° each. Prisms for the same purpose 
have been made with unequal angles at the base, and with other 
than a right angle at the apex, and this is sometimes advan- 
tageous. 

It is, of course, obvious that the Wenham prism transmits 
the rays with their direction unaltered. If we wish to condense 
them, this must be done i^reviously by means of mirrors or 
lenses. Two illuminators, which combine the effects of the 
condenser and the prism, have been devised by Mr. Wenham, 
and we will now describe them. 

Tlie Hentisplierical niuntinator.— Instead of a 

prism, Mr. Wenham has used a hemispherical lens, patched on 
to the slide in the same manner as that described for the prism. 
This lens concentrates the rays on the object, and as rays from 
any direction will always enter the lens at right angles to some 
part of its surface, more light and greater obliquity can be ob- 
tained by it than by the prism. This device was described by 
Mr. Wenham in the same paper in which he fii«t described 
the right-angled prism, but we believe it was first applied 
by Mr. Tolles as an oblique illuminator for balsam-mounted 
objects seen with immersion lenses. 

The '^Half-Button."- A stm more efficient illuminator, 
and one which is complete in itself, is shown in the engravings. 
Fig. 48 being a side view, Fig. 49 a section, and Fig. 50 a per- 
spective view of this little contrivance. It consists of a semi- 
circular disc of glass of one-quarter of an inch radius ; the edge 
is rounded and well polished to a transverse radius of one-tenth 
of an inch, for the reason that the focus of a spherical surface 
on crown glass falls within its substance to nearly three times 
the radius, consequently the line of light will be in the most 
concentrated position at one-twentieth of an inch above the 
centre of the semi-disc, which distance is sufficient to reach ob- 
jects mounted on slides of the usual thickness. The "half- 
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button," as it Las been called, is connected to the under side 
of the slide by means of water, glycerine, or oil of cloves, its 
sides being grasped by a simple kind of open clip attached to 
the sub-stage. This illuminator is complete in itself, and re- 
quires no supplementary condensing lens; the obliquity is 

Figs. 48. 49. 50. 

simply obtained by swinging the ordinary mirror sideways, 
and by this means Amphipleura peUucidat mounted in balsam, 
can be at once resolved. 

Tlie Wood'vrard Illimtinator.— This method of mount- 
ing and arranging a right-angled prism for the illumination of 
balsam-moulted objects, was described by Col. Dr. Woodward 
in a paper read before the Boyal Microscopical Society, June 6, 
1877. It consists of a prism of glass, the apex of which has 
been truncated. This prism is cemented to the truncated apex 
of a similar prism of brass, the long side of the glass prism 
being upward, and connected with the under surface of the 
object-slide by suitable liquid (glycerine, oil of cloves, etc.) 
The homologous side of the brass prism is downwards, and 
slides in a holder which is supported by the sub-stage. To 
this brass prism are attached two arms, which serve to support 
a thin screen at some distance below the stage. The screen 
is parallel to that face of the glass prism that receives the light, 
and is pierced with a pin-hole, which permits the passage of a 
minute beam of sunlight. With this apparatus. Col. Dr. 
Woodward secured very fine results. 

Tolles' Uluminating Traverse L«en8.— The most 
perfect arrangement for allowing a beam of light to reach, 
without refraction, a suitably immersed object, is the iUumina- 
ting traverse lens of Mr. Tolles. The engraving, Fig. 51, and the 
description, which is in Mr. Tolles* own words, are from the 
Journal of the Royal Microscopical Society. 
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Tlie device is represented in the annexed figure, where P is 
the basilar plate of the whole traverse system, having a circular 
groove and track, in which the carriage, C, moves. On a pro- 
jecting arm, A, of the carriage, C, are mounted whatever ap- 
pliances are to be used to modify or direct the light upon the 
traverse lens, T, in the direction of the object at the centre of 
the system. 

In the figure the concave lens, N, is shown in position on the 
arm. Thus situated, the interior convex and concave surfaces 
being of no effect, the two exterior plane surfaces of the traverse 
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system constitute it a prism, and every slightest movement of 
this concave facet lens on the traverse lens, T, would would give 
a different prism to infinite variety. In this arrangement, the 
concave mirror can be used in the ordinary manner and con- 
dense light enough upon the object for all ordinary purposes. 
The full interior aperture of a dry objective would be reached 
at the very convenient obliquity of 41°, i.e., at less than the 
critical angle, or angle of total internal reflection between 
crown-glass and air. L is a double-convex condensing lens, 
that may be placed at about its principal focal distance from 
the object. 

For a condenser, with the size of apparatus as drawn in the 
figure, a simple lens of 1^ inch focus, and about ten degrees 
(10°) of aperture is convenient, and if the lens is movable* 
along the iarm. A, it can be focussed readily on the object, the 
position being fixed by inspection. This would be well for 
parallel rays. If diverging rays are used, another lens of two 
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or three inclies focus, mounted on the arm, A, will conveniently 
take np the rays from the radiant at the distance of the focus 
of this supplementary lens. 

The plate, P, is graduated on its circular edge, as in the 
figure, to two degrees, and the arm, A, has a swing of seventy 
degrees of arc each way from the axis of the microscope. An 
index-line is marked on the bevelled edge of the carriage 10° 
from the axis of the condenser, which must be added to or sub- 
tracted from the real obliquity of the illuminating rays. 

It is obvious that any observation made and duly recorded as 
to its conditions, as of obliquity of incidence of illuminating 
pencil or ray, form of the pencil or beam, focal length and dis- 
tance of the condenser, such observation could be successfully 
repeated. The record of the obliquity of the most oblique rays 
reaching the object directly and giving view of it at the eye- 
piece with luminous field, would express the ** balsam " aper- 
ture, or more correctly, the half interior aperture of the objec- 
tive when the front lens of the objective and the traverse system 
are of glass of similar refraction. 

Having thus the "balsam" angle, we readily calculate or 
learn the corresponding angle for glycerine or water, or any 
medium of which we have the index of refraction. A corres- 
ponding notation, perhaps for air, might be engraved in juxta- 
2^osition on the basilar i^late. 

Tlie Spot Lens.— This is a plano-convex lens of very high 
curvature (it is generally hemispherical), so mounted that its 
distance from the object may be adjusted in such a way that 
the rays which pass through it, may be brought to a focus 
on the object. The central rays are stopped out by means of a 
black spot (hence the name), so that the object is illuminated 
wholly by rays which are of too great obliquity to enter the 
object-glass, except when their direction is changed by the 
object. The latter, therefore, appears brilliantly illuminated 
on a dark ground, and in many cases features which could not 
Otherwise be seen are shown very distinctly. 

The larger diatoms, insect scales, and similar objects are 
peculiarly suited to this method of illumination, and some of 
them are very beautiful as " show " objects. 
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B iPawMMlc Illuminator.— Tbia is im instriimant 

inteuded to accomplisli the Bamo end 
aa tlie Bpot lens, bat ia a far more 
efficient moniiei. It conaistg oE a 
block of glass, the outer form of which 
ia n parabola with a cnp-ehaped de- 
preaBion cut in the upper end. II is 
mounted in a brass fitting, whioli 
slides up and down in the enb-stage 
of the microscope, and thus may be 
readily adjusted, so aa to throw the 
light properly upon the object. The 
f the parabolic illuminator are 



I Polarized L.igltt.— The micro polarieoope oonaista of two 
JBtiuol parts, B. pokiTusi' and an anali/ter, each of which is 
IDW generally formed of a Niohol priam properly mounted. A 
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oonunon method of mounting the polarizer i a shown in Fig. 53. 
As there shown, the lower ring is intended to slip into the ring 
of the sub-stage, the rack and pinion of which enables us to 
place the end of the prism at a proper distance from the object 
When the mioroscope is not provided with a sub-etuge, the 
polarizer is turned npaide down, and the brass fitting slipped 
into a ring, which is attached to the under side of the etage. 
Tije milled ring, which is shown uppermost in the figore, 
enables us to rotate the prism in both oases. 

The aualyEer may be arranged in either one of two ways. It 
.ybe slipped over the eye-piece, or it may be luouuted in a 
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brass tabe, the upper end of which has an external Society 
screw that attaches it to the body, while the lower end of the 
tube has an internal Society screw for receiving the objective. 
Fig. 54 shows the latter arrangement. 

Polarized light, except for the mere beauty of its efifeots, 
has not received the attention that it deserves. In some de- 
partments of scientific investigation, especially mineralogy and 
geology, its use has afforded very satisfactory and brilliant re- 
sults. As regards its applications to medicine and physiology, 
Dr. Frey says: "The examination of tissues by polarized 
light has a high scientific value, as, by this means, molecular 
relations become evident, which by investigation with ordinary 
light, remain entirely concealed. The interpretation of what 
is seen, is in many cases difficult, and generally lies within the 
province of optics, with which the medical observer is usually 
but little familiar.'' 

To detail the method of using it, and the special features 
which it discloses, would, however, far transcend the limits of 
this work, and we must, therefore, refer the reader to some 
special treatise on the subject. 

HOW TO USE THE MICROSCOPE. 

The remarks which we are now about to offer, are intended 
for the merest beginners — for those, in fact, who have never 
used a microscope at all; and therefore they may, perhaps, to 
some, appear childishly simple. And yet we have seen not 
only teachers, but professors in colleges, v/ho might have de- 
rived some benefit even from these simple hints. We remem- 
ber on one occasion seeing a professor of botany attempt to 
examine a minute plant with a common pocket magnifier with 
three lenses. In the first place he turned the instrument wrong 
side up, so that, although he could see through it, the results 
attained were very inferior to what they would have been if the 
instrument had been properly used; in the second place he 
wore his hat in such a way as to cut off nearly all the light, and 
in the third place he did not know how to hold his hands so as 
to obtain the requisite degree of steadiness. If he had given 
a few minutes thought to the subject, he could no doubt h^vQ 
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corrected his bad methods, but then he evidently had never 
considered it worthy of earnest thonght, although it formed 
the very foundation of his powers of observation. 

Simple Hand Mag^nifiers.— These are perhaps the most 
important of all optical instruments, and yet we rarely find a 
person who can use them efficiently. There are but three 
points that require attention, viz: The proper position of the 
' magnifier itself, the perfection of the illumination, and the 
steadiness with which the instrument is held at the exact focal 
distance from the object. Many magnifiers are so constructed 
that it is impossible to place them in a wrong position; the 
side which should go next the eye, and the side which should 
go next the object are so well marked that no mistake can be 
made. The greatest liability to error exists where two or three 
lenses of different powers are fixed in the same frame and used 
together. This forms one of the most common and useful of 
our magnifiers, and the rule is always to place the lens of great- 
est power nearest to the object. Plano-convex lenses should be 
placed with the plane or flat side next the object. 

Hand magnifiers are, in the majority of cases, used for ex- 
amining opaque objects, and one of the most important con- 
ditions for perfect vision is that the object be well illuminated. 
First of all, then, see that the light falls full and direct on the 
object; then place the magnifier as nearly in focus as can be 
done without actually looking through the lens, and, after this, 
approach the eye to the magnifier. The errors most commonly 
committed are: Turning the object away from the light; cut- 
ting off the light by the projecting brim of a hat or cap; 
shading the object by the hand or the lens itself; attempting to 
examine an object in a room that is not sufficiently lighted. 

Having secured a proper x^osition for the magnifier and a 
good illumination, the next step is to devise some means for 
holding the lens steadily in focus during the examination. (This 
is most readily effected by resting the hand that holds the lens 
upon the hand that holds the object. Lens and object then 
move together, and the focussing remains unchanged. 

Compound Microscopes.— We presume that the instru- 
ment in hand is a very simple one, f^nd that the magnifying 




Ijower to be nseii is not very great. No person should attempt 
to use high powers and complicuted instruments nutil he haa 
served an apprenticeship by using a microscope of simple con* 
Btiuctioa, and objectives of ooasidentble leugth of focus. 

Let the beginner eommenoe by examining some transpsieut 
object akeudy muunted. To do this, set the microsoope 
on a firm table, in front of a window by day, or before 
B. lamp at night. Direct snsbght is to be avoided, the light 
from a white cloud being usually preferred to any other 
illumination. At night use a gashght that does 
not flicker, such as an argand burner, or a good kerosene 
lamp, the German student lamp being very well suited to this 
parpose. Good results may, however, be obtained from any of 
the ordinary lamps, especially those with a oircnlar wick, which 
common. Very fair work may also be done by 
IS of a good candle. This subject has, however, already 
been discussed at greater length in another section. 

If the microscope be a cheap Fi'ench one, the objectives will 
be found attached to the body, there seldom being any Hpoatal 
provision made for holding them. Uiit with all American and 
English microscopes, and the better class of Instrumenta from 
the continent of Europe, special boxes ate provided tor holding 
the objectives. Tliese boxes are nsually made of brass, and 
a.re indispensable to the microscopist that endeavors to takfi 
good care of his instrument. Where the objective is kept in ft 
separate box, the body of the microscope must be raised to a 
sufficient height, and the objective screwed into its place. In 
doing this be very caretnl not to let the objective fall and strike 
against the stage. We have seen more than one good lens 
spoiled through such an accident. 

When the objective haa been properly secured in its place, 
move the body of the microscope up or down until the front 
lens — that is, the lens which is nearest to the object, is about a 
quarter of an inch above the stage. Then turn the mirror 
until the light from the window or lamp is rejected throngh 
the microscope, so that when looking through it a bright cir* 
ole of light is seen. 

Place on the stage tome mounted object of large size, such 

a fly's wing or Bet:tiotl of wood. If a low power objective 1 
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used, say one magnifying less than 100 diameters, more the 
body of the microscope np, so as to increase the distance be- 
tween the objective and the object. At the same time keep 
your eye at the eye-piece and watch closely. At a certain point 
the object will be seen with great distinctness; it is then in 
focus, and is ready for examination. Always begin with low 
powers. One of the greatest risks that the beginner runs is 
that of breaking the objective by forcing it down on the object. 
To avoid this with high powers, bring the objective down al- 
most into contact with the slide; when doing this do not look 
through the microscope, but watch the objective, and stop 
whenever it is sufficiently near the object. Then apply the eye 
to the eye-piece, slowly raise the body, and watch for the com- 
ing of the object into focus. This is the only safe method with 
high powers. 

Before attempting to place an object on the stage, or to re- 
move one from it, see that the objective is raised at least half 
an inch above the stage. By attemptiog to introduce a new 
sHde without raising the objective, when using high powers, 
you nm great risk of injuring both the object and the objec- 
tive. And in removing objects from the stage, never lift them 
up; always slide them off. In lifting them up, great danger is 
incurred of bringing them into contact with the objective, and 
thus doing irreparable injury. Sliding entirely prevents this. 

Where the microscope is not provided with mecbauical 
means for adjusting the focus, such as a screw or rack aud 
pinion, a great deal may be accomplished bysi3ecial methods 
of manipulation. Thus if, instead of pushing the body directly 
through the collar, it be moved with a slightly twisting motion, 
the^ocus may be adjusted with considerable dehcacy, aud when 
the microscope is not provided with a fine movement, a great 
deal may be done by means of a slight pressure of the fingers 
on the stage. Few stages are sufficiently rigid to resist even 
the slightest pressure. 

The chief points which the beginner should endeavor to 
study are the variations which are made in the appearance of 
the object by means of slight changes in the focussing and the 
mode of illumination. Experienced microscopists const' ' 
keep their fingers on the fine adjustment ot the xaicri>i;ivv^^v, 
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and watch the different appearances which are produced bj 
'i, change in tlie mode of ilhimination. Swinging the mirror to 
one side, so as to send the light through the object in an 
obhque direction, or, where the mirror cannot be turned to 
one side, merely turning it on the trunnions which support it, 
will often produce most important effects. 

From what has previously been said in regard to the neces- 
sity for clear and brilliant sources of illumination, the young 
liicroscopist may, perhaps, be led to suppose that the field of 
view cannot be too brilliantly illuminated. Such, however, is 
far from being the case. With ordinary powers (those below 
500 diameters) it is almost always necessary to moderate the 
light, even of a fiat- wicked lamp, and still more that of a 
students' lamp. The finer details of an object cannot possibly 
be made out if the illumination be too strong; they are 
** drowned out," and the whole object becomes what artists and 
engravers call Jtat. The Hght may be regulated by the dia- 
phragm which has been previously described. Where the mi- 
croscope is not furnished with a diaphragm, increasing the dis- 
tance of the lamp from the instrument is the best mode of 
lessening the intensity of the light. 

Very bright light is exceedingly trying to the eyes, and 
therefore the student will find it advantageous to use lights of 
moderate intensity, and to increase their efficiency in every 
possible way. This may be done to a very great extent by 
judicious management — chiefiy by excluding from the eye all 
unnecessary light. In a room very brilliantly lighted with a 
number of powerful argand burners, it would be impossible to 
secure the proj)er illumination of a microscopic object by 
means of a candle, for the eye, accustomed to the bright light, 
would fail to be impressed by the weaker one. Extinguish the 
bright lights, give the eye a short time for rest, and the candle 
will answer very well. The principle thus illustrated finds a 
practical application in the use of pasteboard shades surround- 
ing the eye-piece, and excluding from the eye all light except 
that which passes through the microscope. Such a shade ia 
easily made and adapted to any microscope, and is of great 
service. We have also in our own practice carried out the 
same principle by means of extra diujihragms to our eye- 
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pieces, thus cutting off nil the light which passes through the 
microscope, except that which actually serves to illuminate the 
object. 

It will also be found of great importance to secure perfect 
purify in the special illumination employed. Thus, if we are 
examining an object by transmitted light, it always detracts 
from the clearness and beauty of the image if light is reflected 
from its surface. It is, therefore, of advantage to shade tlie 
object by means of a small tin, brass or pasteboard shade, at- 
tached to the stage so as to prevent any light from the lamp 
from faUing an the object. 

A difficulty which frequently occurs to young microscopists 
consists in the almost impossibility of securing a field of view 
equally illuminated in all parts. Assuming that tbe mirror is 
in proper position, and that there is nothing to shade any part, 
it will in general be found that the difficulty arises from the 
fact that the miiTor tl.rows images of the lamp, etc., upon the 
object. Sometimes this is very distinctly seen; tho shape of 
the flame can be clearly distinguished, and the metul portions 
of the lamp appenr as dark shades. The cause is that ^e lamp 
is at the exact distance at which the mirror forms an image of 
it on the upper surface of the slide, just as a lens, held in 
front of a white wall, will throw an inverted image of a lamp 
or candle on the wall, provided the relative distances of the 
wall, lens and candle are properly adjusted. The remedy is 
very simple; move the lamp either towards the microscope or 
away from it, as may be most convenient. 

As previously stated, the character of the illumination af- 
forded by a mirror, and by a white surface placed at a short 
distance from the object, are appreciably different. A very 
pleasant method of illuminating transparent objects consists in 
the use of a plate of plaster of paris. Its whiteness is probably 
as pure as that of any other substance, and it is easily procured. 
The plate we use was cast in the cover of an old tin box, half an 
inch deep and . three inches in diameter. A flat surface was 
secured by casting it upon a board. If cast on glass or metal, 
the surface is glazed and shiny, which is bad. Instead of plas- 
ter, fine white paper or cardboard may be used. Such surfaces 
must pot be glazed; aud they should be kept scrupulously clean. 
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The light is also sometimes modified by passing it throagh 
ground or colored glass — ^blne being a special favorite. Sach 
light-modifiers, as they are called, produce a pleasant and 
equable illumination, which is a great relief to the eyes, bat, 
except for the resolution of finely lined objects, we hare not 
found them otherwise of any special advantage. When it is 
desired to obtain the greatest resolving power that a lens is 
capable of affording, the blue ceU, as it is called, is probably the 
most efficient accessory. This is simply a glass tank, somewhat 
like a zoophyte trough, filled with a solution of oxide of copper 
in liquor ammonisQ. The solution is prepared by adding 
liquor ammonisd to a saturated solution of sulphate of cop- 
per, until the precipitate which is first formed is re-dis- 
solved. The intensity of the blue may be regulated, either 
by diluting the solution, or by varying the thickness of the 
layer of liquid. 

When it is desired to examine anything by light reflected/rom 
it, instead of light tratismitted through it, the object should be 
placed before a dead- black surface, such as the dark part of the 
diaphragm, or a blackened card, and at such a distance from it 
that the surface of the background is not in focus. Then, 
place the condensing lens in relation to the lamp, so that a 
bright spot of light will fall on the object, and on bringing it 
into focus it will be clearly seen. Low powers only can be 
satisfactorily used for the examination of opaque objects by 
beginners. 

The beginner should commence with the simplest mounted 
objects, and afterwards, when a little skill in the manipulation 
of the instrument has been acquired, he should proceed to the 
examination of such simple unmounted objects as are easily 
prepared. The latter course will prove altogether the most 
valuable and instructive, for he who confines himself to the ex- 
amination of mounted objects only can never hope to become a 
microscopist. After a time, when a little skill has been 
acquired in \he preparation of objects, the student may proceed 
to preserve and mount them. Most young people try to mount 
before they have learned to prepare objects, and the conse- 
quence is that they soon find themselves in possession of li 
large collection of very poor slides. 
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On the tj^se of ObJectiTes of Large Apertures. — 

When the first edition of this book was issued, wide-angled ob- 
jectives were far from common. The ** Battle of the Object- 
Glasses " was at its height, and objectives capable of resolving 
the Amphipleura peUiicida, or Nobert's nineteenth band, by sim- 
ple lamplight, were comparatively scarce. During the interven- 
ing years the opticians have been hard at work, and have turned 
out objectives of a high class to such an extent that almost 
every microscopical society numbers amongst its members those 
who have glasses of high balsam apertures. It is an unfortu- 
nate fact, however, that thus far the text-books are entirely in- 
nocent of any directions for using these glasses. We have now 
before us a treatise of over 400 pages, which left the author's 
hands as late as the middle of 1880, and which does not contain 
a single direction for the use of the cover correction ! As a 
justification of such omission, it has been alleged that objec- 
tives of lai'ge aperture require no more care and skill than 
others. From this position we most emphatically dissent, and 
if evidence were wanting we could cite the case of a prominent 
officer of one of our microscopical societies, and one who claims 
to be an expert in the use of the microscope, who thought it a 
great feat to show No. 18 of the Probe Platte with a J objective, 
which undoubtedly was capable of resolving No. 20 handsomely 
if properly handled ! The forthcoming work of Prof. J. Ed- 
wards Smith will probably be the fii-st text-book that will have 
treated this department thoroughly, and students are anxiously 
looking forward to its api^earance. 

Instruction in the proper methods of handling first-class 
objectives is best obtained from a living teacher. It will be 
found one of the most difficult things to learn from a book. 
One reason for this is that until he has become expert, or has 
seen the objects in the hands of some one who is expert, the 
student does not know what appearance to look for. The con- 
sequence is, that he is all the time working in the dark. But 
after he has seen the Amphipleura or the Saxonica well shown 
by some one who knows how to handle a good objective, he 
lias a standard of excellence to go by, and it will be very strange 
if, after a few trials, he does not surpass the work of his teacher. 
Then, as soon as he has learned to bring out what he knows to 
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be the Ixisfc results on clifllcult dlatoins, he knows when his 
lenses arc doing good work in ]iis hands, and, so far as his in- 
stmment is concerned, he feels confident that ho can apply it to 
any class of objects and get views that are trustworthy. 

To get the best results from modern objectives of wide angle 
of aperture, there are two things that must be carefully at- 
tended to — the illumination of the ol)ject, and the adjustment 
of the correction for the thickness of cover-glass. Of delicacy 
in focussing, which, by the way, is a most important point, it 
is unnecessary to speak. 

As regards illumination, the three great points that must be 
secured are purity ^ iniensltf/, and suitabUiiy, By purity we 
mean that the light must bo wholly of a certain degree of 
obliquity, for these wide-anglo lenses gather in so many rays, 
that a diffused light, which docs not affect low-angled objec- 
tives, greatly injures the working qualities of those of high 
angle. Thus, for example, if we are working by central light, 
it is necessary to shut out all the direct rays from the lamp, 
which would enter at every sort of angle, and produce con- 
fusion. A narrow pen(dl, i^roduced by sending a beam of 
parallel rays of intense light through a small hole placed some 
distance below the stage, will give central illumination, which 
will give very different results from that obtained by a dull, 
diffused light, such as may be obtained from the flat side of tlie 
wick of a lamp, falling on a large mirror and reflected upward. 

When oblique illumination is used, great care should bo 
taken to prevent rays of different degrees of obliquity from 
falling on the object. A large, concave mirror fills a large 
portion of the arc through which it swings, and its upjDer and 
lower edges reflect rays which fall upon the object with very 
different degrees of obliquity. Where very oblique rays are 
used, but a small proportion of them enter the glass slide, 
unless they are "guided" through by some such contrivance 
as the Reflex Illuminator, Tolles' Traverse Lens, etc. Bays of 
less obliquity enter much more freely, and although less in 
quantity than the others in the first place, they drown them 
out. Li the exclusion of these rays consists in a great degree 
the value of many of the " illuminators " in common use, and 
the same effect mtxy be secured to a considerable extent by 
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means of a simple screen. This fact Las been made very ap- 
parent by Prof. J. E. Smith, who, by the nse of a simple 
" oblique diaphragm," as it is called, has secured results which 
were previously supposed to demand much more complicated 
and expensive arrangements. This oblique diaphragm, or 
screen, consists of a plate of very thin metal secured to the 
under surface of the stage. The stage then forms the upper 
surface of a >, and the metal plate the lower one. The angle 
may be adjusted at will by simply bending the plate, and it is 
evident that all rays from below will be entirely excluded. 
A piece of the thin iron known as ferrotype ptate is the cheap- 
est and best material for this purpose. Its surface should be 
dead black. 

The same result is obtained by the use of a conical dia- 
phragm fitted to the sub-stage. 

When such objects as difficult tests are viewed by oblique 
light, it will be found that there is a certain angle of illumina- 
tion at which the objective will generally perform best, and 
this must be found by careful experiment. The higher the 
angle of aperture of the objective, the greater may be the angle 
at which the object is illuminated, but it will be found that 
many objectives fail to work up to the full angle claimed for 
them by their makers. 

Such are the general principles to which the student must 
pay attention in regard to the matter of illumination, but in ad- 
dition there are numerous minor details, a knowledge and appre- 
ciation of which can only be acquired by practice. The finer 
objectives are so sensitive to the slightest changes, that the 
least movement of the mirror or lamp influences the result in 
a very marked degree. 

The other important point to be attended to is the cover- 
correction. This will be found to demand great patience and 
attention. The older authorities give fixed rules for regulating 
the cover-adjustment, but as it unfortunately happens that this 
adjustment varies not only with the thickness of the cover- 
glass, but with the depth to which the object is sunk in the 
mounting medium (and this is not always the same), and the 
angle of illumination, it will be seen that each object requires 
special attention in regard to these points. In addition to this, 
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it will be fonnd that each objective has its own special charac- 
teristics, Tvliicli must be carefully studied by the owner if he 
would command success. 

The difficulty of giving any rules which will enable the 
student to put the ''finer touches " on this kind of work, is well 
set forth by Dr. Blackham in a recent article,^ from which we 
quote as follows : 

''It will probably be expected that something should be said 
here in reference to the acljustment of the objective for dif- 
ferent cover-glasses, etc., by means of the screw collar, but on 
this point, unfortunately, but little can be said, though, of 
course, ic is a most important one, and the better the objective, 
and the wider its angle, the more important is accurate adjust- 
ment. Every wide-angled immersion objective that is worth 
having, is a separate work of art, and, as such, has an individ- 
uality with which the worker must become acquainted, and 
which he must learn to turn to his advantage. 

" None of these lenses which I have seen are perfectly achro- 
matic, and each has a special wave length at which it does its 
best In Tolles', and Bausch & Lomb's, and I believe in 
Spencer's lenses, this is between the blue and the green, but 
the exact shade differs with different lenses, and must be found 
by experiment. My plan is to adjust roughly by means of the 
tint of the field, then to bring an object into the field (if we 
are at work on the Probe Platte, one of the easier diatoms, say 
Pleurosigma angvlaium), and focus on it and arrange the illu- 
mination as accurately as possible, and then with the finger and 
thumb of the left hand, turn the correction collar of the objec- 
tive backwards and forwards, keeping the object in focus all 
the time by means of the forefinger of the right hand on the 
milled head of the fine adjustment, until the best effect is ob- 
tained. An occasional slight change in the position of the mir- 
ror is often needed. 

"In all these manipulations, deliberation and care are 
needed, and the patience of the beginner will often be sorely 
taxed, but let him remember that nothing worth having, can be 

gotten without trouble." 

I 

^American Journal of Microscopy for Febniarv, 1880. 
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Care of tlie Microscope.— A microscope, when not in 
ose, shonld always be kept well covered, either in its case or 
under a suitable coyer. There is no more convenient mode of 
keeping a microscope than to stand it upon a doth mat, and 
cover it with a glass shade. It is thus kept free from dust and 
vapors, and is always ready for use; but when it is kept in its 
case, and especially if it has to be screwed together, interesting, 
valuable, or even important objects, will often fail to be ex* 
amined, simply because too much time and labor are necessary 
to prepare for the operation. 

A good microscope should be so carefully protected, that it 
shall rarely require to be cleaned or dusted, as this wears off 
the lacquer, and exposes the metal, which, when thus uncov- 
ered, soon begins to tarnish. When dusting or cleaning becomes 
absolutely necessary, chamois leather, or a very fine old linen 
or silk handkerchief is most suitable. Never use coarse cloths, 
or those that have been lying about exposed to dust and dirt. 

The lenses should be kept in their boxes when not in use, 
and when they are attached to the microscope, great care 
should be taken to keep them from coming into contact with 
liquids. In order to prevent the latter accident as far as pos- 
sible, never examine liquids unless when they are covered with 
thin glass. In the pursuit of micro-chemical studies, the 
microscopist has frequently to deal with liquids that corrode 
metals, and even glass. In well-appointed laboratories inverted 
microscopes are used in such cases, but with ordinary instru- 
ments, special means must be employed. The object should be 
laid on a large piece of thin plate glass, and the brass work of 
the objective should be coated with oil. The rest of the metal 
work may be protected with oiled silk or thin india-rubber. 

When liquids which corrode glass are used, the front of the 
objective should be protected by means of a very thin leaf of the 
best mica, which may be attached either by glycerine or balsam. 

These, however, are exceptional precautions. In ordinary 
work it is sufficient to see that the lenses and metal work are 
kept free from stains and finger marks. 

Never touch with the fingers the surface of any lenses, either 
eye-pieces or objectives, as this will be certain to soil them. Use 
soft camel-hair brushes to remove particles of dust, etc. Where 
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dirt adheres more rtronglj, nae Una liuen tlighil}/ moiatonecl ftilh 
Alcohol, ami wipe drj with very Hue chamois iealber. 
ber, Uiat alcohol, M used proftiaely, will attack the liioqner ol 
the brasB-woik, aod even dlBsolve the oement whioh holds the 
leDBCB together. When objectivea are Bmenred with balsam, 
the lieet cleansing agent is said to be kerosene oil. The piece 
of leatfaei naed for wiping lenses should be free from dust, tmd 
is best kept in a small box by itself, and used for nothing else. 
It mnst be remembered that the glass of which objectiveB are 
made ia easily scratched, being soft when compared with parti- 
cles of sand and grit; consequently, when frequently wiped it 
Boon loses that exquisite polish upon which its eicsllenoo of 
performance so much depends. What, then, are we to think 
of the directions given bj the author of a popular work on 
the microscope, in which we are told to use a piece of leather, 
slightly impregnated with brick dust 1 ! No better method of 
destroying an objective could possibly be devised. Therefore, 
see that in wiping, the stigJifest possible pressure is used, lest 
any particle of grit should mnke a scratcli. 

The exposed parts of all microscox>e8, as well as the objectives 
and their oases, are lacquered, to prolei.-t them from being 
soiled by handling, but the interior of the boxes which hold the 
object-glasses ore rarely so protected, and the bUck coating of 
the interior of bodies, draw-tubes, eta, ia frequently not »eiy 
firmly attached. Therefore, never touch them with theflngeta. 

After taking an objective out of its bos, either screw on the 
cover of the box, or place the latter with its open end down, Do 
not stand it month up, so that it may catch all the dust. 

When exhibiting the microscope to others, great careisneoea- 
sary tokeep meddlesome flogera from soiling the glasses. Some 
people are never content when merely allowed to look at things: 
they insist upon handling them, and feeling them. To the 
young microscopist, we would say that if any of jour friends in- 
sist upon handling your objectives, eye-pieces, etc., put up the 
instrument and pack it away. A microscope carefully nsed ia 
as good after fifty years as when first made, but we have se^i 
an instrument sufiet- more injury in half an hour at the hands 
of a thoughtless and dirty person, than it would have sus- 
tained ill twenty years in the hands of a careful microscopist. 
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COLLECTING OBJECTS. 

Those who are engaged in special studies and researches re- 
quire no directions for collecting objects; but to those who use 
the microscope for purposes of general instruction or amuse- 
ment, a few hints may not be out of place. Almost every text- 
book on botany, physiology, mineralogy and kindred subjects, 
will not only indicate a long list of objects, but will give di- 
rections for procuring them. Plants yield a very large variety 
of interesting subjects. Thus the cuticles of the leaves and 
flowers; cellular tissue as shown by dissections, and by cross 
and longitudinal sections; hairs, pollen, seeds, etc., all deserve 
careful microscopical examination. Insects furnish an almost 
nnlimited field, and their wings, feet, eyes, mouth, scales, spira- 
cles, hairs, etc., are all worthy of careful preparation and exam- 
ination. 

It is, however, amongst the more minute forms of animal and 
vegetable life, as found in pools and running streams, that the 
most interesting objects are to be found, and the number and var- 
iety of these is so great that several large volumes would be re- 
quired to describe them. Even the ponderous works of Ehren- 
berg and Pritchard do not begin to exhaust the subject, and, 
therefore, it will be obvious, that even if we were to devote the 
whole of the present volume to this department, we could 
but skim the surface. Thus far we have had to depend chiefly 
upon foreign works for descriptions of these organisms, but it is 
fortunate that while the higher classes of plants and animals 
which inhabit Europe, and are described in European works, 
are entirely different from their congeners on this continent, the 
same does not hold true in regard to the lower forms. We have 
found localities which teemed with the Volvox Glohaior and 
various species of Closierium, Staurasirum, Pediasirum, etc. 
Hydras are to be found in great abundance, and so nearly like 
the described European species that the beginner will find it 
difficult to detect the difference. We have repeatedly found the 
Stepkanoceras, Melicerta and other beautiful microscopic objects, 
and as for the more common ones, such as the VorticeUi, or 
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wheel animoloules and Entomostraca^ or water fleas, they are 
to be found in every pooL 

Every young microscopist that is desirous of pursuing his 
studies in this direction, is met at the outset by two difficulties; 
the first is to obtain the objects, the second is to find out what 
they are after he has got them. The first is by no means a dif- 
ficult task, but the second wiU often puzzle more experienced 
students than those whom we expect to be readers of this book. 
We know of but two ways to accompHsh it; one is the laborious 
plan of searching for them in the **Micrographic Diction- 
ary," or the books of Carpenter or Pritchard; the other is 
to obtain the desired information from some well-informed 
friend. 

The objects which are of most interest to the microscopist are 
not difficult to obtain, if we know where to look for them, but 
they are not to be found everywhere. Many stagnant pools 
will be found to yield but a scanty supply, while others, which, 
perhaps, to the uninitiated present a less promising appearance, 
will yield a rich harvest. Beginners are very apt to entertain 
the popular notion, that every drop of water teems with animal- 
cules, and that when placed under the microscope, it will appear 
to be literally filled with living things. This idea is fostered 
by popular writers who describe a drop of water as a globe filled 
with Hfe, and by lecturers who exhibit pictures and enlarged im- 
ages of wbat they call ** a drop of water," but which is in reality 
a considerable quantity of that liquid which has been artificially 
supphed with inhabitants. Clear well water is almost free from 
microscopic organisms, and the same is true of the water from 
clear brooks, which flow swiftly over a pebbly bottom. Ordin- 
ary rain water, as found in cisterns having free conmiunication 
with the air, usually contains large numbers of the larvae of 
gnats and mosquitoes, and when exposed to the light it is almost 
always rich in wheel animalcules, and some of the lower forms 
of vegetable life. The water supplied to our cities is in gen- 
eral very rich in microscopic vegetables. Thus in the Croton 
water, which is comparatively pure, we have found a large 
number of very beautiful species, amongst them the exquisite 
Mbnachinus, The best way to secure a supply of the animal 
and vegetable inhabitants of city water, is to pass a considora- 
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ble quantity of it tlirongh a filter, the surface of which will 
then fnmish a large amount of valuable matter. 

But it is not in such fields that the microscopist will find his 
best hunting grounds. Along the edges of quiet pools of clear 
water is the best place for the finer vegetable forms, such as 
the Volvox Qlohator, Closierium, etc. If the water is much con- 
taminated with dead animal matter or with sewage, nothing will 
be found but the coarser organisms and animalcules, such as 
Paramecium, The same is true of small pools found in woods, 
or very much shaded with trees, and filled with dead leaves. 
Such places are, however, the favorite haunts of the larvsB of 
insects, and also of frogs and Tritons. The size of the pools is 
not of much consequence. We remember on one occasion to 
have found by the roadside in Centre County, Pennsylvania, a 
little pool which was almost filled with the larvsB of Tritons. 
The gills, which were beautifully developed, would have formed 
a splendid object under the microscope, but when we returned 
next day, for the purpose of securing some, the water had dried 
up, and the larvae were all gone. 

The little pools formed in boggy ground by the footsteps of 
cattle will often be found to contain large quantities of one or 
two species of desmids or diatoms. It will not do to look for 
these objects in similar pools formed in ordinary soft land, and 
temporarily filled with rain water. The ground must be na- 
turaUy and constantly wet, so that the pools are always kept 
filled by the infiltration of water from the surrounding soil 
Such pools, however small, usually contain a large number of 
specimens, and it is in such places that one is most likely t j 
find a supply of one variety unmixed with any others. 

While many of the most interesting objects will be found 
swimming freely about in the water, others of great beauty are 
always attached to floating weeds, sticks, etc. We have gen- 
erally been most successful in discovering specimens of this 
kind when we have placed the gathering in a large glass jar, and 
allowed it to stand quiet for some time. The water will then 
settle, and the objects of which the microscopist is in search 
will have time to expand, when they may be seen in a form 
resembling light mould, or down, attached to the surfaces of 
th« solid matters. 
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The surface of the mud at the bottom of ponds of clear waier, 
is frequently yerj rich in microscopic vegetable organisms. 
These minute plants seem to seek the light, and to rise through 
the mud which -would otherwise cover them, so that by care- 
fully scraping the surface of the bottom, we are enabled to 
procure them in large numbers. 

It must, of course, be borne in mind, that while some species 
are found in fresh water, others are marine, that is, they live 
only in sea-water. The best locations for finding marine forms 
are: 1, the pools of c'ear water, found in salt marshes; 2, 
the surface of the mud at the bottoms of harbors and quiet 
coves; 3, the waters of the ocean itself, as well as that of the 
bays and coves connected with it. 

The apparatus required for capturing these various objects, 
is neither bulky nor expensive. For larvae and the larger ani- 
malcules, the most useful implement is a small net. Ours con- 
sists of a riug of brass wire (iron wire would rust and destroy 
the net) about six inches in diameter, soldered to a tin tube or 
ferrule, which fits tightly on the end of a walking cane. To 
the ring is attached a bag of any light, gauzy material, which 
possesses the two qualities of letting water out rapidly, and 
keeping small objects in. With this net it is easy to capture 
anything from a small fish or a frog to the very smiallest larva, 
and it is very portable, since an ordinary walking cane forms a 
sort of universal handle for this and other implements. Next 
to the net, we find the most useful articles to be bottles. They 
should be of clear glass, so that any object contained in them 
may be readily examined by means of a pocket lens. For this 
reason we prefer what are called homoeopathic phials of large size 
(half ounce and quarter ounce), and we generally carry a dozen 
or two when out on a tramp. A fair sample of the contents of 
a small pool is easily obtained by gently lowering the phial, 
mouth downwards, under the water, and bringing it cautiously 
to the place which is supposed to bo richest in specimens. The 
phial is then turned mouth upward, the air rushes out and the 
objects are carried into the bottle by the force of the inrushing 
current of water. For small, shallow pools, the phial is most 
conveniently held in the hand, but when the water is deep a 
handle is required, and for this we use the liolder shown in 
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Pig. 65. 
another bottle. 



Pig, 55, wiiich is made to fit on the end of the walking stick. It 
consists of a ferrule having a semi-cylindrical piece soldered at 

right angles to it. The ferrule fits the cane, 

and the bottle is fastened to the cross piece 

urn ^7 means of a rubber ring — the method of 

II arranging the latter being easily understood 

|H| from the engraving. A dozen or more bottles 

I 1 of proper size may be taken along, and they 

are so easily attached to the holder that there 

is no necessity for transferring a **dip" to 

The contents are most easily carried in the 

bottle in which they were first obtained. 

When the water is too deep for a walking cane, a fishing rod 
or any long pole may be used, and where these prove too short, 
as in harbors, etc., a bottle may be lowered and raised properly 
by means of strings. For this purpose the bottle must be 
heavily loaded with lead round the neck, and two strings must 
be attached to it, one fastened to the neck and the other to the 
bottom. It is by the latter that the bottle must be lowered, 
but it must be raised by the other. If properly managed it 
will descend mouth downwards, but the tension of the string 
attached to the neck will invert it, and when raised by this string 
it will bring up its contents very perfectly. 

For scraping the surface of the mud at the bottom of shallow 
pools, we use the spoon shown in Fig. 56. It is simply a ring of 
tin five inches in diameter and one 
inch deep. The lower edge is 
" wired " as the tinsmiths call it, and 
there is a ferrule soldered to the side 
so that it may be fixed to the same 
cane that is used for the net. O ver the 
bottom is stretched a piece of some 

thin fabric, such as thin muslin, gauze or tarletan, which is held in 
place by a rubber band that slips over the wire ring on the lower 
edge It is best to make one side of the ring somewhat flat, so 
as to adapt it better to the flat surface of the mud. When the 
pieces of cloth get soiled, they are easily replaced, and, indeed, 
in some cases it is not a bad plan to carry the mud home in the 
vet cloths, a dozen or more of which, with their contents, may 




Fig. 56. 
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» shore, Acoompftiiylng the cane. A, are tlia hooked knife, 

i, and the riug and b<>tt1e, C These axe made with a double 
o that thej m&j be attached either to the end ot the 
cane iteelf, or to the inner rod, aud iu this way we can have 
either a short and stent handle, or a longer and raore slender 
one, as oircumatuuces maj require. The bottle ie made so as 
to screw into the brass ring, and the same screw enables na to 
fit a wooden cap on it, which thus eni^loties the contents tightlj. 
The hook is made of fine steel, and has a sharp cutting edge, as 
seen in the engraving, so that it is easy to cut off a piece of 
weed, drag it out of the water and aeenre it. 

Those who carry suth a 
cane do not attraet attention 
by any unusual parapher- 
nalia, and at the same time 
they are at all times ready to 
secure any valnable material 
that miiy present itself. Sev- 
eral bottleb may be carried in 
the pocket, and screwed into 
the ring as required. 

The collector who desires 
to make a thorough examina- 
tion ot the microscopic flora 
and fauna of any pool or 
stream, must not rest content 
with infinitesimal quantities 
e' material. It is not nerOes- 
sary, however, to Ing home a 
gallou of water for the sake 
of the objects contained in it, 
and 80 fully have microsoop- 
iatsbeen impressed with this 
idea, that the devices which 
have been prepared for strain- 
ing out the valnable portions 
are almost endless. The best 
and simplest that we have 
> modification of an 
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arrsD[!pmeot, designed, w« believe, by Mr. Highley, and 
tiguied in Beale'a vork on the microecope. It oon^ita, bb 
bhown in the engraTing (se« Fig. 58], of a bag or net o( 
tome light material, to Ihd bottom of whiah ia attached, by 
means of twine, oraBtrougmbbiri'itig, a wiJe-niontlied bottle. 
Adt qnantitv of watermay be poured into the bag, and all the 
(jbjecta whit-h it contaius vill rcll dawn the eidca of Uio bag 
and fall into the bottle, while the fliid eacapea thcongh the 
siiles. Delicate ohjects are couBequentlj not exposed to 
liieBsnie, rubbing, or ajty other violence, as thej would be in 
iiu ordiua>7 filter or bag, and the whole afiair is bo simple that 
liny one can make it. 

A alight modification of this arrangement will be found ad- 
mirafalf adapted to the microB:;o]uc examination of the water 
supplied to cities. The bag maj be attached to any faucet, and 
and all the water that is used in the household jaaj be oauaed 
to pafiB through it. lu this case, if tlie bag be made of aoma 
tolerably alu^t material, it way be firmly tied to the faucet, 
aiid then all the water that ia consumed will be very thor- 
oughly purified. 

Another very excellent device is the bottle invented by 
Mr. Wright, of which » modified form ia ahown in Fig. 
00. The mouth of the bottle is closed by means of a 
coth in which two funnels ore inserted. 
One ot these fnuuels is placed in the bot- 
tle, montli down; the other proj'i-cts above 
the cork, as ahown in the engraving. The 
mouth ot the funnel that ia in the bottle 
is covered with muslin or fisnnel, held in 
place by a rubber baud, which is prevented 
by a wire ring from slipping along the c.'u- 
ical surface ot the funnel When water 
is poured into the other tunnel, it passes 
into the bottle until the latter is full, and 
then it flows out ot the first funnel, and 
is carried off by means of a short piece of 
rubber tubing. ]Ueanwhile, all solid parti- 
ules are held back by the filter, and as the 
latter ia hnriiontal and with the filtering fIk. 66. 
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BUlfface downwards, mt/st objects of interest fall away from it, 
and may be found in the water. A single bottle of this descrip- 
tion is sufficient, as the cork is easily removed, so that the water 
may be poured into other bottles. As ordinarily made and sold, 
Wright's collecting bottle is an expensive piece of apparatus, 
costing four or five dollars, but as shown in the engraving it 
may be made for a few cents by any tinsmith. 

Wheje it is desirable to keep the specimens thus obtained so 
that they may be examined, and their life-history studied, 
bottles and jars of almost any kind may l>eused, but those which 
we have found most convenient are what are known as * 'quin- 
ine '* bottles, and may be had at most druggists. For ordinary 
objects they are just about the right size, and as they are made 
of tolerably clear glass it is easy to examine the objects through 
the sides of the bottle. A dozen or two of these little aquaria 
occupy very little space, and are easily handled. Great care 
must in general be taken to exclude from the vessels contain- 
ing the finer organisms, such predatory animalcules as devour 
them. Water fleas, the larvse of insects, etc. , will soon make 
away with the finer specimens. On this account great diffi- 
culty is found in keeping the Volvox Glohator, since it is greedily 
devoured by various rotifers, and these are exceedingly difficult 
to exclude. We have succeeded best in this case by partially 
filling a bottle with well-filtered water taken from the same 
pool as the specimens, and transferring the objects to it singly 
so as to avoid transferring their enemies too. For this purpose 
the dipping tube should be used. S)me authors caution us 
against mixing the inhabitants of different pools, on the ground 
that being strangers to each other they will fight. This is more 
fanciful than accurate, though it has a basis of truth. It is not 
the circumstance that they are strangers that causes the diffi- 
culty, but the fact that the one is the natural prey of the other. 
The same thing occurs between inhabitants of the same pool. 
It mnst be remembered, however, that very slight changes in 
the conditions in which they are placed will often cause the de- 
struction of these objects. Thus, we have seen some very fine 
gatherings totally destroyed by being removed from soft, boggy 
water to clear, hard well water. Therefore, in transferring 
either animals or vegetables to an aquariun, it is well to supply 
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them "witL tLe Enme water, mud, etc., iu which they Wel*e origi- 
nally found. It will sometimes, however, be- well to filter the 
water so as to remove nil Buch inhabitants as are apt to eat up 
the others. Water, may be filtered through paper, or where fil- 
tering paper is inaccessible, the neck of a funnel may be loosely 
plugged with cotton. Even this does not quite free it from 
noxious eggs or germs, and we have sometimes boiled it iu the 
flask iu which the objects were to be kept. The mouth of the 
flask was then plugged with loose cotton, and when the water 
was cold, the objects we wished to preserve were introduced. 

Wben floating freely in these diminutive aquaria, many ob- 
jects are as difiicult to fiud and capture as would be a small fish 
in a large pond. The microscopist, therefore, requires special 
means for capturing them, and placing them on a slide. For 
this purpose nothing serves so well as what are known as dip- 
ping or fishing tubes. These are simply glass tubes of different 
diameters (from one tenth to one quarter of an inch), and of 
any convenient length. They ai'e used by closing the upper 
end with the finger, bringing the lower end near the object (un- 
der the water), and then removing the fingers from the uppei 
end. The water, in seeking to find its own level in the tube 
rushes in with great force and carries the object with it. By 
again placing the fiugcr on the upper end of the tube, the latter 
may be lifted from the bottle, and the water with it, and by a little 
dexterous management it is easy to cause the object to flow out 
on a slide without allowing too much water to go with it. 
These tubes are made straight, curved, and with one end drawn 
to a point, but for most purposes the straight tube answers best 
as it is most easily kept clean. We prefer to grind the ends 
rather than to make them smooth by fusion, as the latter pro- 
cess generally contracts the opening, and renders the tube dif- 
ficult to clean. The best plan, however, is to heat the upper 
end strongly before the blowpipe, and turn the edge outward 
like the mouth of a test-tube. It is then easily closed, and the 
tube is very strong. The lower end should be ground. 
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PBEPABATION, PEESERVATION AND MOUNTING OF 

OBJECTS. 

These three operations are so frequently applied as a single 
process to objects, that many writers have failed to make a suf- 
ficient distinction between them. By keeping the proper dis- 
tinction clearly in mind, however, the student will not only 
save much valuable time, but he will secure vastly better re- 
sults. Except by those who are more anxious to increase the 
number of objects in their cabinet than the amount of know- 
ledge which they possess, a very large proportion of the ob- 
jects examined will never be preserved or mounted at all. This 
however, should not prevent the utmost care being given to the 
process of preparing them for thorough examination. On the 
other hand it often happens that objects which have been 
carefully prepared and mounted, spoil because they have not 
been subjected to a proper preserving process. Hence the 
importance of treating these operations separately and fully. 

Tlie Preparatioii and lExamiiiatioii of Objects.— 

It is a common but very erroneous idea that the only thing 
that is necessary in order to examine any object under the mi- 
croscope, is simply to place it on the stage, and get it into 
focus. With the exception of mounted objects, a very few 
transparent objects — such as the wings of insects — and some 
things that are viewed by reflected light, every substance re- 
quires to undergo careful preparation before it can be fit for 
profitable examination. A good example of the necessity for 
such preparation is seen in the common potato, a piece of which 
when simply placed on the stage of the microscope, and brought 
into focus, appears as a glistening mass, and reveals nothing of 
its true structure. If we now cut from this lump, by means of 
a very sharp knife, an exceedingly thin slice, place it on a 
plate of glass, moisten it with a little spirit and water, or better 
still, glycerine and water, and place over it a thin glass cover, it 
will disclose to us a most wonderful and beautiful structure. The 
entire mass will be seen to be composed of cells, these cells be- 
ing filled with granules of starch of various sises. 
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The operation which we have thns briefly described as appli- 
cable to the potato, is required for a great many other materials ; 
for whenever a substance is to be examined under any except 
the very lowest powers, it is absolutely necessary to obtain it in 
pieces as thin as possible, so that the light may readily pass 
through them, and it is in general requisite to increase their 
transparency either by immersing them in a fluid, or by some 
other means. In preparing objects for the microscope, our 
aim is in general to examine either the ultimate structure of 
the substance under investigation, or the arrangement of its 
different parts; and the processes wliich are most available for 
this purpose may be classed under three heads: 1, Mechanical, 
such as section-cutting, dissection and injection; 2, Chemical, 
such as the use of iodine for detecting starch; of alcohol for 
hardening certain structures; of coloring substances for stain- 
ing germinal matter, etc.; 3, Optical, such as the action 
whereby certain liquids change the transparency of some ob- 
jects. Of some of these processes, such as injection, staining 
and the extended use of chemical tests, elaborate descriptions 
would be required in order to enable the student to carry them 
out with success, and wo must refer him to the works of Beale 
and Frey, which are very complete on these points. 

Thin sections of any soft substance are easily made with a 
very sharp knife — a good razor being probably the best availa- 
ble instrument. For work in the higher departments of micro- 
scopy, and for the preparation of fine objects /oi' sale, special 
instrimients known as section-cutters are employed, but fpr the 
ordinaiy work of investigation, they are not absolutely neces- 
sary though very convenient. Using a good sharp razor, it is 
an easy matter to shave ofl* any soft substance a wedge shaped 
piece, the edge of which thins off to nothing, and which pre- 
sents in its different parts all varieties of thickness, so as to afford 
a perfect opportunity to study the object under examination. In 
this way, which is known as the ** free-hand" method, suitable 
sections of most animal and vegetable substances may easily be 
prepared, and the student will be surprised at the dexterity 
which a little care and practice will confer. 

For cutting sections of very soft tissues a special knife, known 
us Yuli'utin's knife, has beeu invented, Tt consists of two 
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blades so arranged in one handle that their distance from each 
other may be easily regulated. When a cut is made with this 
double-bladed knife, a thin slice of the tissue passes between 
the blades, and constitutes the section. It is an instrument, 
however, which will hardly be used by beginners. Sections 
of substances of greater consistence, such as wood and soft 
bones, are most easily made in a regular section cutter. The 
patterns according to which these instruments are constructed 
are very various, but they all act on the principle of raising 
above the surface of a brass table, by means of a fine screw, the 
substance to be cut, and then passing a very sharp razor or 
knife over the table so as to shave off the projecting part of the 
object. The table is usually of brass, ground and polished. 
This gives rise to two serious defects. The metal is too soft in 
the fbrst place, so that it is impossible to press with sufficient 
force on the razor without cuttiug into the table, and secondly, 
when any soft metal has been ground on a grindstone or emery 
wheel, the surface becomes so impregnated with gritty matter, 
that it very rapidly destroys the edge of the cutting tooL We 
avoid these di£&culties by fitting to our section cutter a stout 
plate of hardened steel, the surface of which has been highly 
polished by means of buff leather. Quekett describes a cut- 
ting machine in which the difficulties we have mentioned are 
obviated by fixing the knife in a frame so that it is raised above 
the table, and does not touch the metal. Its edge is thus pre- 
served from injury, and the blade itself cannot be affected by 
variations in the pressure exerted. Dr. Curtis, of this city, has 
adopted the same principle in his section cutter, the details of 
which are admirably carried out. 

In making sections of wood and similar substances, the speci- 
men is first well soaked in dilute alcohol, and is then fastened 
securely into the tube of the section cutter, either by wedges or 
by casting wax or paraffin around it. The process of raising it 
by means of the screw and passing the knife over it, is simple 
enough, and can easily be learned. 

With the ordinary cutting machine, success in making thin 
sections seems to depend upon the perfect sharpness of the 
cutting edge, the thorough moistening of the knife and section, 
and the rigidity of the blade, The latter point frequently fails 
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to receive the attention that it deserves. Where a thin, flexi- 
ble blade is nsed, a moderate change in the amount of pressare 
employed will make a great difference in the thickness of the 
section, even so far as to double it. When the blade is stiff, a 
change in the degree of pressure has but little effect. 

Soft substances must first be hardened either by immersion 
in alcohol or other means, and in general must be supported by 
being surrounded with melted wax or paraffin. Where the 
specimen is very slender (such as a hair) it must be carefully 
supported between firm and rigid clamps. Corks and similar 
yielding substances, which are recommended in most books, 
never give a cross section accurately token at right angles. The 
same is true of the plan so much recommended for obtaining 
sections of hair, viz. : to pass the razor over the face shortly 
after shaving. We get sections it is true, but they are all 
oblique. The best way to get true sections is to imbed the sub- 
stances in glue, gum, paraffin, wax or some such material 

Sections of bone are prepared by sawing off a thin slice in the 
first place, and cementing it to a slide by means of thick or old 
balsam; one side is then filed or ground flat, and polished on 
buff leather, after which the section is transferred to another 
slide so as to expose the other side, which is then filed down 
and polished as before. Great care must be taken so as to hit 
just the right thickness, and the operation of cementing to the 
slide must be performed expeditiously, so that the balsam may 
not saturate the section, and render it too transparent, as when 
this occurs certain very important features become invisible. 

Very hard substances require special apparatus, and consid- 
erable skill. Still it is astonishing what may be accomplished 
by means of good files, whetstones and grindstones in the way 
of preparing thin and transparent sections even of such sub- 
stances as rocks and stones. 

In order to acquire correct ideas in regard to the structure of 
objects, of which sections are examined, the student should fa- 
miliarize himself with the geometrical forms produced by out- 
ting cylinders, cones, spheroids, etc., in various directions. 
Thus a cylindrical vessel, cut square across, shows a circle; when 
cut obliquely it shows an oval (ellipse) of greater or less length 
and when cut longitudinally it shows two lines which have ^g 
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ibppdrent connection with each other. The truth is, howevtsr^ 
that we should never deduce the form of vessels from sections 
alone. In every case it is necessai/ to examine 'carefully dis' 
sectod? preparations as well as sectioiv^r 

The soft parts of animals and vegetables are frequently pre- 
pared for examination by careful dissection, that is to say the 
different parts are separated from each other, and freed from ex- 
traneous matter by means of knives, scissors, forceps, needles, 
camel hair pencils, etc. The knives used by the microscopist are 
similar to the scalpels ordinarily employed by anatomists, but 
smaller, and unless very finely tempered and well-sharpened, 
they are worthless. The knives sent out with low priced micro- 
scopes are in general the veriest trash, and the same is true of the 
needles. There are three kinds of scissors which the microscop- 
ist will find useful — ^plain, straight scissors, elbow scissors, and 
curved scissors. They must be small, sharp and well made. But 
the most useful, as well as the simplest instruments for dissecting 
are a pair of needles, or, rather, a needle and a very fine 
spatula. The needles used are those ordinarily employed by 
seamstresses; they should be fixed in a light wooden handle and 
carefully polished. The latter is a most important point, for 
it will be found that ordinary needles are too rough for deli- 
cate work, as may be easily seen by examining them under the 
microscope. For microscopical purposes needles are made 
both straight and curved — the latter being a very useful form. 
In order to bend a needle, it must first be heated in the flame 
of a candle, then bent by proper pliers, after which it must be 
carefully re-tempered. There is little danger of getting it too 
hard, provided it is not burned. After being hardened it must 
be carefully re-polished. The handles should be light and 
smooth. Ordinary penholders make good handles and cost but 
a trifle, but in case of need any piece of straight-grained, light 
wood will answer. Universal handles, handles with ferrules, 
handles wound with thread, etc,, look as if they were not com- 
mon articles, and are purchased by many, but no working mi- 
crosoopist would give them table-room. All the so-called uni- 
versal handles in market are too clumsy and heavy. 

In using needles or knives for dissection, they are generally 
used in pairs, that in the nght band being used for teasing 
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cutting, wbile the one in the left hand is naed for holding the 
object firmly in its place. For the latter purpose, however, we 
prefer a ve|;7'' narrow spatula, curved and highly poUshed. 
Curved needles, with the curve placed flat, answer very well, 
however. 

For the removal of loose matter, and for arranging parts 
which have been dissected out, there is nothing more useful 
than good camel hair pencils. ludeed, they are indispensable, 
and with needles and pencils — two of the simplest and cheapest 
articles — it is possible to do almost everything. 

During the process of dissection the object must be supported 
upon a glass plute or a dissecting pan, according to its size. Some 
of the finest preparations have been worked up on ordinary slides 
three inches long by one wide, and as it is almost always neces- 
sary to have the object covered with liquid, a single drop suf- 
fices in this case. But where larger objects are to be dissected, 
ordinary slides are not large enough, and besides there is no 
provision made for holding a sufficient quantity of liquid. 
Various kinds of dissecting dishes or pans have therefore been 
devised. Those used by the author are exceedingly simple 
and cheap, and are shown in Fig. 60. We use three kinds, 

two with opaque bottoms, and one 
in which the bottom is transparent. 
The latter is used for objects which 
are transparent, and is precisely like 
the others, except that a portion 
^g. 60. of the metal bottom is cut away and 

a piece of plate glass cemented over 
the aperture. Those used for opaque objects are simply 
oblong tin dishes, each two inches long, one and a quarter 
wide and half an inch deep. The bottom plate extends on each 
side, so as to form rests for the fingers, by which the pan may 
be kept steady. Into this pan is poured a mixture of equal 
parts of resin and beeswax, softened if necessary with a little 
lard. It should be just so soft that a pin may be easily stuck 
into it, and this affords us the means of pinning out the different 
parts of a dissection as we progress. lu one dish the wax ia 
colored black with lampblack, and this forms a wonderfully 
cffeptive back .rp-omifl for most objects; the wax in the otlicy 
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pan is white, ohalk or sulphate of baryta being substituted for 
lampblack. The pan with a transparent bottom is of precisely 
the same size, except that the depth is but half as much — the 
extra depth in the other pan being filled with wax. A quarter 
of an inch is a sufficient depth of liquid for most objects, and 
when the sides of the pan are higher than necessary they inter- 
fere with the use of knifes and needles. 

Dissections may also be carried on in watch-glasses, though they 
are not quite as convenient as pans with perfectly flat bottoms. 
The kind known as lunette glasses should be chosen, as they 
are flat in the centre. When a watch-glass is used for this pur- 
pose, it is necessary to cement it into a hole cut in a thin piece 
of wood about four inches long, and of a width which is rather 
greater than the diameter of the glass. 

Most of this work is, of course, done under a simple micro- 
scope. The Excelsior, when screwed to a larger base, as de- 
scribed on page 42, auswers very well. Larger and more ex- 
pensive dissecting microscopes are supplied by most opticians. 

In addition to these general methods, which are applicable 
to a great variety of subjects, there are a few special processes 
which must be adopted in particular cases. In some instances, 
as when the line of investigation is a new one, the microscop- 
ist must work out his own processes, but the following special 
cases will probably prove interesting to beginners. 

It frequently happens that the objects for which the micro- 
scopist is searching are found mixed with coarser materials, 
and in this case it will be found possible to effect a separation 
by the process known as eluiriation or washing. Mix the mat- 
ter thoroughly with water in a tall jar and allow it to settle. 
In a short time — say one minute — the very coarse particles will 
have fallen to the bottom, and if the liquid be now poured off 
and allowed to settle, the finer portion will be found in the 
second vessel. By graduating the time and carrying the pro- 
cess out to its full extent, a wonderfully perfect separation may 
be effected. Diatomaceous earth may frequently be treated in 
this way to advantage. 

In some cases separation must be effected by burning, or the 
action of chemical agents. Guano and various organic mattei-s 
jicld interesting residues wter everything soluble Ijasbeeii 
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washed away and everytliing combustible has been bnmt either 
Av ith fire or nitric acid. So too the siliceous cuticles of plants 
may be procured by destroying all the other parts by chemical 
means. The best way is to heat them in nitric acid, and add 
to the hot liquid a small quantity of powdered chlorate of pot- 
ash. The quantities used must be very small, and great care 
must be exercised. 

It is frequently necessary to separate a small quantity of 
deposit from a large amount of liquid, filtering being inadmis- 
sible. For this purpose use a conical glass or a large test tube, 
allow plenty of time for the deposit to settle, and give occa- 
sionally a slight stir, so as to detach the particles from the 
sides of the vessel Then pass a large dipping tube (one quar- 
ter of an inch in diameter) to the bottom, the upper end of the 
tube being closed with the finger. On withdrawing the finger 
the liquid and deposit rush in. Have ready a small ball of 
soft cement (resin and beeswax equal parts, softened with oil) 
and with it close the upper end of the tube, which may now be 
withdrawn, carrying the liquid with it. Place the tube in a 
vertical position, with its lower end on a slide or in a watch- 
glass, and support it either by means of the ring of a small 
retort stand or by a simple \sdre having a ling (horizontal) at 
the upper end, and a small piece of board for a foot. Beale 
directs us to cork the tube, but this is difficult unless the tube 
is made specially for the purpose with a mouth like that of a 
test tube. Tubes made in this way are, however, the most con- 
venient, and a good velvet cork closes them perfectly. 

There is a class of insect preparations, which are quite inter- 
esting, though they are not as instructive as inferior prepara- 
tions made by the process of dissection. We refer to the whole 
insects fouud in most collections. They are prepared by soak- 
ing the insect in liquor potassse, which may be had from any 
druggist; this renders the internal organs soluble and the outer 
horny skeleton transparent. The viscera are then expelled by 
pressure with a camel hair pencil, the insect well washed in pure 
water, soaked first in alcohol, and then in turpentine, and 
finally mounted in balsam. The points requiring attention are 
these: Soaking just the right lengtli of time in the potash, for if 
The insect remains too long in this liquid it will be destroyed; 
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allowing plenty of time for the alcohol to displace the water, 
and for the tiupentine to displace the alcohol ; and manipula- 
ting the insect with great care, so as not to break any of the parts. 
The eyes of insects arc prepared by macerating them in very weak 
potash, and, while still soft, pressing them between two slips of 
glass. If allowed to harden before being pressed they will 
split at the edges. The handsomest preparations of eyes are 
obtained by taking a thin slice from a large eye, such as that 
of a dragon fly, and treating it as directed. 

The feet of insects are in general easily prepared. Moderate 
soaking in potash, careful washing in water, thorough soaking 
in alcohol and turpentine, and careful management in properly 
displaying them on the slide, are the secrets of success. Tho 
student who wishes to make a careful study of these objects, 
however, should place them in glycerine, after soaking them in 
potash and thoroughly washing them. They should of course 
be deposited in a cell flUed with liquid, and then covered with 
thin glass, and examined. The so-called tongues, etc., of in- 
sects require no potash, being sufficiently transparent without 
it, and after being soaked successively in alcohol and turpen- 
tine, they may be mounted in balsam. When wanted for exam- 
ination merely, immerse them in dilute glycerine, and if the 
student can succeed in mounting them in cells, in glycerine or 
some of the gelatinous media hereafter described, they will show 
their structure to far better advantage than in balsam. 

In determining the character of what is brought into view by 
the processes detailed, great aid will be derived from the use 
of chemical tests. Thus, in the case of the potato, previously 
described, most persons who had read anything at all upon such 
subjects, would recognize the starch granules. All starch granules, 
however, are not of the same form as those found in the potato; 
indeed, some would hardly be recognized at all, except by those 
having considerable experience. But if a little of the tincture 
of iodine be brought into contact with them, they at once be- 
come deeply blue. This subject is too extensi-ve to be dis- 
cussed here, but those who desire to become proficient in the 
use of the microscope cannot safely neglect it. 

In most cases after an object has been carefully brought into 
proper mechanical condition, in one of the ways we have de- 



scribed, it is necessary to immerse it in some suitable medium, 
KO as to render it clear and transparent. Tlie action of such 
media may be very well illustrated by the following experiment: 
lake a short piece of black human hair, place it on a slide, 
bring it into focus and examine it. It will appear as a dark 
cord with a light line running down the centre, and from this 
circumstance has arisen the erroneous popular idea in regard to 
the tubular structure of hair. Apply a drop of glycerine di- 
luted with an equal bulk of water, and again examine it. The 
appearance will have entirely changed, having become dearer 
and more definite, so that the structure of the hair is more 
easily made out. This effect depends upon the refracting power 
of the liquid used. The following liquids are usually employed 
for this purpose, their efficiency being in direct ratio to their 
index of refraction, which weappend to each. Water, 1.336; 
glacial acetic acid, 1.38; alcohol, 1.372; vitreous humour, 1,340; 
sea- water, 1.343; equal parts of glycerine and water, 1.40; pure 
glycerine, 1.475; oil of turpentine, 1.478; Canada balsam, 
1.532 — 1.549; bisulphide of carbon, 1.678; oil of annis, 1.811. 
Alcohol and water, and solutions of various salts in water are 
also very useful. When a pure article of glycerine is not avail- 
able, a solution of white sugar may be used with good results. 

Great care must bo exercised lest the fluid that is added 
should change the form or structure of the object. Upon this 
subject the remarks of Frey are very judicious. He says : * * Theory 
requires that each constituent of the body should be examined 
in a fluid medium which resembles in respect to quality and 
quantity, the fluid which saturates the living tissue. Naturally 
this requirement cannot be completely fulfilled in practice; oui 
aim should be to approach it as nearly as possible. Saliva, 
vitreous humour, amniotic liquor, serum and diluted albumen 
are generally recommended as suitable media for the investiga- 
tion of delicate changeable tissues, and, in certain cases, they 
accomplish their object in a satisfactoiy manner. But do not 
expect them to suffice for every case. Not unfrequently one 
and the same tissue of diflerent species of animals reacts differ- 
ently with the same fluid medium, as may be seen with the 
blood corpuscles. M. Schultze has communicated to us an im- 
portant and readily proved observation of Landolt's, that ani'^ 
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mal fluids may be preserved from decomposition for a long timo 
by the addition of a small piece of camphor.'* 

Schultze recommends as a neutral fluid, suitable for most 
tissues, a liquid which he calls ** lod-serum.*' It consists of the 
amniotic fluid of the calf, to -which has been added a concen- 
trated tincture of iodine or a strong solution of iodine in the 
proportion of six drops to the ounce. The color of the solution 
is at first wine yellow, but after a few hours it becomes paler; 
this paleness afterwards increases, and the subsequent addition 
of a few drops of the iodine solution becomes necessary. As 
the amniotic fluid is not always attainable, a good substitute 
may be prepared by mixing 1 ounce white of egg, 9 ounces 
water, and 40 grains chloride of sodium, with the proper pro- 
portion of tincture of iodine. 

During the entire process of preparation, the greatest atten- 
tion must be paid to cleanliness. Particles of dust, which to the 
unassisted vision are invisible, become offensively prominent 
imder the microscope. To exclude these, and to protect the 
objects, it is important that the latter should be kept carefully 
covered when not actually undergoing some operation. Small 
bell glasses are recommended for this purpose by Dr. Carpenter, 
and they answer admirably. We prefer, however, as being 
cheaper and less bulky, watch glasses to which a handle has 

been cemented as shown in Fig. 61. The 
handle may be a little knob, turned out of 
a piece of wood, or where this is not conveni- 
ent a small cork will answer. A little sealing 
Fig. 61 wax serves for a cement, the watch glass be- 

ing heated before the wax is applied. Flat 
plates of glass answer well to cover the dissecting pans previ- 
ously described. 

When a number of objects are to be protected for some time, 
we place them on a piece of plate glass eight inches square, 
cover each with a watch-glass cover, and protect the whole by 
means of a bell jar with ground edges. The latter fits closely 
to the plate glass and excludes every tiling, while the small covers 
protect the individual specimens when the large cover is raised 
for the purpose of getting at them. 
Singular mistakes have arisen from the fact that foreign 
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bodies which have accidentally found their way into a prepara- 
tion have been mistaken for part of the specimen. The only 
way to avoid similtir eiTors is to exclude all snch intruders by 
means of proper covers, and to become familiar with them so 
that they may be instantly recognized when present. Dr. Beale 
gives the following list as those that are most apt to find their 
way into the preparations of the microscopist: Oil globules; 
milk; starch from the potato, wheat and rice; bread crumbs; 
feathers; worsted; fibres of fiax, cotton and silk of different 
colors; human hair, cat's hair and hair from blankets; the scales 
of butterflies and moths, particularly those from the common 
clothes moth; fibres of wood, fragments of tea leaves, hairs 
from plants, vegetable cellular tissue and spiral vessels; particles 
of sand. The curious circumstances under which such bodies 
will find their way into a specimen was recently illustrated in the 
author's experience. In a liquid submitted for examination, 
and said to be pure, he found foreign matter. It proved to be 
brick dust, used to clean the tin funnel with which the vessel 
was filled, and which had been washed in by the passage of 
the fluid. The student can have no better exercise than to 
examine these intruders and familiarize himself with their ap- 
pearance. 

PreserratiTe Processes.— The object of all preserva- 
tive processes is to prevent any change either in the structure 
or composition of the object. An object may be most perfectly 
prepared and beautifully mounted, but if it be not so treated 
as to preserve it from change, the labor thus expended is wasted, 
as regards the preservation of a permanent record. And yet 
how many objects there are that we would like to keep for 
future examination and comparison, or to show to friends. 
This department of the treatment of objects is, therefore, of 
great importance, and success in it can only be obtained 
through a thorough understanding of the principles involved. 

There are four methods in common use for the preservation 
of perishable animal and vegetable substances: 1, Constant ex- 
posure to temperature considerably below the freezing point of 
water; 2, ihe perfect exclusion of air; 3, reduction to a state of 
complete dryness; and 4, the employment of certain anti-septic 



6omponiid. The third and fourth are the methods usually em- 
ployed in microscopy, but the same principles which render the 
second method so successful in the preservation of canned fruits 
and meats, deserve the attention of the microscopist. 

Drying, as a preservative process, can be applied to but few 
specimens, chiefly transparent insect preparations, and opaque 
objects. Blood and similar m itters are also sometimes pre- 
served by drying. Such preparations are so easily dried that 
no special directions are needed. Warming them over a lamp, 
or preferably on a water-bath, before applying the thin glass 
cover (as directed in the section on mounting objects) is al- 
most always sufficient. Where the specimen is liable to be in- 
jured by heat it may be dried by jilacing it over sulphuric acid, 
and covering both acid and preparation with a bell jar having 
ground edges and resting on a perfectly flat plate of glass. The 
acid soon absorbs all the moisture and renders the object perfectly 
dry. Where a cell is used for an opaque object, and dryness is 
essential, great care must be taken to make the cell impervions 
to air, otherwise dampness will be sure to penetrate, and if the 
object be of animal or vegetable origin, fungi will be very apt to 
grow on it. We have found cells of cardboard peculiarly 
liable to this defect, and such cells should always be thoroughly 
saturated, and coated with varnish, such as gold size or Canada 
balsam. 

The great dependence of the microscopist, however, is in the 
employment of certain preservative media, of the most impor- 
tant of which, the following is a list: 

• 

Canada Balsam. — Of all the media employed for the mount- 
ing and preservation of objects, Canada balsam is undoubtedly 
the most generally useful, and it is probable that more objects are 
mounted in this material than in all the other media put together. 
As a preservative it is perfect, and its action in rendering many 
objects transparent and clear is often of great value. Frey tells 
us that "several sorts of Canada balsam occur in commerce. 
To be good it should be of thick consistence, nearly colorless, 
and thoroughly transparent." One difficulty, however, is that 
much of the Canada balsam that is sold is factitious, being 
made of cheap resins dissolved in impure turpentine. Such 
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balsam soon becomes cluadj, aod is very apt to crack. Balsam 
that is too biglily colored may be bleached by exposure to san- 
light — a process applied by most opticians to the balsam nsed 
by them for cementing the lenses of achromatic combinations. 
Balsam when new is quite fluid, too much so, indeed, for the 
mounting of most objects. On the other hand, old balsam is 
thick, and is apt to cnick. Microscopists generally keep balsam 
in wide-mouthed bottles, and take out what is wanted by means 
of A glass rod. As the process of evaporation, which makes 
balsam thick and viscid, goes on more slowly in narrow-mouthed 
bottles, we prefer the latter, and transfer the balsam to the glass 
slide by means of a fine wire with a small loop at the end. The 
wire is passed through a cork, or preferably a wooden stopper, 
and descends to such a depth as to be just below the surface of 
the balsam. As the latter is used up, the wire is pushed down, 
and if cemented in its place by the balsam, u little heat soon frees 
it. The latter remark applies also to the wooden stopper, which 
is very apt to stick in the neck of the bottle. A very slight ex- 
posure to the flame of a spirit lamp is sufficient to loosen it 

Solution of Balsam. — ^When the objects that are to be pre- 
served in balsam would be injured by the heat necessary to 
melt it, it is advisable to use a solution of balsam in ether or 
chloroform. The balsam used for making the solution should be 
old and thick. This solution is frequently sold with the label, 
'' Balsam for use without heat." 

Colophony. — ^Thiersch recommends a solution of resin or 
colophony in absolute alcohol. The advantage which this ma- 
terial presents is that the preparation may be placed in it di- 
rectly from the absolute alcohol, without becoming cloudy, 
and without prejudice to the durability of the specimen. He 
advises the microscopist to prepare the colophouy himself from 
Venice turpentine, which is done by dissolving it in an equal 
volume of ether, filtering it through paper, and evaporating, 
until, when cold, it breaks with a conchoidal fracture. The 
material that remains is then to be dissolved in absolute alco- 
hol until it is of a syrupy consistence. 
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Damab Medium. — Gum damar has been recently introduced 
amongst the materials used by microscopists, and with some it 
has found great favor. Carpenter speaks highly of it. Dia- 
toms are said to show better in it than in balsam, and for 
delicate physiological preparations, especially transparent in- 
jections, it is very excellent. It is thus prepared: Half an 
ounce of gum damar is dissolved in one ounce of oil of turpen- 
tine, and half an ounce of gum mastic in two ounces of chloro- 
form. The solutions are filtered and mixed. 

Ordinary damar varnish, such as is used by painters, is some- 
times sold for microscopical purposes, but it does not give 
satisfactory results. 

Preparations which have been preserved and mounted in 
balsam or damar are very durable, while those that are 
mounted in fluids are a source of continual annoyance and loss. 

Many microscopists, therefore, exclude from their cabinets 
all preparations mounted in Uquid on the ground that sooner 
or later they will become worthless. And many of our best 
dealers refuse to have anything to do with them. Neverthe- 
less, as Frey well says, " the natural condition of the tissues is 
completely represented only when mounted in a moist condi- 
tion. This method permits of the most accurate recognition of 
delicate textural relations, pale cells and fibres, etc., and should 
not be omitted with any tissue in the production of histologi- 
cal collections." 

GijYCEBINE. — At the head of the Hst of preservative media 
for moist preparations stands glycerine. "Its strong refrac- 
tive power, its property of combining with water, and of at- 
tractiDg the same from the atmosphere, render it an invalua- 
ble medium for mounting animal tissues containing water. 
It may be truly said, that what Canada balsam is to dry tissues, 
glycerine is to moist ones." — (Frey.) Much of the glycerine in 
market is very impure, and although the impurities do not 
show themselves very strongly at first, they soon become mani- 
fest by the darkening of the liquid, (owing probably to the 
presence of lead), and the formation of a cloudy precipitate. 
Dr. Beale strongly recommends Price's glycerine, and we have 
found it very excellent. 
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When employed as a preservative, gljoerine is used either 
pnre or diluted, according to circumstances. Equal parts of 
glycerine arid water form a very excellent medium for most 
objects. It is alleged, however, that fungi are very apt to grow 
in glycerine and its solutions. We are inclined to believe 
that this may be avoided by adopting the precaution detailed 
at the end of this section. We Lave now before us specimens 
that were mounted in pure glycerine and water, eighteen years 
ago, and they are still quite perfect If, however, there should 
be any danger in this dii'ectiou, the addition of a little camphor 
will prevent the evil. Glycerine exerts a powerfully solvent 
action on many salts, particularly salts of lime, such as the car- 
bonate, and hence it is employed for preventing scale in the 
boilers of steam-engines. This property renders it dangerous 
to use it for the preservation of structures containing com- 
pounds of Hme. 

Glycerine Jelly. — The original directions given by Law- 
rance are as follows: " Take any quantity of Nelson's gelatine, 
(any good gelatine will answer, however,) and let it soak for 
two or three hours in cold water; pour off the superfluous 
water, and heat the soaked gelatine until melted. To each 
fluid ounce of the gelatine add one drachm of alcohol, and mix 
well; then add a fluid drachm of the white of an egg. Mix 
well while the gelatine is fluid but cool. Now boil until the 
albumen coagulates, and the gelatine is quite clear. Filter 
through fine flannel, and to each fluid ounce of the clarified 
gelatine add six fluid drachms of Price's pure glycerine, and 
mix well. For the six fluid drachms of glycerine a mixture of 
two parts of glycerine to four of camphor water may be sub- 
stituted." 

Glycerine jelly is a very excellent medium, and is easily used. 
At ordinary temperatures it is quite solid, but when slightly 
heated it melts, and may be used like balsam, directions for 
mounting in which will be found in the next section. Objects 
that are to be mounted in glycerine jelly should be soaked 
until thoroughly saturated with a mixture of 7 parts glycerine, 
6 parts water, and 1 part alcohol. It is also well, after immers- 
ing them in the melted jelly, to place the slide for a short time 
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on ft water bath heated to about 125° Fah. The jelly then pen- 
etrates every part of the preparation. 

When intended for use in very warm climates the proportion 
of the gelatine to the other ingredients should be increased. 

Hantzsoh's Fluid. — Very beautiful preparations of delicate 
vegetable forms have been prepared with this Hqui 1, even the 
coloring matter being left unaltered. It cousists of 3 parts of 
pure alcohol, 2 parts of distilled water and one part of glycer- 
ine. The object, placed in a cell, is covered with a drop of 
this liquid, and then set aside under a bell-glass. The alcohol 
and water soon evaporate, so that the glyceriue alone is left, 
and another drop of the liquid is then to be added, and a 
second evaporation permitted; the process being repeated if 
necessary, until enough glyceriue is left to fill the cell, 
which is then to be covered and closed in the usual manner. 
We have used this Hquid with gratifying success. It is easily 
prepared, is not difficult to use, and it gives very excellent re- 
snlta 

Glycerine and Gum. — Of this medium Carpenter says: " For 
many objects that would be injured by the small amount of heat 
required to melt Deane's gelatine or glycerine jelly, the gly- 
cerine and gum medium of Mr. Farrants will be found very 
nsef uL This is made by dissolving 4 parts by weight of picked 
gam arable in 4 parts of cold distilled water, and adding 2 parts 
of glycerine. The solution must be made without the aid of 
heat, the mixture being occasionally stirred, but not shaken, 
whilst it is proceeding: after it has been completed, the liquid 
should be strained (if not perfectly free from impurity) through 
fine cambric previously well washed out by a current of clear 
cold water; and it should be kept in a bottle closed Avith a glass 
stopper or cap (not with cork), containing a small piece of 
camphor. The great advantage of this medium is that it can 
be used cold, and yet soon visclfies without cracking; it is well 
suited to preserve delicate animal as well as vegetable tissues, 
and in most cases it increases their transparency. 

Deanb*s Gelatine. — ^Before the introduction of glycerine 
jelly, Deane's gelatine was a favorite medium, and we still use 
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it with success. Take gelatine, 1 ounce; honey, 5 ounces ^ 
water, 5 ounces; rectified spirit, i ounce; creosote, 6 drops. 
Soak the gelatine in water until soft, and then add it to the 
honey, which has been previously raised to a boiling heat in 
another vessel. Then boil the mixture, and when it has cooled 
somewhat add the creosote mixed with the spirit. Lastly, fil- 
ter through fine flannel. When required for use, the bottle 
containing the mixture must be slightly warmed, and a drop 
placed on the preparation upon the glass slide, which should 
also be warmed a little. Next, the glass cover, after having 
been breathed upon, is to be laid on with the usual precau- 
tions. The edges may be covered with a coating of Bruns- 
wick black. Care must be taken that the surface of the 
drop does not become dry before the application of the 
glass cover; and the inclusion of air-bubbles must be carefully 
avoided. 

AiiCOHOL. — Mixed with water in various proportions, alcohol 
forms one of our best preservative liquids, for both animal and 
vegetable substances. The chief objection to it is the difficulty 
with which it is retained in the cell. 

Thwatte's Fluid. — Take water, 16 ounces; alcohol, 1 ounce; 
creosote, sufficient to saturate the spirit; chalk, as much as may 
be necessary. Mix the creosote and spirit, stir in the chalk 
with the aid of a pestle and'mortar, and let the water be added 
gradually. Next add an equal quantity of water saturated with 
camphor. Allow the mixture to stand for a few days and filter. 
Used for preserving desmidise, and also animal substances. 

Beaije's Liquid. — Creosote, 3 drachms; wood naphtha, 6 
ounces; distilled water, 64 ounces; chalk, as much as necessary. 
Mix the naphtha and creosote, then add as much prepared 
chalk as may be sufficient to form a thick, smooth paste; after- 
wards add, very gradually, a small quantity of the water, which 
must be well mixed with the other ingredients in a mortar. 
Add two or three small lumps of camphor, and allow the mix- 
ture to stand in a lightly covered vessel for a fortnight or three 
weeks with occasional stirring. The almost clear supernatant 
fluid may then be poured off and filtered if necessary. It should 
be kept in well-corked or stoppered bottles. 
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Ck>ADBY*s Fluids. — Goadby used two distinct fluids, desig- 
nated by letters A and B, the difference being that alum was a 
constituent of one and not of the other. Of both fluids there 
were several degrees of strength, which were designated by 
numbers. A fluid, as usually employed (A2), consisted of rock 
salt, 4 ounces; alum, 2 ounces; corrosive sublimate, 4 grains; 
boiling water, 2 (^u -rts. To make the B fluid take rock salt, 8 
ounces; corrosive sublimate, 2 grains; boihng water, 1 quart. 

Pacini's Flitid. — ^Take corrosive sublimate, 1 part; pure 
chloride of sodium (common salt), 2 parts; glycerine, 13 parts; 
distilled water, 113 parts. This mixture is allowed to stand for 
at least two months. After that time it is prepared for use by 
mixing one part of it with three parts of distilled water, and 
filtering it through filtering paper. This fluid is very strongly 
recommended by Prey. It is used for blood globules, nerves 
and ganglia, the retina, cancer cells, and especially delicate pro- 
teinous tissues. 

Castob Oiii. — ^This is used for preserving certain crystals. 
The best cold-drawn castor oil answers the purpose. 

There are a few general rules which we have found essential 
to the successful use of these media, but which are often 
neglected, the result being the ultimate destruction of the 
specimens. One of the most important pointiS is the use of an 
abundance of the medium (we are now talking of preserving, 
not mourding) and the gradual saturation of the object with it. 
A piece of fresh muscle, simply mounted in a shallow cell with 
a drop or two of Goadby 's fluid, will spoil in a very short time. 
The same object, properly treated, may be preserved indefin- 
itely. The proper course is to completely immerse the object 
in a considerable quantity of the liquid, and if necessary 
change the liquid several times until the substance to be pre- 
served has been thoroughly subjected to the action of the 
medium. Por this purpose the quantity contained in ordinary 
cells is altogether too little; small cups, basins, large watch- 
glasses, etc., are needed. It must be remembered that the sub- 
stance acted upon generally absorbs certain constituents of the 
preserving fluid, and hence the latter is left either very weak 
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or there is an nnequal distribution of the constituents as t&-' 
gards the substance itself and the surrounding fluid. Moreover 
the fluids contained in many objects are displaced by the pre- 
serving medium, and tend to dilute the latter. In most cases, 
therefore, where the preserving medium is a liquid, the desired 
result is best attained by soaking the substance in the fluid for 
several days before mounting, changing the liquid two or three 
times, and finally mounting in fresh fluid of regular strength. 
We would lay great stress upon this point, having seen many 
fine preparations spoiled by pursuing a different course. The 
late Dr. Goadby, whose skill in this department was well 
known, always insisted upon this course, and duriug a some- 
what extended intercourse with him, and observation of his 
methods and processes, we became fully convinced of its im- 
portance. 

With many preservative liquids, it is well to begin with a 
diluted artide, and gradually increase the strength at each 
change of fluid until the proper strength has been reached. 
This course is specially recommended with glycerine and saline 
solutions. 

Another point which demands attention is the entire exclu- 
sion of air, especially of oxygen. Now air adheres with great 
tenacity to most surfaces, such as those of glass or metal, and it 
dissolves to a considerable extent in all watery solutions. To 
get rid of it, the surface of the cell and cover should be either 
well warmed, and then allowed to cool just before being filled, 
or washed with alcohol (after which it msiy be dried). To ex- 
pel the air from the liquids, they should be boiled, and to pre- 
vent the absorbtion of a fresh dose of air, they should be kept 
well stoppered. But as air will find access to the liquids so as 
ultimately to saturate them, it is necessaiy to boil the fluids at 
frequent intervals, so as to get rid of this elemeni Without 
strict attention to these points it is almost impossible to pre- 
serve animal substances for any length of time in saline fluids. 

Mounting Objects.— For the purpose of conveniently 
exhibiting and comparing objects, and arranging them in cab- 
inets where they can be at all times accessible, it is necessary to 
mount them securely in such a manner that they may be easily 
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bandied. For purposes of mere examination and study, 
mounting is unnecessary, but when the objects are to be kept 
for future reference it is indispensable. It is true that where 
the specimens are large they might be kept in bottles in a pre- 
servative fluid, and taken out wheu wanted. This would be 
very inconvenient, however, and with very minute or delicate 
objects it would be almost impracticable. 

There are three modes in which objocts are mounted: 1. Dry, 
the object being simply attached to the slide and suitably pro- 
tected. 2. In balsam, the object being immersed in Canada 
balsam, damar medium, copal varnish, or some similar mate- 
rial. 3. In fluid, the object being mounted in some of the pre- 
servative liquids previously described. Specimens may be 
mounted in any of these ways, so as to be viewed either as 
transparent or opaque objects, and the instruments and mate- 
rials required are neither numerous nor exi^ensive. With those 
named in the following list almost any ordinary object may be 
neatly put up, though it is of course to be expectc d that occa- 
sions will frequently arise when special instruments and 
methods, which are not described by any author, will be 
needed. Experience alone can enable the microscopist to treat 
such cases successfully. 

SuDES. — ^Most objects are mounted between two pieces of 
glass, one of which is called the slide and the other the covei\ 
As it is convenient to have these slides all the same size, so that 
they may be easily arranged in cabinets, the Microscopical 
Society of London has adopted a slide three inches long by one 
inch wide as the standard size for use amongst their members, 
and this size has been generally adopted by microscopists 
throughout the world. All the best slides that are found in 
market are of this size, and the microscopist who fails to adopt 
it will be subject to great inconvenience when he desires to ex- 
change objects with others who are pursuing similar studies. 
Several other sizes are employed by the French, most of them 
being quite small (2| by | and 2f by |), but as these small slides 
are the only ones that can be used with some French micro- 
scopes — ^the stages of which are too small to take a slide 3 by 1 — 
they are usually kept in stock by dealers in microscopic appar- 
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atus. Small slides have this advantage, that they cost less, and 
take np less room in a cabinet. Large slides look best, and af- 
ford more room for descriptive labels, which is an important 
point. Bnt since slides 3 by 1 have been adopted by common 
consent, the microscopist who mounts specimens, or who buys 
objects mounted on slides of a different size, commits a mis- 
take for which the advantages offered by the small slides are 
but a slight compensation. The only exceptions to this rule 
are where the objects are too large to be mounted securely on a 
slide of standard size, or where a large number are to be pre- 
pared for the purpose of illustrating some special series of in- 
vestigations. It is to be presumed that such a series will never 
be broken up and separated, and as it will in all probability be 
assigned to its own cabinet, it is sometimes of advantage to 
have it upon slides of a size other than that in common use. 
As the objects composing such a series will probably be num- 
bered and catalogued, there is no necessity for extended de- 
scriptions c 11 the labels, and therefore sHdes of half the usual 
size (1 J by 1) will serve very well. The cabinet may thus be 
reduced in bulk by one-half. We have a special cabinet, illus- 
trative of textile fibres, mounted upon slides of small size, and 
find it quite convenient. 

The glass from which slides are cut should be free from air- 
bubbles, scratches and that wavy appearance which is due 
either to inequalities in the surface or to irregularities in the 
composition of the glass itself. Ordinary window glass is en- 
tirely unfit for the purpose. The most suitable kind is plate 
glass, the surface of which has been ground and poHshed, so as 
to be perfectly even and smooth. Glass of this kind is used for 
looking-glasses and by photographers, and when other material 
could not be had, we have made very excellent slides out of 
broken looking-glasses and photographer's plates, though it is 
difficult to get the latter thin enough. Slides of good glass 
are, however, manufactured in quantity and sold at a reason- 
able price, so that under ordinary circumstances it will hardly 
pay the microscopist to cut out his own slides. Moreover the 
slides sold by the dealers have the edges neatly ground, an 
operation which the microscopist will find tedious and trouble- 
some. 
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As proctllred from the manufacturers, the slideti are always 
dirty, never having been washed after the process of grinding 
and polishing the edges. If this dirt were soft it would not 
matter so much, but it is in general hard and gritty — ^being in 
fact the grinding sand — and the consequence is that the surfaces 
of the slides are very apt to be scratched and injured. There 
is but one firm that exports slides to this country, and they are 
very careless in this respect. Out of a gross of sHdes it is often 
difficult to find two dozen that are not so scratched as to be 
worthless for the finest class of work. Having procured the 
slides, however, the first thing to do is to clean and assort 
thenL They should be cleaned by being rinsed in water con- 
taining a little washing soda; the dirt being removed if neces- 
sary by the use of an old nail brush or tooth brush. Until 
this han been done they should not be wiped with cloth or 
leather, for by so doing the particles of sand are dragged along 
the surface, making a deep mark. They should then be washed 
in pure water, carefully wiped with a soft cloth, and assorted 
for thickness and quality. It is in general best to sort them 
into three classes — thick, medium and thin — the latter being 
used for test and other very delicate objects. Elaborate instru- 
ments have been devised for measuring the thickness of the 
slides, so as to assort them accurately, but they are entirely un- 
necessary; the eye is a sufficiently accurate guide. To deter- 
mine their quality, they must be examined under the micro- 
scope, and as it is only the central portion that is of any con- 
sequence in this case, we place them on a brass plate, 3 by 1, 
with the edges slightly turned up, and having a hole five- 
eighths of an inch in diameter in the centre. That part which 
lies over the hole is the only part which it is necessary to ex- 
amine. Slides which contain air-bubbles, stria) or scratches, 
are at once laid aside to be used either for opaque objects or 
those of a very coarse kind. Those that are perfect are care- 
fully stored away where they will not be subject to injury. 

CovEBS. — ^After being properly arranged on the slide with a 
suitable preservative medium, the objects must be covered with 
a small piece of thin glass. Glass intended specially for this 
purpose is made in England, and imported either in sheets or 
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out into squares and circles of suitable sizes. Direciions fof 
catting these covers would be out of place here. The beginner 
will always lind it most economical to buy them ready cut Of 
the two kinds — round and square — the former are, for all ordi* 
nary purposes, the most convenient, as covers of this shape are 
best suited to cells made with the turn-table, and they may also 
be finished more easily and neatly than the square ones. 

Covers should be carefully assorted for thickness, since the 
thickness of the cover exerts a material influence on the per- 
formance of all lenses except those of the lowest power or 
quality. Where objectives which do not adjust for thickness of 
cover are employed, the microscopist should find out the exact 
thickness to which they have been corrected by the maker, and 
use glass of this thickness in covering all objects that are to be 
examined by means of these lenses. 

The inexperienced student will be apt to find some difficulty 
in cleaning these covers. They are so fragile that it is difficult 
to rub them, so as to remove dirt, without breaking them. 
The best method is to soak them in a weak solution of potash, 
rinse them off carefully several times with clean water, and after 
pouring the last water ofif, give them a final rinsing by taking 
them up in a pair of forceps and moving them about in a tum- 
bler of clean water. They should then be laid (singly, of 
course) on a wiping block and wiped. Wiping blocks are made 
by covering a flat block of wood with chamois leather or linen, 
drawn tightly so as to present a flat but somewhat soft surface. 
These blocks are generally made round and with handles, but we 
prefer them oblong (4 by 1^ inches) and without handles. One 
of them is laid on the table face up; upon this face the thin 
glass is laid and wiped with the other block. In this way the 
thinnest glass can be cleaned without risk of fracture. 

OEiiiiS — Tubn-Tablb. — All objects that are mounted dry or in 
fluid should be pbiced in cells, as unless this is done it is dif- 
ficult to arrange the object properly or to secure the thin cover 
permanently. In the majority of cases these cells consist of 
little more than a ring of cement laid on the glass slide and 
allowed to harden, and their depth does not exceed the thick- 
ness of a sheet of paper. Such cells are in constant demand. 
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knd are almost alwayB made bj the microBcopiet tumaclf bj 
means of a little inatniment known as a turn-table or whirling 
table, of wbioh there aie several different forms in market. A 
cheap and efBcient form is shown in Fig. 62. The table is snp- 
ported bj a spindle upon which it tarns, motion being com- 
mnnioated by means of a milled ring. The slide is held in its 
place bj two spring clips, and it is brought to the centre bj 
meansof agiiiile or bar, c, with a square projection. This is 
carefnil}' arranged, so that a slide 3 bj 1 shall be aocnrately 
centered. Hence it follows that the rings and cells on all the 
slides put up hj the owner maj be instantly and aoonrately 




Fig. 63.— IDHS-TAELB. 

oentered bj simply placing them on the table and bringing 
them np to a firm bearing against the guide. This bar or 
goide may, however, be instantly removed when desired, and 
when this is done, any cell may he truly centered by the usual 
methods. This turn-table, therefore, enables us always to bring 
oells of OUT own make instantly to a perfectly accurate centre, 
while other celln can be oentered at any time with very little 
tronble. 

To most turn-tables there lies the objection that the devices 
for centering and holding the slide make one side heavier than 
the other, and consequently, as every mechanic knows, irrega- 
lar and eccentric motion is the result. On many otherwise 
well-made instmmenta it is, from this cause, impossible to make 
A true cell, partionlarly if we attempt to work at R high speed. 
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la the torn-table jnst deaoribed, provision ie made to obri 
tbia difficulty. A beavy-hewltnl aorew, of the precise v 
ntxeaatnj, ie ecrone J into the nnder surface of tbe table, a 
gives n perfect balunue to the wbeeL It then rtma fimoothi 
and truly. 

Numerous attempta have been made to prodiioe a self -cents 
iug table, i. e., one in which tl 
slides would be truly oeni 
without requiring care and 
on the part of tbe operator. 
of the earliest forma was th 
Dr. Matthews, the centering pi 
of which is shown in Pig. 
Upon the surface of the table hi 
arranges two triangulBr 
of brnss, which rotate upon p 
placed at equal distances 01 
side of the centre, and as ti 
plates are of the same size, W 
ever tbeir inner fscea are 
iillel, these faces must be « 
distant from the centre. Hence, when a slide with [ 
sides is placed between them, and the plates turned so a 
press upon the sides of tbe slide, the slide will be truly c 
tcied so far as its width ie concerned. It is centered for lengt 
by a stationary pin, against which the end is always I 
Slides of irregular size are therefore centered only one way. 

There are at present, however, before the publio, two b ' " 
which centre slides accnrately in both directions. One ira 
vented by C. Mason Kinne, of San FranciscD, who describes qj 
aa follows: "Aa will be seen from the engravings. Figs. 64 a. 
(i5, which are reduced one-half, the slide will be grasped ai 
aticalty, upon removing the finger from the lever, the spind^ 
spring causing the clutches to instantly clasp the slide, and j 
retain it in a cenlrnl position. One corner of either end of tha"] 
slide projects sufficiently for tbe purpose of taking hold wiUi , 
one hand, while the other is pressing the lever, and can be | 
fixed or removed without pushing along a circular disc 
edge, The slols arc made to allow m-jvenient enough, t 
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Fig. 64.— KINNX'S TUBN-TABLE. 

(Upper side.) 




Fig. 65.— KINNE'S TUBN-TABLIS. 

(Under side.) 



the olntchea can grasp 
anypieoe of glascufrom 
li to 3i inches in diag- 
onal length, and the 
table is made of brass 
about a quarter of an 
inch thick, which gives 
weight sufficient to se- 
cure stability of znoye- 
ment. The whole rests 
on a small spindle 4 or 
5 inches long, screwed 
into the centre of the 
brass stud, which is the 
fulcrum of the lever, 
and can be removed at 
pleasure to pack away. 
The pointed lower end 
of the spindle is stepped 
into a oounter-sunk 

metal rest, and with a coUar placed at a suitable distance above 
to allow of free movement of the hand, I find that a steady 
motion can be obtained with the thumb and finger, of any re- 
quired velocity, and is under greater control than with any 
miUed-head device." 

Mr. Kinne suggests a very simple method of constructing a 
home-made table on this plan: ** The spindle can be fitted into 
any appliance, primitive or expensive, at the option of the 
worker, and I find that an old cigar box, with a portion of one 
end removed, is just as useful as anything else, though if made 
for sale, a cheap varnished box could be furnished, and in 
which the table and spindle could be packed when desired. If 
fitted up with the cast iron stand, the whole might present a 
neater appearance, but the additional expense would not add to 
itsutiUty." 

Slides which have been imperfectly centered on other tables, 
are rccentered for varnishing by the use of two rectangular tri- 
angles and a little wedge. The inyentor xises the comers of a 
l;ro]ien slide and a piece of matchi 




grasped hy two angle-pieoes, wbiah nre Bitunltatieotifily mared 
to and from tlie centre hj means of a right and left lumd 
screw, Wlien it ia desired to re-TuraiBh elides wbioli hava 
not been accoDitely centered in the first phioe, a pair of Bpriog 
clips, attached to a stout bar, are fastened on. This can be 
effooted ia an instant. The arrangement is shown in Fig. 67. 




There ia also a yerj ingenious device for plaoing a tow of 
BOiEill cells along the middle of a oliile. This consista of t^o 
ecjual riglit-uugkd triangles, tha square coraeisol whtcU Ut luUi 



Elsb, thna olloiriiig tbe long sides to lie parajlsl to eoob 
1 ftt equal diatBucea from tlia centre, A slide may 
{rasped between them, and pnalied along longitudin- 
all;, as may be desired. 

Those who once aee a turn-table, will find no difficulty eithet 
in nuderstauding tbe method of nsiiig it, or in putting this 
knowledge into practice. The slide, being held on tbe table 
either by springa or olutohes, is made to revolve rapidly, and a 
brash, charged with cement or varnish, ia held against its sur- 
face so as to leave a riug. There ia a slight knack abont making 
good cells, which it requires a little praotiuo to acquire. The 
brash must be held iu the direction of a tangent to tlie ring — 
that ia, it must not point to the centre of the circle, but must 
lie so that tbe ring, as it revolves, will draw the cement away 
from the brush. Practice alone c.in give expertnesa in doing 
this, and we would advise the beginner to work steadily for a 
few hours at making cells on pieces of common window glasa, 
strips of whioh can be bad for nothing from ajiy glazier. The 
otiief points to be attended to are the position of tbe brash and 
the oonsiatence of the cement. If the latter be too floid, it 
spreads and does not form a well-defined circle. If too thick 
it does not leave the brush as freely as is necessary. The 

I method of preparing the cement will be explained under the 
Dtoperbead. 
■Where a turn-table is not at hand, very good cells may be 
made aa follows: On n card draw the outlines of a slide with a 
aeries of circles in the centre, as shown in Fig, 68; lay the 
gli de on the card eo that the centre of the circles will be at tke 
Bitre of the slide, and then paint a circle of cement on the 
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blide bj uftnd, tlie rings beneath serving aa a guide. Very good 
oellfi maj be thua made, but ILe process is of oooraQ more 
leiliotia tb.au tUftb wtth the tara-table, and does not give as neat 
resnlta. 

A few preoantionB are necessarj in order to insure the per- 
miinent adbaaion of the ceUa to tlie gtasa. In addition to pro- 
Tiding cement of good quality, we must see that the siide is 
drj- and recently heated. It is difficult, trith most oementa, to 
nae hot alideH, ua the oement is apt to flow; but the slide Bhonld 
have been recently heated, and after the cement has pattiallj 
hardened, the cells should be baked by exposure to a temper- 
ature as high as thej will stand. This is easily done by plaoing 
them on a board or plate, and leaving the latter for a short 
time in on oven. 

Where cells of greater depth are required, tings of various 
materials are cemented to the slitle. For objects mounted dry, 
rings of leather or cardboard answer well, provided they are 
carefully varnished so as to be impervious to air and moisture. 
For liquids, rings of glass, tin, ebonite, etc. , are used. Binge 
of rubber and gutta-percha have been suggested, but they do 
not answer, as they soon become rotten. Full directions for 
making and using deep cells may be found in the works of 
Qiiekett, Carpenter, Beale, Frey, elc. 

Hot-Plate. — This is simply a stout plate of brass or iron, 
which is supported over a lamp by suitable means. The com- 
mon plan is to insert four stont wires to serve as legs, but a 
better mode is to support the plate on the ring of a retort 
stand, as its distance from the lamp can thus be readily ad- 
justed and the temperature regulated. The hot-plate serves to 
distribute the heat, and thus to prevent the slides from beoom- 
ing suddenly and unequally heated. Moreover, by means of 
it several slides oan be heated at once, and thua mnoh time 
may be saved. It should be tolerably heavy. The one we nse 
is of cast iron, six inches long and tliree inches vride. The 
upper surface has been ground so as to be tolerably smooth. 
When a hot-plate is not at hand, a good substitute may be 
found in a smooth brick, or, better still, a plat^e of soapstone. 
These may be heated in the £re and will retain their heat for n 
long time. 
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J Lamp.— Any lamp, or even onndle, will answer, but we profet 
It spirit Inmp, the flame being free from smoke and easily man- 
At night the keroseue lamp uaed for giving light will 
tc. Where gas is oaed, the Btinsen burner 19 a great oon- 
Whatever lamp or burner be used, it should be sur- 
Effninded with a chimney or shade, bo as to prevent the flicker- 
ing of the flame by currents of air. The beet shade is a tin 
cylinder, with rows of holes at top and bottom for the admis- 
sion and exit ot- air. 

Eetort STAmi. — a suitable retort stand ia a very simple 
', and is best made at home. Ours consists of a board of 
wood, 6 inches by i, into which is sorewed a rod foortean 
inches long, and a quarter of an inch in diameter. The rings 
have no screws, but are simply pieoea ot ivire, one end of which 
is twisted round the rod, while the other is formed into a ring 
of the reqtiired size. Biuga formed in this way are easily 
moved on the upright rod, but no weight placed ott them in 
the usual manner can cause them to slip down. 

Cards for Cbstebing the Objects. — Unless the objecta 
are placed on the centres of the slides, the latter have a very 
awkward look. By drawing the outlines ot a slide on a card, 

I and marking out the centre, this difBeultyis easily o 
A card marked off in this way is shown in Fig. 09. 







well to have two cards, one black with a white ceati'e, 

and the other white with a black centre, as some objects, when 

loraed in the medium in which they are to be mounted, 
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ahoiT beat against a dark ground, while others are most easily 
seen agaiust a ligUt one. Those wlio use the seH-oentering 
turn-tables may readily centre tlieir elides by painting on them 
a ring of some watei-oolor, irliioh is easily washed ofil The 
ring is, of couTHe, laid on the side opposite to that which 
■B the object. 



MoONTisG Needles. — These are Himilftrtodisaeotingueedles, 
but being used in balsam, varnish and similar substancea, they 
cannot be used for dissection, and should be kept by them- 
selves. They are most easily cleaned by being warmed over the 
lamp, and wiped with a piece of soft leather. When the balsam 
is burned on Ihem, aa recommended by some, it leaves a crost 
which is not easily removed. 

CovEB F0ECIBP8. — In placing the cover on the object, the 
ordinary forceps are very inconvenient. W« 
have long used a pair of forceps bent as in 
Fig. 70, and with the pointa carefully 
adjusted. The mode of using the instiniment 
will be obvious from the engraving. A very 
ingenious deviceintendedto answer the same 
purpose has been invented by Dr Fletoher. 
These forceps are self olosmg, so that the 
thin gloss cover is held without any effort. 
After the cover is in position on the shde, 
by pressing on the blades they open and allow it to sbp out. 
It the cover should 
stick to the forceps 
in the slightest de- 
gree, it may bo pre- 
vented from moving ' 
when the forceps , 
are removed by in- 
serting a common 
pin in the slit seen in Fig. 71. When using the forceps 
shown in. Fig. 70, the same end may be attained by means of a 
wire fork (a hair-pin is as good us anything), which may be 
made to straddle the nose of the instrument. 





Pig. 71. 




bad 



SuDH HoLDEK. — The hot slidea cannot be eomfortftbly held 
in the fingers, and thecefoie a pair of wooden forceps become 
a neceaaity. Those uanall; sold are made bj screwing together 
two thin slips of wood with a piece of brass or lead iuserted be- 
tween them at one end. To admit the slide, the slipsare forced 
apart by pressiug on pins arranged ea in the stage forcepa. 
"When placed on a table the 
metal counter-balances the slide, 
and keeps it from touching the 
surface oa which it is laid — a 
very important point. The Eng- 
liah forceps, being all wood, fre- 
quently tip with a heavy slide. 

A common spring olothes-pin 
is frequently used, but when wo 
come to lay the slide down, the 
clothea-pin holds it in an awk- 
ward manner. The end of the 
hotsHdeisBure to lie on the table, 
and if fiuid balsam or other me- 
dium should be present, the fact 
that the slide is not level produces 
bad resulta. By cutlingoff about 
inch from one of the 
lbs of the forceps part of the 
however, this difficulty ia 
tToided. The slide may then be 
grasped in such a way that when 
the olothes-pin is placed on the 
table, the glass will bo held in a 
perfectly levelpoaitioa. Aglance 
at Fig, 72 will show what we 
mean, A great advantage of this 
form of holder is that it costs bat a trifle, so that the micro- 
Bcopist can supply himself with an abundance of them, and 
thns several slides may be cooling, while work on others is 
going on. When very heavy slides are used, it may become 
necessary to screw a plate of sheet lead to the uader Bi4e of the 
tdothes-pin, so as to prevent tipping 
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WiTKs Bath. — A wkter bath is indispeiisBble in thoae iwnrn 
where * certain verj moderate degree of heat is not to be ex- 
ceeded. Few persona IvUj sppreciKte the diScaltj of legn- 
lating or eren estim&ting the temperature of an object held over 
ft naked Same, and mischief ie often dooe before the operatoc 
is aware of iL A serviceable i^ter bath is easilj' extemporized 
ont of an old fruit can and a small beakei glass. Thia aravea 
tor exposing material and preparations to a tempeiatnre lowoc 
than that of boiling water. Where alldes are to be so heated, 
the simplest contriYSiDce is a flat tin box, with all the joints 
(cover and all, of conrae,] tightlj soldered. A small tnbc^ 
dosed with a oork, serves to admit the water. 

Bpeko Cups. — One of the first of the needs wbicli imprsEB 
themselves upon the mind of the beginner, is the necessitj foi 
something to retain the thin cover in its place, tintil the ce- 
ment, which is intended to hold it permanently, dries. An end- 
less variety of spring clips have been invented for this pnipose, 
bnt we have never seen anything that we liked better tlian the 
simple article shown in Fig. 73, and which we have used tor 
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t/rer fifteen years. It consists simply of a piece of brass wire 
bent as in the engraving. The slide being held in the left 
hand, the clip, held by the npper wire, ia brought so that the 
projecting part of the ring ia placed under tha edge of the 
slide. The upper part ia then lifted np so as to open the dip, 
which is then slid on to the shde until the vertical point is in 
the right position. When a broader anrfnce than the point ot 
the wire ia needed, a piece of oork may be stuck on it, and it 
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should be need for greater pressure than that 'which Die 
iriug of the >?ire afibrds, this cou be obtained by sliding a 
Bmall brass ring on to the clip. 

Various other forms of spring clip have been invented, but 
none that -wo consider more ttimple, or that we like better than 
the above, which has thie greut merit, that any one can make it 
for himself out of materials that may be obtained at any hard- 
ware store. It mnat bo borne in mind, however, that all clips 
oonstmcted npon this plan are apt to cause a slight displace- 
ment of the objeat, from the fact that the movement of the 
point is not quite perpendicular. With delicate objects this is 
a matter of importance. The only remedy is to oae the end 
pressure of a rod moving iu Sxed guides. 



CEMENTS AND VARNISHES. 



A supply of carefully selected cements and varnishes is indis- 
pensable to the mioroscopist, and it is also well that he should 
understand the nature and properties of the materials used, 
otherwise be will be liable to make gross blnnders. Thus, of 
the different articles in use, some are easily mixed with each 
other, whUe others separate as soon as left to themselves; some 
dry in one way and some in another. It would require a vol- 
ume to detail the properties of the different substaaces which 
enter into the composition of the cements nsed by the mioro- 
scopist. We have space for only the following bints, whioli, 
howerer, we hope will prove nseful. 

Cements become hard in three different ways — cooling, evap- 
oration and oxidation. Shellao, sealing wax, electrical cement, 
etc., when melted by heat, furnish esamplea of the first pro- 
cess. Shellac and sealing-was diasolvad in alcohol, and aephalt 
and dtunat dissolved in turpentine, dry by the second process — 
the solvents evaporating and leaving behind the material which 
they had dissolved. Crying oil in all its forms, such as gold 
size, paint, etc., becomes hard by oxidation — not, as is gener- 
Blly supposed, by evaporation. 

In the case of tarnishes which dry by the evaporation of 
Kme of their constituents, it is ob-vioua that if a fresh layer 
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I be laid orer an old one, the old layer will be softened, uu 

I a there shonld be any tendency to a vacnnm in the oell,, 

I ■'.« softened cement will be unable to reaiBt the outside' 

^Weseuie, and will creep in and spoil the object. So, boo,.' 
with varniahea or oeineutB formed chiefly of drying oil or gold:' 
Bize. It the different conla be laid on too thickly or too 
rapidly, the part that is beneath cannot easily harden, bat will 
remain for a very long time in a aemi-liquid condition. We 
have just removed some brass rings from slides to whieh the; 
were attached four months ago by means of gold size, and 
although the outer surface of the cement was hard and dry, the 
interior was quite liquid, freely soiling the fingers, 

QoiiD Size. — The most extraordinary recipes have been given 
for the preparation of this cement, which is in reality nothing 
but good Unseed oil rendered very drying by the nsaol 
methods. Gilders frequently make it into a eemi-paint by 
adding coloring matter, thus forming a ground of a shade 
eimilar to the gold they use, and this seems to have misled some 
of onr best writers. There is no ochre, litharge, or anything 

j of the kind present in good gold size. It does uot pay to pre- 

pare gold size in small quantities, and it may be obtained from 
any color dealer. The older it ia the better, and it is WoU, 
therefore, to lay in a good stock, which must be kept carefully 

L corked. The working supply should be kept iu a small bottle. 

This ia the favorite cell making material employed by Dr. Oar- 
penter, and it is certainly the most reliable cement we have. 
It adheres firmly to glass, and if laid on in very thin sncoessiTe 
layers, tolerably deep and very durable cells may be bnilt 

I up, but the process requires considerable time, otherwise the 

I under layers will remain soft. It has this great advantage over 

asphalt, damar, and other cements composed of solid materials 

' dissolved in some menstruum, that fresh coats have biit very 

slight action on the old layers on which they may be laid. It 

I mixes with turpentine, and consequently with most materiala 

I soluble in turpentine, but when once dry and hard, turpentine, 

alcohol, ether, etc., have little or no action on it. It does not 
mix with alcohol, and therefore cannot be mixed with the _ 

k solution of shellac in alcohol in any of its forms. ^^| 
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I BnioK Japan. — When this oan be procured of good qnality, 
% makes a very excelleot cell It adheres very firmly to the 
^lass provided the hitter be exposed to a moderate heat after 
the cement has become dry, Blnck Japan dries up and thick- 
ens when kept, but may be thinned with turpentine. 

Bbonswick Black. — This is simply a solution of asphaltum 
in turpentine. Oooaaionally it is rendered very blnck by the 
addition of a Uttlo lampblack. When good, it makes a very 
excellent cement. Its quality depends chie&y upon the char- 
acter of the asphaltum that is used in its preparation. Now 
there are several varieties of asphaltum in market, the most 
oommon kind at the present day being that obtained from coal 
tar. This seems to be entirely unfit for the purpose. The 
proper kind is that which is found native in several parts of the 
world. The two kinds are easily distinguished by their odors. 

SheliiAO. — This well knovm substance, when dissolved in 
alcohol, forms a. varnish or cement of great value to the micro- 
Boopist, and is the proper one to be used when glycerine is em- 
ployed. Much of the shellac in market is artificially made 
from resin and wax, and makes a poor varnish. Real shelloa 
must be employed if failure would be avoided. 

Bell's Cement.— Carpenter states that this cement is merely 
illao dissolved in alcohol. With us it has presented no ad- 
itage over other oementB. 

Seaunq Was Vaenish. — This is prepared by dissolving the 
best sealing wax in alcohol. It unfortunately happens that all 
the fancy colored sealing wax in market is of inferior qnality. 
Very excellent red wax may be obtained, but we have never 
been able to obtain good blue, black, green or other colored 
wax. We therefore make varnish of these colors by dissolv- 
ing in alcohol the materials used tor making the bmt red wax, 
anbstituting some other color, however, for the vermillion, 

CoLOBED SiEELiwko.— Bleached shellac, dissolved in aicohol, 
and colored withaniline blue, red, etc., makes a very fine trans- 
■ent vomiah. 
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Dauui Cement. — This is n miitnre of equal parts of damair I 
raraiBti and gold size, mixed to(;(rther. It should stand for I 
BoMe time before heiug used. It is said to be tbtj excellflnt. / 
Xt is very toiigli, a^d serves well as an outer coating oTecBDoliI 
brittle cements as shellao and sealicg wax vamisb. 

Martnb Gtra:.— Tliis is undoubtedly tbe strongest cement ' 
in use for joining pieces of gluss or glaes and metal together. 
Skilful microBCopists make great ilEe of it; beginners do not 
find it so easj to manage as some others. In using it, the 
simplest metbod is to cut it in small pieces, lay it on one of the 
surfaces that are to be joined, melt it by heat, and apply the 
other surfaee, making sure of peifect contact by rubbing the 
two pi ecea upon each other, if they will tUlow of it. Marina 
glne may be obtained from most dealers in microscopes, 

The cement known ua liquid glue, is simply a solution of | 
shellac in alcohoL 

For attaching labels, paper covers, etc., to the shdes, nothing 
is better than good destrino. After having mixed the dextrine 
with water to the proper consistence, add six drops of glycer- 
ine to the fluid ounce of dextrine. This will prevent the labels ^ 
or covers from cracking off. 

Having provided himself with the necessary tools and materw I 
ials, the next step is to Jearnhow to nseandapply them, and this 1 
will probably be most easily taught by describing a few char- 
acteristic examples. And first of all, seleeting the most easily 
mounted of all objects, we commence with the scales o 
bntterfly's wings. Having prepared a cell of proper size, and 
allowed it to dry, the first step is to select a cover to suit it, 
and give a final cleaning to both sbde and cover. When every I 
particle of dust has been removed, breathe gently on the alid^ J 
and press the wing lightly against it, and within the cell 
large number of scales will at once adhere to the slide, and I 
the next step is to attach the cover. Plai3e the slide on the hot-> , 
plate, (which must not be too hot, however,) and wbenitia I 
thoroughly dry, and the cement somewhat soft, lay the t 
on by means of the cover forceps. Pjess it into contact with I 
the cement, and the operation is completed. It is not diffioolfe I 
^see when the cover and the cement are in perfect oontaot. 
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md great care must be taken to close the cell all round in tliia 
a true, tiiis point is not of bo much consequence with, 
the particular object under coneideratiou, but witli some ob- 
jects it nouldbe quite important. The scales ore now mounted 
dry, and may be kept lor any length of time; no duat can soil 
them, and they are not linble to be injured by coutsct with 
other bodies. It only remain b to label and " finiah " the sUde 
as hereaher directed. 

Next to the above in aimphcity is the mounting of snch ob- 
j ects as the winga of insects in balsam. Suppoae we wish to 
mount oue of the smaller wings of a bee or wasp, so as to show 
the cnriona hooks with which it is armed: Flooe the warm slide 
on the centering card, drop a little balsam on the centre, and 
again warm the slide, so that any air that may be preaent may 
collect in fine bubbtea which can be removed by means of a 
cold mounting needle. When the air-bubblea have been re- 
moved, seize the wing (previously well cleaned with a camel 
hair brush) with a pair of fine forceps, and lower the tip of it 
into the warm balsam. Then alowlylowerthe wing until it ia en- 
tirely immersed. Drop, very little more balaam on it, warm 
the slide again (slightly this time), BJid remove air bubbles if 
there should be any. Tlien take a clean cover in the cover for- 
ceps, make it quite warm, and phtoe it over the object by allow- 
ing it to first touch one edge of the balsam, and then to grad- 
ually fall down bo as to exclude all air bubbles. In the eaHe 
of the bee's wing it does not anawer to apply much pressure as 
this would tend to distort the hooks. Preaa the cover into 
place as much as it will bear and no more, lay the slide in a 
warm place for some time until the balsam hardens, and then 
clean and finish the slide. 

In mounting objects in balsam aud fluida, the great diffictdty 
to be encountered is the presence of air babbles. CiuctuI and 
judicious management, however, readily enables na to avoid 
them. In the first place see that they are entirely removed 
from the balsam on the slide. This ia much more easily done 
before immersing the object in the balsam then afterwarda. 
Next see that the air is expelled from the object. In the case 
of the wing, this is effected by slo'cli/ immersing the object in 

e balsam. Lastly see that do air enters with the cover. To 



do this see Uiat the cover is hot, and that it is lowered cm th^ 
balsain alowly, and from one side. If in any esse there shonldl 
be a -vacant space nnder the cover as at n Fig, 74, and it should 
be desired to fill it, do not apply the fresh balsam directly at a. 
To do so would certainly be to inclose a large air bnbble. Drop 
the balsam at 6, warm the shde, and the balsam will creep is by 
capiUaiy attraction, and expel the air. 



Fig. 74. 

Let na now auppose that we have some small insect whioh 
we have prepaied by soaking in potash, and which we desire 
to mount in balsam. Such a preparation if immersed direcUy 
in balsam, would be spoilt, since the balsam and watery eola- 
tion would not mil. Therafore, proceed as follows: Wash the 
insect in pure water, and drain off the water; wash with stronf^ 
alcohol, drain off the alcohol, and soak for twenty-four hours 
in the strongest alcohol you can get. Pour off the alcohol and 
soak for twenty-four hours in turpentine. The object may 
now be ijnmeraed in balsam without difficulty. 

Air pumps and similar conlrivances are generally recom- 
mended as the best means for removing air bubbles, but wa 
never use them. If the object be dry, we soak it in tdoohol 
until all the air has been exiielled, then transfer to turpentine, 
and ficaily to balsam. This requires time, it is true bnt it doeanot 
occupy the time of the mieroHcopist. The soaking prooess 
goes on without any attention from him, and while it involves 
far less labor, with us it has always given far better results, 
though we have used very fine ^ic pumps, and followed the 
best published directions. Taketlie case of a dry shaving o( 
wood, many of which are well worth mounidnjf. It would ba 
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Tery laborioaa to get the air out o( this by meanB of the air 
pump, whOe by Hoakiag BUccessivoly ia water, alcohol, and tur- 
pentine, it can be mounted with great ease without a bubble. 

Let UB now take the cjae of an object mouiited in flaid in a 
cell. Suppose it is the Bo-oolled tonguo of a fly, which of course 
has been soaked for some time iu the liquid iu which it ia to be 
finally mounted, viz. , dilute glycerine. We make a cell of suita- 
ble thickness, which in this case may be made with shellac 
disaolved in alcohol. Several coats will be required, and as 
shellac alone does not adhere well to glass, we prefer to lay on 
first a coat of gold size or Japou, and when this is thoroughly 
diy, to lay the shellac on it. No difficulty will be found in 
making a Cell of sufficient depth. The cell is now to be filled 
with the liquid, the object placed in it, and the whole carefully 
examined for air bubbles, which must be removed it they eiiat 
The cover ia nOw applied, all superfluous fluid removed by 
means of a camel hair pencil, which has been moistened and 
then squeezed diy, and finally the edge of the cover is to be 
coated with a thin layer of oement. After a day or so another 
layer Of ceissnt should be laid on, and this process repeated 
until at least three layers have been applied. 

We give no directions for the construction and use of very 
deep cells as this is work tliat will hardly be attempted by be- 
ginners. 

When opuque objects are to be mounted either in balsam, or 
in fluid, the process required is the same as that employed for 
transparent objects. Yery many opaque objects are, however, 
mounted diy, and in this case all that is needed ia to attach 
them to a slide, and see that they are properly protected. 
When thin they may be teadily mounted in cement cells, and 
this is altogether the neatest and most secure plan where it caa 
be used. Thicker objects require deeper cells, which may be 
made of card, ebonite or electrical cement. (3 parts resin, and 
1 of wax, colored with ochre or any similar matter). Cells of 
card are made by flrat punching out a disc like a gun wad, 
and then punching a hole in this so as to leave a ring. The 
ring is to be cemented to the glass slide and carefully var- 
nished. 

Wooden slides with a cell bored in the centre, are reoom- 
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mended very higbl;, and seem to answer a very good parpoae. 
Hie aells are not bored quite throngb the wooden slip, and aa 
thej are blackened on the inside, anj small object that may be 
cemented to the bottom of thorn ahowa very well. For seeJa, 
small abellB, and similar objeols, they answer Qdmimbly. In 
most cases it will be found unnecessary to cover the cells with 
thin glass. Several slides may be packed together face to fa<!e, 
and if held in firm contact by means of a rubber ring, dust will 
be entirely exoladed. Or they may be arranged in the drawers 
of an ordinary cabinet, face down, the labels being placed on 
the backs. This will effectnally exclude the dnst. 

Some years ago we monnted a large nomber of BpecimenB of 
minerals on leather discs, which were cemented to glass slides. 
These leather discs were three-quarters of an inch in diameter, 
and we had a lot of pill-boi covers which exactly fitted them. 
These covers, when slipped on to the discs, protected the ob- 
jeots perfectly, and the whole formed a very cheap, convenient 

id excellent mode of mounting. 

A very ingenioiiH cell fur opaque objeota, the invention of 
■f Pierce, of Provi- 
dence. K. I., is shown in 
Fig. 75. It conaiatsof a 
metallic cell, having r 
broad flange like the 
rim of a hat, which is 
cemented to an ordinary Fig. 75. 

glass slide, as shown in 

section in the lowerfigure. To this cell is fitted e. metal cap, 
which coTers and protects the object. The object may be placed 
directly on the glass, or raised by means of a disc of any re- 
quired thickness, so as to be more easily illuminated. The 
sUde, with cell uncovered and containing aa object, is shown 
in the upper fi.gure. Uncovered objects may in this way be 
very perfectly protected from dual and mechanical violence. 

Some persons object to any slido that is mounted without a 
glass cover. It must be acknowledged, however, that while 
glaaa covei-a add to the appearance of the object and seiTe to 
protect it, they interfere somewhat with its examination, aa it 
lOt be BO brilliantly illuminated, and the rays in thei 
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3 objective aie mterfered with to a considerable extent. 
B objections to raonnting opaque objects in cells witb raov- 
,1'B tlint even ilui'ing the abort period in -wbicli tbey 
are exposed for examination tbej are liable to be coataminated 
with (lust, the cover is liable to he lost, and the object when 
eipoaedis liable to mechanical injm'y. Therefore, while a tow 
brilliant and striking objects, such as minerals, seeds, etc., may 
well be mounted iu open cells, all delicate and valuable objeots 
abonld be permanently covered. 

Of late years the most popular call for opaque objects is un- 
doubtedly that devised by Prof. Hnmilton L. Smith, and knoWQ 
aa the wax c^il. Yarions methods of making it are in use, the 
following being that originally published by the inventor; 
Take a circular disc of thin sheet wax, which is easily cut with 
a common g^n punch from the sheet wax ordinarily used for 
making flowers, and attach it by means of heat to the cen- 
tre of a glass slide. A brass curtain ring, of which the inte- 
rior is the same size as the disc, is then slightly warmed aud 
laid on the wax, to which it, of course, adheres. The object is 
fixed to the wax by slightly moistening the surface of the latter 
by a minute drop of turpentine. Wlien dry, a cover, which 
exactly fits into the bevel of the ring is attached thereto with a 
little cement, and the whole may then be finished off on the 
tnm-table. 

The appearance of objects mounted in this way is very ele- 
gant, and consequently it has become a general favorite. It 
lias, however, recently been condemned ia most unsparing 
terms by the inventor, who has found that the under surface 
o£ the cover becomes in time coated with n deposit which 
causes a glai'o that entirely prevents clear vision. Aa soon oa 
this difflcnlty was announced, an animated correspondence 
took plac« in the scientific journals, and it was found that 
while some microscopists had experienced this difficulty, it 
had never occurred to others. The final conclusion seems to 
be that the difQcnlty arises from the kind of wax used, and the 
method of attaching the object to it. The wax xhonld have 
been thoroughly melted at a temperature as high ns it will 
bear, so aa to drive off all volatile matter, and instead of using 
.' discs pTinched from sheets, the wax should be applied in a 
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in«Iteil condition, bj means of a. brusli, to the warm gloss elide. 
The object shoulU not be etnck on with turpeDtino or similar 
cement, btit should be attached to the wax after a small spot 
on the latter has been softened bj bringing a 
Objects mounted in this iraj, in cells bo iirepaied, a 
main in good condition for years. 

A very ingeniotia cell bos been devised by Mr. D. E. Scott 
This cell is punched out of thin sheet mctnl, as shown in plan 
and section in figures 76 ami TT. The cell is formed bj the 




Fig. 77. 



central depression, and there is a turned-down edge all ronnd 
the slide nhich gives it strength, and causes it to lie steadily 
on any flat surface. The cell has a ledge, or rebote, a 
figure 77, for the purpose of supporting the thin gloss cover. 
"When mode of tin the whole slide is japonned; those made of 
brass ore lacquered, and the interior of the cell is covered with 
block asphalt, or sonto similar dark varnish. The objectB ate 
attached to the surface of the varnish by means of giim water, 
to which a yevy little glycerine has been added, and the thin 
glass cover moy he cemented down and varnished on the turn- 
table in the usual n 



Fig. 78. — CELL FOR OPIQUE OBJECTS. 

The alleged failure of the was cell gave rise to a great m&ny 
devices, one of which, proposed by Mr. Atwood, consists of a 
vulcanite or hard rubber cell, of which a sectional view is 
given in figure 78, the dotted lines showing the thin glaas 
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The he&a is Eolid, tliua giyiug a block back-ground of 
ibljer; arounil the top is a ledge fitted to receive a one-half 
incli cover glass; this being secured by a trifle of ahellac or 
auy similar cement, completes the mounting. The cell may 
be nttacliod to a glass slip by any cement, before ot aiter 
preparation. For eschanges it ofFers enperior advantages, in- 
asmuch as the cell, with objects enclosed, may be sent through 
the mails independent of the glass slips, the recipient attach- 
ing them. 

Cells simUttr in coustruction to the hard rubber cell may be 
moulded out of melted shellac by any one who is possessed of 
n proper die or mould. Tlie die is easily turned out of a piece 
of brass, ami with two or three moulds of different sizes, and a 
little shellac colored black, the microscopist may easily and 
cheaply provide himself with a supply of cells suitable for 
almost any object. The idea is duo to Dr. Dayton, of Cleve- 
id, and the details of the process may be found in the Ameri- 
Jownal of Microcopy for June, 1881. 
A cell which we have found very durable, easily and ciuickly 
le, and very neat, is constructed aa follows: Having pi-o- 
^mied some good gold size and pure litharge, grind the latter 
to a very fine powder. Mix the litharge and gold size to the 
thickness of cream, and color either bluok or dork olive by 
adding lamp-black. With this cement it is easy to make aa 
many cells as may be wanted, by laying on a ring with a brush 
while the glass slide revolves on the turn-table. Aa aoon as 
the ringH or cells are made, dust finely-powdered litharge over 
them until they are covered a sisteeath of an inch deep; allow 
them' to stand a tew minutes, and then shake off all the loose 
litharge by means of a few smai-t taps. The surface of the cell 
will now be quite rough. Allow it to stand a few hours, and 
then press it against a p'ate of glass. If this be done carefully, 
a smooth, level, solid ling will be loft on the slide. If the 
edges should not be as smooth as they ouglit to be, it is easy 
to trim them off on the turn-table by means of a small chiseL 
Any turn-table with stout spiiug clips will hold a slide with 
sufficient firmness to allow of such soft material being tamed 
^uite true and smooth. Of coui'se the tables which grasp the 
"les by the comer ore best for this purpose. Such cells, after 




a few weeks, beoome rerj- hai'J, anil may be finlslied bo i 
lio very neat. When covereil with a faw coats of sltellao 
niali or pore gold size, aud completely dried, they hold liq^ni 
vei7 well. They adhere ho firmlj to the slide that 
occasions wliou the slide haa been broken by a fall, the cell 
not i>arted fi-om the glass. The only objection which we : 
to them is the length of time which it takes them to harden. 

Tin foil, which may be had of various tliicknesBea from that 
of thin pft]}er to a siiteenth of an inch, makes a capital m.ttte- 
rial for cells. It is difficult to get the innei' and outer circles 
■which form the ring, concentric, except by the hbb of special 
tools. Prof. Chester avoids this difficulty by placing a large 
number of rings on a rod or mandril which just fits the open-- 
iug, and after screwing the rings tightly endwise, be tnrns ofi 
the outside so as to leave it perfectly true and even. Mr. A. X* 
Moore cements the sheet of tia foil to the slide by means oj 
shellac, and cuts out the ring on the tum-tahle by means of (a 
sharp knife or chisel. 

Finisbiiig the Slides.— The appearance of a collecti<a 

of slides depends very much upon the stylo in which they aiq 
finished, aud although in some instances it may be said thftfr 
the finish does not affect the intrinsic value of the object, i 
is generally the case that a well-finished slide is more durabld 

than one that has not been properly completed. The old s 

tern of covering the slides with paper is now entirely obaoletof 
and properly so. It was troublesome, unsightly, unless ii 
fossional hands, and not very durable. Fortunately slida^ 
with ground and polished edges are now so cheap that there iit 
no occasion to resort to the paper cover. Objects mounted tmi' 
these sbdes, whether in cells or otherwise, are in general coT^ 
ered with round covers, which are adjasted on the tuin-b 
Eo as to be perfectly central. After the mount has 
pleted BO for as fastening down the cover is concerned, tlu^ 
edge of the latter is finished with a neat coat of varnish. Thi^ 
■yaraish serves to do something more than merely ornament th*, 
slide; it secnres the cover in its place, and prevents the dtTingi 
up of the medium used for mounting. Even in the case of 
Canada balsam it is of use, for if gold size be used as the vaiN 




it prevents the evaporntioD of the tnrpeati&e, anil tlie 
_ late drying and cmckiHg of tiie balaam. Wliere g 
jelly, glycerine, or glycerine and gum are itsed, it becomes 
indiapeo sable. ' 

Tlie ptocesa employed for finialiing slides iu tliia way la as 
folloivs: The objects Laving been mounted, the slides are laid 
away nntil the balsam, cement, etc., have bean hardened, when 
all superfluous matters of this kind are easily removed with a 
small chisel mode ont of a bmd-awl ground thin and sharp. A 
amail chisel-pointed piece of hard wood, and » little water, wUl 
remove the lost traces of balsam or varnish, and if necessaiy a 
flnol cleaning may be given with a rag moistened with alcohol. 
The alide is then pla<^ed on the turu'table, and a neat ring of 
vamifib, either plain or colored, is run around tha edge. The 
varnish used for tliia purpose should be selected according to 
the material in which the object is mounted. Thus, for ob- 
jects in glycerine, glycerine jelly, or gnm, the beat coating is 
sbellac varnish, which may be left quite trauHparent and 
colored with some of the aniline colors. Shellac also answers 
on Canada balsam, when the latter has become hard, but gold 
size is better, and tlie gold size may either be colored with 
the ordinaiy aitists' colors, which are sold in tubes, and 
which give an opaque-colored ring, or transparent colore may 
be used. 

Laliellng the Slides. — Tiie proper labeling of slides and 
material is a most important matter. All bottles should be 
labeled, not only on the bottles themselves, but on the corks 
orstoppera, and the slides should be kept labeled ov numbered 
during every stage of tbeir progress. Our system is as follows; 
Before the object is mounted the slide is labeled on tlie mider 
side with a very thin gummed label. Numbering with the 
writing diamond is deferred until the mount is completed, be- 
cause, if spoilt, the whole may be thrown into ajar to be soaked 
ofi*, and this canuot be done with figures written or scratched 
in with a diamond. As soon as the slide ia finished the regular 
label is attached, and the slide numbered with a writing dia- 
mond. Of this nnmber a record is kept, so that even if the label 
ibould fall off or get soaked off, a new label may be provided; 



and tutfortunately it sometimes liappens tliat labels drop off | 
either from oiposttre to moisture or excesaive drync 

As regards designs, etc., foi' labels, the voriety ia ecdlens. 
Eacli microscopist 'will probublj select the one that accords 
most nearly with hia own taste. The onlj suggestion that wa 
would make is that severe simplicity be adopted as the rale. 
Complicated and fancy labels look well at fii-at, but they s 
poll, and we get fired of them. It is well to have a large blank J 
label at one end, on which memoranda may be written, snob as ] 
the power best adapted to show the object; wliether it is beat I 
seen byrfiflectod, tnmsmitted, or polarized light; the locsition 1 
of interesting points as determined by the Maltwood Findra', 
etc., etc. An important point also is the direction in which the 1 
reading should mn — whether across or lengthwise of the slide. 
Tliere seems to be no rule on this point, and it would be well 
for our societies to discuss this subject, and establish a rule for 
the benefit of exchongera. Nothing is more aggravating than a 
lot of slides labeled in diffci'ent ways. The direction will de-J 
pend, of course, upon the kind of cabinet used. For cabinelal 
with racks, either way will answer, though the lengthwise direo^l 
tion is somewhat the most convenient. For the old style Silg<1 
lish cabinet, in which the objects lie flat and endwise to the front 1 
of the drawers, the writing should ran across the slide. Foronr 1 
American cabinets with drawers having spaces divided off for 1 
each slide, the writing should be lengthwise of the slide. In J 
short, when the slide liea in its proper position in the drawer, tlie J 
lines of writing should run parallel with the front edge of the J 
drawer. 

CttbinetB-^The vahie, either for work or for exhibition, of J 
a collection of microscopic objects, is gi'eatly enhanced wheal 
they are properly arranged and easily accessible. Conae 
qnently every microscopist who possesses even a small n 
of slides, should provide some kind of a case or cabinet ton 
keeping them. 

The simplest form of case is one with racks, and these i 
made in a great variety of styles, forms, and sizes, from the J 
simple mailing box, holding two or three slides, to large andS 
espensive cabinets. The common box, with a hinged lid, and I 
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holding twenty-five objec'ta, answers well for oftnying a tew 
objects to exIiibitioBS and the like. The chief objections to 
this Htjle of cabinet consist in the difBculty o£ lifting out any 
particular Hliile and of rending the names. The latter diffloulty 
may be obviated by writing the names oa the bottom of the 
box on a line with the slide; the first objection may be viili- 
gntsd by placing the spaces in tbe rack as fai' apart as possible. 
These rack boscH make altogether the cheapest cases, and when 
placed in cabinets holding, say, a dozen boxes, or threo liun- 
dred sHdes, they form a very economical and convenient ar- 
langement. The cabinet, or outer case, should, of course, be so 
made that the boxes will stand on end, as in this way the slides 
lie flat — a most important point. 

Cases or cabinets of shallow drnwers in which the slides lie 
flat, with the labels fully exposed to view, are, however, alto- 
gether the beat. They have been made of various forms. A 
cheap, simple case, holding about six dozen slides, may be had, 
in which the drawers do not slide in grooves, but lie one above 
the other. The only objection to this plan lies in the fact that 
oil the drawers must be taken out if we wish to get at the lowest 
one; but where there are not more than a dozen drnwei-s this is 
not a very serious difficulty, and the compactness, lightness and 
cheapness of the arrangement moke it quite a favorite. 

In the English cabinets the slides lie with their ends towards 
the front of the drawer, ao that the motion of pulling the drawer 
out or pushing it lu, does not cause the slides to slip over each 
other. This is a very excellent arrangement, and one which 
we like better than any other. In the American' cabinets as 
hitherto made, the slides lie with the long edges towards the 
front of the drawers, and are prevented from slipping over 
each other by small partitions which divide the rows into 
spaces one inch each in width. This is, theoretically, the most 
perfect arrangement, but it requires a little more room than 
the other. The American cabinets have, however, one feature 
which is a most imporlaat odd: The spaces in which the slides 
rest have a depression under the ends of the slides, and by 
pressing on the end, the slide is lifted so that it is veij easily 
grasped. In the English cabinets this feature is wanting, and 
ii ia only ivith great trouble that a tightly-fitting slide can b« 



taken fiom its place. Forttmately.anj- di'awer which ia deep 
enougti, amy littvo tliia device applied to it by simply glueing a 
" 'a strip of vooCL or pastebuard on the bottom uf the drawer 
BO OS to 1-aiae tip tbe pai-t on which the slides rest, but leaving J 
a space of abont tJivee-qsartei's of an inch nndei' the end of the ] 
slide, into which the latter may be tipped- 
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cessory to every laicroacope, 
change of notes between 
microseopiata living at a 
distance fram each other, 
bnt it enables observers to 
moke au accniute record of 
the position of any object, 
and thns make snre of its 
identity when under ex- 
amination at difieront times. It conaisU o£ a glass slip, a lit- 
tle wider than nn orilinory elide, upon which is a photograph I 
Dcuupying a ajiace 1 by 1 inch, as ahoivn ia figure 79. Thia 1 
spaoe is divided into 2,500 aqnares (50 divisions on each side) I 
and each of these small squares contains two numbers, i 
whiuh indicates its position from bottom to top, while the I 
other marks its position from right to left. Thus the square 1 
which lies on the tenth line from the bottom, and the fifteenth J 
from the right-hand side, woald be i§. 

The method of using the Finder isus follows: Flacuigo 
stage an object mounted on an ordinary slide, with its loirev I 
edge against a ledge of some kind, and its left-hand edge agaiiut J 
a stop (the atop and ledge both being movable as regards Uie I 
stage), we bring some paiticnlar spot into view. Bemoviag I 
the slide, we now place the finder in its place, and read off the I 
two numbers. It is now evident that if at any future time wo I 
shonld place thofinder against the movable ledge and stop, aod I 
biing the same numbers into view, then on removing the finder I 
and placing the slide on the stage and against the ledge and 
stop, which, of coui'se, must oiieiipy the same position tliat 
they did when the finder was in place, the precise spot oiigin- 
njly vinder exominatioa will be in view. We caa therefore J 
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easily register tlie location of any object of interest, and ao be 
ceriain of finding it nt any future time, 

The mecliauical stage, or the ordinary movftble glass atage, 
described at page 110, or that shown in Fig. 24 {page 111) af- 
fordaapeciai facilities for using the Malt wood Finder. But un- 
less fitted with some epecial contrivance, microscopes which 
have only (he ordinaiy 
clips, are luisuitable for 
this purpose. A movable 
ledge and atop, which 
may be naeil witb the 
comnion apring clips, ia, 
Iiowever, easily devised 

withalittle projection on the edge near one end. The wooden 
slide must be thicker than the glaas slide which carries the 
objeot to be registered, oa it is necessary that the springs should 
hold the wooden slide firmly in pla«e, while the object-slide 
moves freely below the springs, A piece of vulcanite or haiil 
I'nbber about the eightli of an inch thick and the size of the 
UEual 3x1 glass slide answers admirably. It should have a 
stop fastened to one end, as shown in figure 80, where a is the 
hard rubber slide, and £ is a small piece of brass, let into the 
end and screwed fast. 

ftUcroscopical Miainterpretationa.— The observer 
who uaea the compound microsco[)B labors under certain dis- 
advantages which do not affect those who examine lai'ge ob- 
jects which can be hondled. and thus subjocted to the scrutiny 
of several senses. The fallacies to which, the uticroacopist is 
liable in this way deserve special attention and special precaa- 
tiouH, We have already (page 198) alluded to certain fallacies 
of another kind, which must be avoided by such careful aud 
estenaive study aa will enable us to recognize foreign matter 
when we see it; the fallacies now under consideration can only 
be avoided by careful study of the laws of optica, and by intro- 
ducing considerable variety of methods into ouv examinations. 
One of these Bourcea of fallacy arises from the liability which 
most persons have to aee objects pseudosocpicaUi/, as it is called 
— that is to say, hollows appear to be elevations, and elevations 
appear to be hollows. The extent to which this tendency es- 
iata is not generally recognized. Taking a gold coin, on which 
the letters, etc., were known to be raised, we placed it under 
tlie microscope, and submitted it to seven intelligent peraons. 
Out of these, five declared that they saw the lettei-s sunk into 
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the metal; two said they were miaed. In objects too small to I 
be felt, and where sections cannot be mode, tiie trath may be I 
baoertained by watching the effect of raising or lowering the I 
object glass in [ocussing. T 

Another falltioy of tliis kind has led to tlie belief that hBira 
and many similar bodies are hollow. Seen nodei the mioro- ; 
scope, ft bftir looks juat as if it were a tube — but then, so Aoee > 
a wire, which is known to be solid. The test in this case is to 
make a cross section of the object. 

Tlie true form of objects may frequently be determined by 
studying the effect of light and shade produced by sending 
the light across tbem in different directions. This is most 
i-eadily effected by means of the revolvinfj st^e, which, for this ■ 
purpose, should have very accurate rotation in the optic a: 

The most singular fallacies, however, are those arising from ' 
certain illusions of vision, which affect every one, and which in 
ordinary practice, are easily corrected. For a full acoonat o( 
these, the reader is refewed to the works of Helmholtz; a brief 
account of the moat common cases is given in the Fbimg Sdmitist 
for 1881. The one which is of most interest to microscopiets ia 
the famous optical iUusiou of NacLet, of which a figure is givea 
below. In the course of his examination of the n 




P. Angidalum, M. Nachet found that if a aeries of round blaok I 
dots be arranged oa a white ground, as ia Fig. 81, the dots, j 
when viewed from a distance of twelve to twenty inches, will 
appear to be hexagonal, though wo know that ihoy are roand. 
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Rhyme* of Science : Wise and Otherwise. 

This consiata ol a Beries ot short poems, chiefly hu- 
morous, by Oliver Wendel Holmes, Bret Hart, In- 
goldsby, Pror. Forbes, Prof. J. W, McQ. BankiDe, Hon. 
B. W. Baymond, and others. 
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Celestial Objects for Common Telescopes. 

By tlie Rev. T. W. Webb. M.A., P.B.A.S. Fourth, SO. 
tion, Bevlfled aail Greatly Enlarged. Fully Illustrated 
with Engraving and a large Map ot the Moon. 

Cloth, »3-'H> 

This edition has been made tor us by tbo EuElteh publisliM^ and 
Is in every respect tlio same 113 the English edition. Theworli itocil 
U tno wull tnowu to require commendatioa at our hands. No one 
that OTDS ev^n the commonest kind of a, l^ltscope can afford to do 
without It 

"Many things, deerofid Invisible to secondary infitrumcnts, are 
plain cnouglilo one wh')' knows how to see them.' "—Smyth. 
'■ Whon an obi<!ct la once lilscemod by a superior puwer. ai 
oQp will suffice tD sec it aRerwards.'*— Sib. W. Hebschel. 



Chemical Histoi7 of the Six Days of Creation. 

By John Phin, Editor ot the "American Journal 
Microscopy" and the "Young Scientist." 
1-2 mo., Cloth, .... 



nferiM^ 

3 



In this volume an attempt is made to trace the e 
globe troiQ ttio primeval state ot nobuloua mist, " without roim and 
void," and existing In " darkneas," or with an entire absenciiul the 
manlFestatlons of the physical lorcee, to the condition In which It-naa 
fitted to become tho habitation of man. While the statements and 
eonclusions are rigidly scientific. It gives some exceedingly novel 
views of a rather haoknoyed subject 



Ponds and Ditches. 

A Work on Pond Life and Kindred Objeuts. By M. 

Cooke, M.A., LL.D. Cloth, 12mo., - ■ 75 oeni 

This la a most iDteresting volume by a well-known author and 
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Microscopical Examination of Drinking Water. 

A Guide to the Microscopical Examination of Drin] 
Water. By J. D. McDonald. 
8vo., Cloth, 24 plates, 



Bedlofl Cutting. 

A Practical Guide to the Preparation and Mounting ot 

flections for the Microscope; Special Prominence being 
o'iveQ to tlie Subject of Animal Sections. By Sylvester 
ilTarsii. Beprinted from the London edition. With 
niustrationa. lamo., Cloth, Gilt Title. • 75 cents, 

TMb le undoubtedly the most thorough treatise extani upon aecUa 
Dutting hi aU its details. The American edition has been greatlj 
Enlarffod by voluable explanatory notes, and also by extended direc- 
tions, llluBtrat«d wfth eDgraviiige, [or seleetlng and sbarpoain„' 
knives and lazorB. 

A Book for Beginners with the Microscope. 

Being an abridgment of " Practical Hinta on the Seleotloti 
■ind Use of the Microscope, " By John Phin. Fully illus- 
trated, and neatly and strongly bound In boards. 30 cts. 
Tills book was prepared for the use of those who, having no know- 
ledge of the use of the microscope, or, indeed, of any scientific appar- 
atus, desire simple and practical instruction in the best methods ol 
roanaglng the lustrument and pi-epuring- objects, 

How to Use the Microacope. 

" Practical Sints on the Selection and Use of the Micro- 
scrope." Intended for Beginners, By John Phin, 
Editor of the " American Journal of Microscopy." 
, Fourth Edition. Greatly enlarged, with over 80 engrav- 

ings in the text, and G full-page engravings, printed on 
heavy tint pajwr. 12mo., cloth, gilt title, - $1,00 



The Microscope, 

By Andrew Robs. Fully Illuetrated. l2mo.. Cloth, 

Gilt Title. 75 cente. 

This la the celebrated article contributed by Andrew Boss to the 
"Penny Gyolopeedla," and quoted so frequently by writers on thp 
Microscope. Carpenter and Hogg, in the last editions of their works 
on the Ulcroscopc and Brooke, in his treatise on Natural Philoso- 
phy, all refer to tills article as the best source for full and clear 
information In regaid to the principles upon which the modem 
acbromatio Mlcroeeope is constructed. It should be in the Ubrary 
of every person to whom the Microscope Is more than a toy. It- la 
written In simple language, tree frora abstruse techolcaUtlea. -" 



The Microscopist's Annual for 1879. 

OoDtairts listor all the Miuroscoi ileal Sodetlea ta the 
oountry, with names of officers, daya of meeting, etc.; 
eto. ; Alphabetiiail and Classlded lists of all the Manu^ 
fticturersor Microscopes and ObjectiTea, Diaaecting Ap- 
paratus, Microscopic Objects, Materials for Microscopists, 
In Europe and America, etc., etc.; Postal Bates, Bulos 
and Regulations, prepared expressly for mloroscopista ; 
Weights and Meiistires, with tables and rules for the con- 
version of different measures into each other; OuBtom 
Duties and Eegulatious in regard to Instruments and 
Books ; Value of the Moneys of ail Oountriea In U. 8, 
Dollars: Value of the Lines on Nobert's Test Flatee; 
Table of Moller's Probe Platte, with the number of lines 
to inch on the several diatoms, etc., etc. ; Focal Value 
of the Objectivea of those makers who Number their 
Objectives (Hartnaek, Nachet, etc.); Focal Value of the 
Eyo-piccca of ditTerent makers; Magnifying Power of 
Eye-pieces and Objectives, etc., etc. The whole form- 
tng an ladisiwnsable com|)anion for every working mlcm- 
( scopist. Limp Oloth, Gilt •* - - 25 cente. 

KT The " Annual '' for 1880 Is in a fotward state of preiiarBtEoo, awl 

will be unifarm in size and price witli that for I87B. 

Microscope Objective!. 

The Angulai Aperture of Microscope Objectives, By 
Dr. George E. Blackham. 8vo., Cloth. Eighteen full 
page illustrations printed on extra One paper. 11,36. 
Sold only by Subscription. 
Tills is the elaborate paper on Angular Aperture, read by Dr. 
Blackham before the Microscopical Congress, heltl at IndlEtnapolia. 

Kutzing on Diatoms.— Nearly ready. 

The SUlceoua Shelled Bacillariie or Dlatomaceie; the 
History of their Discovery and Claasiflcation ; their Dis- 
tribution, Colleotion, and Life-History. By Friedrich 
Traugott Kutzing. Translated from the German by Prof. 
Hamilton L. Smith, of Geneva, N. Y. 13mo., Cloth, 
GUt, 50 oentH, 



The Microscope and its Revelations. 

By William B. Carpenter, C.B., M.D., LL.D.. F.B.8., 

F.a.S., F.L.S., etc., etc. Sixth Efiition. IltuBtrated 

by twenty-six plates and flyo hundred wood engravings, 

883 pagea. Cloth, 12 mo., .... $5.50 

This is indisputably the Ijest work tor the general Student of Natural 

History. It gives the most complete account of the various torma of 

the Microscope, of the accessories employed, and ot the best modes of 

using thnm, and it describee the best methods of preparing and 

mounting objei^ts. In the second part— the "Kevelatlons"— It leads 

the studpnt step by step from the simplest forms ot animal and 

vefretable life up to the minute anatomy of the highest The new 

edition Is so greatly Improved as to render all former edltlc 

obsolete. 

Diatoms. 

Praeliual Direetions for Collecting, Preserving, Trans- 
l-iorting, Preparing and Mounting Diatoms. By Prof. A. 
Mead EdwaniB, M.D.. Pro(. Christopher Johnston, M.D,, 
Prof. HamUton L. Smith, LL.D. 
12mo., Cloth, ... - 75 cents. 

This volume undoubtedly uoiilaiiis Lhe oHist i-omplete series of 



Common Objects for the Microscope. 

By Eev. J. O, Wood. Upwards of four hundred illus- 
trations, including twelve colored plates by Tuffen West, 
niuminaled Covers, . . - 

This book contains a very complete ilescription of the ob]ecte 
ordinarily met wittt, oad B« the plates are very good, aad almost every 
object ie Qgured, It is a most valuable assistant to the young miero- 
scopist. 

One Thousand Objects for the Microscope. 

By M. C. Cooke, Vice-President of the Quekett Micro- 
Boopical Club, London ; Hon. Member of the American 
Microscopical Society, etc., etc. Illustrated with 12 
plates, containing BOO figures of the most interesting 
mloreacopio objects. 13 mo.. Boards, 



Cement* and Glue. 

A Practical Treatise on the Preparation and Use of a! 

Kinds of Cements, Glue, and Paste. By John Phi 

Editor of the "Young Scientist" and the "America 

Journal of illcroflcopy." 

Stiff Oovere, - - - - - - 35 oenta. 

This Is ttio Orst of a Series ot 'Work Manaals," which are intended 
to be thoroughly trustworthy and practical. They are not n 
reprints of old matter, but fresh presentations of valuable material, I 
repreeentlng tbc! latent developments of scleneo. Every mocbanie J 
andhouBoholderwillflnd the volume on Oementeof almost everyd^ I 
nse. It contains nearly 200 recipes f'lr the preparation of cemmitB Si ' 
almost every conceiviible punHW^ 

The Amateur's Hand-Book of Practical Information. 

For the Workshop and the Laboratory, Second £dltloti. 
Greatly En iMged. Neatly Bound, - - 15 oenta. 

This Is a liandy little book, containing just the intorinatlon neodol 
by Amateurs In the Workshop and Laboratory. Directions tor 
PHI Icing Alloys, Fusible Metals, Cements, Glues, elc. ; and for Solder- 
jny, Brazing, LacquorlnK. BronzloR, Stainlnt;: and Follshlnf Wood, 
Tempering Tools, Cutting and Working Glaes, Vamishlng, Savering-, 
Gliding, Preparing Skins, ete,, etc. 

The New Edition contains extended directions for preparing Polish- 
ing Powders, Freezing Mixtures, Colored LightH for tableaux, Sulu- 
tions for rendering ladles" dresses Incombustible, etc. There has also 
Iwea added a very large number of new and valuable receipts. 

Five Hundred and Seven Mechanical Movements. 

Embracing all those which are Most Important in Dy- 
namics, Hydraulics, Hydrostatics, Pneumatics, Steam 
EngindB, Mill and Other Gearing, Presses, Horology and 
Miscellaneous Machinery; and including Many Move- 
ments never before published, and several of which have 
only recently come into use. By Henry T. Etowu, editor 
of the "American Artisan." Eleventh Edition. $].00 
This work is a perfect Cyelopiedla of Mechanical Inventions, whicli 
are here reduced to first prlnclplee. and classified so as to be readily 
available. Every meclianlc that hopes to bo more than a rule-of- 
thomb ivodcer ought to have a oopy. 
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iction in the Art of Wood Engraving. 

A Manual of Instruction in the Art of Wood Engraviug; 
with a, Description oC the Necfaaary Toola and Appar- 
,atu5, and Concise Directions for their Use ; Explanation 
the Terms Used, and the Methods Employed for Pro- 
icing the Various Classes of "Wood Engravings, By S. 

Fuller. 
Fully illustrated with Engravings by the author, sopar- 
ale sheets of engravings for transfer and practice 
being added. 
New Edition, Neatly Hound, - - 30 cents. 

What to Do in Case of Accident. 

What to Do and How to Do It in Case of Accident A 
Book for Everybody. 12mo. , Cloth, Gilt Title. 60 cents. 
Thia is ono of the most UBaful books ever published. It tells ^- 
acUy what to do in case of accidents, such as Severe Cuts, Sprains, 
Dislocations, Broken Bones, Bums with Tiro, Scalds, Bums with 
Corrosive Chemicals, Sunstroke, Suffocation by Foul Air, Hanging, 
Browning, Frost-Bite, Fuiuting, Stings, Bites, Staxvatjon, LightDing, 
Poisons, Acddonts from Machinery, and from (he Falling of Scaf- 
folding, Gunshot Wounds, etc, etc. It ought to be in every house, for 
young and old are liable to accident, and the direetlonB given In this 
bool: might Iw the means of saving many a valuable life. 

BOUND VOLUMES OF 

The Technologist, or Industrial Monthly. 

The eight volumw; of The Technoloqibt, ob iNnnsTBiAL 
Monthly, which have been issued, form a Mechanical and Archi- 
tectural Encyclopedia of grei^ -value; and, when properly bound, 
they form a most important addlllOO to any library. The splendid 
full-page engravines, printed on tinted paper, In the highest style ot 
the art, are uni^-ei sally conceded to be the finest architectural and 
medianical engravings ever published in this country. We have on 
hand a few complete sets, which wo offer for $16.00, handsomely and 
'miformly bound in doth. 

Wohavealsoa tew extra seta of Vols, m to VEII Inclusive. Theso 
rix volumes we ofter for iSJOO bound in cloth. As there ana but a very 
few seta renu^ning. those who desire to secure them should order 
Immediately 

StUE^-The abo iO prices do not include postage oi 
' '^eet weighs altogether too much to he sent by nuUL 



The Steel Square and Its Uus. 

The Carpenters' Stwl S(iuare and its Uses ; being a 
scription ol the Square, anti ils Uses in obtainiag the I 
Lengtlis and Bevels of all kinds of Batters, Hii>s, Groins, \ 
Braces, Brackets, Purlins, Collar- Beams, and Jaok- 
Rafters. Alao, its application in obtaining the Bevels ■ 
and Cuts lor Hoppers, Spring Mouldings, Octagons, , 
Btairs, Diminished Stiles, etc., etc., etc. Illustrated by I 
Over Fifty Wood-cuts. By Fred. T. Hodgson, EMitor ] 
of the " Builder and Woodworker," 
Cloth, Gilt, 



Mechanical Draughting. 

The Students' Illustrated Guldo to Practlual Draughting. I 

A Series of Practical Instructions for Machinists, Me- f 

chaoics, Apprentices, and Students at Engineering I 

Establishments and Technical Institutes. By T. P. I 

Poml>erton, Draughtsman and Mechanicjil Engineer, f 

Illustniled with Numerous Engravings, 

Cloth, Gilt, ---■.-. *1.00l 

This Is a simple but Ihoroug-h book, by a. drauglttsman of tw^ity-l^ 

five ye&rs' eiperlencc. It Is intended for besiimerB and uelf-tauj;hbJ^ 

studeatB, as well a« for those who pursue the study under the direo-l 

tion of a teacher. 

Lectures In a Workshop. 

By T. P. Pemberton, formerly Associate Editor ot the I 

"Technologist;" Author of "The Student's Illustratod I 

Guide to Practical Draughting." With an apj-iendis con- ' 

taining the famous papers by Whitworth "On Plane I 

Metallic Surfaces or True Plauea;" "On an Uniform J 

System of Screw Threads ; " "Address to the Institutioal 

of Mechanical Engineer's, Olasgow;" "On Standard-! 

Decimal Measures of Length." 12 mo., Cloth, Gilt, $1.H)I 

We have here a sprightly, taaclnutlne' book, full tit valuable hlnte^l 

interesting anecdotes and sharp sayings. It is nut a. eompllaUon^ 

ot dull sermons or dry mathematics, but a live, readable book. TbCM 

papers by Whitworth, now first made accesaible to the Amerloav 

reader, form the ba^ ot our modeni systems of accurate we ' 



Shooting on the Wliig. 

Plain Directions for Aoquiring liie Art of Shooting on 
the Wing. With Useful Hints oonceraing all that relates 
to Guns and Shooting, and particularly in regard to the 
art of Loading so as to Kill. To which has been added 
several Valuable and hitherto Secret Eeeipes, of Great 
Practical Importance to the Sportsman. By an Old 
Gamekeeper, 
12mo., Cloth, Gilt Title. - - - 75<36nt8. 

The Pistol as a Weapon of Defence, 

In the House and on the Road, 
lamo., Cloth, - - - . 50 cents. 

This work nlma to instr ji!t thu pufUH^ablc and law-abiding dtlzom 
in the beet means of protecting (Jiemselyoe from tbe attacks oF the 
brutal and the lawless, and Is the only practical boob published on 
thlssubjecL Its contents nre as IoUowb: ThePlstol as a 'Weaponot 
Defence, — The Carrying of Fire-Anna. — Different kinds of Pistols in 
Market; How to Choose a Pistol.— Ammunition, diffeient tinds; 
Powder, Caps, Bullets, Copper Cartridges, etc — Beat form of Bullet — 
How to Load.— Best Chai^ I'or Plsbals.— How to regulate the 
Charge^— Care of the Pistol ; how to Clean it— How to Handle and 
Carry the Pistol.— How to Learn to Shoot.— Practical use of the 
Pistol ; how to Protect yourself and how to Disable youi' antagonist 

Lightning Rods. 

Plain Directions for the Construction and Erection of 
Lightning Bods. By John Phin, C. E., editor of "The 
Young Scientist," author of "Chemical History of the 
Six Days of the Creation," eta. Second Edition. En- 
larged and Fully Dluetrated, 
12mo., Cloth, Gilt Title. ... 60 cents. 

This is a simple and practical IttUo work, intended to convey just 
Buch information as wiU enable every property owner to decide 
whether or cot his bulldingB are thoroughly protected. It la not 
written in the interest of any patent or pariacular article of manu- 
facture, and by following lis directionsi any ordinarUy skilful me- 
chanic can put up a [od that will alTord perfect protection, and that 
will not Infringe any patent EvEiry ownex of a house or bam OUgW 
to procuie a oopy. 
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ZOOLOGY. 
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CRYSTALLOGRAPHY 

By HiaryPalio GuroEy, M.A., Cbirt ColltgE, Cambridge. 

Cryt aHogmpby has been bithcrlo strangely neglected IP Lhii CDoDlryat abr 
ofcducalioa. lb great impoitancelolbecbejzuEl, the physciat, and the geologist ca 
bequHtianed, (od it is full of inMrest for alL No study iibelter calculated ta slia 
at opce tbe observing and the reasoning faculties of youtlj. There is oolhiag repu 

of the fairest flowen. Th^Eynunotry illlutraFeK the riiyrhm and the hannony 
pervade the univene. They have already auggeated the mo^t important law of mo 

mhiU^a.—Aulhof'- Prr/.-ct. 

SPECTROSCOPE, THE WORK OF THE. 



le SpectniBCapic AnalyaJB clear a 



methods a I obserra 

ELECTRICITY. 



Tsita.—Ai'lhat'i P<^<Kt 



^pTheie ten .olumei fcrm 



SdentiAc Ubrai 



INDUSTRIAL PUBLICATION COMPANY, 

XA Dcy Street, IVeW Vo 



Hand-Book of Urinary Analysis.] 

Patmal)! LataoUrr laarucun in die UoScaJ DeparunoiL ol tbi UsittnitT ef Vri 

VlAi Ucsbsof (he N.V County Hedial Sodur: Mcmba of ibe Ncv 

VoA MidmcopicaC Sodny. ttc. 

Hiit nuDiaJ ptca ft fiiD ddcripdon of ibe Nonnal ajid PuholoeiaiL Coostiniciits 
of Viioe, *dd tp Ibe cue of the depcrBU k etva very supcnor EngraTinp of ibe 
MicnAcopteal Appensccfr tl alio fires die Cbjiu^ SigqUtcuce ot Ifac Difiennt 
ConuiluniEi. The lait chapter pmeoti a pUa loi Ihe Sgmeiiuiic Eumiudan cl 
tiqiud Urine. Urinary DepotiUt ai»d Qdculi, which U calculated to aStrd vpy 

tl u compiled wtlh tlkc inten [ion of fLrppljdng a concue gaide, which, from its unaU 
compOH and ubulaled arrangenieDt, naAm it adminblr adapted lar use, bath as a 
bed-nJe refeience boiili and a woik table compamon. The author u well kwHm as 
one who has had lor «ven) yean a very emnded experience as a Itacher of IhB 



LIST O? lLI,TJSTBi,TIONS. 

Frontispiece. Urinary AnalvM Set (after Prof. Draper). 1. Urinomeler and 
Cylinder, s, SepanleCryitafsof Diabetic Siigiir 3. Notmal Depool ftiao Ammo, 
n.aeal Urine. i. Eiltaneout Sutalance. found in Urine. 5- Nitwle of Ur=a. 
6. Oialsleof Urea. 7, Appaiatua for the Quantitative EHioialinn of Uiea. B. Cam- 
man Forma of Uric AcidT 10, " Hedge-hoB" Cmtals of Urate of Sodium. 
II. Cryilals and Anoii^ous Depnit of Urau of S«fium, aud Spherutei of UnlE 
ofAtnnanium. ii, SpheruleBOfAniDioniuin Urate. 13. Hippuric Acid from Humm 
Urine, tl. Oxalate of Lime, rj. Dumb-biJIi and Ovcdds of Oxahitt of Lime. 
t6. Crystals of (' ."itellar") Phosphate of Lime. 1;. Different Fonns of Antmomo. 
mRgnewm ("'triple") PhiHphaM. 18. Crystals ("fern-leal") of Triple Fhosphalt 
io.T.eiiein Spheres and Tyrom Needles, ao. Cyslin, Heaagonaf Tablets and 
Priuna. gi. ICanthin from Human Urine. «. Miicui Ooud. 33. Renal, Vena^ 
Urethral and Vaainil Entheliuni. 14. Mode of Fnrmadon of Tube^usls. iG. Fatly 
and Kood Caan, Free Fatty Molecules, a?- W"y Casts. aB. Mucus Outt. 



i 



•y. Blood Corpuscles Id the Urine. ,„. , j.. -,- 

33. BodvandUpper Pattoflhf Tailofa Spennatoionn. 33, Bacteria and VOwiani 
<t. Pemcilium Gtaucum, Aerial FnietificaliDO. 35. Torula Cerevina^ Aeiul 
hcBlion, t6, Sardna in the Urine, ij. Apparatus for Collecting Urinary Sei 
38. The New Woiking Microicape. 
Smtfivrby mail on recttpl of prim, 

INDUSTRIAL PUBLICATION COMPANV, 

14 I>er Street, New 'YTorb. 



Hand-Book of Urinary Analysis. 

CHEMICAI, AND MICROSiCOI'ICAL 

ir llK Use of PhyddihS, Medical Studenls. and Clinical AssistanK. 

By FKANK. M. DEEMS, M. D., 

[Dry InstmctoT fn the McdicaL DepuuiKnt of the UnivciHly of New Yd^; 

UembcTof the N. Y. County Medical Sockiy: Member of the New Voilt 

MLcnuco|4cal Society, etc. 

zau»lral«d, MtHp CloOi, Gilt, aSet*. 

Thii Manual pieunts a plan (iir tbe Systematic ExamicUioii of U^uid Urine. Urissry 

Depoiiti, and Ciilculi It » cominJed with the inlenlian of luppj^g a oonciK suide, 

whicfa, fitHD its unall CDiDjHAa and tabulntcd airangemenC, renders lE jLdininih|y aiupted 

iw ufic, both as a bed-sjde refctence hook and a wDTk-iable compamon. The author 



yUST PU BUSHED. 

HOW TO SEE WITH THE MICROSCOPE. 

BeinK Useful Hina Connected with the Selection and Use of the Imtramenl: also 
" ■ ~ ■ ■ ~ lyof Modern H igh- Angled Obiective?, 



aa Compared with ihijfic of Medium Apefture- 
c.i__.- . r. r . .-___ ofijoct^li 



and Use of American oSjoct^lssses of Wide Aptnuies, 
By J. EDWARDS SMITH, M, D. 
ProfctBT of Histology and Micmseopy ; CorreBponding Member Eau Fiandsco, 
DuDltiik, and olber Micnscot^cal Sociei^, etc, etc 
Xlandsoiiie-lsr lllostmiecU 
ProC Smith is wdlknowix as the most expert mutipulator in lids countiy, as rtgafdA 
ijectiTeB of wide aperture, and in this ToJiune he ipr«, in a clear and pntctica] man- 
R, all the directtona ncccasary to attain the iutptioin(^ results which he has achieved. 
Loytning better than French uiplela can aflnrd to be without iL 
99.00. Fne by Mail oh >-r„fft a/ fricf. Address 

■emfltlldm Six MimlMy Paris. 'Pria $i5,oo,/(7vn*/f /u aAfancf. 
PAKT 1. IS NOW READY. 
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^r A Manual of the Infusoria, 

Indudmg a Descnplion of alt Known Flagellate, Ciliale. and Tcntsculifeniii; 

By W. SAVILLE KENT, F.L.S., F.Z.S . F.R.M.S. 

This impanoni wa^ theicsultof many yean' cnrehil labor and inveitigalioo on the 
part of Ibe author, will, it ii hoped, meet a want which baa long existed among mkro. 
icoputs. Il win consist of a volume ol leirt extending to about &oo pages super royal 
BtO-> and an atlas of aB plates, conbuning upwards of B,Dcx3|]giiTes. 

Wiabing la lend what tittleaiuBUnce we can to tbe publicauon of thti valuable work, 
we have lubidribed for alar^nvmbeiof copies, whidi we olTer to the microKOintB 
of the United Slalea at the pncefi named above. As the book is large and very ei^n- 
■ive, Ihe pnbHsher will issue very few cmiti beyond those for which subKttptions are 
Kceived, and conneiiuaiily the price will undoubtedly be advanced after the work hai 

INDUSTRIAL PUBLICATION CO., i* Dey Street, New YoA. 



POt!KtU BUmOH. Cn^f Eai^rjid. mili «*>- k Oai'Mlii^ it tit Tut 
*W*>iS/af> £*fT«Ar/T. /r^Au/n Mat TimI Piftr , ;V. :i— j . i^ 
^Iflt, ItiatSf aammJ I'm Cirlk. Gul rair. /Vufito. 

HOW TO USE THE MICROSCOPE. 
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, fi Saudi; The Roo Modd ; Tbe Jadnaa 

Ibdd; Th« CoaliiKnba Madd: The Kev Aancan Hodfl: Cbsp AsHiisn 
ItMiii; The KboqiIii Hicntcopc: Tie BuuHailir V-jt-piat: Tbe InviRrd Hkni- 

. iJibgia^Qil Hicmcopet: The Aqnuiuin Mlcidkupc: Mkma^es fbc 

,, il PiHpo-oti "Chw" UimKapa. 
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AcuHrd Sundirdi — Dbiohu. Ruled 
la: Molkr"jPn)bePh"- -T "■■ 






HImti KiwoKopn Tor Bounr; For Pbyiidani; F« Siudeou. 

r . • JB.— Snit Foteein; Forcepi Ca 

MeriAuUriculer - '^■^ - 



Pbln Sbilet: Conene 

■ ■" ciSlifci 

SGdei: 



^iiizc; 2aaphyle Ti 

ich: The Conipreuoriuin ; Cavity Comptx 

JMn; Double H«t-nece. 

iLUiHiHATim,— Sun-Liiht: Antlida] lighi-'-Ciuidlei, Gai, LamiH, «e.. etc. 
lujiUINATlnif OF Oruui Objkcts.— Bul1«-Eje Condcmei; Side Rcfkoor; The 
ittxrkuhBi 1-he ranbAUe Refleelor; Venrai] lUuinuatan. 

luUUIHtTIOM or TlAHXTAUMT OdjeCTS,— Uiwt and BefleclEd Light: Axial er 

'Ush : ObliquBLiEhli The AcbfonuticCondener: The Webner Coodowr, 

• taUMiirVanham-i Belleic lUuminaior, and Hd» to Uk It : TheWenbna 

The "KiK.BuIIdd:" I'hg WDodwaid lUuniiiulor; Tolls' lUumiiatfaii 

a Leni; Ilia Spot Leu; ThePanbdic IlluDiinaloi: Palarizcd Light. 

TO Uw TM« MlCBOtcOFl.— General Rules; Hinia 10 Bejpnoen. 

Bow TO U» Objictivu or Laice AiiimiiE.— CoUai-ConwIii 
Caic or THi MicRsiCDH.— Should be Kept Cnverec' ~ 
he Uxd whan Conwive Vaport and Uquidi 



; &re of OWt 

._., __ _,,_ ....__ __..,_,, ._, _ am Eaoployeif; 

I Ih' Objectlvet froin Vapon vhich Corrode Glasa: Lleaning the Ubjcclin 



Colli 



H WoA. 



KJ 0«;bcts — When 



> Find ObjecU : What to Look foi 



HOK 



iWAHow or Objects Culling Thin Sectiom of 

r; Sections of Wood ud Bone; Impioved Seclioa 
: Sciuoni Needla; DliuElingFaiuaod P -'"-- 



I siiaeclinE Microicupes: Sepinlfon of Deponla fiom Liquids: FreoaHog Whole 
I fiHecU; Feel, Eve>,T«igue&Wlnn.etc.onn>ecl>: UKo7CbeinicalfeiU:1iqUK)> 
fer MalMeui»g Ubj<^c[-: Kcrrr»!tive Powers of DilTcrcntUqiiids; lad-Semm: Artifidd 
.od-Saram: '':•■■ <■ V " ■ !■ r in Microscopic Obaerralioiii, 
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BalsBin ; in liquid*; 
Opaque OWest.. 
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REDUOEB TO $4.00. 



Thirty-eighth Tear of Republication! 

London Lancet for 1882. 

A Monthly lournal of British and Foreign Medicine, Physiology, Surgery, 
Chemistry, Criticism, Literature and News. 

CONDUCTED BV 

JAMES G. 'WAKLEY, M.D., M.R.C.8. (GdltoF ■!□(» 1800), and 

THOBtAfi H. WAKtES, Fj;.C.S. 



l^'Tbe American Edition, att no-w pnbllMbed by 
Ibe Indnatrlal Publication Co^ coniaIni« EVEKV- 
THlNd relattna: (o medical mattrrs tbatapprara 
In tbe original London edition. 

THE LANCET ii the Mat and most PraclicoJ Mcdicnl Journal publishrdin the 
EngUih language, and ii Ihe lutional Briiiih organ of Science in iu teLiIiDnt id Ihe 
hlunaD ^Die. 

THE LANCET b ciitcd hy a corps of Ihe mmt disdnguiihed pliysidans of the 
-i^.L k^elmpDlu, add bumben among la contiibulon Lhc bat medical and surgical 

THE LANCET for iSBi will conlain over i»o doublM:olutnn partes of closely 
printed matler, evclusivc of Che adTertiUDg sheets- The lype is clear, aud printed on 
the very hcsl caleadered l»ok paper. Our prices contain nearly Iwice as much reading 
malteras any other monthly medical jouniar published un tnii tide of the Ai~ 

Every effort will be oiadr ■"—- •"^- "'-'- " ' ■— ■ - --- =■ 

Journal of Medicine and I 

lUuiuated mtb 



Sublcftptlon, ir paid In Ailvanci, $4.00 per y«ar. If not Strictly In AdvEinci ii.<X 
per y«ar, Single numli«ri 40 cts, 



CLXXB RA-l'ieiS-Strietly In Aammee. 



THE INDUSTRIAL PUBLICATION COMPANY, 

Id Dey Stree*, If ew Vorh, 
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The Carpenter's Steel Square 



AND ITS USES. 



a dpecription of tho Carpenter'a Frftining Square, giving 
simple anil easy methods of obUlniiw tlie Lieagtiss and SpvaIs of 
nil kinds of Ratters, Hips, GtolDH, Braces. Bmotota, Purlins, (Jollar- 
Beam?, and Jack-BofKrs. Also, its application iu obtaining the 
bevels and cute for Hoppers, Hpring Mouldings, Octagons, Stairs, ajid 
DimlniBbed Stiles. 



ntuMraltd by orer fifty Lar^e and Clear WoodfHla. 



KBEIU. 



HLOJJGSON. 



Olotli, out. 



This lathe onlj' work of the klmievnr published, and must prove 
of great service to every person who may have to use a Carpenter's 
Square. Joiners, Cablnet.makora, Bricklayers, Stone Cutters, Plas- 
terers, LumtMT Dealers, Amateurs, and aJl who build ft fence, tinkera 
gate, or make a chicken-coop, will Had something In this little book 
that will help and aid them to do their work better and mo're intelli- 
gently tliaii they could without a knowlctige of Its contents. 

Many illffieult and troublesome mathematloal problems can be 
solved by the use of this lool, and the methods ot solving them are 
shown in the work. It describes how Painting. Plastering, and Brick 
Work can b^ measured, and how many mechanical difBcultlea can be 
overcome with great ease. It explains bow Ellipses, Parabolas, 
Octagons, dreles, and many other llgures mayl)e deeorlbed bvihe 
Steel Square. 

This is the " book of the period " tor all who work In wood, and Its 
low price places it wltliin the reach of every ioumoyman and appren- 
tice In the land. The engravings are of a high order, and tlie whole 
Is printed on heavy calendered paper. 

INDUSTRIAL PUBLICATION COMPANV, 

14 Dpy Sti-eet, Kew Vorb. 
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THE WORKSHOP COMPANION. 



A Collection of Uwcflil and Rvliabia- Kvrlpes. 

Ralr>4, l*i-o«'eHBeH. methods, 'WrinkIeK, 

iind Prnctlcal Hlnla, 



•on. THE ilOfiSEMOL.D .*A*0 TME SgrOM*. 



Abyml 



s for mnking, aha ?0 m 
iling and HardeninE glits. • 
;— Beeswsji, how tpTjleach;- 



tirlEj poli&h ai 



-c^— Case-bardeni 



Is:— Gildin! 



Powder:- . 

" ai, deposit by dcBoicity, clean, cit, 

looiDtL; — DTfiDzing DiHu, wood, Icmhor. nc- — Bums, how In 

;; — Copper, worldag, welding depositing: — Coral, arliBcial;— 
SHI fbr lUackboards :— CuHinK biau, iron, etc :— Liquid Ci\- 
steel, ttlasi;— Eye.acqidenlalo:--FbEs, lo prevenl;— Clnihe«on 
es:— Kly Papeia ;— Freeline Mulures, 6 recipes l—Funi Earing 
I. tcaiher, wood^ etc ; — Gasa, cuuuig, drilbng, turning m Ihe 

^ — rr— . -emoving tight Moppeis, powdering, picking, imitating ground 

glaaa, washing glass venKli,eic; — Gns^ 0Ty, to stains --Gvns, id nuke fihoot clone, 
to keep froiH luHing, Id bjown Ihe banelsaf, «c, etc.!— HandlcMolsiten;— loki, 
rule* for Htectiogana preserving, and j4 recip^for; — lah Enuer; — lotaying; — Iron, 
foi^ng, welding, casc-hajdening, rinctng. tinnilig^ dc in the cdd, bnghlening, etc, 
ele, i— Ivorr. lo woik, poliili, bleach, etc. ;i— Javelle Water : -Jewelry wid Gilded Ware, 
cjireof^ deanin^ coloring, etc: — Lacquer, faow lo make and apply j^Lanndry Gloss: — 
Skelettm Leaves: — Light*, sigiut and cotored, also for Fahleaux, photography, etc-, 33 
recipes!' — Lubricntors, vlection or, 4 redpes fur ^-^Marble, working, polishing, clean- 
ing;— Metsli, p^itishing:— Mirrors, care of, lo make, pure Gih^, etc, elc:~Niclie). 
plate with without a battery: — Noise, prevention of:— Pairtine Blight Melals;— 



Paper, adhesive, barometer, glass, 

etc, etc:— Fatma:— Patterns, 
Pewter 1— Pillows I(>r Sick Ki 



—Pencils, 



lelible;'— 






, , — , ,, --^^.-a;— PcJishing Powders, 

pagea); — Renns, their prmmties, etc.; — Saws, how to 
properllcii and uses of; — Silver 



tlve from piated goorii, etc. etc; — ^tvering merals. leather, 
^„ -, „5.... 1.5.^. J. ol:.. , 1.. -?^ _,ri?g, do „ib 



MbAs, to fi.;— 

;' Sieves :^-'5he]lBC. 
ive ink 



on:— Stains, to remove &Dni all kinds of {jnidi:— Steel 

p*ges| :— Tin, properrics, methods of working :— Varnish, u tecipeslor: — vamisliPe. 

Whitewash: — Wood Plnora. waxing, staui'uig, and poluhing: — Wood, po\'ii>il.R ' 
Wood, itainuig, 17 recipes;— Zinc, to pulveiiie, black varnish lor. 

Mi olosely- printed pneea, neatly bound. Sent bv mall tor 36 iKMii 
podtagB slumps rRCfiivedl. Kjioctmen phroh free. 

INDUSTRIAL PUBLICATION COMPANY, 

14 Di'y Street., New I'ork. 
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^^^^^ The following art Ihc liilai of lln 



A SEW BRRUtS OP PRACTICAl. BOOKM. 



WORK MANUALS 



muotjon of ihc puliluhera u m ^vc in thit Sena a numbo- o[ amaJl boolts ^ 
c Thorough and Reliable iDfarmalion in ihc plainBl pofenble tanguagc, upo 
Jk.RTS OIT KVEH^VDA-V LIFE. 



iiihon 






wdy for ddivejy. No. 



Id Uic »r .Ul KiDd> of Cemeno, Gtue 



tvcryday use. It 



U kinds of hoards i 



fbrmuta, the □ 



obuiSo^' 
Cf of calculadon 



globes. ociMOB nilei aiu] 
~ " biicklayeit, glaiien, 



m. Conatroctloii, Use and Cure »f Dranine Initrnm 



Care. Explanations of 
anda for DrauehlamcD, 



MlraHon^ B) 



ed b7 Draugblsnen. hlustratH 



low to Hsfce mill How t- 



lata and Memoranda f 



INDUSTRIAL PUBLICATION CO., 

Box aSSS. 14 Dey Street, Now YopI-. 
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GENESIS AND GXiOLOeT. 



B. little woik, just piiblislMd, 
man mtLiueu 

THE CHEMICAL HISTORY 

The Six Days of Creation.' 



BY JOHN PHIN, C. E., 



h 



In this VDtk &n attempt ia made to afatrw that the acconnt given of (he 
OreatioD, in the first cliapter of Qenesis, agrees IHaoUy with the record 
developed \ij the investigations of modem Bcianoe. 

Mny be ordered throngh any bookaelleT. Single copiee sent by mail, 
~n receipt of price. 



Dbtpler of OeikeElH^ and defends tt from i scientlflo srandpolnL Wd think this b 

■Dd'l^ltli ars nh Bt tbe preuat di;, hb DODimeod Uie TeuoDiagu of Hr. Fliln Id 
greit nujnbor of re>dor« sod studeiita wLo Me InTeBtlgsUng theu Bubjocta.— 
AvibiiUrian (PhUadelplitiO. 

Tbs •nlbnv givM i now aoluOon ot thie difflonlt qoeaUon, ud certainly prwMiUi 
maaj tutj ptauMble ■rgomflDti Ln mpport of hlB theory, — Sunday-SehiKl Worlrtaa%, 

A Terr cwdld ud tDgauloaa «■;.— (ArMian Unian (H. W. Beeclier's psixsi). 

n U ft topic Thloh naedi ■ calm ud weU-dlreotedlntaUBCt toftpproachpAnd ftfr. Phln 
hu nuTOUDded III dlwHiuIan wlOi Ihtnighta of tho daepflBt Intareat to hU mliidfl seek- 
ingreston tlita mnah perplailiig qucgtlDD — JeunuUnfUm TUe^niiA. 

Tha muina ud ooiuiliuioiii ■» Dlear, dlfltlnot, tad natiirml. The book wlU Intereat 
ud fiutrnBl,aDd ta itttsnded to Ind the reuoning mind to Qnoer fellli In tUe Uglit ol 
r««l»Uon.— Wne Turk GlalK. 

KDDaocM]readtlilibookiflthoi]tcom]>eDBtlDC. without becoming more Ihonglitfu! 
ODOcernlDS the pbeDomeu of creaUon ; ftnd be noed lose none of lua rererencA lor tbe 
■nprsmecy of the DEviOB Leu.— flurni JVno- roriir. 

We eonld ay mnob in oommend^on ot Prof. Pblu'B UtUe book. An InteUigeul 
loder can budly (kU lo be intereBled In it. and miny might be benefited,— Ownfri 

iH who do not tully Mospl the thsnry It 



W» b»li«TB Prof. Phin hu ituUd i 
' baDded.^Ail<rnn Daii)/ Gwu-duu. 



A New ami Live Book on the Chau 

Just Published. Price 75 cents, in clolh. 

PLAIN DIRECTIONS 

SHOOTING ON THE WING. 

With Useful Hinis concerning all that rtlaleslo Guns and Shoot- 
ing, and particularly in regard to the art ol Loading so v 
to Kill. To which has been added several Valuable 
and hitherto Secret Recipes, ol Great Practical 
Importance to the Sportsman. 

Bt AN OLD (lAMtKEEPEE. 
Sent free by mail oii receipt -if yrice. 



'tnioHt of lit S^au. 

E'sin tliat theyi-Miiiot well be muniuu, 
the fowcat poBsible wordB.''7Vii^, field 
and Farm. 

Facing the title-page ie one of tlie hsndaomeet, best-exeonted 
woDdEntg, we have ever seen. It ie entitled "Tlie Wonnded 
Buipe," and almost eqnajb* a stee! dngmving. — Baptist Uhiott. 

From its pages we ehonld thiuk evi'n tlie most experienced 
Bpartaman miEbtderive Bomeneiv ideas, wbile tbu beginner will 
%dit ajiinvaiaableasBiHtaDt.— (bunfr^ 6eiiUmton. 

Fat oonciee inatruotiona sa to how to ahoot, lo seleol^ lo*d, 
Mrry, and keep a qiin in order, titc, it cantLot be suipaBeed.— 
WeatemRund. 

ipleaBantljr written, and, it aeenia, to na, correct and prietloal 
Ireanee on tbo BPortaman'a art; a uudeat little book, but one from 
tlie reading of which a good deal oi the right kiail of knovlea^'* 
is to be gained. — jypteton's Journal 

JApraetioal aud well-written han.lbook, eBpedsll; adapledfbr 
(oe nae of yoniig aportameu, as it y.i^et Beeaiblu advice on the 
tnanipQlatiiiu offlreaimi. and ILu re lea aod etiqaette of the field, 
BeterkiJUi imeriaan. 
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THE YOUNG SCIENTIST, 

A Practical Joiirnal for Amateurs. 

ISSUED MOJVTIILY. Price 50 Cents per year. 

ItiBcbkrHHirletlDor TODDg AmBrlcssB Uiiit thej viint tu beDoiHuiomtlbiBf. 
TLejWBnoleontontwIlliinBrelr dnoHriso bow IhiDg* «re dons, or itbd irlUi 

la Bipeiiment. Bsuoe tbe winder'") daiijuid t)i>tbMBiT<i«f[iip lor uubII tool 
cnsBU, tnminBlBiheB, BDroll bihb. ffoadnrilDg tosla, teteiiriii>bi,iBOd>lil»m 
cuf^lnaii mlDtoBBoiBi uidBiJ klodiof upEirilu*. InnlnacuiBaoutar MDi btnr- 
BiBr,lh«7oniigworkDiiin HodB ItdlEBmilltoleirD howtoQie bU looli or ip- 
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